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al/extemal tngger scan 

The only difference between a manual/extemal trigger scan and the basic scan is control. 
The basic scan runs as soon as the STEP or SCAN key is pressed. The manual/extemal 
trigger scan is controlled by the front panel TRIG key or by triggers received from another 
instrument. 

NOTE For the following procedure, the Model 2700 can be triggered by pressing the 

TRIG key or by receiving a trigger pulse from another instrument. Section 8 pro- 
vides details on triggering, 

1 . If the scanner is presently enabled (STEP or SCAN annunciator on), press SHIFT 
and then HALT to disable it. 

2. Press the EX TRIG to place the instrument in the external triggering mode. The 
TRIG annunciator turns on and the reading is blanked ( — 

3. Press STEP or SCAN to enable the scan (STEP or SCAN annunciator turns on). 

4. The TRIG key or input triggers control the scan as follows: 

STEP operation — In general, each time the Model 2700 is triggered, one channel 
is scanned. When the STEP key is pressed to enable the scan, the first channel in 
the scan list closes. When the first trigger occurs, a measurement is taken, the chan- 
nel opens and the next channel closes. This process continues for each channel in 
the scan. After the last channel in the scan list is scanned, the first channel in the 
scan list closes. 

The reading count determines how many channel measurements will be performed 
during the scan sequence. If the reading count is greater than the scan list length, 
operation loops back to the beginning of the scan list and continues. 

After a scan sequence (as determined by the reading count) is completed, the scan 
remains enabled (STEP annunciator on), but the Model 2700 goes into the idle 
state. If you wish to repeat the scan sequence, you will have to first take the Model 
27CK) out of idle. This can be done by pressing the STEP (or TRIG) key. 

SCAN operation — In general, when the Model 2700 is triggered, a complete 
scan of all the channels in the scan list is performed. When the SCAN key is 
pressed to enable the scan, the first channel in the scan list closes. When a trigger 
occurs, one scan of the scan list channels is performed. After the last channel is 
scanned, the first channel in the scan list will close. 

Reading count determines how many scans wiU be performed (see ‘Trigger mod- 
els,” page 7-4). If programmed for another scan, it will start when another trigger 
occurs. 

After the last scan is completed, the scan remains enabled (SCAN annunciator on), 
but the Model 27CK) goes into the idle state. If you wish to repeat the scans, you will 
have to first take the Model 2700 out of idle. This can be done by pressing the 
SCAN (or TRIG) key. ' 

5. When finished, press SHIFT and then HALT to disable the scan, and press EX 
TRIG to take the Model 2700 out of the external triggering mode. 
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7-24 Scanning Model 2700 Multimeter/Switch System User's Manual 



Monitor scan (analog trigger) 

A channel can be assigned as a monitor channel. When the monitor channel detects that a 
reading limit has been reached, the scan will be triggered to start. 

There are four reading limits that can be used to trigger the start of the scan: low limit i 
(LLTM1), high Umit 1 (HLIMl), low limit 2 (LLIM2), and high Hmit 2 (HLIM2). The scan 
will start when any enabled reading limit event is detected by the monitor channel. Details 
on Limits are provided in Section 9. 

NOTE An overflow reading ( “OVRFLW" message displayed) is interpreted by the 

Model 2700 as a positive reading, even if the input signal is negative. This could 
inadvertently trigger a monitor scan. For example, assume the monitor channel 
is monitoring a negative input signal, and the instrument is configured to trigger 
a monitor scan if a positive input signal is detected. If for some reason, the neg- 
- ative input signal exceeds the measurement range, the overflow reading will be 
interpreted as positive and trigger the start of the scan. 

Perform the following steps to run a monitor scan: 

NOTE .^The last enabled scan function (STEP or SCAN) will be used for the monitor 
scan. 

1. Perform Step 1 and Step 2 of the “Advance scan setup procedure ” page 7-16, to • 
set up scan channels. With the channel to be used as the monitor selected, set and 
enable limits as follows. Note that you only need to set values for limits that are 
going to be used. 

a. Press SHIFT and then LIMITS to access the limits menu. Note that die CHAN 
annunciator flashes to indicate that the menu is being used to set up a scan 
channel. 

b: ■ Use die - 4 , ►, A, and T keys to set high limit 1 (HIl) and press ENTER. 

c. Set low limit 1 (LOl) and press ENTER. 

d. Set high limit 2 (HI2) and press ENTER. 

e. Set low limit 2 (L02) and press ENTER. The instrument retiims to the scan 
setup menu. 

f . Press SHIFT and then ON/OFF to display the present state of LIMITS (ON or 
OFF). Again, the CHAN annunciator flashes to indicate that the menu is for a 
scan channel. 

g. Press the A or ▼ key to display “LIMITS:ON” and press ENTER. The instru- 
ment returns to the scan setup menu. Note that the HIGH and LOW annuncia- 
tors are on to indicate that limits are enabled. 

After all scan channels are set up, press ENTER. The present state of IMM SCAN 
is Y (yes) or N (no). 

2. Press the A or ▼ key to display IMM SCAN; N and press ENTER. 
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a. Press the A or T key to enable or disable low limit 1 (LLIMl SCAN:N/Y), 
and press ENTER. 

b. Press the A or ▼ key to enable or disable high limit 1 (HLIMl SCAN:N/Y), 
and press ENTER. 

c. Press the A or ▼ key to enable or disable low limit 2 (LLIM2 SCAN:NA^), and 
press ENTER. 

d. Press the A or ▼ key to enable or disable high limit 2 (HLIM2 SCAN:NA'), 
and press ENTER. 

3. Finish configuring the scan by performing Step 4 and Step 5 of the "Advanced scan 
setup procedure ” page 7-16. 

NOTE For a remote programmed monitor scan, use the ROUTe:MONitor:POJNts com- 
mand to specify the number of channels to scan (Table 7-1 ). 

4. While in the normal measurement state, select and enable the monitor channel as 
explained in "Scan configuration — Monitor channel,” page 7-18. 

When the reading limit for the monitor channel is reached, the scan will be trig- 
gered to start. When the monitor channel is scanned, the display will show the 
reading that triggered the scan. 

If the reading limit event is still present on the monitor channel when the scan fin- 
ishes, the scan will be triggered to run again. Note that the scan can also be mn by 
pressing STEP or SCAN. 

5. To disable the monitor scan, perform the following steps: 

a. To disable monitor, press SHIFT and then MONITOR (MON annunciator 
turns ofO- 

b. To disable limits, press SHIFT and then ON/OFF. Press A or ▼ to display ' 
"LIMITS: OFF” and press ENTER. 
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NOTE Scanning examples (remote programming and front panel operation) are pro- 
vided at the end of this section. 



Trigger model 



The trigger model for bus operation is shown in Figure 7-2. Bus operation is similar to 
front panel SCAN operation, with the following significant differences: 

Idle — The instrument goes into the idle state (measurements halted) after the last scan 
channel is measured. For front panel operation, the instrument stays in idle until the next 
scan is started. For bus operation, the instrument will not stay in idle unless continuous ini- 
tiation is disabled. There ^e two commands to disable continuous initiation: 



INITicate:CONTinuous OFF 
*RST 



Disable continuous initiation. 
Restore *RST defaults. 



The mstrument will remain in idle until it receives an initiate command. Typical com- 
mands to initiate one scan cycle include: 



INiTiate 

READ? 



Initiate one scan cycle. 

Initiate one scan cycle and ■ request • ° sample" readings. 



More information on using these commands is provided by Reference c that follows 
Table 7-1. 

Control sources — For bus operation, there are two additional control sources: Bus and 
Manual. For the Bus control source, scan operation is controlled by bus triggers (i.e., 
*TRG) or by using the TRIG key. For the Manual control source, event detection is con- 
trolled solely by the TRIG key. Note that the mstrument has to be in local in order to use 
the TRIG key. The LOCAL key takes the instrument out of remote. 

Trigger and sample counters — For front panel SCAN operation, the number of chan- 
nels in the scan list md the programmed reading count automatically sets the trigger and 
sample counters. For remote operation, these two counters are set by the 
TRIGGer;COUNl and SAMPle:COUNt commands. 

NOTE To set sample count >1 , continuous initiation must be disabled (see “Idle’,’ 
page 7-7). Note that only sample count readings are stored in the buffer. See 
Section 8 for detailed information on the trigger model. 
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The <clist> parameter is used to set up scan channels. For example, the following exam- 
ples show how to set up scan channel 101: 



FUNC 'VOLT', (@101) 
VOLTtRANG 10, (@101) 
VOLTiDIG 4.5, (@101) 
VOLTrNPLC 3, (@101) 



' Set 101 for DCV. 

■ Set 101 for lOV range. 

' Set 101 for digit resolution. 
’ Set 101 rate for 3 PLC. 



NOTE In the above command sequence, channel 1 01 is first set for DCV before sending 
the other commands to set range, digits, and rate. If channel 101 was instead set 
to a different function (i.e.,RESistance), the VOLT commands to set range, dig- 
its, and rate would generate error ^700 (Invalid function in scanlist). 



Buffer 



For front panel scanning, the reading count specifies the number of readings to store in the 
buffer. For remote scanning, the sample count specifies the number of readings to store in 
the buffer. 

Readings stored in the buffer by the TRAC command (or by front panel data store opera- 
tion) must be cleared before sending INITiate or READ? to take the instrument out of idle. 
The following command clears the buffer: 



TRACe : CLEar 



' Clear buffer. 



Scanning commands are listed in Thble 7-1. Additional information on these commands 
follow the table. 

N OTE Query commands and optional command words are not included in Table 7-1 . 
The unabridged SCPI tables are provided in Section 15. 
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Table 7-1 

Scanning commands 



Commands 



Scan commands 



ROUTeiSCAN <cUst> 
ROUTe:SCAN? 
ROUTe:SCAN:TSOurce <list> 

ROUTe:SCAN:NVOLatile <b> 
ROUTe:S.CAN:LSELect <name> 

ROUTe:MONitor <clist> 
ROUTe:MONitor:POINts <NRf> 

ROUTe:MONitor:STATe <b> 
ROUTe:MONitor:DATA? 
ROUTe:CLOSe:ACOKfigure <b> 



Description 



I Specify list of channels to be scanned. 

Returns list of channels to be scanned. 

Select trigger(s) to start scan; <list> = IMMedia 
HLIMitl, LLIMitl, HLIMit2, LLIMit2. 
Enable or disable auto scan; <b> = ON or OFF. 



(off). 

Specify one channel to be monitored, 

Specify number of channels to scan; <NRf> = 2 to 
55000. 

Enable/disable monitor; <b> = ON or OFF. 
Returns the most recent monitor reading. 

Enable or disable auto channel configuration. 






CALCulate3:LIMitl:UPPer <n> 

CALCulate3;LIMitl:LOWer <n> 

CALCulate3:LIMit2:UPPer <n> 

CALCuIate3:LIMit2:LOWer <n> 

CALCidate3:L!MxtI:STATe <b> 
CALCulate3:LLMit2:STATe <b> 



Set high limit 1 for monitor; <n> 
+4294967295. 

Set low limil 1 for monitor; <n> = 
+4294967295. 

Set high limit 2 for monitor; <n> 
44294967295. 

Set low limit 2 for monitor; <n> = 
+4294967295. 

Enable/disable limit 1 test; <b> = 
Enable/disable limit 2 test; <b> = 



= -4294967295 to 

= -4294967295 to 

= -4294967295 to 

= -4294967295 to 

ON or OFF. 

ON or OFF. 







a 


IMM 


b 


(Note 1) 
OFF 


c 


(Note 3) 


d 


OFF 




1.0 




-1.0 




2.0 




-2.0 




OFF 




OFF 
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Table 7-1 (continued) 

Scanning commands 



Description 


Default 


Select control source; <name> = IMMediate, TIMer, 
MANual, BUS, or EXTemal. 


IMM 


Set timer interval in sec; <n> = 0.001 to 999999.999. 


0.1 


Set trigger count; <NRf> = 1 to 55000, or INFinity. 


(Note 2) 


Set delay in sec; <n> = 0 to 999999.999. 
Enable/disable auto delay; <b> = ON or OFF. 


0 


ON 


Set sample count; <NRf> = 1 to 55000. 

Query sample count 

Enable/dkable continuous initiation; <b> - ON or OFF. 
Initiate one scan cycle. 

Initiate one scan cycle and request sample readings. 

Read buffer readings. 

Clear buffer. 


1 



Commands 



TRIGger:SOURce <name> 

TRIGgehTIMer <n> 
TRIGgef;COUNt <NRf> 
TRIGgenDELay <n> 
TRIGger:DELay:AUTO <b> 
SAMPle:COUNt <mf> 
SAMPleiCOUNt? 
D4rriate:CONTinuou8 <b> 
rNITiate 
READ? 

Buffer commands 
TRACeiDATA? 
TRACe:CLEar 



Channel list parameter: 

<clist> == C@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 
Examples: (@101) Slot 1, Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 



Notes: 

1 . Not affected by *RST and SYSTemrPRESet. Front panel factory default is OFF, 

2. *RST sets count to 1 , and S YSTeiri;PRESet sets count to INFiriiry. 

3. The default value depends on which switching module is installed. 




Reference 



ROUTe:SCAN <clist> — Channels will be scanned in the order that they are 
listed. The following example shows the proper format for specifying channels in a 
scan list for a sequential scan: 

ROUTrSCAN {@101:110,201,204,206) 

For the above scan list, the scan will run starting with the lowest numbered channel 
(iOl) and then sequence up (forward) to the highest numbered charmel (206). 

Remote programming can also be used to run non-sequential scans. Any scan list 
configured to scan backward is considered a non-sequential scan. The following, 
examples configure non-sequential scan lists: 



Example 1) ROUTsSCAN (§101:105,103,106:110: 
Example 2) ROUT:SCAN -(@110:101) 



Scannii^g 











7-30 Scanning 



Model 2700 Multimeter/Switch System User's Manual 



Example 1 — After channel 105 is scanned, the tinit backs up to scan channel 103, 
then proceeds forward to scan channels 106 through 1 10. 

Example 2 — The scan starts with channel 110, then proceeds backward to channel 

101 . 

NOTES Nonsequential scanning is only intended to be performed using remote pro- 
gramming. Unexpected results may occur if a nonsequential scan is run from 
the front panel. 

There must be at least two channels in the scan list. Creating a scan list that has 
only one channel will generate error -221 (settings conflict). 

Effects of function changes on the scan list 

NOTE To avoid unexpected problems with scans (as explained after this note), it 
is recommended that the scan list (ROUTtSCAN) be created AFTER scan 
channel functions are selected (SENS:FUNC). 

Changing from a 2-wire function to a 4-wire function will change the scan list. 
This is demonstrated as follows: 

The following commands show the proper sequence to configure a simple 
2G-channel DCV scan using a Model 7700 installed in slot 1 : 

SENStFUNC 'VOLT' , {@101:120) ’ Set channels for DCV. 

ROUT:SCAN {@101:120) ’ Specify scan list. 

When the scan is changed to a 4-wire function, the scan list will change. For exam- 
ple, assume the above scan is changed to the Q4 function as follows: 

SENS:FUNC ' FRES ' , (@101 : 110 ) 

For the 4-wire resistance function, channels lOlthrough 110 will be paired to chan- 
nels 111 through 120. ROUT:SCAN? returns the foUowing scan list: 

■ ■{■@ 101 : 110 ) 

Now assume the scan is returned to DCV function as follows: 

SENS:FUNC 'VOLT' , (@101:120) 

The above command sets channels 101 through 120 for DCV. However, it will 
NOT affect the scan list. ROUT:SCAN? still returns a 10 channel scan list: 
(@ 101 : 110 ) 

The following command will set the scan list for 20 channels: 

ROUT:SCAN (@101:120) 
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ROUTe;SCAN;TSOurce <list> 

<list> = IMMediate 

= HLIMitl.HLIMit2,LLIMitl,LLIMit2 
As with front panel operation, the scan can start immediately when it is enabled 
and triggered, OR it can be started by a reached reading limit detected by the mon- 
itor channel. For immediate, the IMMediate command must be the only parameter 
in the list. To use reading limits, each limit must be separated by a comma (,), 
Examples: 

ROUT-j SCAN : TSO IMM ' Start scan when it is enabled and 

triggered. 

ROUT j SCAN ! TSO HLIM1,LLIM1 ' Enable high limits 1 and low limits 1. 
Note that any reached limit will start the scan. 

ROUTeiMONitor <clist> — The channel that you specify as the monitor must be a 

channel that is in the scan list If it is not, the first channd in the scan list will auto- 
matically become the monitor channel. 

If the <clist> has more than one channel, error -223 (too much data) occurs and the 
command is not executed. 

ROUTe:MONitor:POINte — Use this command to specify the number of channels 
to scan each time the monitor scan is triggered to start. For example, assume the 
monitor scan list has 10 channels. To scan that list once, send ROUT:MON:POIN 
10. To scan that list twice, use parameter value 20. For three scans, send parameter 
value 30, and so on. 

SAMPle:COUNt and TRIGger:COUNt — Sample count specifies the number of 
readings to scan and store in the buffer, while the trigger count specifies the num- 
ber of scans to perform. 

If the sample count is greater than the number of channels in the scan list (scan list 
length), operation wraps around to the beginning of the scan list and continues. For 
example, assume the scan list is made up of channels 101, 102, and 103, and the 
sample count is set to 4. After channels 101, 102, and 103 are scanned, operation 
loops around to scan channel 101 again. The first and last readings in the buffer 
will be channel 101. 

When performing multiple scans (trigger count >1), sample readings overwrite the 
readings stored for the previous scan. 

Continuous initiation must be disabled in order to set the sample counter >1 (see 
Reference c). 

INrriate:CONTinuous, INTTiate and READ? — In order to initiate a single scan 
cycle using INTTiate or READ?, continuous initiation must be disabled. If you send 
INIT or READ? with continuous initiation enabled, error -213 (Init ignored) will 
occur. 

You cannot use READ? or INTTiate if sample count >1, AND there are readings 
stored in the buffer by the TRAC command, or by front panel data store operation 
(error -225, out of memory). Either set the sample count to one or clear the buffer 
(TRACe:CLEar). 
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The following program will scan 10 channels (101 through 110): 



TRAC:CLE 
INIT:CONT OFF 
TRIG: SOUR IMM 
TR1G:C0UN 1 
SAMPiCOUN 10 
ROUT; SCAN (@101:110) 
ROUT: SCAN :TSO IMM 
ROUT: SCAN :LSEL INT 
READ? 



Clear buffer. 

Disable continuous initiation. 

Select the imraediate control source. 

Set to perform one scan. 

Set to scan 10 channels. 

Set scan list channels: 101 through 110, 
Start scan when enabled and triggered. 
Enable scan. 

Trigger scan and request the readings. 



The following scanning examples assume that the Model 7700 switching module is 
installed in slot 1 of the mainframe. 

Tables are used for the procedure steps to configure and run scan examples. The left side 
of the table provides the front panel procedure, while the right side shows the equivalent 
remote programming commands. Where appropriate, menu sequences are provided to 
summarize a front panel operation or selection. For example: 

SHIFT SETUP > RESTORE: FACT 

For the above menu sequence, press SHIFT and then SETUP to access the menu, use the 
edit keys and V) to display RESTORE: FACT, and then press ENTER to select 

it. 

External trigger scan 

For this example, an external instrument is used to trigger the start of the 2-channel scan. 
Trigger pulse requirements and trigger cable connections are covered in Section 7. 

NOTE For this example, the front panel TRIG key can be used in place of an external 
input trigger. Each time the TRIG key is pressed, the 2-channel scan will run. 



One chaimel (101) measures temperature and the other channel (102) measures resistance. 
The two readings are stored in the buffer. Each time the scan is ran, the two readings will 
be appended (added) to the buffer. 

A type K thermocouple is used to measure temperature. Since the internal cold (reference) 
junction of the Model 7700 is being used, the thermocouple can be connected directly to 
the screw terminals of the switching module. 
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A simplified model of external trigger scan operation is shown in Figure 7-4, while the 
procedure steps and programming commands are listed in Table 7-2. 

As shown in the operation model, when the scan is enabled, channel 101 closes and the 
Model 2700 waits for an external trigger. When the trigger is received, channels 101 and 
1 02 are measured. Operation then returns to the control source where it waits for another 
trigger. 



NOTE After the scan is enabled (Table 7-2, step 5), the TRIG key can be used to trigger 
the scan. 

Figure 7-4 

External trigger scan example 
Enable Scan 





Scanning 






Scanning 
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Table 7-2 

External trigger scan example 





Front panel operation 


Remote programming 


1 


Restore defaults: 






Restore defaults (SHIFT SETUP > RESTORE: FACT). 


■'■RST' 


2 


For front panel operation, proceed to step 3. 






For remote programming, clear buffer and disable 


TRAC:CLE 




buffer auto clear: 


TRAC : CLE : AUTO OFF 


3 


Configure advanced scan: 

(SHIFT CONHG > ADVANCED): 




a 


Channel lOh 






Select TEMP function. 

Configure temperature (SHIFT SENSOR): 


FUNC 'TEMP' , {@101) 




Select thermocouple sensor (SENS: TCOUPLE). 


TEMP:TRAN TC, (@10l) 




. Select type K thermocouple (TYPE: K). 


TEMPrTC:TYPE K, (@101) 




Select internal reference junction (JUNC: INT). 


TEMP:RJUN:RSEL INT, (@101) 


b 


Channel 102: 






Select Q2 function. 


FUNC 'RES’, (@102) 




Select IMO range. 


RES:RANG le6, (@102) 


c 


Disable (off) channels 103 through 122 (SHIFT CH-OFF). 


ROUT:SCAN (@101,102) 


d 


Enable immediate scan (IMM SCAN: Y). 


ROUT : SCAN : TSO IMM 


e 


Disable timer (TIMER? NO). 




f 


Set reading count to infinity (RDG CNT: INF). 


TRIG:COUN INF 
SAMP:COUN 2 


4 


Select external trigger control source: 






Press EX TRIG. 


TRIG: SOUR EXT 


5 


Enable scan: 






Press SCAN. 


ROUT: SCAN :LSEL INT 






INIT 
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For this example, channel 101 of the Model 7700 is used to monitor temperature. When 
the temperature reading reaches 30®C, it will start the scan. For this 4-channel scan, chan- 
nel 101 measures temperature, while channels 102, 103, and 104 measure DCV. 

This example uses the channel average feature to measure temperature. With channel aver- 
age enabled, two temperature measurements will be taken; one at channel 101 and another 
at its paired channel (111). The two measured readings are then averaged to yield a single 
reading. It is this averaged temperature reading that will start the scan when it reaches 
30®C. Refer to Section 5 for details on channel average. 

Two type K thermocouples are used to measure temperature. Since the internal cold (refer- 
ence) junction of the Model 7700 is being used, the thermocouples can be connected 
directly to the screw terminals of the switching module. 

Operation 

A simplified model of monitor scan operation is shown in Figure 7-5, while the procedure 
steps and programming commands are listed in Table 7-3. 

In Figure 7-5, notice that there are two modes of operation. WMle in the monitor mode, 
the Model 2700 continuously performs temperature measurements. Keep in mind that 
channel average is being used. Therefore each temperature reading is the average of two 
temperature measurements (one on channel 101 and one on channel 1 1 1). As long as the 
average temperature reading remains below 30®C, the instrument will remain in the moni- 
tor mode. 

When the temperature reading reaches 30°C, the Model 2700 switches over to the scan 
mode. Figuratively speaking, it is as if a “finger” presses the SCAN key when the monitor 
detects that the average temperature is at or above 30°C. 

The instrument is configured to scan four channels. The monitor TEMP channel reading 
and three DCV channel readings are stored in the buffer. After the fourth channel is mea- 
sured, operation returns to the monitor mode, to again measure temperature. Note that if 
the average temperature is still at or above 30°C, the “finger” will again press SCAN to 
start the scan. 
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Front panel operation 


Remote programming 


1 Restore defaults (SHIFT SETUP > RESTORE: FACT). 


SYSTiPRES 


2 For front panel operation, proceed to step 3. 




For remote programming, clear the buffer; 


TRAC s CLE 


3 Configure advanced scan: 




SHIFTCONKG > ADVANCED: 




a Channel 101: 




Select TEMP function. 


FUNC 'TEMP' , {@101) 


Configure temperature (SHIFT SENSOR): 




Select Thermocouple sensor (SENS: TCOUPLE). 


TEMP:TRAN TC, {@101) 


Select type K thermocouple (TYPE: K). 


TEMP:TC:TYPE K, (@101) 


. Select internal reference junction (JUNC: INT). 


TEM?:RJUN:RSEL INT, (@101) 


b Set and enable high limit 1 ; 




Set limit to 30 (SHIFT LIMITS > HI1:+30.00000). 


CALC3 :LIM1:UPP 30,(0101) 


Enable (on) limit (SHIFT OFF/ON > LIMITS; ON). 


CALC3:LIM1:STAT ON, {0101) 


Enable Channel Average (SHIFT CH AVG). 


CAV ON, (0101) 


c Channel 102, 103, and 104: 




Select DCV function. 


FUNC 'VOLT' , (0102:104) 


Select lOV range. 


VOLT:RANG 10, (0102:104) 


Set filter count to 20 (SHIFT TYPE > 020 RDGS) 


VOLT: AVER :COUN 20, (©102:104) 


Enable filter (FILTER). 


VOLT:AVER:.STAT ON, { 0102 : 104) 


d Disable (off) channels 105 through 222 


ROUT:SCAN (0101:104) 


(SHIFT CHOFF). 




e Disable immediate scan (IMM SCAN: N), and enable 


ROUT: SCAN :TSO HLIMl 


, high limit 1 (HLIMl SCAN: Y). 




f Disable, timer (TIMER? NO). 




g Set reading count to 4. 


ROUT: MON :POIN 4 


4 Select and enable monitor channel 


ROUT:MON (0101) 


(SHIFT MONITOR >101). 


ROUT : MON :S TAT ON 


— — 1 





'H: 



I i 



' , t: 



I i 



Scantling 



Trigger model — Explains the various components of the front panel trigger 
model, which controls the triggering operations of the instrument. 

Reading hold — Explains the Reading Hold feature which is used to screen out 
readings that are not within a specified reading window. 

External triggering — Explains external triggering which allows the Model 2700 
to trigger and be triggered by other instruments. 

Remote programming — triggering — Covers remote operation for triggering 
including the GPIB trigger model and the commands. 



Triggering 
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The flow chart in Figure 8-1 summarizes triggering as viewed from the front panel. It is 
called a trigger model because it is modeled after the SCPI commands used to control 
triggering. 

NOTE For scanning, the trigger model has additional control blocks, such as a Timer. 

These are described in Section 7 (Figure 7-1 and Figure 7-2). The complete trig- 
ger model, which is based on bus operation, is shown and discussed in “Remote 
programming — rriggeringl’ page 8-13. 



Figure 6-1 

Front panel trigger model (without scanning) 





When not scanning and in the continuous trigger mode (factory default setup), the instru- 
ment will not stay in idle. Operation will continuously fall through the idle state and pro- 
ceed to the Event Detection block of the trigger model. When in the one-shot trigger mode 
(*RST default setup), die TRIG key must be pressed to take the instrument out of idle. 
After each measurement, the instrument returns to idle and requires the TRIG key to be 
pressed to continue. The FACT (factory) default setup or *RST default setup is selected 
from the SHIFT > SETUP menu (see “Defaults and user setups,” page 1-19). 

When scanning, the unit is considered idle at the end of a scan operation when the reading 
for the last channel remains displayed. To restore triggers, press SHIFT and then HALT. 
See Section 7 for details on scanning. 
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Control source and event detection 

The control source holds up operation until the programmed event occurs and is detected. 
The control sources are described as follows: 

• Immediate — With this control source, event detection is immediately satisfied 
allowing operation to continue. 

:;P • External — Event detection is satisfied for any of the following three conditions: 

• An input trigger via the Trigger Link line EXT TRIG is received. 

• The front panel TRIG key is pressed. (The Model 27(X) must be taken out of 
remote before it will respond to the TRIG key. Use the LOCAL key or send 
GTL over the bus.) 

• Trigger command (*TRG or GET) is received over the bus. 



Relay (auto or manual) 

A programmable delay is available after event detection. It can be set manually or an auto 
; ■; delay can be used. With auto delay selected, the instrument automatically selects a delay 
; ^ period that will provide sufficient settling for function and autorange changes and multi- 
phase measurements. 

Normal measurement state — With auto delay selected and the External or Bus control 
source selected, the Model 2700 selects a delay based on the selected voltage range. The 
auto delay period cannot be adjusted by the user. The auto delays are listed in Table 8- 1 . 
With one of the other control sources selected, the auto delay is 0.000s for all functions 
and ranges. 

Scanning — When scanning, the nominal delay will be long enough to allow each switch- 
ing module channel relay to settle before making the measurement. When scanning, the 
auto delay times in Table 8-1 are valid for all control sources. 



Triggering 
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Table 8-1 

Auto delay settings 




Function 



DCV 



FREQ and 
PERIOD 



Q.2, 04 



Continuity 



TEMP 



Range and delay 



IV 


lOV 


lOOV 


lOOOV 


1ms 


1ms 


Sms 


Sms 


IV 


lOV 


lOOV 


750V 


400ms 


400ms 


400ms 


400ms 


IV 


lOV 


lOOV 


750V 


1ms 


1ms 


1ms 


1ms 


100mA 


lA 


3A 




2ms 


2ms 


2ms 






lA 


3A 






400ms 


400ms 




IkO 


lOkQ 


lOOkQ 


mo. lOMQ 


3ms 


13ms 


25ms 


100ms ISOms 


IkO 








3ms 









The auto delay for thermocouples is 1ms. For thermistors and 4- wire 
RTDs, the auto delay period is the same as the delay for the resistance 
range that is used for the measurement. 



The delay function is accessed by pressing SHIFT and then DELAY. The present delay 
setting {AUTO or MANual) is displayed. Press the A or ▼ key to display the desired set- 
ting and press ENTER. 

If MANual is chosen, also enter the duration of the delay in the hour/minute/second for- 
mat using the ►, A, and ▼ keys. The maximum is 99H:99M:99.999S. Note that press- 
ing the AUTO key sets the delay to 0.001 sec. Press ENTER to accept the delay or EXIT 
for no change. 
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Triggering 



The primary device action is a measurement. However, the device action block could 
mclude the following additional actions (Figure 8-2): 

Figure 8-2 

Device action 




FUtermg If the repeating filter is enabled, the instrument samples the specified 
number of readmg conversions to yield single, filtered reading. Only one reading 
conversion is performed if the filter is disabled, or after the specified number of 
reading conversions for a moving average filter is reached. After a reading fRdg) is 

procured, operation proceeds to Hold. 

Hold — The Hold feature is used to screen out readmg anomalies. When enabled 
the user selects a window and count for Hold. In general, when a readmg is outside 
the wmdow it is rejected, operation loops back to the beginning of the Device 
Action as shown in Figure 8-2. The hold count specifies how many readings have 
to be withm the wmdow before it is accepted. See “Readmg hold (autosettle) ” 
page 8-6 for operation details. After a Hold Reading is acquired, operation pm- 
ceeds to Channel Closure. ^ 

Channel Closure — When scanning, the last device action is channel control 
Usmg the hold feature provides an auto settling time for switching relays Each 
open/close transition will restart the hold process and a reading for each channel 
will not occur until the relay settles. 



Output trigger 



After the device Ktion, an output trigger occurs and is available at the rear panel Trigger 

arim ‘0 ‘"88® “o^er instrument to perform an oper- 

ation (e.g., select the next channel for an external scan). ^ 




Triggering 
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With hold enabled (HOLD annunciator on), the first processed reading becomes the 
“seed” reading and operation loops back within the device action block. After the next 
reading is processed, it is checked to see if it is within the selected hold window (0.01%, 

0.1%, 1%, or 10%) of the “seed” reading. If the reading is within the window, operation 
again loops back within the device action block. This looping continues until the specified 
number (2 to 100) of consecutive readings are within the window. If one of the readings is 
not within the window, the instrument acquires a new “seed” reading and the hold process 
continues. 

When a hold reading is acquired, an audible beep is sounded (if enabled) and the reading 
is considered a “true measurement.” The reading is held on the display until an “out of 
window” reading occurs to restart the hold process. 

For remote operation, the hold process seeks a new “seed” once it has been satisfied and 
file reading has been released. For basic front panel operation, the hold process does not 
seek a new “seed” until the held condition is removed. 

NOTE Hold cannot be used when scanning. 



Hold example 



1. \ Press SHIFT and then HOLD to display the present window (0.01%, 0.1%, 1%, or 

■ ' 10 %). 

2. To change the window, press the A ▼ key to display the desired window. 

3. Press ENTER. The present hold count is displayed (2 to 100). 

4. To change the hold count, use the - 4 , ►, A, and ▼ keys to display the desired count. 

5. Press DCV to measure DC voltage. 

6. Apply the test signal to the input of the Model 2700. Once the signal becomes stable 
enough to satisfy the hold condition, the reading is released and the beeper sounds (if 
enabled). 

7. Remove the hold condition by disconnecting the signal from the input. Hold will then 
seek a new “seed.” 

8. To disable HOLD, press SmFT and then HOLD. 

Beeper control 

The beeper for Hold can be enabled or disabled from the OUTPUT menu as follows: 

1. Press SHIFT and then OUTPUT. 

2. Use the A off key to display the present beeper (BEEP) state; NEVER, OUTSIDE, or 
INSIDE. 

3. Perform step a or b: 

a. To enable the beeper, use the A or T key to display OUTSIDE or INSIDE. 

b. To disable the beeper, use the A or T key to display NEVER. 

4. Press ENTER. The instrument returns to the normal display state. The instrument 

. returnsxo. the norm^ measurement state. 
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The EX TRIG key selects triggering from three external sources: trigger link, digital I/O, 
and the TRIG key. When EX TRIG is pressed, the TRIG annunciator lights and dashes are 
displayed to indicate the instrument is waiting for an external trigger. From the front 
panel, press the TRIG key to trigger a single reading. Pressing the EX TRIG key again tog- 
gles back to continuous triggers. 

The Model 2700 uses two lines of the TRIG LINK rear panel connector as External TVig. 
ger (EXT TRIG) input and Voltmeter Complete (VMC) output. The EXT TRIG line 
allows the Model 2700 to be triggered by other instruments. The VMC line allows the 
Model 2700 to trigger other instruments. 

Line 1 is configured as VMC and line 2 as EXT TRIG. The connector pinout is shown in 
Figure 8-3. 



Digital I/O 



Pin 6 (Ext Trig) of the Digital I/O can also be used as the external trigger input for the 
Model 2700. Line 2 of the TRIG LINK is physically connected to pin 6 of the Digital I/O 
connector. 

The Digital I/O has a hardware interlock line (pin 8) that allows the use of an external cir- 
cuit to control input triggers. When that line is left open or pulled high (+5V), input trig- 
gers are enabled. When pulled low to OV, input triggers are disabled. When disabled, the 
Model 2700 will not respond to an input trigger. 

Details on the Digital I/O are provided in Section 9. 

Figure 8~3 

TRIG LINK pinout 



TRIG LINK 
Pinout 



Pin Number Description 




Pin 2 
External 
Trigger 
Input 



Pin 1 

Voltmeter 

Complete 

Output 



Voltmeter Complete Output 
External Trigger Input 
No Connection 
No Connection 
No Connection 
No Connection 
Signal Ground 
Signal Ground 



Triggering 
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The EXT TRIG input requires a falling-edge, TTL-compatible pulse with the specifica- 
tions shown in Figure 8-4. In general, external triggers can be used to control measure 
operations. For the Model 2700 to respond to external triggers, the trigger model must be 
configured for it. 



Figure 8-4 

Trigger link input pulse specifications (EXT TRIG) 



Triggers on 
Leading Edge 



^ 

m High 
(2V-5V) 




TTL Low 
(<0.8V) 



2\ls 

Minimum 





The VMC output provides a TTL-compatible output pulse that can be used to trigger other 
instruments. The specifications for this trigger pulse are shown in Figure 8-5. Typically, 
you would want the Model 2700 to output a trigger after the settling time of each 
measurement. 



Figure 8-5 

Trigger link output pulse specifications (VMC) 



Meter 

Complete 



TTL High 
(3.4V Typical) 



TTL Low 
(0.25V Typical) 



^ 10p.s 

Minimum 
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For a test system that requires a large number of switching channels, the Model 2700 can 
be used with external scanners such as the Keithley Models 7001 and 7002. For example, 
10 Model 701 1 s installed in the Model 7002 can provide up to 400 2-pole channels, as 
shown in Figure 8-6. 



Figure 8~& 

DUT test system 








DUT 

#400 


400 





Model 2700 



j Card 1 J 

10 70n MUX Cards 



The Trigger Link connections for this test system are shown in Figure 8-7. Trigger Link of 
the Model 2700 is connected to Trigger Link (either IN or OUT) of the Model 7002. Note 
that with the default trigger settings on the Model 7002, line #1 is an input and line #2 is 
an output. This complements the trigger lines on the Model 2700. 



Triggering 








8-W Triggering 



Model 2700 Multimeter/Switch System User's Manual 



For this example, the Models 2700 and 7(X)2 are configured as follows: 



Model 2700 



Factory defaults restored (accessed from SHIFT-SETUP) 
External triggers (accessed from EX TRIG) 

Buffer enabled and set to store 400 readings 



Model 7002 



Factory defaults restored 
Scan list =1!M!400 
Number of scans = 1 
Channel spacing = TVigLink 



Link 



Figure 8-7 

Trigger link connections 
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1. Press EX TRIG to place the Model 2700 in the external trigger mode. 

2. Press STEP on the Model 7002 to take it out of idle and start the scan. The scan- 
ner s output pulse triggers the Model 2700 to take a reading, store it, and send a 
trigger puEe. The following explanation on operation is referenced to the operation 
model shown in Figure 8-8. 

Figure 8~8 

Operation model for triggering example 

^ Model 7002 

(2^ Press STEP to start scan 




A. Pressing EX TRIG on the Model 2700 places it at point A in the flowchart where it 
IS waitmg for an external trigger. 

B. Pressing STEP on the Model 7002 takes it out of the idle state and places operation 
at point B m the flow chan. 

C. For the first pass through the model, the scanner does not wait at point B for a trig- 
ger. Instead, it closes the first channel. ' 



Triggering 
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D. After the relay settles, the Model 7002 outputs a Channel Ready pulse. Since the 
iiKtrument is programmed to scan 400 channels, operation loops back up to point 
B, where it waits for an input trigger. 

E & F. Model 2700 operation is at point A waiting for a trigger. The output Channel Ready 
pulse from the Model 7002 triggers the Model 2700 to measure DUT#1 (point E). 
After the measurement is complete, the Model 2700 outputs a completion pulse 
(point F) and then loops back to point A where it waits for another input trigger. 

The trigger applied to the Model 7002 from the Model 2700 closes the next channel in the 
scan. This triggers the Model 2700 to measure the next DUT. The process continues until 
all 400 channels are scanned, measured, and stored in the buffer. 




External triggering with BNC connections 

An adapter cable is available to connect the micro-DIN Trigger Link of the Model 2700 to 
instruments with BNC trigger connections. The Model 8503 DIN to BNC Trigger Cable 
has a micro-DIN connector at one end and two BNC connectors at the other end. The BNC 
cables are labeled VMC (trigger line 1) and EXT TRIG (trigger line 2). 

Figure 8-9 shows how a Keithley Model 220 Current Source can be connected to the Trig- 
ger Link of the Model 2700 using the adapter cable. When used with the STEP mode of 
- the Model 220, you can perform synchronized source-measure operations without the use 
of a computer. Whenever the Model 220 receives a trigger from the Model 2700, it will 
step to the next current source value. 

Figure 8-9 

DIN to BNC trigger cable 

Model 220 Current Source 
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Trigger model (remote operation) 

The following paragraphs describe how the Model 2700 operates for remote operation, 
'^e flow chart in Figure 8-10 summarizes operation over the bus. The flow chart is caUed 
, . the trigger model because operation is controlled by SCPI commands from the Trigger 
subsystem. Key SCPI commands are included in the trigger model. 

Idle and initiate 

The instrument is considered to be in the idle state whenever operation is at the top of the 
tngger model. As shown in Figure 8-10, initiation needs to be satisfied to take the instru- 
ment out of idle. While m the idle state, the instrument cannot perform any measure or 
' , step/scan operations. 

, START point of the digger model: 

• ABORt 

. *RCL0, l,or2 

• SYSTemrPREset 

• *RST 

depends on the state of initiation. If continuous initiation is already 
enabled^e instrument wUl leave the idle state. S YSTem:PRESel enables continuous ini- 
tiadon. Therefore, operation will immediately leave the idle state when it is sent The 
™ S: do the same if INTTiationtCONTinuoos ON is a user-saved default. 

RST disables contmuous mitiation. Therefore, the instrument will remain in the idle 
, state. 

Either of the following two initiate commands will take the instmment out of the idle state: 

• miTiate 

• INITiate:CONTinuous ON 



NOTE 



While in remote, pressing the LOCAL key restores continuous front panel 
operation. 




Triggering 
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Figure 8-10 

Trigger model (remote operation) 
:ABOrt 
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Once the instrument is taken out of idle, operation proceeds through the trigger model 
down to the device action. In general, the device action includes a measurement and, when 
scanning, closes the next channel. 

Control Source — As shown in Figure 8-10, a control source is used to hold up operation 
until the programmed event occurs. The control source options are as follows: 

• IMMediate — Event detection is immediately satisfied allowing operation to 

continue. 

• MANual — Event detection is satisfied by pressing the TRIG key. The Model 2700 
must be in LOCAL mode for it to respond to the TRIG key. Press the LOCAL key 
or send GTL over the bus to remove the instrument from the remote mode. 

• HMer — With the timer source enabled (selected), event detection is immediately 
satisfied. On the initial pass through the loop, the Timer Bypass is enabled allowing 
operation to bypass the Timer and continue on to the Delay block. 

On each subsequent pass through the loop, the Timer Bypass is disabled. Operation is then 
delayed by the Timer or the Delay. If the user-set Timer interval is larger than the user-set 
Delay, the Timer will control the length of the delay. Otherwise, the length of the delay is 
controlled by the user-set Delay period. 

The Timer interval can be set from 0 to 999999.999 seconds. The timer source is only 
available during scan operation. The timer resets to its initial state when the instrument 
goes into the normal mode of operation or into the idle state. 

• EXTemal — Event detection is satisfied when an input trigger via the TRIG LINK 
connector is received by the Model 2700. 

• BUS — Event detection is satisfied when a bus trigger (GET or *TRG) is received 
by the Model 2700. 

Delay and Device Action — These blocks of the trigger model operate the same for both 
front pane! and GPIB operation. See the front panel “Trigger model,” page 8-2, for operat- 
ing information on these trigger model blocks. Also see “Reading hold (autosettle),” 
page 8-6, for details on Hold. 

Counters — Programmable coimters are used to repeat operations within the trigger 
model. For example, if performing a 10-channel scan, the sample counter would be set to 
10. Operation will continue until all 10 channels are scanned and measured. If you wanted 
to repeat the scan three times, you would set the trigger counter to three. 

For a sample count value >1, the sample readings will automatically be stored in the 
buffer. For example, with sample count set to 5, the five measured readings will be stored 
in the buffer. If the trigger model is configured to repeal the sample readings (i.e. trigger 
count = 2), those five new readings will overwrite the original five readings in the buffer.. 




Triggering 
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Output Trigger — The Model 2700 will send one or more output triggers. Tlie ouq)ut 
trigger is applied to the Trigger Link connector on the rear panel. It can be used to trigger 
an external instrument to perform an operation. 

The trigger model can be configured to output a trigger after the completion of a series of 
measurements, or after every measurement. For example, with the sample counter set to 
10 and the trigger counter set to one, a trigger wUl be sent after the 10 measurements are 
performed. If instead, the trigger counter is set to 10 and the sample counter is set to 1, a 
trigger will be sent after each measurement. 

Triggering commands 

Commands for triggering are summarized in Ihble 8-2. 



Table 8-2 

SCPI commands — triggering 



Commands 


Description 


Default 


Ref 


ABORt 


Reset trigger system. 




a 


INITiate[ : IMMediate] 


Initiate one trigger cycle. 




b 


nSfITiate:CONTmuous <b> 


Enable/disable continuous initiation; ON or OFF. 


Note 1 


c 


FETch? 


Request the last reading(s). 




d 


READ? ^ 


Perform an ABORt, INTTiate, and a FETch?. 




d 


TRIGger:SOURce <name> 


Select control source; BvlMediate, TIMer, MANual, 
BUS, or EXTemal. 


IMM 


e 


TRIGgenTIMer <n> 


Set timer interval; 0 to 999999.999 (sk;). 


0.1 




TRIGger:COUNt <NRf> 


Set trigger count; 1 to 55000 or INFinity. 


Note 2 




TRIGger:DELay <n> 


Set delay; 0 to 999999.999 (sec). 


0 




TRIGger:DELay:AUTO <b> 


Enable or disable auto delay. 




f 


TRIGgenSIGNal 


Loop around control source. 




g 


S AMPle :COUNt <NRf> . 


Set sample count; 1 to 55(KX). 


1 


h 


[:SENSe[l] 


Optional root command for HOLD commands. 




i 


:HOLD;WINDow <NRf> 


Set Hold window in %; <NRf> = 0.01 to 20. 


1 




:HOLD:COUNt <NRf> 


Set Hold count; <NRf> = 2 to 100. 


5 




:HOLD:STATe <b> 


Enable or disable Hold. 


OFF 




:SYSTem:BEEPer:STATe <b> 
*RST 


Enable or disable the beeper. 

Restore *RST defaults (see “Default” column of this 
table). Places 2700 in the idle state. 


ON 





4 



i 

i 

i 

i 

• 

c 

f 

i 

i 

f 

f 

f 

I 

i 

i 



Notes: 

1 . SYSTfcm:PRESet enables continuous initiation. *RST disables continuous initiation. 

2. SYSTem:PRESet sets the trigger count to INF (infinity). *RST sets the count to 1, 



I 
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Reference 



ABORt — With continuous initiation disabled, the 2700 goes into the idle state. 
With continuous initiation enabled, operation continues at the top of the irieger 
model. 

INITiate •— Whenever the instrument is operating within the trigger model, send- 
ing this command causes an error and will be ignored. 

INITiate;CONTinuous <fa> — With continuous initiation enabled, you cannot 
use the READ? command or set sample count (SAMPIe:COUNt) greater than one 
FETch? 

READ? — See Section 3, Section 13, and Appendix D for details on using these 
commands to trigger and retrieve readings. 

NOTE [SEme[l]]:DATA[-:LATest]? and [SENSe[l]]:DATA:FRESh? can be 
used to retrieve the last reading. These commands are al^ explained in 
Section 3, Section 13, and Appendix D. 

T^Gger:SOURce <name> — With the timer control source selected, use the 
TRIGger:TIMer command to set die interval. 

DELay:AUTO <b> — The auto delay times are listed in Table 8-1. Disabling 

auto delay sets the delay time to 0 . - 

TRIGger:SIGNaI — Send this acdon command to bypass the control source when 
you do not wish to wait for the programmed event to occur. The instrument must be 
waiting at the control source for the event when this command is sent. Otherwise, 
an error occurs and the command is ignored. 

SAMPle:COUNt — A sample count >1 specifies how many readings will auto- 
matically be stored in the buffer. However, with continuous initiation enabled, you 

cannot set the sample count greater than one. 

^ENSe[l]]:HOLD commands — Hold cannot be set when the scanner is enabled 
(ROUTe:SCAN:LSEL INT). Sending a hold command will result in a settings con- 
flict error (-221). * 
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The following program fragment triggers (and stores in the buffer) 10 readings. Note that 
in order to send the readings to the computer, you must address the Model 2700 to talk 
after sending READ?. 



*RST 
TRAC;CLE 
TRIG: DEL 0.5 
SAMP:COUN 10 
READ? 



■ Restore *RST defaults. 

■ Clear buffer. 

'Set delay for 0.5sec. 

■ Set sample count to 10. 

' Trigger,, store, and request readings. 



Limits and Digital I/O 



• Limits — Explains how to perform limit tests on measured readings. 

• Digital I/O — Covers the digital I/O port. Explains how the five digital outputs 
respond to the results of limit tests. 

• Remote programming — limits and digital output — Summarizes the com- 
mands to perform limit tests and control, die digital I/O port. 

• Application — sorting resistors — Provides an application to test the tolerances 
of lOOn resistors. Provides the digital output response to the various pass/fail com- 
binations of the limit tests. 



Limits and Digital 
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NOTE Limits cannot be used with the CONT function. 

When using limits, you can set and control the values that determine the HIGH/IN/LOW 
status of subsequent measurements. The limit test is performed on the result of an enabled 
Rel, Math, Ratio, or Channel Average operation. 

NOTE The various instrument operations, including Limits, are performed on the input 
signal in a sequential manner. See "Signal processing sequence/ page D-2,for 
details. It includes flow charts showing where in the processing sequence that 
Limits are tested. 

There are two sets of limits. Limit 1 uses high and low limits (HIl and LOl), as does 
Limit 2 (HI2 and L02). The HIGH/IN/LOW status indication applies to the first limit 
(limit 1 or limit 2) that fails. Figure 9-1 illustrates the following limits which are the fac- 
tory defaults: 

Limit 1: HIl = -HV and LOl - -IV 
Limit 2: HI2 - +2V and L02 = -2V 

Keep in mind that a limit value for Limit 2 does not have to exceed the Limit 1 value. For 
example. Limit 2 can be set to ±1 V and Limit 1 can be set to ±2V. In this case. Limit 2 will 
fail before Limit 1. 

Figure 9- 1 

Default limits 




When a reading is within both limits, the message “IN” will be displayed. When the read- 
ing is high or low, the HIGH or LOW annunciator turns on, and the number “1” or “2” will 
replace the “IN” message. A “1” indicates that Limit 1 has failed, while “2” indicates that 
Limit 2 has failed. However, if the reading is outside bofii limits, the number “1” will be 
displayed. 

For the limits shown in Figure 9-1, a reading of +1.5V is outside Limit 1, but inside Limit 
2. The HIGH annunciator will turn on and display the number “ 1 .” Fot a reading of +2.5 V, 
which is outside both Limit 1 and Limit 2, the s^e status indication (HIGH, “1") will be 
displayed since Limit 1 takes precedence. 
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Limits and Digital I/O 



Overflow readings A reading that exceeds the present measurement range causes the 
“OVRFLW” message to be displayed. The “IN,” “1,” and “2” messages are not displayed 
while in the overflow condition. The HIGH annunciator will turn on to indicate an out of 
limits reading. 

The LOW annunciator is not used for an overflow reading. An overflow reading is inter- 
preted by the Model 2700 as a positive reading, even if the input signal is negative That is 
the reason why the LOW annunciator does not turn on. 

NOTE When^ a switching module channel is closed, the message "I" replaces the mes- 
sage IN to indicate that the reading is inside both Limit I and Limit 2. 

For limit test readings that get stored in the buffer, the limits status indicators 
are displayed for each recalled reading. 

When a limit test reading is returned using remote programming, limit test status 
can be included with the reading. See Section 14, “FORMat commands" for 
details. 

When using Limits with Ratio or Ck Avg the limit values will be compared the 
result of the calculation and not to the individual channels. 

Beeper ~ A beeper is also available for limit testing. There are three beeper options; 
NEVER, OUTSIDE, and INSIDE. These options are explained as follows: 

NEVER — With this option, the beeper is disabled. 

OUTSIDE — With this option, the beeper sounds when the reading is outside (HIGH or 
LOW) of Limit 1 or Limit 2. Again referring to Figure 9-1, a +1.5V reading is outside 
(HIGH) Limit 1 , and the beeper will sound. 

INSIDE ■ With this option, the beeper will sound when the reading is inside Limit 1 
and/or Limit 2. If the reading is inside Limit 1, the beeper will sound raspy. If the reading 
IS outside Limit 1 , but inside Limit 2, the beeper will sound at a lower pitch. The beeper 
will not sound for readings outside both limits. For the limits shown in Figure 9-1, a 0.5V 
reading will sound the beeper at its normal pitch, a 1 .5 V reading will sound the beeper at a 
lower pitch, and for a 2.5V reading, the beeper will not sound. 

Tips to use Limit 2 test 

Limits 1 < Limits 2 — When the set limits for Limit 1 are less than the limits for Limit 2 
(i.e.. Figure 9-1), use the INSIDE beeper. As previously explained, when the reading is 
between Limit 1 and limit 2, the beeper will sound raspy. 

Limits 1 > Limits 2 — When the set limits for Limit I are greater than the limits fox Limit 

2, use the OUTSIDE beeper. When the reading is between Limit 1 and Limit 2, the beeper 
will sound raspy. 
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When a simple scan is configured, the present limit values and state will apply to all chan- 
nels in the scan. When an advanced scan is configured, each channel can have its own 
unique limits configuration. Details to configure and run a scan are provided in Section 7. 

For remote programming, the <dist> parameter is used to configure channels for a scan. 

Basic limits operation 

The limits configuration is the same for all functions. For example, if a reading limit is set 
to 1, that will equate to IV for a voltage function, 1 A for a current function, and IQ for an 
ohms function. 

Setting limits 

1. Press SHIFT and then LIMITS to display the high limit for Limit 1 (HIl). 

2. Use and V to key in the HIl limit and press ENTER. 

3. When editing a reading, use the range designator (A, K, or M) as a multiplier. With 

the cursor on the range designator, each press of A or V will increase or decrease 
the reading by a factor of 10. 

4. Key in the low limit for Limit 1 (LOl) and press ENTER. 

5. Key in the high limit for Limit 2 (HI2) and press ENTER. 

6. Key in the low limit for Limit 2 (L02) and press ENTER. The instrument will 
return the normal measurement state. 

Beeper settings 

The beeper is configured from the OUTPUT menu (shown in Table 9-1) as follows: 

1. Press SHIFT and then OLUPUT. 

2. Use the A or ▼ key to display the present beeper (BEEP) setting; NEVER 
INSIDE, or OUTSIDE. 

3. Press ^ to position the cursor on the present beeper setting, use the A or ▼ key to 
display the desired setting, and press ENTER. The instrument will return to the 
normal measurement state. 

NOTE Remote programming cannot be used to set the beeper. It can only be set from 
the front panel. 

Enabling/disabling limits 

Press SHIFT and then ON/OFF to display the present state (off or on) of limits. To enable 
limits, use the A or T key to display “LIMITS: ON” and press ENTEk. 

To disable limits, again press SHIFT and then ON/OFF, select “LIMITS: OFF” and press 
ENTER. 
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Model 2700’s Digital I/O port is accessed at a male DB-9 connector located on the rear 
panel. The connector location and pin designations are shown in Figure 9-2. 

Figure 9-2 

Digitaf I/O port 

Mode! 2700 






Digital Output# 1 (low. limit 1) 
Digital Output # 2 (high limit 1 ) 
Digital Output # 3 (low limit 2) 
Digital Output # 4. (high limit 2) 
Digital Output # 5 (master limit) 
Ext Trig (input) 

Diode Clamp 
Hardware Interlock (input) 
Digital (chassis) Ground 



6 7 8 9 
DIGITAL I/O 



When enabled, the Trigger In (pin 6) and Digital Ground (pin 9) can be used as the trigger 
link input for external triggering. Pin 6 is physically connected to the input line (pin 2) of 
the TRIG LINK connector. 

Pin 8 of the digital I/O is used to enable or disable Trigger In. Trigger In is enabled by 
leaving pin 8 open, or pulling it high (+5V). Trigger In is disabled by setting pin 8 low 
(OV). 



NOTE External triggering is covered in Section 8. 
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The digital I/O port has five digital outputs. Each digital output can be used as a sink to 
control devices (e.g., relays), or as a source to provide input to external logic (TTL or 
CMOS) circuitry. The simplified schematic for the digital outputs are shown in Figure 9-3. 
Note that this illuslration shows the schematic for one digital output. All five digital output 
circuits are identical. 

Figure 9-3 

Digital I/O port simplified schematic 



Model 2700 




The five digital output lines (pins 1 through 5) are controlled by limit operations. Each of 
these five outputs correspond to the following limit operations: 

Digital Output 1 - Low Limit 1 (LOl) 

Digital Output 2 - High Limit 1 (HIl) 

Digital Output 3 - Low Limit (L02) 

Digital Output 4 - High Limit 2 (HI2) 

Digital Output 5 - Master Limit (logical OR of the four above limits) 

When a limit (LOl, HI2, L02, HL2) is reached, the digital output line for that limit will be 
pulled high or low. When a reading is within the limit, the output line is released. Digital 
output 5 is the logical OR of the four limits. Therefore, if any of the four limits are reached 
or exceeded, output 5 will be pulled high or low. 









6 

6 
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Logic sense 

The selected logic sense (active high or active low) determines if an output is pulled high 
or low when the limit is reached. If logic sense is set high, the output line will be pulled 
high when the reading reaches or exceeds the limit. If logic sense is set low. the output line 
will be pulled low to OV when the reading reaches or exceeds the limit. 

Pulse option 

^Ise option is available for the digital outputs. When enabled, an ouQ)ut line will pulse 
high or low (depending on the logic sense setting) for each reading that reaches or exceeds 
factory default time duration for the pulse is 2ms (maximum), but can be set 
from 0.001 to 999999.999 seconds using remote programming. Pulse time cannot be set 
from the front panel. 

NOTE The commands to set pulse time and enablel disable pulse output are listed in 
Table 9-2. See “Digital output commands" in the table. 

The pulse time does not afreet measurement speed. If a subsequent indimit reading occurs 
while the output line is bemg pulsed, the line wiU be released immediately (pulse 
terminated). . 



The master limit line is puUed high or low when one or more of the other four limits are 
reached or exceeded. The master limit line can be programmed to release when a reading 
is inside all four limits, or the master limit can be latched when a failure occurs. When 
latched, the master limit line will not release until operation within the trigger model 
returns to and passes the control source (see Section 7 for details on triggering). 

When scanning, the latched master limit line will not release until the scan is finished and 
another scan is started. For example, if after testing a resistor network the master limit line 
did set, then the network has passed all tests. 



Limits and Digital 



9-8 



Limits and Digital I/O 



Model 2700 Multimeter/Switch System User's Manual 




Each output can be operated from an external supply (voltage range from +5V to +33V 
applied through the external device being driven). The high current sink capacity of the 
output driver allows direct control of relays, solenoids, and lamps (no additional circuitry 
needed). 

As shown in Figure 9-3, each of the digital, open-collector outputs includes a built-in pull 
up resistor connected to +5 V. The output transistor is capable of sinking 250mA from volt- 
ages up to +33V. Each output channel contains a fly-back diode for protection when 
switching inductive loads (such as a low power solenoid or relay coils). To use these fly- 
back diodes, connect the external supply voltage to pin 7 of the digital I/O port Make sure 
the external supply voltage is between +5V and +33V and the current required by the 
device does not exceed 250mA. 

CAUTION On pin 7, do not exceed +33V. For the output lines, do not exceed the 
maximum sink current. The maximum sink current for an output line 
is 250mA. Exceeding these limits may cause damage to the instrument 
that is not covered by the warranty. 

An externally powered relay connected to the digital output port is shown in Figure 9-4. 
Other externally powered devices can be similarly connected by replacing the relay with 
the device. When the output line is pulled low (OV), the output transistor sinks current 
through the external device. In the high state, the output transistor is off (transistor switch 
open). This interrupts current flow dirough the external device. 
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The digital outputs can be used as logic inputs to active TTL, low-power TTL, or CMOS 
inputs. For this mode of operation, the output lines can source up to 200pA. 

CA imON Each output line can source up to 200pA. Exceeding 200pA may cause 
damage to Model 2700 that is not covered by the warranty. 

Figure 9-5 shows how to connect a logic device to one of the output lines. When the output 
line is pulled high, the transistor will turn off (transistor switch open) to provide a reliable 
logic high output (>3.75V). When the output line goes low, the transistor turns on (transis- 
tor switch closed) to route current to digital ground. As a result, a low logic output (OV) is 
provided at the output. 

If the second input (B) of the NAND gate is connected to another output line of the port, 
the output of the NAND gate will go to logic 0 when both digital outputs are set high. 



Figure 9-5 

NAND gate control 
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Hie OUTPUT menu (shown in Table 9-1) is used to control and configure digital outputs. 

Menu items for the digital output include: 

• DOUTPUT — Use to enable (ON) or disable (OFF) the digital outputs. 

PULSE — Use to enable (YES) or disable (NO) the pulse option for the digital 
outputs. 

NOTE The factory default pulse time is 2ms maximum. Using remote programming, 

pulse time can be set from O.OOl to 99999.999 sec. It cannot be set from the front 
panel. 

• LSENSE — Use to select the logic sense: active mOH or active LOW. With active 
high selected, an output will be at approximately +5 V when a reading is at or 
exceeds the limit. Conversely, with active low selected, an output will be at OV 
when a reading reaches or exceecb the limit. 

• MASTR LATCH — Use to enable (Y) or disable (N) the master limit latch. When 
enabled, the master limit remains latched when a reading limit is reached or 
exceeded. When disabled, the master limit line releases immediately when the 
reading is inside ail four limits. 

Table 9-1 

OUTPUT menu 

Menu item ~ ^ Description 

Enable/disable digital output, 

PULSE YES or NO Enable/disable digital pulse 

output. 

LSENSE HIGH or LOW Select logic sense. 

BEEP NEVER TN,<sTDP nr nirrcmT; 
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Perform the following steps to enable and configure digital ou^uts: 

1. Press SHIFT and then OUTPUT. 

2. If the digital output is already on (DOUTPUT: ON), proceed to step 3. Otherwise, 
press ^ to move the cursor to the right, press A or ▼ key to display “ON,” and 
press ENTER. 

3. Use the ▼ key to display the m^ier limit latch (MASTR LATCH) setting: N (no) 
orY (yes). 

4. If you want to retain the present master limit setting, proceed to step 5. Otherwise, 
press ► to move the cursor to the right, press A or T key to display “Y” or “N,” and 
press ENTER. 

5. Use the y key to display the present logic sense (LSENSE) setting: HIGH or LOW. 

6. If you want to retain the present logic sense setting, proceed to step 7. Otherwise, 
press to move the cursor to the right, press A or ▼ key to display “HIGH” or 
“LOW," and press ENTER. 

7. Use the ▼ key to display the present PULSE mode setting: NO or YES. 

8. To retain the present pulse mode setting, press ENTER. Otherwise, press ► to 
move the cureor to the right, press A or ▼ key to display “NO" or “YES,” and press 
ENTER. 



While limits can be configured on a per scan channel basis, the digital output configuration 
cannot. Therefore, for all scan channels that are set to use limits, the digital output will 
function according to how the Model 2700 is set up when the scan is run. 










-Model 2700 Multimeter/Switch System User's Manual 



Limits and Digital I/O 9-13 



Limits and digital output commands 

The limits and digital output commands are provided in Table 9-2. 

Table 9-2 

Limits and digital I/O commands 



Commands 



CALCulate3:LIMitl:UPPer <NRf> 

[, <clist>] 

CALCulate3;LIMill:LOWer <NRf> 

[, <clist>] 

CALCulate3:UMitl;STATe <b> [, clist>] 

CALCuiate3:LIMitl TAIL? 

CALCulate3:LIMitl:CLEaT 

CALCulate3:LIMitl:CLEar:AUTO <b> 

Limit 2 commands 

CALCulate3:LIMit2:UPPer <NRf> 

[, <clist>] 

CALCulate3;LIMit2:LOWer <NRf> 

[, <cEst>] 

CALCulate3:UMit2:STATe <b> 

<clist>] 

CALCulate3:LIMit2:FAIL? 

CALCuiate3:LIMit2:CLEar 

CALCulate3:LIMit2:CLEar:AUTO <b> 



Description 



Set HIl limit; <NRf> * -4294967295 to 1 

+4294967295. 

Set LOl limit; <NRf> =: -4294967295 to -1 

+4294967295. 

Enable/disable Limit 1 test; <b> = ON or OFF. 

Query test result; 0 = pass (in), 1 = fail 
(high or low). 

Clear fail indication. 

Enable/disable auto clear; <b> = ON or OFF. ON 

Set m2 limit; <NRf> = -4294967295 to 2 

+4294967295. 

Set L02 limit; <NRf> = -4294967295 to -2 

+4294967295. 

Enable/disable Limit 1 test; <b> = ON or OFF. 

Query test result; 0 = pass (in), 1 = fail 
(high or low). 

Clear fail indication. 

Enable/disable auto clear; <b> = ON or OFF. ON 
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Table 9-2 (continued) 

Limits and digital I/O commands 



Commands* 



Description 



CALCulate3:OUTPut:LSENse <name> Set logic sense; <name> = AHIGh or ALOW. 
CALCulate3:OLTPut: [STATe] <b> Enable/disable digital outputs; <b> = ON or 

OFF. 

CALCulate3:OUTPut:PULSe:TIMe <NRf> Set output pulse time in secs; <NRf> = 0.001 

to 99999.999. 

CALCulate3:OUTPut:PULSe[:STATe] <b> Enable/disable pulse output; <b> = ON or OFF. 
CALCulate3:MLIMit:LATChed <b> Enable/disable master limit latch. 



Channel list parameter: 

<clkt> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@ 101) = Slot 1, Channell 

(@ 101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 

(@101:110) = Slot 1, Channels 1 through 10 



*The <clist> paiameier is used to configure one or more channels for a scan. 



AHIGh 

OFF 




NOTE When measurements are performed, the readings are fed to other enabled oper- 
ations, including Limits. Appendix D explains “Dataflow (remote operation)’’ 
and the commands used to read the result of limit tests. 



Reference 

a. CALCulate3:LIMitl:STATe <b>[,<cUst>] 

CALCuIate3:LIMit2:STATe <b> [,<clist>] 

Unlike front panel operation, Limit 1 and Limit 2 can be controlled (on/ofi) sepa- 
rately for remote programming. The front panel limit indicators are affected as 
follows: 

Limit 1 enabled — The front panel HIGH/IN/LOW indicators work the same as 
they do for front panel operation. 

Limit 1 disabled and Limit 2 enabled — The status indicators pertain to Limit 2. 

When the reading is within Limit 2, the message “12” is displayed. When the read- 
ing reaches or exceeds the high or low limit, the HIGH or LOW annunciator will 
turn on, and the number “2” wiU be displayed. 

NOTE When limits are disabled from the front panel both Limit 1 and Limit 2 disable 
for remote operation. 
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C ALCulate3:LIMit 1 :FAIL? 

CALCulate3:LIMit2:FAIL? 

These commands are used to query the results of Limit 1 and Limit 2: 

0 = Passing (reading within the high and low limits) 

1 = Failing (reading has reached or exceeded the high or low limit) 

The “1” response message does not tell you which limit (high or low) has been 
reached. To determine which limit has failed, you will have to read the measure- 
ment event register (Section 12). 

CALCulate3:UMitl:CLEar 
CALCulate3:LIMitl:CLEar:AUTO <b> 

CALCulate3:LIMit2:CLEar 
CALCuIate3:Lnvtit2:CLEar:AUTO <b> 

These commands are used to clear the fail (" 1”) indications for Limit 1 and Limit 
2. If auto clear is enabled for a limit, the fail indication clears when instrument 
operation enters the idle state. With auto clear disabled, the fail indication will 
remain until it is cleared by the :CLEar command. 




Limits and digital outputs programming example 



The following command sequence configures the Model 2700 to perform Limit 1 test on a 
DCV reading. If the lOOmV limit is reached, digital output # 2 will be pulled low. If the 
-lOOmV limit is reached, digital output #1 will be pulled low. 



*RST 

CALC3:LIM1:UPP 0.1 
CALC3:LIMl:LOW -0.1 
CALCS :LIM1:STAT ON 
CALC3:OUTP:LSEN ALOW 
CALCS :OUTP ON 
READ? 

CALCS :LIM1:FAIL? 



' One-shot measurement mode {DCV) 

’ Set HIl limit to lOOmV. 

’ Set LOl limit to -lOOmV. 

' Enable Limit 1. 

' Set logic sense to active low. ■ 
' Enable digital outputs. 

' Trigger and request reading. 

' Request result of limit 1 test. 
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For this application, the idea is to sort a batch of lOOQ resistors into three bins. Bin 1 is for 
resistors that are within 1% of the nominal value. Bin 2 is for resistors that exceed 1% tol- 
erance, but are within 5%. Bin 3 is for resistors that exceed 5% tolerance. 

The digital outputs of the Model 2700 can be used to further automate the test system by 
controlling a compatible component handler to perform the binning operations. 



Limit testing is used to test resistor tolerances. Figure 9-6 shows a basic setup using 4- 
wire offset-comp^sated ohms to lest lOOn resistors. 



Figure 9-6 

Setup to test 100Q, resistors 
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Limit 1 will be used to test for the 1 % tolerance and Limit 2 will be used to test for the 5 % 
tolerance. 

The resistance values for the 1% and 5% tolerances are calculated as follows: 



= lOOax 1% 

= loonxo.oi 

= 



Rs% = 100ax5% 
=: lOOQxO.05 
= 5Q 



The high and low limits are then calculated as follows: 



HI Limit 1 *= lOOfi + Rj^j, 

= loon + in 
= loin 

LO Limit 1 = lOOH-Rj^ 

= lOOn-lQ 

= 99a 

The limits are illustrated in Figure 9-7. 



HI Limit 2 = 100a + R 5 % 

” looa + 5 a 

« 105a 

LO Limit 2 = 100a-R5% 
« iooa-5a 
=: 95 a 



Figure 9-7 

Limits to sort 1000. resistors (1%, 5%, and >5%) 



Beep 

No Beep (Low Pitch) 



Beep 

(Norma! Pitch) 



Beep 

(Low Pitch) No Beep 




Limit 1 (1%) 
Limit 2 (5%) 



Front Panel Operation — For front panel operation, the INSIDE beeper mode must be 
used. A normal pitch beep and the message IN indicates that the resistor is within the In- 
tolerance limit (Figure 9-7). This 1% resistor belongs in Bin 1. A raspy beep and the “1” 
message indicates that the resistor is >1% tolerance but <5% tolerance. This 5% resistor 
belongs in Bin 2. For resistors >5%, no beep will sound. Place these resistors in Bin 3. 
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Remote Operation — For remote operation, make sure both Limit 1 and Limit 2 are 
enabled. The following table evaluates the three possible pass/fah combinations for this 
example. 




Limit 1 result 


Limit 2 result 


Resistor tolerance 


Bin assignment 


Pass 


Pass 


1% 


1 


Fail 


Pass 


5% 


2 


Fail 


Fail 


>5% 


3 




Keep in mind that a fail condition must be reset before testing the next resistor. Fail can be 
reset manually or automatically (see Table 9-2, CLEar command). 



Digital outputs 



With the digital outputs of the Model 2700 enabled, the digital outputs will respond as fol- 
lows for each resistor reading: 




Resistor 

tolerance 


bin 


Affected 

outputs* 


1% 


1 


None 


5% 


2 


#1 and #5 


5% 


2 


#2 and #5 


>5% 


3 


#l,#3,and #5 


>5% 


3 


#2, #4, and #5 



♦Affected outputs are pulled (or pulsed) high or low when a limit test f^s. 
















• Operation enhancements — Summarizes some of the more important operations 
that can only be performed using remote operation. 

• GPIB setup — Covers GPIB bus standards, selecting the GPIB, primary address 
selection, and bus connections. 

• General bus commands — Describes general bus commands used for fundamen- 
tal GPIB control. 

■ Front panel GPIB operation — Summarizes GPIB error messages, status indica- 
tors, and using the LOCAL key. 

• Programming syntax — Describes the basic programming syntax for both com- 
mon and SCPI commands. 

RS-232 interface operation — Outlines use of the RS-232 interface to control the 
Model 2700. . 
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There are some operations you can do over the IEEE-488 bus and RS-232 interface that 
you cannot do from the front panel. The more important ones are summarized below. 

Pseudocards 

Using remote operation, you can assign a pseudocard to an empty switching module slot. 
With a pseudocard installed, the Model 2700 will operate as if the switching module is 
instaUed in the Model 2700. This feature allows you to configure your system without hav- 
ing the actual switching module installed in the unit. There is a pseudocard for every 
Keithley Model 7700 series switching module. 

A single SCPI command (SYSTem:PCARdX, where X-1 or 2) is used to instaU a 
pseudocard in an empty switching module slot. Details are provided in Section 2. 

A pseudocard cannot be installed from the front panel. However, once it is installed, you 
can take the Model 2700 out of remote and use the front panel When the instrument is 
turned off, the pseudocard will be lost (uninstalled). 




Autozero is part of the normal measurement process to assure stable, accurate measure- 
ments. Autozero can be disabled to increase measurement speed. However, the readings 
will eventually become inaccurate over time and temperature changes. 

Autozero can only be disabled using remote programming. It cannot be disabled from the 
front panel. Autozero is covered in Section 3. 



dB calculation 

Using remote programming, you can select the dB calculation for DC or AC voltage. The 
dB calculation makes it possible to compress a large range of measurements into a much 
smaller scope. See Section 5 to select and configure the dB calculation. 

You cannot select dB from the front panel However, once it is selected you can take the . 
Model 2700 out of remote and use the front panel When the instrument is reset to default 
conditions (or turned off), dB will be lost. 
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A few settings from the front panel are global. Tliat is, the setting on one function also 
applies to the other ftinctions. For example, if you set EXTV for 3Vz digits, all the other 
functions will also be set to SVz digits. Using remote programming, each function can have 
its own unique setup. For example, DCV can be set to 3Vz digits, ACI can be set to AVz dig- 
ite, and DCI can be set to 5V2 digits. 

Global settings from the front panel that can be set separately using remote programming 
include digits, rate, and filter configuration (except on/off, which can be set separately). 

NOTE Do not confuse function setups with scan channel setups. For scan channels, 
separate settings for digits, rate and filter configuration can be set from either 
the front panel or remote programming. See Section 7 for details on scan chan- 
nel setup. 

DCV input divider 

Using remote programming, you can enable the DCV input divider for the 100m V, IV, and 
lOV ranges. When enabled, the input resistance for these DCV ranges are reduced to 
lOMQ. See Section 3 for details on the DCV input divider. 



For normal system channel operation, when one measurement channel is closed, the previ- 
ous measurement channel opens. With the use of the ROUTe:MULTiple commands, you 
gain independent control of all switching module channels, including the relays that con- 
nect the input signal to the DMM. See Section 2 for details. ' 
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The following provides information about GPIB standards, selecting the GPIB, setting the 
primary address, and bus connections. 



GPIB standards 



The GPIB is the IEEE-488 instrumentation data bus with hardware and programming 
standards originally adopted by the IEEE (Institute of Electrical and Electronic Engineers) 
in 1975. The Model 2700 conforms to these standards: 

• IEEE488.1-1987 

• IEEE-488.2-1992 

The above standards define a syntax for sending data to and from instruments, how an 
instrument interprets this data, what registers should exist to record the state of the instru- 
ment, and a group of common commands. The Model 2700 also conforms to this standard: 

• SCPI 1996.0 (Standard Commands for Programmable Instruments) ' 

This standard defines a command language protocol. It goes one step farther than 
IEEE-488.2-1992 and defines a standard set of commands to control every programmable 
aspect of an instrument 



The Model 2700 is shipped from the factory with the GPIB selected and the primary 
address set to 16. You can set the address to a value from 0 to 30, but do not assign the 
same address to another device or to a controller that is on the same GPIB bus (controller 
addresses are usually 0 or 21). 

Perform the following steps to select the GPIB and set the primary address: 

1. Press the SHIFT key and then the GPIB key. The GPIB ON or GPIB OFF message 
will be displayed. 

2. If the GPIB is already ON, press ENTER and proceed to step 3. Otherwise, press 
the ^ key to place the cursor on OFF, press the A or ▼ key to display the ON state, 
and then press ENTER. 

NOTE Enabling (ON) the GPIB disables (OFF) the RS~232 interface. Disabling the 
GPIB enables the RS-222. 



3. To retain the presently displayed address (ADDR) value, press ENTER. Otherwise, 
press the ^ key to place the cursor on the address value, use the - 4 , ►, A. and ▼ 
keys to display the desired address value, and then press ENTER. 
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To connect the Model 2700 to the GPIB bus, use a cable equipped with standard IEEE-488 
connectors as shown in Figure 10-1. 



Figure W-1 

IEEE-488 connector 




To allow many parallel connections to one instrument, stack the connectors. Two screws 
are located on each connector to ensure that connections remain secure. Present standards 
call for metric threads, which are identified with dark-colored screws. Earlier versions 
have different screws, which are silver-colored. Do not use these types of connectors on 
the Model 2700; it is designed for metric threads. 
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Figure 10-2 shows a typical connecting scheme for a multi-unit test system. 

Figure 10-2 

IEEE-488 connections 



nstrument Instrument Instrument 




To avoid possible mechanical damage, stack no more than three connectors on any one 
unit. 

NOTE To minimize interference caused by electromagnetic radiation, use only shielded 
IEEE-488 cables. Available shielded cables from Keithley are Models 7007-1 
and 7007-2. 
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To connect the Model 2700 to the IEEE-488 bus, follow these steps: 

1 . Line up the cable connector with the connector located on the rear panel. The con- 
nector is designed so it will fit only one way. Figure 10-3 shows the location of the 
IEEE-488 connector. 

2. Tighten the screws securely, making sure not to overtighten them. 

3. Connect any additional connectors from other instruments as required for your 
application. 

4. Make sure the other end of the cable is properly connected to the controller. Most 
controllers are equipped with an IEEE-488 style connector, but a few may require a 
different type of connecting cable. See your controller’s instruction manual for 
information about properly connecting to the IEEE-488 bus. 

NOTE You can only have 15 devices connected to an IEEE-488 bus, including the con- 
troller. The maximum cable length is either 20 meters or two meters multiplied 
by the number of devices, whichever is less. Not observing these limits may 
cause erratic bus operation. 




Figure 10-3 

IEEE-488 connector location 
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General commands are those commands, such as DCL, that have the same general mean- 
ing regardless of the instrument. Table 10-1 lists the general bus commands. 

Table 10-1 

General bus commands 



Command 


Effect on Model 2700 


REN 


Goes into effect when next addressed to listen. 


IFC 


Goes into talker and listener idle states. 


LLO 


LOCAL key locked out. 


GTL 


Cancel remote; restore Model 2700 front panel operation. 




Cancel remote; restore front panel operation for all devices. 


DCL 


Returns all devices to known conditions. 


SDC 


Returns Model 2700 to known conditions. 


GET 


Initiates a trigger. 


SPE, SPD 


Serial polls the Model 2700. 



REN (remote enable) 

The remote enable command is sent to the Model 2700 by the controller to set up the 
instrument for remote operation. Generally, the instrument should be placed in the remote 
mode before you attempt to program it over the bus. Setting REN true does not place the 
instrument in the remote state. You must address the instrument to listen after setting REN 
true before it goes into remote. 

The Model 2700 must be in remote in order to use the following commands to trigger and 
acquire readings: 

• INITiate and then FETCh? 

• READ? 

• MEASure? 

IFC (interface clear) 

The IFC command is sent by the controller to place the Model 2700 in the local, talker, lis- ' 
tener idle states. The unit responds to the IFC command by canceling front panel TALK or 
LSTN lights, if the instrument was previously placed in one of these states. 

Note that this command does not affect the status of the instrument. Settings, data, and 
event registers are not changed. 

With auto output off enabled (SOURcel:CLEar;AUTO ON), the output will remain on if 
operation is terminated before the output has a chance to automatically turn off. 

To send the IFC command, the controller need only set the IFC line true for a minimum of 
lOOps. 
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Use the LLO command to prevent local operation of the instrument. After the unit receives 
LLO, all of its front panel controls except OUTPUT OFF are inoperative. In this state, 
pressing LOCAL will not restore control to the front panel. The GTL command restores 
control to the front panel. Cycling power will also cancel local lockout. 



GTL (go to local) 

Use the GTL command to put a remote-mode instrument into local mode. The GIL com- 
mand also restores front panel key operation. 

DGL (device dear) 

Use the DCL command to clear the GPIB interface and return it to a known stale. Note 
that the DCL command is not an addressed command, so all instruments equipped to 
implement DCL wiU do so simultaneously. 

When the Model 2700 receives a DCL command, it clears the Input Buffer and Output 
. Queue, cancels deferred commands, and clears any command that prevents the processing 
of any other device command. A DCL does not affect instrument settings and stored data. 



The SDC command is an addressed command that performs essentially the same function 
as the DCL command. However, since each device must be individually addressed, the 
SDC command provides a method to clear only selected instruments instead of clearing all 
instruments simultaneously, as is the case with DCL. 

GET (group execute trigger) 



GET is a GPIB trigger that is used as a trigger event to control operation. The Model 2700 
reacts to this trigger if it is the programmed trigger control source. The following com- 
mand selects the GPIB trigger control source: 

TRIGger:SOURce BUS 

When a GPIB trigger is sent to the Model 2700, operation will continue in the trigger 
model. See Section 8 for details on triggering. 



SPE, SPD (serial polling) 



, Use the serial polling sequence to obtain the Model 2700 serial poll byte. The serial poll 
byte contains important information about internal functions. (See Section 11, “Status 
Structure.”) Generally, the serial polling sequence is used by the controller to determine 
which of several instruments has requested service with the SRQ line. However, the serial 
polling sequence may be performed at any lime to obtain the status byte from the Model 
2700 . 
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This section describes aspects of the front panel that are part of GPIB operation, including 
messages, status indicators, and the LOCAL key. 



Error and status messages 

See Appendix C for a list of error and status messages associated with IEEE-488 program- 
ming. The instrument can be programmed to generate an SRQ, and command queries can 
be performed to check for specific enor conditions. 



status indi 



The REM (remote), TALK (talk), LSTN (listen), and SRQ (service request) annunciators 
show the GPIB bus status. Each of these indicators is described below. 



This indicator shows when the instrument is in the remote state. REM does not necessarily 
indicate the state of the bus REN line, as the instrument must be addressed to listen with 
REN true before the REM indicator turns on. When the instrument is in remote, ail front 
panel keys, except for the LOCAL key, are locked out. When REM is turned off, the 
instnhnent is in the local state, and front panel operation is restored. 

NOTE IfLLO is in effect, LOCAL will be locked out. IfTRIGger:SOURce is set to man- 
ual, the TRIG key will be active in remote. 



This indicator is on when the instrument is in the talker active state. Place the unit in the 
talk state by addressing it to talk with the correct MTA (My Talk Address) command. 
TALK is off when the unit is in the talker idle state. Place the unit in the talker idle state by 
sending an UNT (Untalk) command, addressing it to listen, or sending the IFC (Interface 
Clear) command. 

LSTN 

This indicator is on when the Model 2700 is in the listener active state, which is activated 
by addressing the instrament to listen with the correct MLA (My Listen Address) com- 
mand. LSTN is off when the unit is in the listener idle state. Place the unit in the listener 
idle state by sending UNL (Unlisten), addressing it to talk, or sending IFC (Interface 
Clear) command over the bus. 
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You can program the instniment to generate a service request (SRQ) when one or more 
errors or conditions occur. When this indicator is on, a service request has been generated. 
This indicator stays on until the serial poll byte is read or all the conditions that caused 
SRQ have been cleared. See Section 11, “Status Structure,” for more information. 

LOCAL key 

The LOCAL key cancels the remote state and restores local operation of the instrument. 

^Pressing the LOCAL key also turns oif the REM indicator and returns the display to nor- 
mal if a user-defined message was displayed. 

If the LLO (Local Lockout) command is in effect, the LOCAL key is also inoperative. 

For safety reasons, the OUTPUT key will stiU be active in LLO. 



Programming syntax 



The information in this section covers syntax for both common commands and SCPI com- 
mands. For information not covered here, see the IEEE-488.2 and SCPI standards. See 
Section 12 through Section 15 for more details on common and SCPI commands. 



Program messages are made up of one or more command words. 



Common commands and SCPI commands may or may not use a parameter. The following 
are some examples: 



*SAV <NRf> 

*RST 

SYSTem:BEEPer <b> 
SYSTem:PRESet 



Parameter <NRf> required 
No parameter used 
Parameter <b> required 
No parameter used 



NOTE At least one space between the command word and the parameter is required. 

Brackets [ ] — Some command words are enclosed in brackets ([ ]). These brackets are 

used to denote an optional command word that does not need to be included in the pro- 
gram message. For example: 

INITiate[:IMMediate3 
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These brackets indicate Uiat IMMediate is implied (optional) and does not have to be used. 
Thus, the above command can be sent in one of two ways: 

INITiate 

or 

INITiate : IMMediate 

Notice that the optional command is used without the brackets. When using optional com- 
mand words in your program, do not include the brackets. 

Parameter types — The following are some of the more common parameter types: 

<b> Boolean — Used to enable or disable an instrument operation. 0 or OFF 
disables the operation, and 1 or ON enables the operation. Example: 

SYSTem;LSYNc ON Enable line synchronization 

<name> Name parameter — Select a parameter name from a listed group. Exam- 
ple: 

<name> = NEVer 

-NEXt ■ 

= ALWays 

TRACe:FEED:CONTrol NEXt 

<NRf> Numeric representation format — This parameter is a number that can be 
expressed as an integer (e.g., 8), a real number (e.g., 23.6), or an exponent 
(2.3E6). Example: 



<clist> 



SYSTem:KEY 11 



Press EXIT key from over the bus 



Numeric value — A numeric value parameter can consist of an NRf num- 
ber or one of the following name parameters; DEFault, MINimum, 
MAXimum. When the DEFault parameter is used, the instmment is pro- 
grammed to the *RST default value. When the MINimum parameter is 
used, the instrument is programmed to the lowest allowable value. When 
the MAXimum parameter is used, the instrument is programmed to the 
largest allowable value. Examples: 

ARMiTIMer 0.1 Sets timer to 100 msec. 

ARM:TIMer DEFault Sets timer to 0. 1 sec. 

ARM:TIMer MINimum Sets timer to 1 msec. 

ARM:TIMer MAXimum Sets timer to 99999.99 sec. 

Chaimel list — Specify one or more channels. Example: 

ROUTe:SCAN (@101:110) Scan Ust; slot 1, channels 1-10 

List — Specify one or more numbers for a list. Example: 

STATus:QUEue:ENABle (*1 10:-222) Enable errors -110 through -222 



Model 2700 Multimeter/Switch System User's Manual 



Remote Operations 10-13 



Angle brackets < > Angle brackets (< >) are used to denote a parameter type. Do 
not include the brackets in the program message. For example: 

RATio <b> 

The <b> indicates a Boolean-type parameter is required. 
Therefore, to enable channel ratio, you must send the com- 
mand with the ON or 1 parameter as follows: 

RATio ON 
RATIO 1 



Query commands 

This type of command requests (queries) the presently programmed status. It is identified 
by the question mark (?) at the end of the fundament^ form of the command. Most com- 
. mands have a query form: 

TRIGgenTIMer? _ Queries the timer interval. 

Most commands that require a numeric parameter (<n>) can also use the DEFauIt, 

■ ' MINimum, and MAXimiim parameters for the query form. These query forms are’used to 
determine the *RST default value and the upper and lower limits for the fundamental com- 
mand. Examples are: 



TRIGger:TIMer? DEFauIt 
TRIGger:TIMer? MINimum 
TRIGger:TIMer? MAXimum 



Queries the *RST default value. 
Queries the lowest allowable value. 
Queries the largest allowable value. 



Common commands and SCPI commands are not case sensitive. You can use upper or 
lower case and any case combination. Examples: 



*RST = *rst 

DATA? = data? 

SYSTem:PRESet = system:preset 



NOTE Using all upper case will result in slightly faster command response times. 
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An SCPI command word can be sent in its long-form or short-form version. The command 
subsystem tables in Section 15 provide the long-form version. However, the short-form 
version is indicated by upper case characters. Examples: 

SYSTem:PRESet long-form 
SYST:PRES short-form 

SYSTem:PRES long-form and short-form combination 

Note that each command word must be in long-form or short-form, and not something in 
between. For example, SYSTeiPRESe is illegal and will generate an error. The command 
will not be executed. 



Short-form rules 



Use the following rules to determine the short-form version of any SCPI command: 

• If the length of the command word is four letters or less, no short form version 
exists. Example: 

:auto = :auto 

These rules apply to command words that exceed four letters: 

• If the fourth letter of the command word is a vowel (including “y”), delete it and all 
the letters after it. Example 

immediate = imra 

• If the fourth letter of the command word is a consonant, retain it but drop all the 
letters after it. Example: 

format = form 

• If the command contains a question mark (?; query) or a non-optional number 
included in the command word, you must include it in the short-form version. 
Example: 

:delay? - :del? 

• Command words or characters that are enclosed in brackets ([ ]) are optional and 
need not be included in the program message. 

NOTE For fastest response to commands, always use short forms. 
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A program message is made up of one or more command words sent by the computer to 
the instrument. Each common command is a three letter acronym preceded by an 
asterisk (*). SCPI commands are categorized in the STATus subsystem and are used to 
explain how command words are structured to formulate program messages. 

STATUS Path (Root) 

:OPERation Path 

;ENABle <NRf> Command and parameter 

;ENABle? Query command 

iPRESet Command 



The above command structure has three levels. The first level is made up of the root com- 
mand (STATUS) and serves as a path. The second level is made up of another path 
(.■OPERation) and a command (iPRESet). The third path is made up of one command for 
the rOPERation path. The three commands in this stmcrnre can be executed by sending 
three separate program messages as follows; 

stat:oper:enab <NRf> 

stat:oper;enab? 

stat:pres 

In each of the above program messages, the path pointer starts at the root command (stat) 
and moves down the command levels until the command is executed. 

Multiple command messages 

You can send multiple command messages in the same program message as long as they 
are separated by semicolons (;). The following is an example showing two commands in 
one program message; 

statioper; stat:oper:enab <NRf> 

^en the above is sent, the first command word is recognized as the root command (stat). 
When the next colon is detected, the path pointer moves down to the next command level 
and executes the command. When the path pointer sees the colon after the semicolon (•) it 
resets back to the root level and starts over. ' 

Commands that are on the same command level can be executed without having to retyne 
the enlu-e command path. Example: 

stat:oper:enab <NRf>; enab? 

Mer the first command (:enab) is executed, the path pointer is at the third command level 
m the structure. Since ;enab? is also on the third level, it can be typed in without repeating 
the entire path name. Notice that the leading colon for tenab? is not included in the pro- 
gram message. If a colon were included, the path pointer would reset to the root level and 
expect a root command. Since :enab? is not a root command, an error would occur. 
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• Each new program message must begin with tlie root command, unless it is 
optional (e.g., [SENSe]). If the root is optional, simply treat a command word on 
the next level as the root For fastest operation, do not send optional data. 

• A colon (:) can be used at the beginning of a program message. However, using the 
colon slows down execution time. Example: 

statipres = :stal:pres 

• When the path pointer detects a colon (:) it moves down to the next command level 
An exception is when the path pointer detects a semicolon (;), which is used to sep- 
arate commands within the program message (see next rule). 

• When the path pointer detects a colon (:) that immediately follows a semicolon (;), 
it resets back to the root level 

• The path pointer can only move down. It cannot be moved up a level Executing a 
command at a higher level requires that you start over at the root command. 

Using common and SCPI commands in the same me^^e 

Both common commands and SCPI commands can be used in the same message as long 
as they are separated by semicolons (;). A common command can be executed at any com- 
mand level and will not affect the path pointer. Example: 

stat:oper:enab <NRf>; *ESE <NRf> 

Program message terminator (PMT) 

Each program message must be terminated with an LF (line feed), EOI (end or identify), 
or an LF-i-EOL The bus will hang if your computer does not provide this termination. The 
following example shows how a multiple command program message must be terminated: 

outp on <PMT> 

Command execution rules 

• Commands execute in the order that they are presented in the program message. 

• An invalid command generates an error and, of course, is not executed. 

• Valid commands that precede an invalid command in a multiple command program 
message are executed. 

• Valid commands that follow an invalid command in a multiple command program 
message are ignored. 




Model 2700 Multimeter/Switch System User's Manual 



Remote Operations W-17 



A response message is the message sent by the instrument to the computer in response to a 
query command program message. 

Sending a response mess^e 

After sending a query command, the response message is placed in the Output Queue. 

When the Model 2700 is then addressed to talk, the response message is sent from the 
Output Queue to the computer. 

Multiple response messages 

If you send more than one query command in the same program message (see “Multiple 
command messages,” page 10-15), the multiple response messages for all the queries are 
sent to the computer when the Model 2700 is addressed to talk. The responses are sent in 
the order the query commands were sent and are separated by semicolons (;). Items within 
the same query are separated by commas (,). The following example shows the response 
message for a program message that contains four single item query commands: 

0;l;i;0 



Each response is terminated with an LF Oine feed) and EOI (end or identify). The follow- 
ing example shows how a multiple response message is terminated: 

0; 1; 1;0 <RMT> 



Two rules summarize the message exchange protocol: 

Rule 1. You must always tell the Model 2700 what to send to the computer. 

The following two steps must always be performed to send information from the instru- 
ment to the computer: 

1. Send the appropriate query command(s) in a program message. 

2. Address the Model 2700 to talk. 

Rule 2. The complete response message must be received by the computer before another 
program message can be sent to the Model 2700. 
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Sending and receiving data 

The RS-232 interface transfers data using eight data bits, one stop bit, and no parity. Make 
sure the controller you connect to the multimeter also uses these settings. 

You can break data transmissions by sending a ^ (decimal 3) or (decimal 18) charac- 
ter string to the instrument. This clears any pending operation and discards any pending 
output. 

You can break an RS-232 transmission of buffer readings by pressing LOCAL and then 
EXIT. The next command to send buffer data (i.e., TRACe:DATA?) will start at the begin- 
ning, rather than where the transmission was halted. 

Baud rate 

The baud rate is the rate at which the Model 2700 multimeter and the programming termi- 
nal communicate. Choose one these available rates: 



The factory selected baud rate is 4800. 

When you choose a baud rate, make sure that the programming terminal that you are con- 
necting to the Model 2700 can support the baud rate you selected. Both the multimeter and 
the other device must be configured for the same baud rate. 
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Signal handshaking between the controller and the instrument allows the two devices to 
communicate to each other regarding being ready or not ready to receive data. The Model 
2700 does not support hardware handshaking (flow control). 

Software flow control is in the form of X_ON and X_OFF characters and is enabled 
when XonXoEF is selected from the RS232 FLOW menu. When the input queue of the 
Model 2700 becomes more than I full, the instrument issues an X_OFF command. The 
control program should respond to this and stop sending characters until the Model 2700 
issues the X_ON, which it will do once its input buffer has dropped below half-full. The 
Model 2700 recognizes X„ON and X_OFF sent from the controUer. An X_OFF will cause 
the Model 2700 to stop outputting characters untfl it sees an X_ON. Incoming commands 
are processed after the <CR> character is received from the controller. 

XonXoFF is the FACT and *RST default flow control setting. 

If NONE is the selected flow control, then there will be no signal handshaking between the 
controller and the Model 2700. Data will be lost if transmitted before the receiving device 
is ready. 



NOTE 



NOTE 



Even with XonXoFF selected, the computer may lose data from the Model 2700 
if the return string is very large (approximately 30,000 or more characters), and 
one of the higher baud rates is selected. With no flow control (NONE selected), 
the error occurs with a much smaller return string. Your program could provide 
some type of error checking for these situations. 

Another solution to the problem is to use the TRACe:DATA:SELected? <start>, 
<count> command to return small portions of a very large buffer. With this com- 
mand, you specify a buffer location (<start>) and the number of readings to 
return (<count>). See Section 6 for details. 



Terminator 



The Model 2700 can be configured to terminate each program message that it transmits to 
the controller with any of the following combinations of <CR> and <LF>. 



<CR> 

<CR+LF> 

<LF> 

<LF+CR> 



Carriage return 

Carriage return and line feed 

Line feed 

Line feed and carriage return 
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Selecting and configuring RS-232 interface 

After selecting (enabling) the RS-232 interface, you will then set the baud rate, flow con- 
trol, and terminator. 

1. Press the SHIFT key and then the RS-232 key. The RS 232 ON or RS 232 OFF 
message will be displayed. 

2. If the RS-232 is already ON, press ENTER and proceed to step 3. Otherwise, press 
the ^ key to place the cursor on OFF, press the A or T key to display the ON state, 
and then press ENTER. 

NOTE Enabling (ON) the RS-232 interface disables (OFF) the GPIB. Disabling the 
RS-232 interface enables the GPIB. 

3. To retain the presently displayed BAUD rate, press ENTER and proceed to step 4. 
Otherwise, press the ^ key to place the cursor on the baud rate value, use the A or 
▼ key to display the desired baud rate, and then press ENTER. 

4. To retain the presently displayed FLOW control, press ENTER and proceed to step 
■ 5. Otherwise, press the ^ key to place the cursor on the flow control setting, use the 

A or key to display the alternate flow control setting, and then press ENTER. 

5. To retain the presently displayed terminator (Tx TERM), press ENTER. Otherwise, 
press the ► key to place the cursor on the terminator setting, use the A or ▼ key to 
display the desired terminator, and then press ENTER. 
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The RS 232 serial port is connected to the serial port of a computer using a straight- 
through RS-232 cable terminated with DB-9 connectors. Do not use a null modem cable 
The serial port uses the transmit (TXD), receive (RXD), and signal ground (GND) lines of 
the RS-232 standard. It does not use the hardware handshaking hnes, CTS and RTS 
Figure 1 0-4 shows the rear panel connector for the RS-232 interface, and Table 10-2 
shows the pinout for the connector. 

If your computer uses a DB-25 connector for the RS-232 interface, you will need a cable 
or adapter with a DB-25 connector on one end and a DB-9 connector on the other, wired 
straight through (not null modem). 

Figure 10-4 

RS-232 interface connector 

5 4 3 2 1 



9 8 7 6 

Rear Panel Connector 



Table 10-2 

RS-232 connector pinout 



Pin number 


Description 


I 


No connection 


2 


TXD, transmit data 


3 


RXD, receive data 


4 


No connection 


5 


GND, signal ground 


6 


Not used 


7 


RTS, ready to send^ 


8 


CTS, clear to send^ 


9 


No connection 



CTS and RTS are not used. 
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Table iO-3 provides pinout identification for the 9-pin (DB-9) or 25-pin (DB-25) serial 
port connector on the computer (PC). 

Table 10-3 

PC serial port pinout 



Signal 



DCD, data carrier detect 
RXD, receive data 
TXD, transmit data 
DTR, data terminal ready 
GND, signal ground 
DSR, data set ready 
RTS, request to send 
CTS, clear to send 
RI, ring indicator 




messages 

See Appendix C for RS-232 error messages (4-800 through 4-808). 









• Overview Provides an operational overview of the status structure for the 
Model 2700. 

Clearing registers and queues — Covers the actions that clear (reset) registers and 
queues. 

Programming and reading registers — Explains how to program enable registers 
and read any register in the status structure. 

Status byte and service request (SRQ) — Explains how to program the Status 
Byte to generate service requests (SRQs). Shows how to use the serial poll 
sequence to detect SRQs. 

Status register sets Provides bit identification and command information for 
the four status register sets: Standard Event Status, Operation Event Status, Mea- 
surement Event Status, and Questionable Event Status. 

Queues — Provides details and command information on the Output Queue and 
Error Queue. 
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The Model 2700 provides a series of status registers and queues allowing the operator to 
monitor and manipulate the various instrument events. The status structure is shown in 
Figure 1 1-1. The heart of the status structure is the Status Byte Register. This register can 
be read by the user’s test program to determine if a service request (SRQ) has occurred, 
and what event caused it. ’ 

Status byte and SRQ 

The Status Byte Register receives the summary bits of four status register sets and two 
queues. The register sets and queues monitor the various mstniment events. When an 
enabled event occurs, it sets a summary bit in the Status Byte Register. When a summary 
bit of the Status Byte is set and its corresponding enable bit is set (as programmed by the 
user), die RQS/MSS bit will set to indicate that an SRQ has occurred. 

Status register sets 

A typical status register set is made up of a condition register, an event register, and an 
event enable register. A condition register is a read-only register that constantly updates to 
reflect the present operating conditions of the instrument. 

When ah event occurs, the appropriate event register bit sets to 1. The bit remains latched 
to 1 until the register is reset. When an event register bit is set and its corresponding enable 
bit is set (as programmed by the user), the output (summary) of the register will set to 1, 
which in turn sets the summary bit of the Status Byte Register. 




The Model 2700 uses an Output Queue and an Error Queue. The response messages to 
query commands are placed in the Output Queue. As various programming errors and sta- 
tus messages occur, they are placed in the Error Queue. When a queue contains data, it sets 
the appropriate summary bit of the Status Byte Register. 
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When the Model 2700 is turned on, the bits of all registers in the status structure are 
cleared (reset to 0), and the two queues are empty. Commands to reset the event and event 
enable registers, and the Error Queue are listed in Table 11-1. In addition to these com- 
mands, any enable register can be reset by sending the 0 parameter value with the individ- 
ual command to program the register. 

NOTE SYSTem.-PRESet and *RST have no effect on status structure registers and 
queues. 

Table 1U1 

Common and SCPI commands to reset registers and clear queues 



Commands 



Description 



STATus:PRESet 



Reset all bits of the following event registers to 0: 
Standard Event Register 
Operation Event Register 
Measurement Event Register 
Questionable Event Register 
Reset all bits of the following enable registers to 0; 
Operation Event Enable Register 
Measurement Event Enable Register 
Questionable Event Enable Register 



*CLS 

STATus:QUEue:CLEar 

SYSTem:CLEar 



Clear all messages from Error Queue 
Clear messages from Error Queue 
Clear messages from Error Queue 



1 . The Standard Event Enable Register is not reset by STATus:PRESet or *CLS. Send the 0 parameter value 
with *ESE to reset all bits of that enable register to 0 (see “Status byte and service request commands 
page 11-9). 

2. STAT\is:PRESet has no effect on the Error Queue. 

3. Use either of the two clear commands to clear the Error Queue. 
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Programming enable registers 

The only registers that can be programmed by the user are the enable registers. All other 
registers in the status structure are read-only registers . The following explains how to 
;r ascertain the parameter values for the various commands used to program enable registers. 
The actual commands are covered later in this section (Table 1 1-2 and Thble 11-5). 

A command to program an event enable register is sent with a decimal parameter value 
that determines the desired state (0 or 1) of each bit in the appropriate register. The bit 
positions of the register (Figure 1 1-2) indicate the binary parameter value. For example, if 
you wish to set bits B4, B3, and Bl, the binary value would be 11010 (where B4=l, B3 k1, 
B 1 2 = 1 , and all other bits are 0). 

The binary value is then converted to its decimal equivalent: 

: Binary 11010 = Decimal 26 

■ Figure 11-2 includes the decimal weight for each register bit. To set bits B4,B3, andBl, 
the decimal parameter value would be the sum of the decimal weights for those bits 
(16+8+2 = 26). 



Figure 7 1-2 

16 ‘bit status register 



Bit Position 


B7 


B6 


B5 


B4 


B3 


B2 


81 


. BO 


Binary Value 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


Decimal 


128 


64 


32 


16 


8 


4 


2 


1 


Weights 


(27) 


( 26 ) 


(2S) 


(2'») 


(23) 


(22) 


(20 


(20) 



A. Bits 0 through 7 



Bit Position 


B15 


B14 


B13 


B12 


Bll 


BIO 


B9 


B8 


Binary Value 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


Decimal 


32768 


16384 


8192 


4096 


2048 


1024 


512 


256 


Weights 


(213) 


(2^0 


(213) 


(212) 


(211) 


(210) 


(20 


(20 



B. Bits 8 through 15 




Registers 
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Any register in the status structure can be read by using the appropriate query (?) com- 
mand. The following explains how to interpret the returned value (response message). The 
actual query commands are covered later in this section (Table 1 1-2 through Table 1 1-5). 

The response message for a register query will be a decimal value. This decimal value will 
have to be converted to its binary equivalent. For example, decimal 19 in binaiy is 10011. 

This binary value indicates that bits BO, Bl, and B4 are set (1). 



Service request is controlled by two 8-bit registers; the Status Byte Register the Ser- 
vice Request Enable Register. Figure 11-3 shows the structure of these registers. 



Figure 11-3 

Status byte and service request (SRQ) 







Read by Serial Poll 



Status Byte 
Register 



Read by *STB? 



OSB — ESB 

(B7) (B6) (B5) 



OSB = Operation Summary Bit 
MSS = Master Summary Status 
RQS * Request for Service 
ESB = Event Summary Bit 
Mav = Message Available 



QSB 


EAV 


(B3) 


(B2) 




Service Request 
Enable Register 



QSB = Questionable Summary Bit 

EAV = Error Available 

MSB = Measurement Summary Bit 

& = Logical AND 

OR * Logical OR 
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The summary messages from the status registers and queues are used to set or dear the 
appropriate bits (BO, B2, B3, B4, B5, and B7) of the Status Byte Register. These summary 
bits do not latch, and their states (0 or 1) are solely dependent on the summary messages 
(0 or 1 ). For example, if the Standard Event Register is read, its register will clear. As a 
result, its summary message will reset to 0, which in turn will reset the ESB bit in the Sta- 
tus Byte Register. 

The bits of the Status Byte Register are described as follows: 

• Bit BO, Measurement Summary Bit (MSB) — Set summary bit indicates that an 
enabled measurement event has occurred. 

• Bit Bl — Not used. 

• Bit B2, Error Available (EAV) — Set summary bit indicates that an error or status 
message is present in the Error Queue. 

• Bit B3, Questionable Summary Bit (QSB) — Set summary bit indicates that an 
enabled questionable event has occurred. 

• Bit B4, Message Available (MAV) — Set summary bit indicates that a response 
message is present in the Output Queue. 

• Bit B5, Event Summary Bit (ESB) — Set summary bit indicates that an enabled 
standard event has occurred. 

• Bit B6, Request Service (RQS)/Master Summary Status (MSS) — Set bit indi- 
cates that an enabled summary bit of the Status Byte Register is set. 

• Bit B7, Operation Summary (OSB) — Set summary bit indicates that an enabled 
operation event has occurred. 

Depending on how it is used, Bit B6 of the Status Byte Register is either the Request for 
Service (RQS) bit or the Master Summary Status (MSS) bit: 

• When using the serial poll sequence of the Model 2700 to obtain the status byte 
(a.k.a. serial poll byte), B6 is the RQS bit. See “Serial polling and SRQ,” 

page 11-8, for details on using the serial poll sequence. 

• When using the *STB? command (Table 11-2) to read the status byte, B6 is the 
MSS bit. 



Registers 
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The generation of a service request is controlled by the Service Request Enable Register. 
This register is programmed by you and is used to enable or disable the setting of bit B6 
(RQS/MSS) by the Status Summary Message bits (BO, B2, B3, B4, B5, and B7) of the 
Status Byte Register. As shown in Figure 1 1-3, the summary bits are logically ANDed (&) 
widi the corresponding enable bits of the Service Request Enable Register. When a set (1) 
summary bit is ANDed with an enabled (1) bit of the enable register, the logic “1” output 
is applied to the input of the OR gate and, therefore, sets the MSS/RQS bit in the Status 
Byte Register. 

The individual bits of the Service Request Enable Register can be set or cleared by using 
the *SRE common command. To read the Service Request Enable Register, use the *SRE? 
query command. The Service Request Enable Register clears when power is cycled or a 
parameter value of 0 is sent with the *SRE command (*SRE 0). The commands to pro- 
gram and read the SRQ Enable Register are listed in Table 11-2. 

Serial polling and SRQ 

Any enabled event summary bit that goes from 0 to 1 wOl set bit B6 and generate an SRQ 
(service request). In your test program, you can periodically read the Status Byte to check 
if an SRQ has occurred and what caused it. If an SRQ occurs, the program can, for exam- 
ple, branch to an appropriate subroutine that will service the request. 

IVpically, SRQs are managed by the serial poll sequence of the Model 2700. If an SRQ 
does not occur, bit B6 (RQS) of the Status Byte Register will remain cleared, and the pro- 
gram will simply proceed normally after the serial poll is performed. If an SRQ does 
occur, bit B6 of the Status Byte Register will set, and the program can branch to a service 
subroutine when the SRQ is detected by the serial poll. 

The serial poll automatically resets RQS of the Status Byte Register. This allows subse- 
quent serial polls to monitor bit B6 for an SRQ occurrence generated by other event types. 
After a serial poll, the same event can cause another SRQ, even if the event register that 
caused the first SRQ has not been cleared. 

The serial poll does not clear MSS. The MSS bit stays set until aU Status Byte summary 
bits are reset. 

SPE, SPD (serial polling) 

The SPE, SPD General Bus Command sequence is used to serial poll the Model 2700. 
Serial polling obtains the serial poll byte (status byte). Typically, serial polling is used by 
the controller to determine which of several instruments has requested service with the 
SRQ line. 
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The commands to program and read the Status Byte Register and Service Request Enable 
Register are listed in Table 11-2. For details on programming and reading registers, see 
“Programming enable registers,” page 11-5, and “Reading registers,” page 1 1-6. 

NOTE To reset the bits of the Service Request Enable Register to 0, use 0 as the param- 
eter value for the *SRE command (*SRE0). 

Table 1 1-2 

Status byte and service request enable register commands 



Command 

♦STB? 



Description 



♦STB? Read Status Byte Register. 

♦SRE <NRf> Program the Service Request Enable Register 
(0 to 255). 

♦SRE? Read the Service Request Enable Register. 

Note: *CLS and STATus:PRESet have no effect on the Service Request Enable Register. 

Programming example — set MSS (B6) when error occure 

The second command in the following sequence enables EAV (error avaUable). When an 
invalid command is sent (line 3), bits B2 (EAV) and B6 (MSS) of the Status Byte Register 
set to 1. The last command reads the Status Byte Register. Keep in mind that you have to 
address the Model 2700 to talk after sending a query command. To determine the exact 
nature of the error, you will have to read the Error Queue (see “Queues,” page 11-19). 



*CLS 
*SRE 4 
*XYZ 
*STB? 



Clear Error Queue 
Enable EAV. 

Generate error. 

Read Status Byte Register 



Serial poll programming example 

This example is written specifically for the KPCI-488.2 GPIB card and QuickBasic/ 
VisualBasic with the appropriate IEEE libraries. Other types of cards and/or languages 
may have different function calls that are equivalent to the initialize(), transmit(), send(), 
srq, and spoll() calls used below. 

SRQ wh^ Iniffer fills with 500, 1 (H)0, 1 500, and 1 750 readings 

Itie following program will store 2000 readings in the buffer. When the buffer hlls with 
500 readings (quarter full), an SRQ will occur and a message will be displayed on the 
computer to indicate that event. An SRQ and message will also occur when the 1000th 
(half fuU), 1500th (three-quarter full), 1750th (buffer notify), and 2000th (full) reading is 
stored. 
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' $INCLUDE: ’ieeeqb.bi' 



CLS 

CONST addr =16 



' Clear PC output screen. 
' Set instrument address. 



■ Init GPIB. 

CALL initialize (21, 0) 

CALL transmit { "unt uni listen " + STRS(addr) + 

CALL send(addr, "*rst", status%) 

CALL send(addr/ "trac:cle", status%) 

CALL send(addr, ”trig:coun inf", status%) 

CALL send(addr, "trac:poin 2000”, status%) 

CALL send(addr,. "tracrnot 1750", status%) 

CALL send(addr, "trac:feed:cont next", status%) 
CALL send(addr, "stat:pres", status%) 

CALL send(addr, "*cls", status%) 

CALL send{addr, " stat :meas ; enab 13120", status%l 
CALL send(addr, "*ese 0", status%) 

CALL send(addr, “-*sre 1", status%) 

CALL send {-addr, "Inif, status%) 



sdc uni", status%) ' Send Device Clear. 

Restore *rst defaults. 

Clear buffer. 

Infinite trigger count. 

Set buffer size to 2000. 

Set Trace Notify bit on 1750th reading. 
Enable buffer. 

Reset measure enable bits. 

Clear all event registers. 

Enable buffer bits; B6, B8, B9, B12, B13 
Disable standard events. 

Enable measurement events. 

Start measure/store process. 



''Initialize quarter buffer counter. 



WaitSRQ; 



WHILE srq = 0: WEND 

CALL spoil (addr, poll%, status%) 

CALL send{addr, "■*cls", status%) 
N = N + 1 

IF N = 1 THEN GOTO QtrFull 
IF N = 2 THEN GOTO Half Full 
IF N = 3 THEN GOTO ThreeQtrFull 
IF N = 4 THEN GOTO 1750thReading 
PRINT "BUFFER FULL" 



' Wait for GPIB SRQ line to go true. 
' Clear rqs/mss bit in status byte 
register . 

' Clear all event registers. 

' Increment buffer counter. 

' Branch when buffer V* full. 

' Branch when buffer V 2 full. 

’ Branch when buffer % full. 

' Branch when 1750th reading stored. 
' Display buffer full message. 



QtrFull: PRINT "Buffer V* Full" 

GOTO WaitSRQ 

HalfFull: PRINT "Buffer Vi Full" 

GOTO WaitSRQ 

ThreeQtrFull: PRINT "Buffer M Full" 

GOTO WaitSRQ 

1750thReading: PRINT "1750th reading stored' 
GOTO WaitSRQ 



Display V* full message. 

Return to WaitSRQ. 

Display Vi full message. 

Return to WaitSRQ. 

Display full message. 

Return to WaitSRQ. 

Display 1750th reading message, 
Return to WaitSRQ. 
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As shown in Figure 11-1, there are four status register sets in the status structure of the 
Model 2700: Standard Event Status, Operation Event Status, Measurement Event Status, 
and Questionable Event Status. 



Register bit descriptions 



The used bits of the Standard Event Register (Figure 11-4) are described as follows: 

• Bit BO, Operation Complete (OPC) — Set bit indicates that all pending selected 
device operations are completed and the Model 2700 is ready to accept new com- 
mands. This bit only sets in response to the *OPC? query command. See 
Section 12 for details on *OPC and *OPC?. 



Figure. 1.1-4 . 

Standard event status 



— PON URQ 


CME EXE 


DDE 


QYE 


— OPC 


(B15-B8) (B7) (B6) 


(B5) (B4) 


(B3) 


(B2) 


(B1) (BO) 



To Event 
Summary 
Bit (ESB) of 
Status Byte 
Register. 



*ESE 

*ESE? 



— PON URQ CME EXE DDE QYE — OPC 
(B15- B8), (B7) , (B6) | (B5) , (B4) | (63) | (B2) | (B1) | (BQ) | fegto 



PON * Power On 

URQ s User Request 

CME = Command Error 

EXE = Execution Error 

DDE =s Device-Dependent Error 



QYE a Query Error 
OPC = Operation Complete 

& = Logical AND 
OR s Logical OR 
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• BitBl — Not used. 

• Bit B2, Query Error (QYE) — Set bit indicates that you attempted to read data 
from an empty Output Queue. 

• Bit B3, Battery-backed RAM Error (BRE) — Set bit indicates that the scan can- 
not be resumed (error +517) or there was a loss of data (error +516). 

• Bit B4, Execution Error (EXE) — Set bit indicates that the Model 2700 detected 
an error while trying to execute a command. 

• Bit B3, Device-Dependent Error (DDE) — Set bit indicates that an instrument 
operation did not execute properly. Some of the errors specific to the Model 2700 
that will set this bit include the following: 

• Error +516: Battery backed RAM error — Data stored in RAM has been lost. 
Replace the battery if frequent failures occur. 

• Error +517: Cannot resume scan — Due to a card ID change, auto scan has 
disabled. The scan will not resume after a power interruption. For details, see 
“Scan configuration — Auto scan,” page 7-21.” 

• Error +520: Saved setup scancard mismatch — Settings for a user setup or 
power-on setup do not match the switching module types presently installed. 

, , For details, see “Defaults and user setups,” page 1-19. 

• Error +523: Card hardware error — Communication with the microprocessor 
on a switching module card has been lost. 

• Error +524: Unsupported card detected — The Model 2700 has detected an 
installed Model 77XX switching module that is not supported by the current - 
version of firmware. 

• Bit B6, User Request (URQ) — Set bit indicates that the LOCAL key on the 
Model 2700 front panel was pressed. 

• Bit B7, Power On (PON) — Set bit indicates that the Model 2700 has been turned 
off and turned back on since the last time this register has been read. 
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The bits of the Operation Event Register (Figure 1 1 - 5 ) are described as follows: 

- Bits BO through B3 — Not used. 

- Bit B4, Measuring (Meas) — Set bit indicates that the instrument is performing a 
measurement 

• Bit B5, Waiting for Trigger (Trig) — Set bit indicates that the Model 2700 is in 
the trigger layer waiting for a trigger event to occur. 

• Bits B6 and B7 — Not used. 

• Bits B8, Filter Settled (Filt) — Set bit indicates that the filter has settled or the fil- 
ter is disabled. 

• BitB9 — Not used. 

• Bit BIO, Idle State (Idle) — Set bit indicates the Model 2700 is in the idle state. 

• BitsBll through B15 — Not used. 



Figure 11-5 

Operation event status 
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Measurement event register 

Hie used bits of the Measurement Event Register (Figure 11-6) are described as follows: 

• Bit BO, Reading Overflow (ROF) — Set bit indicates that the reading exceeds the 
measurement range of the instrument. 

• Bit Bl, Low Limit 1 Event (LLl) — Set bit indicates that a reading has reached or 
exceeded Low Limit 1. 

• Bit B2, High Limit 1 Event (HLl) — Set bit indicates that a reading has reached 
or exceeded High Limit 1. 

• Bit B3, Low Limit 2 Event (LL2) — Set bit indicates that a reading has reached or 
exceeded Low Limit 2. 

• Bit B4, High Limit 2 Fail (HL2) — Set bit indicates that a reading has reached or 
exceeded High Limit 2. 

• Bit B5, Reading Available (RAV) — Set bit indicates that a reading was taken and 
processed. 

• Bit B6, Buffer Notify (BN) — Set bit is a notification that the user-specified num- 
ber of readings have been stored in the buffer. The TRACe:NCXrify command spec- 
ifies the number of stored readings that wiU set this bit (see Section 6 for details). 

• Bit B7, Buffer AvaOable (BAV) — Set bit indicates that there are at least two read- 
ings in the buffer. 

• Bit B8, Buffer Half Full (BHF) — Set bit indicates that the trace buffer is half 
full. 

• Bit B9, Buffer Full (BF) — Set bit indicates that the trace buffer is full. 

• Bit BIO, Buffer Overflow (BOF) — Set bit indicates that the filled buffer has 
wrapped and written over previously stored readings. 

• Bit Bll, Hardware Limit Event (HL) — Set bit indicates that a reading has 
exceeded the hardware limit. 

• Bit B 12, Buffer Quarter Full (BQF) — Set bit indicates that the trace buffer is 
one-quarter full. 

NOTE Bits 812 andB12 ( %full) are not intended to be used with buffer sizes 

smaller than four readings. 

• Bit B13, Buffer Three-Quarter Full (BTF) — Set bit indicates that the trace 
buffer is three-quarters full. 

• Bit B14, Master Limit (ML) — Set bit indicates that one or more of the other lim- 
its have been reached or exceeded. 

• Bit B15 — Not used. 
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Figure 11-6 

Measurement event status 
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ML = Master Limit 
BTF = Buffer Three-quarter Ful 
BQF = Buffer Quarter Full 
HL = Hardware Limit Event 
BOF = Buffer Overflow 
BF= Buffer Full 



BHF = Buffer Half Full HLl = High Limit 1 Event 

BAV = Buffer Available LLl = Low Limit 1 Event 

BN = Buffer Notify ROF = Reading Overflow 

RAV = Reading Available 
HL2 = High Limit 2 Event & = Logical AND 
LL2 = Low Limt 2 Event OR = Logical OR 
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Questionable event register 



The used bits of the Questionable Event Register (Figure 1 1 -7) are described as follows; 



- Bits BO through B3 — Not used. 

• Bit B4, Temperature Summary (Temp) — Set bit indicates that an invalid refer- 
ence junction measurement has occurred for thermocouple temperature 
measurements. 

• Bits B5, B6 and B7 — Not used. 

• Bit B8, Calibration Summary (Cal) — Set bit indicates that an invalid calibration 
constant was detected during the power-up sequence. The instrument will instead 
use a default calibration constant. This error will clear after successful calibration 
of the instrument. 

• Bits B9 through B 13 — Not used. 

• Bit B14, Command Warning (Warn) — Set bit indicates that a Signal Oriented 
Measurement Command parameter has been ignored. 

• Bit B15~ Not used. 

NOTE Whenever a questionable event occurs, the ERR annunciator will turn on. The 
annunciator will turn off when the questionable event clears. 

Figure 11 ~7 

Questionable event status 
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As Figure 1 1 - 1 shows, each status register set (except the Standard Event Register set) has 
a condition register. A condition register is a real-time, read-only register that constantly 
updates to reflect the present operating conditions of the instrument. For example, while 
the Model 2700 is in the idle state, bit BIO adle) of the OperaUon Condition Register will 
be set. When the instrument is taken out of idle, bit B 1 0 clears. 

The commands to read the condition registers are listed in Thble 11-3. For details on read- 

ing registers, see “Reading registers,” page 11-6. 

Table 7 1-3 

Condition regbter commands 



Command 



Description 



STAThs:OPERation:CONDition? Read Operation Condition Register. 
STATus.MEASurementiCONDition? Read Measurement Condition Register. 
STAThs:QUEStionable:CONDition? Read Questionable Condition Register. 



Event registers 



As Figure 11-1 shows, each status register set has an event register. When an event occurs, 
the appropriate event register bit sets to 1 . The bit remains latched to 1 until the register is 
reset Reading an event register clears the bits of that register. *CLS resets all four event 
registers. 

The commands to read the event registers are listed in Table 11-4. For details on reading 
registers, see “Reading registers,” page 1 1-6. 

Table 1 1-4 

Event register commands 



Command Description 

Read Standard Event Status Register. 

STATus:OPERation:[:EVENt]? Read Operation Event Register. 

STATus:MEASurement:[:EVENt]? Read Met^urement Event Register. 

STATus:QTJEStioRable:[:EVENt]? Read Questionable Event Register. 



Note: Power-up and *CLS resets all bits of all event registers to 0. STAT\!s:PRESet has no effect, 



Registers 
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As Figure 1 1-1 shows, each status register set has an enable register. Each event register 
bit is logically ANDed (&) to a corresponding enable bit of an enable register. Therefore, 
when an event bit is set and the corresponding enable bit is set (as programmed by the 
user), the output (summary) of the register will set to 1, which in turn sets the summary bit 
of the Stams Byte Register. 

The commands to program and read the event enable registers are listed in Table 11-5. For 
details on programming and reading registers, see “Programming enable registers,” 
page 1 1-5, and “Reading registers,” page 11-6. 

NOTE The bits of any enable register can be reset to 0 by sending the 0 
parameter value with the appropriate enable command (i.e. 
STATus:OPERation:ENABle 0). 



Table U-5\ 

Event enable registers commands 



Command 


Description 


*ESE <MRt>- ■ 

*ESE? ■ : 


Program Standard Event Enable Register (0 to 255). 
Read Standard Event Enable Register. 


STATus:OPERation:ENABle <NRF> 
STATus:OPERation:ENABle? 


Program Operation Event Enable Register (0 to 65535). 
Read enable register. 


STATus:MEASurement:ENABle <NRf> 
STA'I\is:MEASuremem:ENABle? 


Program Measurement Event Enable Register (0 to 65535). 
Read enable register. 


STAI\is:QUEStionable:ENABle <NRf> 
STAT\is:QUEStionabie:ENABle? 


Program Questionable Event Enable Register (0 to 65535). 
Read enable register. 



Note; Power-up and STATds:PRESet resets all bits of all enable registers to 0. *CLS has no effect. 



Programming example — program and read register set 

The following command sequence programs and reads the measurement register set. Keep 
in mind that the Model 2700 has to be addressed to talk after a query command. 



STAT;MEAS:ENAB 512 

STAT:MEAS:COND? 

STATiMEAS? 



Enable BFL (buffer full). 

Read Measurement Condition Register. 
Read Measurement Event Register. 
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Status Structure 



The Model 2700 uses two queues, which are first-in, first-out (FIFO) registers: 

Output Queue Used to hold reading and response messages. 

• Error Queue — Used to hold error and status messages. 

The Model 2700 status model (Figure 1 1 - 1 ) shows how the two queues are structured with 

the other registers. 



Output queue 



The Output Queue holds data that pertains to the normal operation of the instrument. For 
example, when a query command is sent, the response message is placed in the Outnut 
Queue. ^ 

men data is placed in the Output Queue, the Message Available (MAV) bit in the Status 
Byte Register sets, A data message is cleared from the Output Queue w'hen it is read. The 

considered cleared when it is empty. An empty Output Queue clears the 
MAV bit m the Status Byte Register. 

A message is read from the Output Queue by addressing the Model 2700 to talk after the 
appropriate query is sent. 



The Error Queue holds error and status messages. When an error or status event occurs a 
message that defines the eixor/status is placed in the Error Queue. 

men a message is placed in the Error Queue, the Error Available (EAV) bit in the Status 

message is cleared from the Error Queue when it is 
read. The Error Queue is considered cleared when it is empty. An empty Error Queue 
clears the EAV bit in the Status Byte Register. 

Error Queue holds up to 10 error/status messages. The commands to read the Eiror 
Queue are hsted m Table 11-6. men you read a message in the Error Queue, the “oldest” 
message is read and then removed from the queue. If the queue becomes fuU, the message 
350, Queue Overfiow’” will occupy the last memory location. On power-up, the Error 
Queue is empty, men empty, the message “0, No Error” is placed in the queue. 

Messages m ^e Emor Queue are preceded by a code number. Negative (-) numbers are 
used tor S(^l-defined messages, and positive (+) numbers are used for Keithley-defined 
messages. The messages are listed in the appendices at the end of this manual. 



Registers 
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Common commands (summarized in Table 12-1) are device commands that are common 
to all devices on the bus. These commands are designated and defined by the IEEE-488.2 
standard. 



Table 12-1 

IEEE-488.2 common commands and queries 



Mnemonic 


Name 


*CLS 

*ESE <NRf> 
*ESE? 

*ESR? 


Clear status 

Event enable command 
Event enable query 
Event status register query 


*IDN? 


Identification query 


*OPC 


Operation complete command 


*OPC? ' 


Operation complete query 


*OPT? 


Option query 


*RCL <NRf> 


Recall command 


*RST 


Reset command 


*SAV <NRf> 


Save command 


*SRE <NRf> 

*SRE? 

*STB? 

*TRG 

*TST? 


Service request enable 
command 

Service request enable query 
Status byte query 
Trigger command 
Self-test query 


*WAI 


Wait-to-continue command 



Description 



Clears all event registers and error queue. 

Program the standard event enable register. 

i Read the standard event enable register. 

Read the standard event enable register and 
clear it. 

Returns the manufacturer, model number, serial 
number, and firmware revision levels of the 
unit. 

Set the operation complete bit in the standard 
event register after all pending commands 
have been executed. 

Places an ASCII “1” into the output queue when 
all pending selected device operations have 
been completed. 

Returns the model numbers of the switching 
modules installed in the Model 2700. Returns 
“NONE” if a slot is empty. 

Returns Model 2700 to the user-saved setup (0, 
1,2, or 3). 

Returns Model 2700 to the *RST default 
conditions. 

Saves the present setup as the user-saved setup 
(0,1, 2, or 3). 

Programs the service request enable register. 

Reads the service request enable register. 

Reads the status byte register. 

Sends a bus trigger to Model 2700. 

Performs a checksum test on ROM and returns 
the result. 

Wait until all previous commands are executed. 
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A il/N. id^titication query Reads identification code 

The identification code includes the manufacturer, model number, serial number, and firm- 
ware revision levels and is sent in the following format: 

KEilHLEY INSTRUMENTS INC., Model 2700, xxxxxxx, yyyyy/zzz 

Where: xxxxxxx is the serial number. 

yyyyy/zzzzz is the firmware revision levels of the digital board ROM and 
display board ROM. 

B *OPC ~ operation complete Sets OPC bit 

After the *OPC command is sent, the Operation Complete bit (bit BO) of the Standard 
Event Status Register will set immediately after the last pending command is completed 
If the corresponding bit (Bit BO) in the Standard Event Enable Register and Bit 5 (Event 
Summary Bit) of the Service Request Enable Register are set, the RQS/MSS (Request for 
- Service/Master Summary Status) bit in the Status Byte Register wiU set 

When used with the immediate initiation command (:INITiate), the OPC bit in the Stan- 
dard Event Status Register will not set until the Model 2001 goes back into the idle state. 

^ The :INIT command operation is not considered finished until the Model 2001 goes back 
' the idle state. See paragraph 4.10.17 (*WAI) for more information on command 

execution. 

Programming example — Two programs are used to demonstrate how *OPC functions 
The first program sends the *OPC command after the :INITiate command and verifies that 
the OPC bit in the Standard Event Status Register does not set while the instrument con- 
tinues to make measurements (not in idle). The second program returns the Model 2001 to 
the idle state and verifies that the OPC bit did set. 



10 


OUTPUT 716; " 


:syst:pres" 


20 


OUTPUT 716; " 


:init:cont 


30 


OUTPUT 716; " 


lini't; *opc 


40 


OUTPUT 716; ” 


*esr?" 


50 


ENTER 716; A$ 




60 


PRINT A$ 




70 


END 




100 


OUTPUT 716; " 


: abort " 


110 


OUTPUT 716; ” 


*esr?” 


120 


ENTER 716; AS 




130 


PRINT AS 




140 


OUTPUT 716; " 


:syst:pres" 


150 


END 





Line 10 
Line 20 

Line 30 



Resets the Model 2001 to default operating conditions. 

Disables continuous initiation and aborts operation. This places the Model 
2001 in the idle state. 

Performs an immediate initiation to restart the measurement process, and then 
sends the *OPC command. 
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Lines 40 Reads the Standard Event Status Register. The returned value of 0 denotes 

thru 60 that the bit (bit 0) is not set indicating that the :INITiate operation is not 

complete. 

Line 100 Aborts 2001 operation by placing it in the idle state. 

Lines 1 10 Reads the Standard Event Status Register. The returned value of 1 denotes 
thru 130 that the bit (bit 1) is set indicating that the TNTTiate operation is now 
complete. 

Line 140 Returns the instrument to the default operating configuration. 



♦OPC? 



Places a in output queue 



When this common command is sent, an ASCII “1” will be placed in the Ou^ut Queue 
after the last pending operation is completed. When the Model 2001 is then addressed to 
talk, the “1” in the Output Queue will be sent to the computer. 

The “1” in the Output Queue will set the MAV (Message Available) bit (B4) of the Status 
Byte Register. If the corresponding bit (B4) in the Service Request Enable Register is set, 
the RQS/MSS (Request for Service/Master Summary Status) bit in the Status Byte Regis- 
ter will set. 

When used with the Initiate Immediately command (iINTTiate), a “1” will not be placed 
into the Output Queue until the Model 2(X)1 goes back into the idle state. The iINIT com- 
mand operation is not considered finished until the Model 2001 goes back into the idle 
state. See paragraph 4.10.17 (*WAI) for more information on command execution. 

The execution of OPC? is hot completed until it has placed the “1” in the Output Queue. 
For example, “:INTriate:CONTinuous ON; *OPC?” will lock up the instrument and will 
require a device clear (DCL or SDC) before it will accept any more commands. 

Programming example 

10 OUTPUT 716; " : syst :pres " 

20 OUTPUT 716; ":init:cont off; :abort“ 

30 OUTPUT 716; ":arm:coun 1“ 

40 OUTPUT 716; . ■ :trig:coun 5; sour tim" 

50 OUTPUT 716; *opc?" 

60 ENTER 716; AS 

70 PRINT A$ 

80 OUTPUT 716; ':syst:pres" 

SO END 

Line 10 Resets the Model 2001 to default operating conditions. 

Line 20 Disables continuous initiation and aborts operation. This places the Model 
2001 in the idle state. 

Lines 30 Configures the instrument to perform five measurements, 
and 40 

Line 50 Performs an immediate initiation (dNlTiate) to restart the measurement pro- 
cess and sends the *OPC? command. 



Mi fill 
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After all five measurements are performed and the instrument has returned to the idle 
state, an ASCII “1” will be placed in the Output Queue. 



Line 60 

Line 70 
Line 80 



Addresses the Model 200 1 to talk. This sends the “ 1 ” from the Output Queue 
to the computer. 

Displays the “1” on the CRT. 

Returns the instrument to the default operating configuration. 



D *OPT? option query Query installed switching modules 

Use this query command to determine which switching modules are installed in the 
Model 2700. For example, if a Model 7703 is installed in slot 1, and the other slot is 
empty, the response message will look like this: 

7703, NONE 

Note that the model number of an installed pseudocard is returned in the same manner. See 
Section 2 for details on pseudocards. 



E *SAV<NRf> — save 
*RCL <NRi> — recall 

Parameters 0 = ^ 



Save present setup in memory 
Return to setup stored in memory 



Parameters 0 = Memory location 0 

1 = Memory location 1 

2 = Memory location 2 

3 = Memory location 3 

Use the *SAV command to save the present instrument setup configuration in memory for 
later recall. Any control affected by *RST can be saved by the *S AV command. The *RCL 
command is used to restore the instrument to the saved setup configuration. Four setup 
configurations can be saved and recalled. A saved setup is approximately 4k bytes in size. 

Model 2700 ships from the factory with SYSTem:PRESet defaults loaded into the avail- 
able setup memory. If a recall error occurs, the setup memory defaults to the 
SYSTem:PRESet values. 

Programming example: 



^ ' Save present setup in memory location 2. 

' Return 2700 to RST defaults. 

^ Return (recall) 2700 to setup stored in memo location 2. 

*RST — reset Return Mode! 2700 to RST defaults 

When the *RST command is sent, Model 2700 performs the following operations: 

1 . Returns Model 2700 to the RST default conditions (see “Default” column of SCPI 
tables). 

2. Cancels all pending commands. 

3. Cancels response to any previously received *OPC and *OPC? commands. 



*RST — reset 
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G *TRG — trigger Send bus trigger to Model 2700 

Use the *TRG command to issue a GPIB trigger to Model 2700. It has the same effect as a 
group execute trigger (GET). 

Use the *TRG command as an event to control operation. Model 2700 reacts to this trigger 
if BUS is the programmed arm control source. The control source is programmed from the 
TRIGger subsystem. 

NOTE Details on triggering are provided in Section 8. 

Programming example — The following command sequence configures Model 2700 to 
be controlled by bus triggers. The last line, which sends a bus trigger, triggers one mea- 
surement. Each subsequent bus trigger will also trigger a single measurement. 

*RST ' Restore RST defaults. 

TRIGrSOUR, BUS . . ' Select BUS control source. 

■ TR-IG:e0UN INF ' Set trigger layer count to infinity. 

INIT Take 2700 out of idle. 

*TRG ' Trigger one measurement. 

H *TST? — self-test query Run seif test and read result 

Use this query command to perform a checksum test on ROM. The command places the 
coded result (0 or 1) in the output queue. When Model 2700 is addressed to talk, the coded 
result is sent from the output queue to the computer. 

A returned value of zero (0) indicates that the lest passed, and a value of one (1) indicates 
that the test failed. 

I *WAI — wah-tO-COntlnue Wait until previous commands are completed 

Effectively, the *WAI command is a No-Op (no operation) for Model 2700 and thus, does 
not need to be used. 

Two types of device commands exist: 

• Sequential commands — A command whose operations are allowed to finish 
before the next command is executed. 

* Overlapped commands — A command that allows the execution of subsequent . 
commands while device operations of the overlapped command are still in 
progress. 

The *WAI command is used to suspend the execution of subsequent commands until the 
device operations of all previous overlapped commands are finished. The *WAI command 
is not needed for sequential commands. 



I 
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The signal oriented measurement commands are used to acquire readings. You can use 
these high level instructions to control the measurement process. These commands are 
summarized in Table 13-1. 

NOTE When measurements are performed, the readings are fed to other enabled oper- 
ations. Appendix D explains "Data flow (remote operation)’’ and provides addi- 
tional information on using FETCh?, READ?, and MEASure? to acquire 
readings. 

Table 13-1 

Signal oriented measurement command summary 



Command 



Description 



CONFigure:<function> [<rang>], [<res>], [<clist>] Places the Model 2700 in a “one-shot” measurement 

mode for the specified function. 

FETCh? Requests the latest reading. 

: read? Performs an ABORt, IMTiate, and a FETCh?. 

MEASure[:<function>]? [<rang>], [<r^>], [<clist>] performs an ABORt, CONFigure:<fiinction>, and a 

READ?. (See Note). 



Channel hst parameter: 

<clist> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 
Examples: ({SlOl) = Slot 1, Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 



Note; Only one channel can be specified in the <clist> for the MEASure? command. 

NOTES The CONFigure:<function> and MEASure:<function>? commands can be sent 
without any of the optional parameters (<rang> , <res>, <clist>). For details, 
see the "Description” for the CONFigure and MEASure commands. 

When using the <clist> parameter, it is interpreted as the last parameter. Any 
parameter after <clist> will generate error -102 (syntax error). 

If only one parameter is used and it is not a <clist>, it is interpreted as the 
range parameter ( <rang> ). 

If two parameters are used and the second one is not a <clist>, the first parame- 
ter is the range parameter ( <rang>) and the second is the resolution parameter 
(<res>). 

The CONFiguration and MEASure? commands for the TEMPerature and 
CONTinuity functions do not use the <rang> and <res> parameters. The com- 
mand is ignored and causes error -108 (parameter not allowed). 

The CONFigure and MEASure? commands cannot be used while scanning. The 
ccmmand is ignored and causes error -221 (settings conflict). 









CONFigure;VOLTage[:DC] [<rang>], l<res>], {<clist>] Configure DCV 

CONFigure:VOLTage:AC (<rang>], f<res>], [<clist>| Configure ACV 

CONFigure:CURRent[:DC] [<rang>], |<res>], (<clist>] Configure DCI 

CONFigure:CURRent:AC t<rang>], [<res>], [<clist>| Configure AC! 

CONFigure;RESistance (<rang>], [<res>], [<c!ist>l Configure H2 

CONFigure:FRESistance [<rang>]; [<res>], l<clist>] Configure H4 

CONFigure:FREQuency [<rang>], [<res>], [<cltst>] Configure FREQ 

CONFigurerPERiod [<rang>], [<res>], [<clist>] Configure PERIOD 

CONFigure:TEMPerature [<dist>j Configure TEMP 

CONFigure:CONTinuity (<ciist>] Configure CONT 



Parameters <rang> = 



<clist> 




Range parameter for the specified function. For example, for 
DCV, range parameter value 10 select the lOV range. See 

the “NOTES” that follow Table 13-1 for additional information. 
0.1 i.e., 100.0 V (3V^ digits) 

0.01 i.e., 10.00 V (31/2 digits) 

0.001 i.e., 1 .000 V OV 2 digits) 

0.0001 i.e., 1.0000 V (4 V2 digits) 

0.0000 1 i.e. , 1 .00000 V (5 V2 digits) 

0.000001 i.e., I.OOOOOO V (6V2 dipts) 

The resolution of the <res> parameter value ^d the selected range 
sets the number of display digits. As shown above, with the lOOV 
range selected and <res> = 0. 1 , a 1 OOV reading will be displayed 
as lOO.OV (31^ digits). 

The display will default to 3Vz digits when using parameter values 
that attempt to set the display below 3V2 digits. For example, a 
lOV reading using <res> = 0.1 for the lOV range is displayed as 
10.00 V, not 10.0 V. 

A command using parameter values that attempt to set the dis- 
play above 7V2 digits is ignored, and generates error -221 (set- 
tings conflict error). 

The <res> parameter is ignored when a <clist> is included in 
the command string. Resolution for the scanlist channel(s) is 
determined by the present setting for the specified function and 
by the present resolution setting for the specified fimction. 

See the “NOTES” that follow Table 13-1 for additional 
information. 

Channel(s) in the scanlist to be configured. When die channel 
list parameter (<clist>) is included, the present instrument set- 
tings are not affected. Instead, the channel(s) in the <clist> for 
the specified function is configured. See the “NOTES” that fol- 
low Table 13-1 for additional information. 
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Query 

Description 



CONFigure? 



Query the selected ftinction. 



<clist> included — When the <clist> parameter is included with 
CONFigure command, the specified channel(s) for the scanlist assumes 
the *RST default settings for the specified function. Range can also be 
set for the channel(s) by including the <rang> parameter. K the 
resolution parameter (<res>) is included, it will be ignored. 

The present measurement function and the trigger model settings are not 
affected when the CONFigure command is sent with the <clist> 
parameter. 

<clist> not included — When the <clist> parameter is not included, the 
CONFigure command configures the instrument for subsequent mea- 
surements on the specified function. Range and resolution can also be 
set for the specified function. 

This command places the instrument in a “one-shot” measurement 
mode. You can then use the READ? command to trigger a measurement 
and acquire a reading (see READ?). 

When this command is sent without the <clist> parameter, the Model 
27(X) will be configured as follows: 

• The function specified by this command is selected. If specified, 
range and/or resolution are also set. 

• AU controls related to the selected function are defaulted to the 
*RST values. 

• Continuous initiation is disabled (INTTiaterCONTinuous OFF). 

• The control source of the Trigger Model is set to Immediate. 

• The count values of the Trigger Model are set to one. 

• The delay of the Trigger Model is set to zero. 

• The Model 2700 is placed in the idle state. 

• All math calculations are disabled. 

• Buffer operation is disabled. A storage operation presently in pro- 
cess wUl be aborted. 

• Autozero is enabled. 



Programming examples: 

Programming example #1 — The following command configures 
scanlist channels 101 through 105 for 4-wire resistance measurements 
on the IMD range. 

CONF:FRES le6, (@101:105) 

Programming example #2 — The following command selects the 
DCV function, lOV range, digit resolution, and performs the “no 
<clist>” CONFigure operations: 

CONF:VOLT 10, 3.5 
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Description This command requests the latest post-processed reading. After sending 
this command and addressing the Model 2700 to talk, the reading is sent 
to the computer. This command does not affect the instrument setup. 

This command does not trigger a measurement. The command simply 
requests the last available reading. 

FETCh? can also be used to return more than one reading. When return- 
ing more than one reading, the readings are automatically stored in the 
buffer. 

In order to return multiple reading strings, continuous initiation must be 
disabled (INTTrCONT OFF) so that the sample count 
(SAMPlerCOUNt), which specifies the number of measurements to be 
performed, can be set >1. After INITiate is sent to trigger the measure- 
ments, FETCh? will return the reading strings. 

FETCh? is automatically asserted when the READ? or MEASure? com- 
mand is sent. 



NOTES FETCh? can repeatedly return the same reading. Until there is a new reading, 
this command continues to return the old reading. 

When an instrument setting that is relevant to the readings in the sample buffer 
is changed, the FETCh? command will cause error -230 (data corrupt or stale) 
or a bus time-out to occur. To get FETCh? working again, a new reading must 
be triggered. 



W:? " 
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Description This command is typically used with the instrument in the “one-shot” 
measurement mode to trigger and acquire a specified number of read- 
ings. The SAMPle:COUNt command is used to specify the number of 
readings (see Trigger Subsystem). Note that with sample count >1, the 
readings are stored in the buffer. 

When this command is sent, the following commands execute in the 
order they are presented: 

ABORt 

INTTiate 

FETCh? 

When ABORt is executed, the instrument goes into the idle state if con- 
tinuous initiation is disabled. If continuous initiation is enabled, the 
operation re-starts at the beginning of the Trigger Model. 

If the instrument is in the idle state, INITiate takes the instrument out of 
the idle state. If continuous initiation is enabled, (INITialetCONTinuous 
ON), then the INITiate command generates error -213 (init ignored). 

NOTE IJ continuous initiation is enabled, the READ ? command will generate 

error -213 (init ignored). It can be disabled by sending INITiate . CONTinuous 
OFF. The *RST command can also be used to disable continuous initiation. It - 
also places the Model 2700 in the “one-shot" measurement mode: 

*RST ‘ Disable continuous initiation and place 2700 in “one-shot” mode. 
READ ? ‘ Trigger and return one reading. 

NOTE When readings are stored in the buffer by the TRACe command (or by front 

panel data store operation), INIT and multi-sample READ? queries are locked 
out. With readings in the buffer that were stored in that manner, you cannot use 
the INIT or READ? command if sample count is >I (error -225, out of memory). 
Buffer operation is covered in Section 6. 

The buffer of the Model 2700 is nonvolatile. Therefore, readings stored in the 
buffer are not lost when the instrument is turned off, or when *RST or 
SYSTem -.PRESet is sent. When writing test programs that perform multi-sample 
measurements (SAMPle:COUNTt >1), you may want to add the TRACeiCLEar 
command at the beginning to clear the buffer. However, be careful not to inad- 
vertently clear stored readings that are needed. 
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MEASure:VOLTage(:DC]? {<rang>], [<res>], l<clist>] 
MEASure:VOLTage:AC? [<rang>], [<res>], (<dist>] 
MEASure:CURRent[:DCj? f<rang>], {<res>], [<clist>] 
MEASure:CURRent:AC? [<rang>], [<res>], [<clist>] 
MEASure:RESistance? [<rang>], [<res>], {<dist>] 
MEASure;FRESistance? [<rang>!, [<res>], {<ciist>] 
M£ASure:FREQuency? [<rang>i, [<res>], [<clist>] 
MEASureiPERiod? [<rang>], [<res>], |<clist>] 
MEASure:TEMPerature? l<clist>] 
MEASure:CONTinuity? [<clist>l 



Measure DCV 
Measure ACV 
Measure DCI 
Measure ACI 
Measure £22 
Measure £24 
Measure FREQ 
Measure PERIOD 
Measure TEMP 
Measure CONT 



Parameters <rang> = Range parameter for the specified function. For example, for 

DCV, range parameter value 10 selects the lOV range. See the 
"NOTES” that follow Table 13-1 for additional information. 

<res> = 0.1 i.e., 100.0 V (3Vi digits) 

0.01 i.e., 10.00 V( 3 V 2 digits) 

0.001 i.e., 1.000 V( 3'/2 digits) 

0.0001 i.e., 1.0000 V (4 V 2 digits) 

0.00001 i.e., 1.00000 V ( 5^2 digits) 

0.000001 i.e., 1 .000000 V ( 6 y 2 digits) 

The resolution of the <res> parameter value and the selected 
range sets the number of display digits. As shown above, with 
the lOOV range selected and <res> = 0.1, a lOOV reading will 
be displayed as 100.0 V 0Vz digits). 

The display wiU default to 3Vz digits when using parameter 
values that attempt to set the display below SVa digits. For 
example, a lOV reading using <res> = 0.1 for the lOV range is 
displayed as 10.00 V, not 10.0 V. 

A command using parameter values that attempt to set the 
display above IV 2 digits is ignored, and generates error -221 
(settings conflict error). 

See the “NOTES” that follow Table 13-1 for additional 
information. 

<clist> = Single channel only. When included, this is the channel to be 
closed and measured. 

Description The MEASure? command combines all of the other signal oriented 
measurement commands to perform a "one-shot" measurement and 
acquire the reading. If the <dist> parameter is included, the specified 
channel will close before performing the measurement. 
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When a MEASure? command is sent, the specified function is selected. 
If specified, range and resolution will also set. All other instrument set- 
tings related to the selected function are reset to the *RST defaults. 

NOTE If a function is not specified, the command executes as if the present function is 
specified. For example, assume the 02 function is presently selected. When 
MEAS? is sent, the instrument resets to the defaults for the 02 function, 

and then performs a measurement. 

When this command is sent, the following commands execute in the 
order that they are presented: 

ABORt 

CONFigure:<function> 

READ? 

When ABORt is executed, the instrument goes into the idle state if con- 
tinuous initiation is disabled. If continuous initiation is enabled, the 
operation re-starts at the beginning of the Trigger Model. 

When CONfigure is executed, the MEASure? parameters (<rang>, 
<res> and <clist>) are executed and the instrument goes into the “one- 
shot” measurement mode. It is similar to sending the CONFigure com- 
mand with no <clist> parameter. See CONFigure for more details. 
When READ? is executed, its operations will then be performed. In 
general, another ABORt is performed, then an INITiate, and finally a 
FETCh? to acquire the reading. See READ? for more details. 

Programming examples: 

Programming example #1 — The following command measures DCV 
on channel 101 using the lOV range with 3V2 digit display resolution: 



MEAS:VOLT? 10, 0.01, (@101) 

Programming example #2 — T 
on the lOOV range: 

MEA£;VOLT? 100 



• The following command measures DCV 
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FORMat commands — Covers the SCPI commands to configure the format that 
readings are sent over the bus. 

Miscellaneous SYSTem commands — Covers miscellaneous SYSTem 
commands. 
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The commands in this subsystem are used to select the format for transferring data. 
Table 14-1, over the bus. 



Table I4~1 

SCPI commands — data format 
Command 



1 Command Description Default 

FORMat[:DATA] <type>[,<length>] Specify data format; ASCii, SREal, REAL, 32, ASCii 

DREal,orREAL, 64. 

FORMat:ELEMents <item list> Specify data elements; READing, UNTTs, TSTknp, All 3 

RNUMber, CHANnel, or LIMits. 

FORMat:BORDer <name> Specify byte order; NORMal or SWAPped. (see Note) 

Note; *RST default is NORMal. SYSTem:PRESet default is SWAPped. ~ 



FORMat[:DATA] <type>[,<length>] 

Parameters ASCii = ASCII format 

SREal = Binary IEEE'754 single precision format 
REAL, 32 = Binary IEEE-754 single precision format 

DREal == Binary IEEE-754 double precision format 
REAL, 64 = Binary IEEE-754 double precision format 

NOTE <length> is not used for the ASCii, SREal, or DREal parameters. 

The response to READ?, FETCH?, MEASure?, TRACe:DATA?, CALCLDATA?, or 
CALC2:DATA? over the GPIB can be returned in either the ASCii or binary format. Ail 
other queries are returned in ASCii, regardless of the selected format. Over the RS-232 
interface, only the ASCII format is allowed. 

NOTE Regardless of which data format for output strings is selected, the instrument 
will only respond to input commands using the ASCII format. 

ASCI! data format 

The ASCII data format is in a direct readable form for the operator. Most programming 
languages easily convert ASCII mantissa and exponent to other formats. However, some 
speed is compromised to accommodate the conversion. Figure 14-1 shows an example 
ASCn string that includes all the data elements. See “FORMat:ELEMents <item Iist>," 
page 14-5, for information on the data elements. 

Figure 14-1 also shows the byte order of the data string. Data elements not specified by the 
lELEMents command are simply not included in the string. 
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Figure 14-1 

ASCII data format 



Channel 

Number 



+1 .23456789E-03VDC, -m.664SECS, +236RDNG, 000, OOOOLIMITS 



Reading* 



Timestamp Reading 
Number 



r' 


Units: 
VDC « 


DC Volts 


HZ 


= Frequency 


n.'.' 


VAC * 


AC Volts 


SECS 


= Period 


’ll'i,"- 


ADC * 


DC Current 


C 


= Temperature in C 




AAC * 


AC Current 


F 


* Temperattjre in F 




OHM = 


2-Wire Resistance or Continuity 


K 


=5 Temperature in K 




OHM4W 


= 4-Wire Resistance 





*An overflow reading is displayed as +9.9E37 with no limits. 



IEEE-754 single precision format 

REAL, 32, or SREal will select the binary IEEE-754 single precision data format. 

Figure 14-2A shows the normal byte order format for each data element. For example, if 
three data elements are selected, the data string for each reading conversion is made up of 
three 4-byte data blocks. Note that the data string for each reading conversion is preceded 
by a 2-byte header that is the binary equivalent of an ASCII # sign and 0. Figure 14-2 does 
not show the byte for the terminator that is attached to the end of each data string. Note 
that the byte order of the data string can be sent in reverse order (see “FORMatiBORDer 
<name>," page 14-6). 

REAL, 64, or DREal selects the binary IEEE754 double precision data format and is 
shown in Figure 14-2B (normal byte order shown). This format is similar to the single pre- 
cision format except that it is 64 bits long. 
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Figure 14-2 
IEEE-754 data formats 

Header Bvte 1 



Byte 2 



Byte 4 




s « sign bit (0 » positive, 1 « negative) 
e = exponent bits (8) 
f = fraction bits (23) 

Normal byte order shown. For swapped byte order, bytes sent 
in reverse order: Header, Byte 4, Byte 3, Byte 2, Byte 1 . 

The Header is only sent once for each measurement conversion. 

A. Single precision data format (32 data bits) 



Header Byte 1 



Byte 2 



Byte 8 




Bytes 3, 4, 5, and 6 not shown. 

s = sign bit (0 = positive, 1 = negative) 
e = exponent bits (11) 

. f .i= fraction bits (52) 

Normal byte order shown. For swapped byte order, bytes sent 
in reverse order: Header, Byte 8, Byte 7 - Byte 1 . 

The Header is only sent once for each measurement conversion. 

B. Double precision data format (64 data bits) 
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Parameters 



READing 

UNITS 

TSTamp 

RNUMber 

CHANnel 

LIMits 



= DMM reading 
= Units 
= Timestamp 
= Reading mimber 
= Channel number 
- Limits reading 



The specified elements are included in the data string in response to FETCh?, READ?, 
MEASure?, and TRACe:DATA?. Note that each element in the item list must be separated 
by a comma (i.e. send “FORMat:ELEMents READing, UNTTs, TSTamp, RNUMber, 
CHANnel, LIMits” to include all elements in the data string). The elements for the ASCii 
format are shown in Figure 14-1. 

An overflow reading is returned as +9.9E37. When a specified data element has invalid 
data associated with it, NAN (Not A Number) will be the response. NAN is returned as 
+9.9E37. 

Timestamp — Timestamp references the returned data string to a point in time. There are 
two timestamps: relative and real-time clock. The following command selects the 
timestamp; 



SYSTem: TSTampiTYPE <name> 



timestamp type; RELative or RTCL. 



NOTE The real-time clock timestamp can only be returned for the ASCII data format. 
For the binary formats, timestamp will not be sent with the real-time clock 
selected. 

The relative timestamp operates as a timer that starts at zero seconds when the instrument 
is turned on, or when the relative timestamp is reset (SYSTem:TSTamp:RELative:RESet). 
After 99,999.99 seconds, the timer resets back to zero and starts over. 

For buffer readings recalled from^the front panel, the relative timestamp is referenced to 
the first reading stored in the buffer (absolute format) which is dmestamped at 0 seconds, 
and to the time between each stored reading (delta format). For remote programming, you 
can only return the absolute or delta timestamp. The following command is used to select 
relative timestamp format for the buffer: 

TRACe: TSTamp: FORMat ' Select timestamp format; ABSolute or DELTa. 

Reading number — The reading counter starts at zero when the Model 2700 is turned on. 
When returning buffer readings using TRACe:DATA?, each reading will be referenced to 
the first reading, which is #0. The following command will reset the counter: 

SYSTem: RNUMber : RESet . 

Channel number — The channel number indicates the switching module channel for the 
reading. Channel number 000 indicates that no channel was closed. 
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Limits For the ASCII data format, limit test results are returned as a 4-bit binary num- 
ber “abed” where: 

a = High limit 2 
b = Low limit 2 
c = High limit 1 
d = Low limit 1 

A “0” indicates that the limit has passed, while a “1” indicates that the limit has failed. 

For the binary data formats, the limits information must be decoded from the returned 
value (0 to 1 5). Convert the value to its binary equivalent for “abed” where “d” is the LSD 
and “a" is the MSD. For example, the value 10 converted to its binary equivalent islOlO 
That means High Limit 2 and High Limit 1 have failed. 

FORMafcBORDer <name> 

Parameters NORMal - Normal byte order for IEEE-754 binary format 
SWAPped = Reverse byte order for IEEE-754 binary formal 

For normal byte order, the data format for each element is sent as follows: 



Byte 1 
Byte 1 



Byte 2 
Byte 2 



Byte 3 



Byte 4 
Byte 8 



For reverse byte order, data is sent as follows: 



Byte 4 
Bytes 



Byte 3 
Byte 7 



Byte 2 



Byte 1 
Byte 8 



(Single precision) 
(Double precision) 



(Single precision) 
(Double precision) 



The “#0” header (Figure 14-2) is not affected by this command. The header is always sent 
at the beginning of the data string for each measurement conversion. 

The ASCII data format can only be sent in the normal byte order. The SWAPped selection 
is ignored when the ASCII format is selected. 

NOTE The SWAPped byte order must be used when transmitting binary data to any 
IBM PC. 
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S YSTem commands not covered in other sections of the manual are documented here. 
Table 15-7 lists all SYSTem commands and provides references on where to find more 
information. 



SYSTem:PRESet 



Returns the instrument to states optimized for front panel operation. SYSTemrPRESet 
defaults are listed in the SCPI tables in Section 15. 



SYSTem:VERSion 



Read the version of the SCPI standard being used by Model 2700. Example response mes- 
sage: 1996.0. 



SYSTem:KEY <NRf> 

Parameters 1 



i = 


SHIFT key 


15 = 


Cursor right arrow ke^ 


2 = 


DCV key 


16 = 


TEMP key 


3 = 


ACV key 


17 = 


LOCAL key 


4 = 


DCI key 


18 = 


EX TRIG key 


5 = 


ACI key 


19 = 


TRIG key 


6 ^ 


Q2 key 


20 = 


STORE key 


7 = 


Q4key 


21 = 


RECALL key 


8 = 


FREQ key 


22 = 


FILTER key 


9 = 




23 = 


RELkey 


10 = 




24 = 


Cursor left arrow key 


11 = 


RANGE up arrow key 


25 = 


12 = 


AUTO key 


26 = 


OPEN key 


13 = 


RANGE down arrow key 


27 = 


CLOSE key 


14 = 


ENTER key 


28 = 


STEP key 






29 = 


SCAN key 






30 = 


DIGITS key 






31 = 


RATE key 






32 = 


EXIT key 
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This command is used to simulate front panel key presses. For example, to select the volts 
measurement function, send the following command to simulate pressing the “DCV” key: 
SYSTem:KEY 2. The key-press codes are also shown in Figure 14-3. 

The queue for the :KEY? query command can only hold one key-press. When :KEY? is 
sent and Model 2700 is addressed to talk, the key-press code number for fee last key 
“pressed” is sent to fee computer. 



SYSTem:BEEPer[:STATe] <b> 



You can disable the beeper for limits and continuity tests. However, when limits or CONT 
is again selected, the beeper will automatically enable. 



Parameters <b> = 0 Disable beeper 
= 1 Enable beeper 



Figure 14-3 ' 

Key-press codes 
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Table 15-1 through Table 15-10 summarize the commands to operate the Model 2700 and 
Model 7700 switching module. 

NOTE The commands listed in the following tables pertain to operation of the Model 
2700 and the Model 7700 switching module. For commands that are unique to 
operation of other switching modules, refer to the Model 77XX Series Switching 
Modules Instruction Manual. 

Table 15-1 — CALCulate command summary 
Table 15-2 — DISPlay command summary 
Table 15-3 — FORMat command summary 
Table 15-4 — ROUTe command summary 
Table 15-5 — SENSe command summary 
Table 1 5-6 — STATus command summary 
Table 15-7 — SYSTem command summary 
Table 15-8 — TRACe command summary 
Table 15-9 — Trigger command summary 
Table 15-10' — UNIT command summary 

General notes: 

• Brackets ([ ]) are used to denote optional character sets. These optional characters 
do not have to be included in the program message. Do not use brackets in the pro- 
gram message. 

• Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets 
in the program message. 

• The Boolean parameter (<b>) is used to enable or disable an instrument operation. 
1 or ON enables the operation, and 0 or OFF disables the operation. 

• Upper case characters indicate the short-form version for each command word. 

• Default Parameter — Listed parameters are both the *RST and SYSTera;PRESet 
defaults, unless noted otherwise. Parameter notes are located at the end of each 
table. 

• Ref — The reference column indicates where to find detailed information on the 
command(s). 

• SCPI — A checkmark (/) indicates that the command and its parameters are SCPI 
confirmed. An unmarked command indicates that it is an SCPI command, but does 
not conform to the SCPI standard set of commands. It is not a recognized 
command by the SCPI consortium. SCPI confirmed commands that use one or 
more non-SCPI parameters are explained by notes. 
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Table 15-1 

CALCulate command summary 




Command 



CALCulate[lj 
:FORMat <name> 

[<, clist>] 

iFORMat? [<clist>] 
:KMATh 

:MMFactor <NRf> 

[, <clist>3 

I :MAlFactor <NRf> 

[, <cUst>] 
:MMFactor? 

[<clist>] 

:MAlFactor? 

[<ciist>3 

:MBFactor <NRf> 
[r<clist>] 

:MA0Factor <NRf> 

[, <clist>] 

:MBFactor? [<dist>] 
:MA0Factor? 

[<clist>] 

:MUNils <char> 
:MUNits? 

:PERCent <NRf> 

[, <clist>] 

:ACQuire 

:PERCent? [<ciist>] 
:STATe <b> [, <clist>] 
:STATe? [<clist>] 
:DATA? 

CALCulate2 
iFORMat <name> 



FORMat? 

STATe <b> 

STATe? 

IMMediate 

IMMediate? 

:DATA? 



Description 




Subsystem to control CALC 1 : 

Select math format (NONE, MXB, PERCent, or PERCent 
RECiprocal). 

Query math format. 

Path to configure math calculations: 

Set “m” factor for mx+b (-4294967295 to 1 

44294967295).^ 

Set “m" factor for mx4-b (-4294967295 to 1 

+4294967295).^ 

Query “m” factor.^ 

Query “m” factor.^ 

Set “b” factor for mx+b (-4294967295 to 0 

+4294967295).^ 

Set “b” factor for mx+b (-4294967295 to 0 

+4294967295).2 
Query “b” factor.^ 

Query “b” factor.^ 

Specify units for mx+b reading.^ ‘X’ 

Query “mx+b” units. 

Set target value for PERCent calculation 1 

(-4294967295 to +4294967295). 

Use input signal as target value. 

Query percent. 

Enable or disable kraath calculation. (Note 4) 

Query state of kmath function. 

Read result of kmath calculation. 

Subsystem to control CALC 2: 

Select math format: (MEAN, SDEViation, NONE 

MAXimura, MINimum, PKPK, or NONE). 

Query math format. 

Enable or disable calculation. (Note 4) 

Query state of math function. 

Recalculate raw input data in buffer. 

Perform calculation and read result. 

Read math result of CALC 2. 



Sec 5 / 

/ 



/ 

/ 

y 

Sec 6 / 

/ 
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HI 
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Table 15-1 (continued) 

CALCulate command summary 



Conmiand 



Description 



Default 

parameter 



Ref 



SCPI 



CALCulateS 

iLATChed <b> 
:OUTPut 
[:STATe] <b> 
[:STATe]? 
;PULSe 
[:STATe] <b> 
[:STATe]? 
:TIME <NRf> 



Subsystem to control CALC 3 (limit test): 
Path for master limit cormnand: 

Enable or disable master limit latch. 
Path for limit output commands: 

Enable or disable limit outputs. 

Query state of limit outputs. 

Path to control limit output pulsing: 
Enable or disable limit output pulsing. 
Query state of limit output pulsing. 

Set output pulse time in sec (0.001 to 



Sec 9 



✓ 



OFF 

OFF 



OFF 

0.002 



:TIME? 

:LSENse <name> 

:LSENse? 

:LIMitl 

:UPPer 

[:DATA] <n> 

[, <clist>] 

[:DATA]? [<clist>] 
:LOWer 
[:DATA] <n> 

[, <clist>] 

[:DATA]? [<ciist>] 
:STATe <b> 

I, <clist>] 

:STATe? [<clist>] 
:FAIL? 

:CLEAR 
[:IMMediate] 
:AUTO <b> 
:ALTO? 



99999.999). 

Query output pulse time. 

Set logic sense of all limit lines (AHIGh or 
ALOW). 

Query logic sense of limit lines. 

Path to control LIMIT 1 lest: 

Path to configure upper limit: 

Set upper limit (-4294967295 to 
^4294967295). 

Query upper limit. 

Path to configure lower limit: 

Set lower limit (-4294967295 to 
+4294967295). 

Query lower limit. 

Enable or disable limit test. 

Query state of limit test. 

Query test result (1 = failing). 

Path to clear events: 

Qear high and low events. 

Enable or disable auto-clear. 

Query auto-clear. 



AHIGh 



1 



-1 

OFF 



ON 



/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 

/ 



$ 
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Table 15-1 (coritinued) 

CALCulate command summary 



Command 

CALCulateS 

:LIMit2 

;UPPer 

[:DATA] <n> 

[, <clist>] 
[:DATA]? [<clist>] 
:LOW^ 

[:DATA] <n> 

[, <clist>] 
[:DATA]? [<clist>] 
:STATe <b> 

[, <clist>] 

;STATe? [<clist>] 
:FAIL? 

:CLEAR 

[iIMMediate] 

: . :AUTO <b> 
:AUTO? 



Description 



Path to control LIMIT 2 test: 

Path to configure upper limit: 

Set upper limit (-4294967295 to 
44294967295). 

Query upper limit 
Path to configure lower limit: 

Set lower limit (4294967295 to 
+4294967295). 

Query lower limit. 

Enable or disable limit test. 

Query state of limit test. 

Query test result (1 = failing). 
Path to clear events: 

Clear high and low events. 
Enable or disable auto-clear. 
Query auto-clear. 



Default 

parameter Ref SCPI 



Notes: 

L, The :MMFactor and ;MAlFactor commands perform the same operations. 

2. The :MBFactor and -.MAOFactor commands perform the same operations. 

3. For mX+b units, <char> = one character; ‘A’ through ‘Z’, degrees symbol (‘°’), or ohms symbol (‘£2’)- 

4. ON is the *RST default parameter, and OFF is the SYSTem:PRESet default. 



Table 15-2 

Display command summary 









Default 






r- 


Command 


Description 


parameter 


Ref 


SCPI 




Display 




(see Note) 


Sec 1 




r 


[:WINDow[l]] 








/ 




:TEXT 


Path to control user text messages. 






/ 


r 


:DATA <a> 


ASCII message “a” (up to 12 characters). 


(none) 




4 


:DATA? 


Query text message. 






2' 




:STATe <b> 


Enable or disable message mode. 


OFF 




/ 




:STATe? 


Query text message state. 






/ 




:ENABle<b> 


Enable or disable the front panel display. 


OFF 




/ 


) 


:ENABle? 


Query state of the display. 






/ 



Note: "'RST and SYSTemiPRESei have no effect on commands in this subsystem. The listed defaults are power-on defaults. 
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Table 15-3 

FORMat command summary 





Description 

: FORMat I 

[DATA] <type> Select data format (ASCii, SREal or DREal). ASCii 

[,<length>] 

[DATA]? Query data format. 

:ELEMents <item list> Specify data elements (READing, CHANnel, (see Note) 

UNITS, RNUMber, TSTamp, and LIMits). 

:ELEMents? (^ery data elements. 

:BORDer <name> Select binary byte order (NORMal or SWAPped 

SWAPped). 

■BORDer? Query byte order. 

Note: The S YSTemtPRESet and *RST default is READ, UNIT, RNUM, and TST. 



Command 



Sec 14 



:ELEMents? 
:BORDer <name> 

:BORDer? 




Table 15-4 

ROUTe command summary 

Command 

ROuib 

:MONitor <clist> Spec 

iSTATe <b> En 

:STATe? Qt 

DATA? Re 

:POINts <NRf> Fo 

t 

iPOINts? Fo 

s 

:MONitor? Quei 

:CLOSe <clist> CIos 

opi 

:STATe? <clist> Qw 

1 

:ACONfigure <b> En 

:CLOSe? Retu 

:OPEN:ALL Onei 





Default 






Description 


parameter 


Ref 


SCPI 


Specify one channel to be monitored. 




Sec 7 




Enable or disable channel monitoring. 
Query state of channel monitoring. 


OFF 






Returns the most recent monitor reading. 

For a monitor scan, specify number of channels 
to scan (2 to 55000). 

For a monitor scan, query number of channels to 


(Note 1) 






scan. 








Query the channel to be monitored. 

Close the one specified channel (all others will 




Sec 2 




open). 

Query closed channels in specified list; 








1 = closed. 








Enable or disable auto-configure. 
Returns a <clist> of closed channels. 
Open all channels. 


(Note 2) 


Sec 2 
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Table 15-4 (contir^ued} 

ROUTe command summary 



Command 

ROUTe 
:MULTiple 
:OPEN <clist> 

;CLpSe <clist> 

;STATe? <cHsl> 

:CLOSe? , 

! :SCAN <cUst> 
[iINTemal] <clist> 
[iINteraalj? 
rTSOuice <Iist> 

■ :TSOurce?r 
:NVOLatile <b> 



:NVOLatile? 
:LSELect <name> 
:LSELect? 



Description 



Default 

parameter Ref SCPI 



Path to control multiple channels: 

Open channel(s) specified in list. Unlisted 
channels not affected. 

Close channel(s) specified in list'^. Unlisted 
channels not affected. 

Query closed channels in specified list; 

1 =! closed. 

Return list of all closed channels. 

Specify list of channels to be scanned. 

Query scan list. 

Select trigger source to start the scan (IMM, or 
HLIMl, HLIM2, LLIMl, and LLIM2). 

Query trigger source for scan. 

Enable or disable nonvolatile memory for 
scanning (autoscan). 

Query nonvolatile memory setting. 

Enable (INTemal) or disable (NONE) scan. 

Query state of scan. 



See? / 
/ 
/ 



(Note 2) 



NONE 



Notes; 

1. Default value depends on which switching module is installed. 

2. Not affected by *RST and SYSTemrPRESet. Front panel factory default is OFF. 

3. Not affected by *RST and SYSTem:PRESet. Interval set to 15 minutes at the factory. 

4. The ROUT;2vrULT:CLOS command cannot be used to measure thermocouple temperature using the interna! or external refer- 
ence junction. The simulated reference junction will instead be used. See “Temperature measurements,” page 3-22, for details. 
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Table 15-5 

SENSe command summary 





Command 


Description 


[SENSefl]] 




:FUNCtion <name> 


Select function: ‘VOLTage[;DC]’, 




, <clist>] 


‘VOLTage :AC’, ‘ajRRent[:Dq\ 
‘CURRent:AC, ‘RESistance’, 
‘FRESistance’, ‘TEMPerature’, 
‘FREQuency’, ‘PERiod’, ‘CONTinuity’. 


:FUNCtion? [<clist>] 


Query function. 


:DATA[:LATest]? 


Return the last reading. 


;DATA:FRESh? 


Return the “fresh" reading. 


:HOLD 


Path to control Hold feature: 




WINDOW <NRf> 


Set Hold window in % (0.01 to 20). 




WINDOW? 


Query Hold window. 




COUNt<NRf> 


Set Hold count; 2 to 100. 




COUNt? 


Query Hold count. 




STATe<Nkf> 


Enable or disable Hold. . 




STATe? 


Query slate of Hold. 


:CAVefage <b> [, <clist>] 


Channel average calculation: 




DELay <NRf> [, <cUst>] 


Set delay between the two measurements 
in seconds (0 to 99999.999).^ 




DELay? [<cUst>] 


Query delay. 




L:STATe] <b> [, <dist>] 


Enable or disable channel average. 




[:STATe]7 [, <clist>] 


Query state of channel average. 


iRATio <b> [, <clist>] 


Channel ratio calculation: 




DELay <NRf> [, <cUst>] 


Set delay between the two measurements 
in seconds (0 to 99999.999)} 




DELay? [<clist>] 


Query delay. 




[:STATe] <b> [, <clist>] 


Enable or disable channel ratio. 




:STATe]? [, <clist>] 


Query state of channel ratio. 



Default 

parameter Ref SCPI 



VOLTiDC Sec 3 / 



s s 










Model 2700 Multimeter/Switch System User's Manual 



SCPI Reference Tables 




Table 15-5 (continued) 

SENSe command summary 

Command 



[SENSellJ] 

:VOLTage[:DC] 

;APERture <NRf> 
[,<clist>] 

:APERture? [<clist>] 
:NPLCycles <n> [, <clist>] 



:NPLCycIes? [<clist>] 
:RANGe 

[: upper] <n> [, <cHst>] 
[rUPPer]? [<ciist>] 
:AUTO <b> [, <clist>] 
:!AUT0? [<ciist>] 
iDIGits <n> [, <clist>] 
:DIGits? [<clist>] 
:REFerence <n> [, <clist>] 
. :STATe <b> [, <clist>] 

■ :STATe? [<clist>] 
:ACQuire [, <clist>] 
rREFerence? [<clisl>] 
:AVERage 

:TCONtrol <name> 
:TCONtrol? 

:WINDow <NRf> 

:WINDow? 

:COUNt <n> [, <clist>] 
:COUNt? [<cHst>] 
[:STATe] <b> [, <clist>] 
[iSTATe]? [<cUst>] 
iIDIVider <b> 
iIDIVider? 




Description 



Path to configure DC voltage. 

Set integration rate in seconds (60Hz; 

. 1.67e-4 to 1, 50Hz; 2e-4 to 1). 

Query aperture integration rate. 

Set integration rate in line cycles (60Hz; 

0.01 to 60, 50Hz; 0.01 to 50). 

Query line cycle integration rate. 

Path to set measurement range: 

Select range (0 to 1010). 

Query range. 

Enable or disable auto range. 

Query state of auto range. 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference {-lOlO to 1010). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to configure and control filter: 

Select filter type: (MOVing or REPeat). 
Query filter type. 

Set filter window in % of range 
(0 to 10). 

Query filter window. 

Specify filter count (1 to 100). 

Query filter count. 

Enable or disable filter. 

Query state of digital filter. 

Enable or disable lOMD input divider. 
Query state of input divider. 



Default 

parameter Ref SCPI 

Sec 3 / 

(Note 2) Sec 4 



5.0 Sec 4 / 

/ 

Sec 4 / 



Sec 5 / 

/ 



(Note 3) 



(Note 4) 



OFF Sec 3 
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Table 15-5 (continued) 

SENSe command summary 



Command 

~lSENSe[]]] 

:VOLTage:AC 
lAPERture <NRf> 

[, <clist>] 

:APERture? [<dist>] 
:NPLCycles <n>[, <clist>] 

;NPLCycles? [<clist>] 
;RANGe 

[:UPPer] <n> [, <dist>] 
[:UPPer]? [<cUst>] 
:AUTO <b> [, <clist>] 
:AUTO? [<clist>] 
iDIGits <n> [, <clist>] 
:DIGits? [<clist>] . 
;REFerence <n> [, <clist>] 
:STATe <b> [, <clist>] 
:STATe? [<clist>] 
:ACQuire [, <clist>] 
:REFerence? [<clist>] 
:AVERage 
:TCONtrol <name> 
:TCONtrol? 

:WINDow <NRf> 



iWINDow? 

:COUNt <n> [, <clist>] 
:COUNt? [<clist>] 
[:STATe] <b> [, <clist>] 
[:STATe]? [<cUst>] 
:DETector 

:BANDwidth <NRf> 

[, <clist>] 

:BANDwidth? [<clist>] 



Description 


Default 

parameter 


Ref 




Path to configure AC voltage. 




Sec 3 


/ 


Set integration rate in seconds (60Hz; 


(Note 2) 


Sec 4 




1.67e-4 to 1,50Hz; 2e4 to 1). 








Query aperture integration rate. 








Set integration rate in line cycles (60Hz; 


5.0 


Sec 4 


/ 


0.01 to 60, 50Hz; 0.01 to 50). 








Query line cycle integration rate. 






/ 


Path to set measurement range: 




Sec 4 


/ 


Select range (0 to 757.5). 


750 




/ 


Query range. 






/ 


Enable or disable auto range. 


ON 




/ 


Query slate of auto range. 






/ 


Specify measurement resolution (4 to 7). 


6 


Sec 4 




Query resolution. 








Specify reference (-757.5 to 757.5). 


0 


Sec 5 


/ 


Enable or disable reference. 


OFF 




/ 


Query state of reference. 






/ 


Use input signal as reference. 








Query reference value. 






/ 


Path to configure and control filter: 




Sec 4 




Select filter type: (MOVing or REPeat). 


(Note 3) 






Query filter type. 








Set filter window in % of range 


0.1 






(0 to 10). 








Query filter window. 








Specify filter count (1 to 1(X)). 


10 






Query filter count. 








Enable or disable filter. 


(Note 4) 






Query state of digital filter. 








Path to set bandwidth: 




Sec 4 




Set AC detector bandwidth in Hertz 


30 






(3 to 3e5). 








Query bandwidth. 













i i 1 f . • i , ■; 




!■ i 


' 1 * 




; T • ; j' V 

' ' { 


1 !■ 


i ! ' 
. ^ 

\ i 


( ^ 


■ ■■■ Mi 

• ; ; j 1 


; i 

! i 


'U 
! ! 
n ! = 


s ’ n ' ' 


M • ' I i 


■ i 

U[ 


in', 
h M 









Model 2700 Multimeter/Switch System User's Manual 



SCPI Reference Tables 



Table 15-5 (continued) 

SENSe command summary 



Command 



[SENSe[l]] 

:CURRent[:DC] 

:APERture <NRf> 

[, <clist>] 

:APERture? [<clist>] 
:NPLCycles <n>[, <clist>] 

;NPLCycles? [<clist>] 
:RANGe 

[:UPPer] <n> [, <clist>] 
[:UPPerJ? [<clist>] 
:AUTO <b> [, <clist>] 

.. :AUTO? [<clist>] 

:DIGits <n> [, <clist>] 
:DIGits? [<clist>] 
:REFerence <n> [, <clist>] 
:STATe <b> [, <dist>] 
:STATe? [<clist>] 
:ACQuire [, <clist>] 
:REFerence? [<clist>] 
:AVERage 
;TCONtrol <name> 
:TCONlrol? 

:WINBow <NRf> 

■WINDOW? 

:COUNt <n> [, <clist>] 
rCOUNt? [<clist>] 
[:STATe] <b> [, <clist>] 
[:STATe]? [<clist>] 



Description 



Path to configure DC current. 

Set integration rate in seconds (60Hz; 

1.67e-4 to 1,50Hz; 2e-4 to 1). 

Query aperture integration rate. 

Set integration rate in line cycles (60Hz; 

0.01 to 60, 50Hz; 0.01 to 50). 

Query line cycle integration rate. 

Path to set measurement range: 

Select range (0 to 3.1). 

Query range. 

Enable or disable auto range. 

Query state of auto range. 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference (-3.1 to 3.1). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to configure and control filter: 

Select filter type; (MOVing or REPeat). 
Query filter type. 

Set filter window in % of range 
(0 to 10). 

Query filter window. 

Specify filter count (1 to 100). 

Query filter count. 

Enable or disable filter. 

(Juery state of digital filter. 



Default 

parameter Ref SCPI 



(Note 2) 



(Note 3) 



(Note 4) 
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Table 15-5 (continued) 

SENSe command summary 



Command 



[SENSeflJ] 

;OJRRent:Ae 
:APERture <mi> 

[, <clist>] 

lAPERture? [<clist>] 
iNPLCycles <n>[, <clist>] 

iNPLCycles? [<clist>] 
:RANGe 

[:UPPer] <n>[, <clist>] 
[:UPPer]? [<cUst>] 
:AUTO <b> [, <clist>] 
:AUTO? [<clist>] 

:DIGits <n> [, <clist>] 
:DIGits? [<ciist>] 
:REFerence <n>[, <clist>] 
:STATe <b> [, <clist>3 
:STATe? [<cUst>] 
:ACQuire [, <clist>3 
:REFerence? [<clist>] 
:AVERage 

:TCONtrol <name> 
:TCONtrol? 

:WINDow <NRf> 

:WINBow? 

:COUNt <n> [, <clist>] 
:COUNt? [<clist>] 
[:STATe] <b> [, <ciist>] 
[:STATe]? [<clist>] 
:DETector 

:BANDwidth <NRf> 

[, <clist>] 

:BANDwidth? [<clist>] 




Default 

parameter 


Ref 


(Note 2) 


Sec 3 
Sec 4 


5.0 


Sec 4 


3 ; 


Sec 4 


ON 




6 


Sec 4 



Description 



Path to configure AC current. 

Set integration rate in seconds (60Hz; (Note 2) 
1.67e-4 to 1,50Hz; 2e-4 to 1). 

Query aperture integration rate. 

Set integration rate in line cycles (60Hz; 5.0 

0.01 to 60, 50Hz; 0.01 to 50). 

Query line cycle integration rate. 

Path to set measurement range: 

Select range (0 to 3. 1). 3 

Query range. 

Enable or disable auto range. ON 

Query state of auto range. 

Specify measurement resolution (4 to 7). 6 

Query resolution. 

Specify reference (-3 . 1 to 3 . 1 ). 0 

Enable or disable reference. OFF 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to configure and control filter: 

Select filter type; (MOVing or REPeat). (Note 3) 
Query filter type. 

Set filter window in % of range 0. 1 

(0 to 10). 

Query filter window. 

Specify filter count (1 to 100). 10 

Query filter count. 

Enable or disable filter. (Note 4) 

Query state of digital filter. 

Path to set bandwidth: 

Set AC detector bandwidth in Hertz 30 

(3 to 3e5). 

Query bandwidth. 
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Table 15-5 (continued) 

SENSe command summary 

Command 

[SENSelUJ 
:RESisiance 
lAPERture <NRf> 

[, <clist>] 

:APERtuTe? [<clist>] 
:NPLCycles <n>[, <clist>] 

:NPLCycles? [<clist>] 
:RANGe 

[:UPPer] <n> [, <cUst>] 
[:UPPer]? [<dist>] 
:AUTO <b> [, <dist>3 
;AUTO? [<cUsl>3 
rDIGits <n> [, <clist>] 
;DIGits? [<cUst>] 
:REFerence <n> [, <clist>] 
:STATe <b> [, <clist>] 
:STATe? [<cUst>] 
:ACQuire [, <clist>] 
:RO^erence? [<clist>3 
:AVERage 
:TCONtrol <name> 
:TCONtrol? 

:WINDow <NRf> 

:WINDow? 

:COUNt <n> [, <dist>] 
:COUNt? [<clist>] 
[:STATe] <b> [, <cUst>] 
[:STATe3? [<cHst>] 



Description 

Path to configure resistance. 

Set integration rate in seconds (60Hz; 

1.67e-4 to 1,50Hz; 2e-4tol). 

Query aperture integration rate. 

Set integration rate in line cycles (60Hz; 

0.01 to 60, 50Hz; 0.01 to 50). 

Query line cycle integration rate. 

Path to set measurement range: 

Select range (0 to 120e6). 

Query range. 

Enable or disable auto range. 

Query state of auto range. 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference (0 to 120e6). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to configure and control filter: 

Select filter type; (MOVmg or REPeat). 
Query filter type. 

Set filter window in % of range 
{0 to 10). 

Query filter window. 

Specify filter count (1 to 100). 

Query filter count. 

Enable or disable filter. 

Query state of digital filler. 



Default 

parameter 


Ref 


SCPI 




Sec 3 




(Note 2) 


Sec 4 




5.0 


Sec 4 


/ 






✓ 




Sec 4 


/ 


I20e6 




/ 








ON 




y 






/ 


7 


Sec 4 




0 


Sec 5 





(Note 3) 



(Note 4) 
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Table 1 5-5 (continued) 

SENSe command summary 







Command 



[SENSell]] 

:FRESistance 
:APERture <NRf> 

[, <clist>] 

:APERture? [<clist>] 
:NPLCycles <n>[, <clist>] 

:NPLCycles? [<dist>] 
:RANGe 

[:UPPer] <n> [, <cUst>] 
[:UPPerJ? [<cHst>] 
:AUTG <b> [, <clist>] 
:AUTC>? [<ciist>] 

:DIGits <n> [, <clist>] 
iDIGits? [<clist>] 
:REFerence <n> [, <clist>] 

: STATe <b> [, <clist>] 
:STATe? [<clist>] 
:ACQuire [, <cUst>] 
iREFerence? [<clist>] 
:AVERage 
:TCONtrol <name> 
:TCONtrol? 

:WINDow <NRf> 

:WINDow? 

:COUNt <n> [, <clist>] 
:COUNt? [<clist>] 
[:STATe] <b> [, <cHst>] 
[:STATe]?.[<clist>] 
:OCOMpensated <b> 

[, <clist>] 

:OCOMpensated? [<clist>] 



Description 



Path to configure four-wire resistance. 

Set integration rate in seconds (60Hz; 

1.67e-4tol,50Hz; 2e-4tol). 

Query aperture integration rate. 

Set integration rate in line cycles (60Hz; 

0.01 to 60, 50Hz; 0.01 to 50). 

Query line cycle integration rate. 

Path to set measurement range: 

Select range (0 to 120e6). 

Query range. 

Enable or disable auto range. 

- Query state of auto range. 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference (0 to 120e6). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to configure and control filter: 

Select filter type: (MOVing or REPeat). 
Query filter type. 

Set filter window in % of range 
(Oto 10). 

Query filter window. 

Specify filter count (1 to 100). 

Query filter count. 

Enable or disable filter. 

Query state of digital filter. 

Enable or disable offset compensation. 

Query state of offset compensation. 



>arameter 


Ref 


(Note 2) 


Sec 3 
Sec 4 


5.0 


Sec 4 


120e6 


Sec 4 


ON 




7 


Sec 4 


0 

OFF 


Sec 5 


(Note 3) 


Sec 4 


0.1 




10 




(Note 4) 




OFF 


Sec 3 
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able 15-5 (continued) 

Si command summary 



Command 



Description 



Default 

parameter Ref SCPI 



[SENSeUn 








:TEMPerature 


Path to configure temperature: 




Sec ; 


:APERmre <NRf> 


Set integration rate in seconds (60Hz; 


(Note 2) 


Sec ^ 


[, <clist>] 


1.67e-4tol,50Hz; 2e-4tol). 






:APERture? [<clist>] 


Query aperture integration rate. 






iNPLCycles <n>[, <clist>] 


Set integration rate in line cycles (60Hz; 


5.0 


Sec ^ 




0.01 rn fiO. 40H?' 0 01 tn «:o^ 






:NPLCycles? 


Query line cycle integration rale. 






:DIGits <n> [, <clist>] 


Specify measurement resolution (4 to 7). 


6 


Sec ^ 


:DIGits? [<clist>] 


Query resolution. 






;REFerence <n> [, <clist>] 


Specify reference in °C (-200 to 1820). 


0 


Sec t 


:STATe <b> [, <dist>] 


Enable or disable reference. 


OFF 




:STATe? [<clist>] 


Query state of reference. 






:ACQuire [, <clist>] 


Use input signal as reference. 






iREFerenee? [<clist>] 


Query reference value. 






:AVERage“. 


Path to configure and control filter: 




Sec 4 


„._„..:XCONtrol <name> 


Select filter type: (MOVing or REPeat). 


(Note's) 




:TCONtroI? 


Query filter type. 






rWINDow <NRf> 


Set filter window in % of range 


0.1 






(0 to 10). 






:\MNDow? 


Query filter window. 






:CUUNt <n> [, <clist>] 


Specify filter count (1 to 100). 


10 




:COUNt? [<cKst>] 


Query filter count. 






[iSlAJlfej <b> [, <clist>] 


Enable or disable filter. 


(Note 4) 




[:STATe]? [<clist>] 


Query state of digital filter. 






:TRANsducer <name> 


Select temperature transducer (TCouple, 


TCouple 


Sec 3 


[, <clist>] 


FRTD, or THERmistor). 






:TRANsducer? [<clist>] 


Query transducer type. 
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Table 15-5 (continued) 

SENSe command summary 



Command 

[SENSefl]] 



Description 



Default 

parameter 



Ref 



SCPI 



:TEMPerature 

:TCouple 

:TYPE <type> [, <clist>] 
:TYPE? [<cUst>] 
:ODETecl <b> 
:ODETect? 

:RJUNction 
:RSELect <name> 

[, <clist>] 

:RSELect? [<clist>] 
:SIMulated <n> 

[, <clist>] 



Path to configure thermocouple:^ 

Select T/C type (J, K, T, E, R, S, B, N). 
Query T/C type. 

Enable or disable T/C open detector. 
Query state of T/C open detector. 

Path to configure reference junction:^’ ® 
Select reference junction (SIMulated, 
INTemal or EXTemal). 

Query reference junction. 

Set simulated reference temperature; 
0 to 65 CC\ 32 to 149 {°F), or 273 
to 338 (K). 



K 

OFF 
(Note 7) 
23 



Sec 3 



•.SIMulated? [<clist>] 

:THERmistor 
[:TYPE] <NRf> 

[, <clist>] 

[:TYPE]? [<dist>] 
:FRTD 

:TYPE <name> 

[, <clist>] 

:TYPE? [<clist>] 
:RZERo <NRf> 

[, <clisl>] 

:R2ERo? [<clist>] 
:ALPHa <NRf> 

I, <clist>] 

:ALPHa? [<dist>] 
:BETA <NRf> [, <dist>] 

:BETA? [<clist>] 
:DELTa <NRf> 

[, <clist>] 

:DELTa? [<clist>] 



Query simulated reference 
temperature. 

Path to configure thermistor: 

Set thermistor type in ohms (1950 to 5000 
10050). 

Query thermistor type. 

Path to configure 4-wire RTD: 

Select FRTD type (PTiOO, DIOO, FlOO, PTIOO 
PT3916, PT385, or USER. 



Sec 3 



Sec 3 



Query FRTD type. 

Specify constant for USER type (0 to 100 
10000 ). 

Query rzero. 

Specify constant for USER type (0 to 0.00385 



0.01). 

Query alpha. 

Specify constant for USER type (0 to 0. 1 1 1 

1.00). 

Query beta. 

Specify constant for USER type (0 to 1 .507 
5.00). 

Query delta. 
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Table 15~5 (continued) 

SENSe command summary 




Command 



[SENSefl]] 

:FREQuency 
:APERture <HRf> 

<clist>] 

:APERture? [<clist>] 
:DIGits <n> [, <clist>3 
;DIGits?. [<cUst>] 
:REFerence <n> [, <clist>] 
:STATe <b> [, <dist>] 
:STATe? [<dist>] 
iACQuire [, <clist>] 
;REFerence? [<cHst>] 
:THReshold 
:VOLTage 

:RANGe <n> [, <clist>] 
;RANGe? [<cUst>] 
:PERiod 

; APERture <NRf> 

[, <clist>] 

:APERture? [<cl^t>] 
:blGits <n> [, <clist>] 
:DIGits? [<clist>] 

, :REFerence <n> [, <clist>] 

■ ;STATe <b> [, <clist>] 

- :STATe? [<clist>] 
:ACQuire [, <clisl>] 
:REFerence? [<clist>] 
:THReshold 
:VOLTage 

:RANGe <n> [, <clist>] 
:RANGe? [<clist>] 



Description 



Path to configure frequency. 

Sets gate time for frequency 
measurements in seconds (0.01 to 1.0). 
Query frequency gate time. , 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference (0 to 1.5e7). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to select the threshold voltage range: 

Select threshold range (0 to 1010). 
Query threshold range. 

Path to configure period: 

Sets gate time for period measurements in 
seconds (0.01 to 1.0). 

Query period gate time. 

Specify measurement resolution (4 to 7). 
Query resolution. 

Specify reference (0 to 1). 

Enable or disable reference. 

Query state of reference. 

Use input signal as reference. 

Query reference value. 

Path to select the threshold voltage range: 

Select threshold range (0 to 1010). 
Query threshold range. 



Default 

parameter 


Ref 


SCPI 


1.0 


Sec 3 
Sec 4 




7 


Sec 4 




0 

OFF 


Sec 5 




10 


Sec 3 


/ 

/ 


1.0 


Sec 3 
Sec 4 




7 


Sec 4 




0 

OFF 


Sec 5 






Sec 3 




10 
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Table 15-5 (continued) 

SENSe command summary 



Command 


D^cription 


Default 

parameter 


Ref 


SCPI 


[SENSeflJJ 
:CONTinuity 
:THReshold <NRf> 

:THReshold? ' 


Path to configure continuity test; 
Set threshold resistance in ohms 
(1 to 1000). 

Query threshold resistance. 


10 


Sec 3 





Notes: 



CAVerage:DHLay and RATio:DELay are coupled. Changing the delay for channel average also changes the delay for 
ratio, and vice verea. 

For 60Hz line power, the default for aperture is 16.67msec. For 50Hz, the default is 20msec. 

REPeat is the *RST default and MOVing is the SYSTemrPRESet default. From the front panel, the factory default is MOVing, 
OFF is the *RST default, and ON is the SYTemrPRESet default. 

The following commands can instead be used to select the reference junction and set the simulated reference temperature: 



TEMPerature:RJUNction:RSELect<name> [, <clist>] 
TEMPerature:RJUNction:RSELect? [<cHst>] 
TEMPerature:RJUNction:SIMulated <n> [, <clist>] 



Select reference junction; SlMulated, INTemal, or EXTemal. 
Query reference junction.” 

Set simulated reference temper^ure; 0 to 50 (°C), 32 to 122 (°F), 
or 273 to 323 (K). 

Query simulated reference temperature. 

When using multiple channel operation (ROUT;MULT command) to connect a switching module channel to the DMM for ther- 
mocouple temper^ure measurements, the SlMulated reference junction will be used if the INTemal or EXTemal reference junc- 
tion is selected. The “ERR” annunciator will turn on to indicate that the integrity of the temperature reeling is questionable. 
With a Model 7700, 7706, or 7708 install©!, the default sensor junction is Internal. Otherwise, the Simul^d (23“C) junction is 
selected. 



TEMPerature:RJUNction:SIMulated? [<clist>] 
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Table 15-6 

STATUS command summary 



Command Description parameter Ref 

STATUS (Notel) Seel 

:MEASurement Path to control measurement event registers: 

[:EVENt]? Read the event register. (Note 2) 

:ENABle <NRfi> Program the enable register. (Note 3) 

:ENABle? Read the enable register. 

:CONDition? Read the condition register. 

lOPERation Path to control operation status registers: 

[:EVENt]? Read the event register. (Note 2) 

:ENABle <NRf> Program the enable register. (Note 3) 

:ENABle? Read the enable register. 

:CONDition? Read the condition register. 

:QUEStionable Path to control questionable status registers: 

[:EVENt]? ■■ Read the event register. (Note 2) 

:ENABle <NRf> Program the enable register. (Note 3) 

:ENABle? Read the enable register. 

:CONDition? Read the condition register. 

:PRESet Return status registers to default states. 

:QUEue Path to access error queue: 

- [:NEXT]?- Read the mostrecent error message. (Note 4) 

:ENABie <list> Specify error and status messages for queue. (Note 5) 

:ENABle? Read the enabled messages. 

:DISable <list> Specify messages not to be placed in queue. (Note 5) 

:DISable? Read the disabled messages. 

:CLEar Clears all messages from Error Queue. 

Notes: 

1. Commands in this subsystem are not affected by *RST and SYSTemiPRESet, The effects of cycling power, *CLS and 
STATus:PRESet are explained by the following notes. 

2. Event Registers; Power-up and *CLS - Clears all bits of the registers. 

STA1bs:PRESet - No effect. 

3. Enable Registers: Power-up and STATus:PRESet - Clears all bits of the registers. 

*CLS - No effect. 

4. Error Queue: Power-up and *CLS - Clears the Error Queue. 

STAIbs:PRESet- No effect. 

5. Enable/Disabie Error Queue Messages: Power-up - Clears list of messages. 

*CLS and STATus;PRESet - No effect. 
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Table 15-7 

SYSTem command summary 



Command 


Description 


Default 

parameter 


Ref 


SYSTem 








:PRESet 


Return to :SYST:PRES defaults. 




Sec 14 


;POSetup <name> 


Select power-on setup: (RST, PRBSet, SAVO, 




Sec 1 




SAVl,SAV2,orSAV3). 






tPOSetup? 


Query power-on setup. 






:FRSWitch? 


Query INPUTS switch (0=rear, l=front). 




Sec 1 


:BEEPer , 


Path to control beeper. 




Sec 14 


[:STATe] <b> 


Enable or disable beeper. 


ON 




[:STATe]? 


Query state of beeper. 






:KCLick <b> 


Turn the keyclick on/off. 


ON 


Sec 1 


:KCLick? 


Query the keyclick status. 






:KEY <NRf> 


Simulate key-press (1 to 31; see Figure 14-3). 




Sec 14 


:KEY? 


Query the last “pressed” key: 






lAZERo 


Path to set up autozero. 




Sec 3 


:STATe <b> 


Enable or disable autozero. 


ON 




:STATe?:‘ ' 


Query autozero. 






:LSYNc - 


Path to control line synchronization: 




Sec 3 


[rSTATe] <b> 


Enable or disable line-sync. 


OFF 




[:STATe]? 


Query state of line-sync. 






:LFRequency? 


Query power line frequency. 




Sec 1 


rPCARdX <naine> 


Set up an empty slot (X = 1 or 2) as a pseudocard 




Sec 2 




(C7700, C7701, C7702, C7703, C7705, C7706, 








C7707,7708,C7709). 








' 




s s s s 
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Table 15-7 (continued) 

SYSTem command summary 



— — — 

Command 


Description 


SYSTem 


Path to query switching module in specified slot^ 


:CARDX 




(X=lor2). 


;SNUMber? 


Request serial number^. 


iSWRevision? 


Request firmware revision^. 


:VMAX? 


Request maximum allowable voltage. 




Support multiplexer channels?; 1 = yes, 0 = no. 


:ISOLaied? 


Support isolated channels?; 1 ~ yes, 0 = no. 


:TCOMpensated? 


Built-in temperature sensors for T/C cold 




junction?; 1 - yes, 0 = no. 


:VCHannel 


Path to query volts/2-wire channels: 


[:STARt]? 


Request lowest numbered volts/2-wire channel 




(usually 1); 0 = voltage measurements not 
supported. 


;-:Ep5? ' ■ 


Request highest numbered volts/2-wire channel. 




0 = voltage measurements not supported. 


lACHannel 


Path to query amps channels: 


[:STARt]? 


Request lowest numbered amps channel; 




0 = amps measurements not supported. 


:END? 


Request highest numbered amps channel; 




0 = amps measurements not supported. 


:AOUTput 


Path to query analog output channels: 


[:STARt]? 


Request highest numbered analog output 




channel; 0 = analog output not supported. 


:END? 


Request lowest numbered analog output 


:DOUTput 


channel; 0 = analog output not supported. 
Path to query digital output channels: 


[:STARt]? 


Request highest numbered digital output 


:END? 


channel; 0 = digital output not supported. 
Request lowest numbered digital output 


.'TCHannel? 


chaimel; 0 = digital output not supported. 
Query the totalizer channel. 



Defauit 

parameter 
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Table 1 5-7 (continued) 

SYSTem command summary 



Command 



SYSTem 

:TIME <hr, min, 

sec> 

:TIME? 

:DATE <yr, mo, 



TYPE <niame> 



:RELative 



:RNUMber 



ERRor? 



VERSion? 



Description 







. . ... , 

• ■ ’ • n 'i M 


■( n i ■ ^ >■ ■ ■■ ' 

■ 4 !■ M 

f i \ s * 


. -''iiiin 

i i * i ■ 


^ ' 1 ' ■ . . 
^ i n < ' 

; n ! ! , ■ 
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Table 15-8 

TRACe command summary 



Command 


Description 


Default 

parame- 

ter* 


Ref 


TRACeliDATA 


Use TRACe or DATA as root command. 




Sec 6 


:CLEar 


Path to clear the buffer. 






[iIMMediate] 


Clear the buffer. 






:AUTO <b> 


Enable or disable buffer auto-clear. 


ON 




:AUTO? 


Query state of buffer auto-clear, 






:FREE? 


Query bytes available and bytes in use. 






:POINts <NRf> 


Specify size of buffer (2 to 55000). 


100 




iPOINts? 


Query buffer size. 






:NOTify <NRf> 


Specify number of stored readings that will set 


50 






Trace Notify bit (B6) of measurement event 








register (2 to 109999). Must be less than 








TRACe:POE^ts value. 


- 




:NOTify? 


Query trace notify value. 






:NEXT?' ■ ■ 


Query buffer location for next stored reading. 






tTSTafflp 


Path to set timestamp format: 






iFORMat <name> 


Select timestamp format (ABSoiute or DELTa). 


ABS 




:FORMat? 


Query timestamp format. 






:FEED-: <name> 


Select source of readings (SENSe[l], 


CALC 






CALCuiateU], or NONE). 






;CONTrol <name> 


Select buffer control mode (NEVer, NEXT, or 


NEV 






ALWays). 






tCONTrol? 


Query buffer control mode. 






‘ :FEED? 


Query source of readings for buffer. 






:DATA? 


Read aU readings in the buffer. 






:DATA:SELected? 


Specify readings to be returned; specify starting 






<start>, <count> 


point (first reading is #0) and number of readings 








(count). 








*SYSTem:PRESet and “'RST have no effect on commands in this subsystem. The listed defaults are defaults set at the factory. 
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Table 15-9 

Trigger command summary 




Command 


Description 


Default 

parameter 


Ref 


SCPI 


INITiate 


Subsystem command path: 




Sec 8 


/ 


[:IMMediate] 


Initiate one trigger cycle. 






/ 


:CONTinuous <b> 


Enable or disable continuous initiation. 


(Note 1) 




/ 


:CONTinuous? 


Query continuous initiation. 






/ 


ABORt 


Reset trigger system. 






/ 


l'KiGger[:SEQuence[l]] 


Path to program Trigger Layer: 






/ 


:COUNt <n> 


Set measure count (1 to 55000, or INFinity). 


(Note 2) 




/ 


:COUNt? 


Query measure count. 






/ 


:DELay <n> 


Set delay (0 to 999999.999 sec). 


0 




/ 


:AUTO <b> 


Enable or disable auto delay. 


OFF 






:AUTO? 


Query state of delay. 








;DELay? 


Query delay. 






/ 


iSOURce <name> 


Select control source (IMMediate, TIMer, 


IMM 




/ 




■■■""MANual, BUS, or EXTemal). 








:SQURce? 


Query control source. 






/ 


:TIMer <n> 


Set timer interval (0.001 to 999999.999 sec). 


0.1 




/ 


:TIMer? 


Request the programmed timer interval. 






/ 


:SIGHal 


Loop around control source. 






/ 


SAMPle 










:COUNt <NRf> 


Specify sample count (1 to 55000). 


1 






:COUNt? 


Query sample count. 










Notes: 

1 . Defaults for continuous initiation: 
SYSTem:PRESet enables continuous initiation. 
*RST disables continuous initiation, 

2. Defaults for count: 

SYSTem:PRESet sets the count to INF (infinity). 
*RST sets the count to 1. 
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Table 15-W 

UNIT command summary 



Command 

UNIT 

:TEMPerature <name> 

rrEMPerature? 

:VOLTage 
[:DC] <name> 

[, <clist>] 

:DB 

;REFerence <n> 

:REFerence? 

[:DC]? |;<clist>] 

:AC <name> [, <clist>] 
:DB 

:REFerence <n> 

. ;:REFerence? 

: AC? [<clist>] 



Description 

Select temperature units (C, CEL, F, 

FAR, or K). 

Query temperature units. 

Path to configure voltage units. 

Select DCV measurement units (V or DB). 

Path to set DB reference voltage: 

Specify reference in volts (le-7 to 1000). 
Query reference. 

Query DCV units. 

Select ACV measurement units (V or DB). 
Path to set DB reference voltage. 

Specify reference in volts (le-7 to 1000). 
Query DB reference. 

Query ACV units. 



Default 

parameter Ref SCPI 
C Sec 3 / 



I' ; ‘j;?' 

I-' ^ 

' ? i; 1 1 



it:: .. I ■ ' i i 

^ , V * M ' I 

- ■■rU' ^ ^ ‘ ■ ■ 

' ! n * 1 * ’ ■ '' 



M 1 i ; : f 
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Model 2700 Data Acquisition/Control System 
Model 7700 20-Channel Differential Multiplexer w/Automatic CjC 




Specifications 





Channel (Ratio} 



Channel (Average) 



■ Ratio Accuracy = Accuracy of selected Channel Range + Accuracy of Paired Channel Range 



Average Accuracy = Accuracy of selected Channel Range + Accuracy of Paired Channel Range 



Temperature 

(Displayed in ®C, ®F, or K Exdustve of probe errore.) 
Thermocouple (Accuracy based on ITS-90.) 

90 Day/1 Year (23“C 1 5°Q 



Relative to 
Simulated 



Using CJC 
from Plug-In 



Temperature 

CoefBdent 



Type 


Rat^e 


Resolution 


Reference Junction 


Module 


0'-18'C & 28“-50®C 


J 


-200 to +760 “C 


o.oorc 


0.2“C 


1,0“C 


0.03“C/“C 




-200 Ui +1372’C 


o.oo]“C ; 




1.0“C 




. 


-200 to +i300“C 


''o.odi“C~' 


di“c 


i.6“C 


d",d3“c/“c 


• - 




iisPilSGf 










-200 to+ioo6“C 


d.dorc: ' 


d".2“C" ' 


"i.d'c' 


d.0'3“C/“'C 














s 


6'to"' 1 . ■,■■■ ■ 


di' “c 


di“C 


"L8°C' 


0'03“C/“C 


11:4' 


+350 to +1920^: 


01 'C 






0.03®G/^-:1::4 



4-Mre RTD: 

(1(K)Q platinum [PTIOO], DlOO, FlOO, PT385,PT3916, or user type. Offset compensation On) 



-200“ to 630“C 0,01 “C 0.06“C 0.003“C/°C 



Thermistor: (2.2k£i, 5kO, and 10kD)“ 



-80“ to I50“C 0,01 “C 0,08“C 0.002“C/“C 







i)C SPEED vs. NOISE REJECTION 

BMS Noise 

Rate Filter Readings/s»^ Digits lOV Range 

“To '"'so 0.1 (O.o"^ 6 !i < 1.2 

Off 15 U2) 6.5 <4pV : 

5^(400) 5.5 <22pV 





NMRR 
110 dB» 



DC OPERATING CHARACTERISTICSis 



60Hz(50Hj;} Operation 
FONCnON DIGITS 

DCV, DQ, Ohms (<10M), ^ 6.5“’« 

.UssrTOp^ouple. 

Thermistor 



4WOhms(<10M) 



Channel (Ratio),, 
(AVG) 



READlNGS/s 

5 (4) 



250^(200) 



2000 (1800) 

1.4 (1.1) 

i|Si?p3li 

33 (25) 
0.9 (0.7) 
8 ( 6 . 4 ): 
18 (14-4) 

2.5 (2) 

15 (12) : 

.... _ 



DC SYSTEM SPEEDS1548 
RANGE CHANGES’®: 50/s (42/s). 
FONCnONCHANGES'«t50/s (42/s). 
AUTORANGE TIME’®; < 30ms. 

ASai READINGS TO RS-232 (19.2k BAUD): 55/s. 
MAX. INTERNAL TRIGGER RATE: 2000/s. 

MAX. EXTERNAL raiGGER RATE: 375/s. 



DC MEASUREMENT CHARACTERISTICS 

DCVbIts 

A-D UNEARTTY: 2.0 ppm of reading + 1 .0 ppm of range. 

INPUT IMPEDANCE: 

lOOmV-ioVRanges! Selectable >10Ga// with <400pF or iOMD ±1%. 
lOOV, lOOOV Ranges: lOMfl ±1%. 

INPUT BIAS CURRENT: <75pA at 23“C. 

COMMON MODE CURRENT: <500nApp at 50Hz or 60 Hz. 

AUTOZERO ERROR: Add ±(2ppm of range error + 5pV) for < 10 minutes and ±rC. 
INPUT PROTECTION: lOOOV, all ranges. 300V with plug in modules. 



Resistance 

MAX 4WQ LEAD RESISTANCE: 10% of range per lead for lOOQ and Ikil ranges; lk£l per lead for all other ranges. 
OFFSET COMPENSATION: Selectable on 4Wn 100£2, Ikll, and lOkQ ranges. 

CONTINUITY THRESHOD): Adjustable 1 to 1000 Q 

INPUT PROTECTION: lOOOy all Source Inputs. 350V Sense Inputs. 300V with plug-in modules. 



DC Current 

SHUNT RESISTOIK: 100mA-3A, O.m. 20mA. 5ft. 
INPUT PROTECTION: 3A 250V fuse. 



Thermocouples 

CONVERSION: rrS-90. 

REFERENCE JUNCTION: Internal, External, or Simulated (Fixed). 

OPEN CtRCUn CHECK: Selectable per channel Open >12kft. 

EARTH ISOLATION: 500V peak, >10Gft and <150pF any terminal to chassis. 



DC Notes 

1. 20% overrange except on lOOOV and 3A 

2. Add the following to “ppm of range" uncertainty; lOOmV 15ppm, IV and 100V2ppm, 100ft 30ppm, <lMft 2ppm, iOmAand lA lOppm, 100mA 40ppm. 

3. ±2% (measured with lOMft input resistance DMM, >10GftDMMonl0Mftand lOOMft ranges). 

4. Relative to calibration accuracy. 

5. For s^al levels >500V add 0.02ppm/V uncertainty for portion exceeding 500V 

6. Specifications are for 4-vnre ft, 100ft rath offset compeiKation on. With offset compensation on, OPEN CKT. VOLTAGE is 12.8V For 2-wire ft add 1ft addi- 
tional uncertainty. 

7. Musthave 10%matchingofleadresistanceinInputHIandLO, 

8. Add the Mowing to "ppm of reading" uncertainty when using plug in rnodules: 



AU Modules; 



7703 Module: 
for<40%R.H. 
operating environment 



lOMft 



220 ppm 



100 Mft 



2200 ppm 



100 ppm 1000 ppm 



9. Add IV when used with plug in modules, 

10. For RATIO, DCV only. ForAVERAGE,DCV and Thermocouples only. Available with plugin modules only. 

11. Add 6pVto "of range" uncenaintywfaen using Model 7703, 3pV for Model 7706, and IpVfor Model 7708. 

12. Auto zero off, 

13. For LSYNC On, line frequency ±0.1 %. For LSYNC Off, use 60dB for > IPLC 

14. For Ikft imbalance in LO lead. AC CMRR is 70dB. 

15. Speeds are for 60Hz (50Hz) operation using factory defaults operating conditions (*RST). Autorange off, Display off, limits off, Digger delay = 0. 

16. Speeds include measurements and binary data transfer out the GPIB. 

17. Sample count = 1024, auto zero off, 

18. Auto zero off, NPLC = 0.01, 

19. Add additional uncertainty of ±0.7% of reading for type J, K, N, T, and E for measurement temperatures <0°C. Add ±0.5“C uncertainty for types R and S 
<-h 400“C, and for type B <-iIlQ0°C. For Model 7706, add additional uncertainty of ±0,8% of reading for type], K, N.T, and E for measurement tempera- 
tures <0“C. Add ±rC uncertainty for type R and S <-i400‘‘C and type B <+I100“C. Guaranteed by design for types B, E, N, R, and S. 

20. For lead resistance >0ft, add the following uncertainty /ft for measurement temperatures o£ 

70“-I00°C 100'-130<’C 



2.2kft (44004) . 0.22’C l.ll'C 



5.0kft (44007) 0.10“C 0.46'C 









.•Jr \\ 




\( SPECIHCATIONS' 



Accuracy: ±(% of reading + % of range), 23°C ± 5°C 



Resolution 



Calibration 
Cycle 
I Days 



3Hz- 
10 Hz 

0.35 + 0.03 



Frequency 
aiid Period 



0.333 ppm 
333 ppm 
33.3 DPm 



"" ' ■:-4o-ods’f' 



3HZ-10HZ 10Hz-€kHz 



90 Day/1 Yr. 0.30 + 0.04 0.10 + 0.04 

0.35 + 0,06 0,15 + 0.06 

'C»' ■ 



(3 Hz-600 kHz} (333 ms-2 us) 



90 Day/ 1 Yr. 100 ppm + 0,333 ppm (SLOW, Is gate) 

100 ppm + 3,33 ppm (MED, lOOms gate) 
100 ppm + 33.3 ppm (PAST, 10ms gate) 



10 H?^ 
20 kHz 


20 kHz- 
50 kHz 


50 kHz- 
100 kHz 


100 kHz- 
300 kHz 


0.05 + 0.03 


0.11+0.05 


0.6 + 0.08 


4,0 + 0.5 


0.06 + 0.03 


0,12+0.05 


0.6 + 0.0S 


4.0+0.5 












Additional Uncertainty ± {% of readmg) 

Lew Requency Uncertainty MED 



20 Hz- 30 Hz 


03 


~ 1 


30 Hz- 50 Hz 







50 HZ' 100 Hz 


6 


1.0 


100Hz-2(10Hz 




0.18 


,200 Hz'- 300 Hz 

.-■I'.fOM: 


0 


0.10 




e 



CRESTFACtOR:* 1-2 2-3 3-4 4-5 

-■•■Addltional'Uncertainty. 0.05 0.15 0.30 0.40 



AC MEASUREMENT CHARACTERISTICS 



ACVoIts 

ME^UREMENT METHOD: AC-coupled, True RMS. 

INPUT IMPEDANCE: IMD ±2% // by <100pF. 

INPUT PROTECTION: lOOOVp or 400VDC. 300Wras with plug in modules. 



AC Current 

MEASUREMENT METHOD: AC-coupled, True RMS. 

SHUNT imSISTANCE: O.IQ. 

BURDEN VOLTAGE: lA <0.3'Wms, 3A <1 Vrms. Add iVrms when used wi± plug in modules. 
INPUT PROTECTION: 3A, 250V fuse. 



Frequency and Period 

MEASUREMENT METHOD: Reciprocal Counting technique. 
GATE TIME: SLOW Is, MED lOOros, and FAST iOms. 



) i 1 i ■ i H 


1 1 


■■ ' > 4 


: H ! 1 i i 

5 , ■ j ' ! j ! 1 


) i 
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AC OPERATING CHARACTERISTICS’ 

60Hz (50Hz) Operation 

Function DigiK Readings/s Rate Bandwidth 



ACV.ACI 


6.5 ‘ 

6.5 • 1 

■' '6.5= 


2s/Reading 
1.4 (1.1) 
is (4) 

35(28) 


SLOW 

MED 


3 Hz-300 kHz 
30 Hz-300 kHz 
30 Hz-300 kHz 


Frequency, 


6.5 


1(1} 


SLOW 


3 Hz-300 kHz 


Period i 


£3 










4,5 


35 (35) 


FAST 


300 Hz-300 kHz 






WMm 





AC System Speeds “ 

RANGE CHANGES'^: 4/6 (3/s). 

FUNCTION CHANGES”: 4/s {3/s). 

AUTORANGE TIMES < 3s. 

ASCn READINGSTO RS-232 (19.2k baud): 50/s. 
MAX. INTERNAL TRIGGER RATE: 300/s, 
EXTERNAL TRIGGER RATE: 250/s. 



AC Notes 

1.20 % overrange except on 750V and 3A. 

2. Specificatio'n.are for SLOW mode and sine wave inputs >5% of range. SLOW and MED are multi-sample A/D conversions. FAST is DETectoriBANDwidth 
300 with nPLC =1.0. . 

3. Applies to.0"-18'C and 28‘-50"C. 

4. For square wave inputs >i0% of ACV range, except iOOmV range. lOOmV range frequency must be >10Hz if input is <20mV 

5. Applies to non-siiie waves >5Hz. 

6. Forlk£l unbalance in LO lead. .. . 

7. Speeds ^ for 60Hz (50Hz) operation using factory defaults operating conditions (*RST). Autorange off, Display off, Limits off, 'ffigger delay=0. Includes 
measurement and binary data transfer out GPIB, 

8,0.01% of step settling error. IHgger delay = 400ms. 

9. Trigger delay = 0. 

10. Sample count = 1024. 
lLDETector:BANDwidth 300 with nPLC = 0.01. 

12- Maximum useful limit with trigger delay = 175ms. 



Internal Scanner Speeds: 




Into and Out of Memory to GPIB' 




7703 Scanning DCV 


185/s 


7703 Scanning DCV with Limits or Time Stamp On 


150/s 


7703 Scanning ACV2. 3 


155/s 


7703 Scanning DCV alternating 2W 


60/s 


7702 Scanning DCV 


60/s 


7700 ScanningTemperature (T/C) 


55/s 


7706 Scanning DCV 


50/s 


7708 ScanningTemperature (T/C) 


55/s 



Internal Scanner Speed Notes: 

1. Speeds are 60Hz or 50Hz operation using factory default conditions (•RST), NPLC = 0.01, Auto Zero off, Auto Range off, and Display off. Sample count 
sl024. Includes measurement and binary data transfer out GFIB. 

2. Detector Bandwidth s 300. < 

3. ForAutoDelayOnsl.6/s. 




iSENERAL SPECIFICATIONS 

POWER SUPPLY: lOOV / 120V / 220V / 240V ±10%. 

LINE FREQUENCY: 45Hz to 66Hz and 360Hz to 440Hz, automatically sensed at power-up. 

POWER CONSUMPTION: 28VA. 

OPERATING ENVIRONMENT: Specified for 0°C to 50°C. Specified to 80% RH at 35°C. 

^ STORAGE ENVIRONMENT: -40‘C to 70°C. 

BATTERY: Lithium battery-badced memory, 3 years @ 

WARRANTY: 3 years, 

piO Conforms to European Union Directive 89/336/EEC EN61326-1. 

SAFETY: Conforms to European Union Directive 73/23/EEC EN61010-1, CAT I. 

^ yffiRAITON: MIL-PRF-28800F Class 3, Random. 

)VAHM-UP: 2 hours to rated accuracy. 

DIM ENSIONS: 

Rack Mounting; 89mm high x 213mm wide x 370mm deep (3.5 In x 8375 in x 14.563 in). 

Bench Configuration (with handle and feet): 104mm high x 238mm wide x 370mm deep (4.125 lnx9375inx 14.563 in). 

SHIPPING WEIGHT: 6.5kg (14 lbs,). 

DIGITALI/0: 2 Inputs, 1 for triggering and 1 for hardware interlock. 5 outputs, 4 for Reading Limits and 1 for Master Limit. Outputs are TTL com- 
patible or can sink 250mA, diode clamped to 33V. 

TRIGGERING AND MEMORY: 

Window Hiter Sensitivity: 0.01%, 0,1 %, 1%, 10%, or Full-scale of rai^e (none). 

Reading Hold Sensitivity: 0.01%, 0.1 %, 1%, or 10% of reading. 

TWgger Delay; 0 to 99 hrs (1ms step size). 

External Trigger belay: <2ms. 

- External TH^er Jitter: <lms. 

.vtffmnry Size: 55,000 readings. 

MATH FUNCTIONS: Rel, Min/Max/Arerage/Std Dev/Peak-to-Peak (of stored reading). Limit Test, %, and mX + b with user defined units dis- 
played. 

REMOTE INTERFACE; 

Keithley XLinx Up & Running starter software 
GPIB OEEE-488.2) and RS-232C. 

SCPI (Standard Commands for Programmable Instruments) 

LabVIEW Drivers 
TestPoint Drivers 

ACCESSORIES SUPPLIED: Model 1751 Safety Test Leads, User Manual, Service Manual. 



Specifications subject to change without notice. 
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7700 20-Channel Differential Multiplexer w/Automatic CJC 



GENERAL 

20 CHANNELS: 20 channels of 2-poIe relay input. AH channels config- 
urable to 4-pole. 

2 CHANNELS: 2 channels of current only input 
RELAYTyPE; Latching electromechanical. 

ACTUATION TIME; <3ms. 

CAPABfUTIES 

CHANNELS 1-20: Multiplex one of 20 2-pole or one of 10 4-pole s^nals 
into DMM. 

CHANNELS 21-22: Multiplex one of 2 2-pole current signals into 
DMM. 

INPUTS 

MAXIMUM SIGNAL LEVEL: 

Channels (1-20): 300V DC or rms. lA switched. 60W, 125VA maxi- 
mum. 

Channels (21-22): 60V DC or 30V rms, 3A switched, 60W, 125VA 




W 0 — 1 — cf* 
CbaOMl >0 ! I, 

UJ 0 i 0^ 




HI »-4— oT' 



CONTACT LIFE (typ): >10f operations at max signal level. 

>10® operations cold switching. 

CONTACT RESISTANCE: <10 at end of contact life. 

CONTACT POTENTIAL; <±500nV typical per contact, IpV max. 

<±500nV typical per contact pair, IpV max. 
OFFSETCURRENT: <100pA. 

CONNECTOR TYPE: Screw terminal. #20 AWG wire size. 

ISOLATION BETWEEN ANY TWO TERMINALS: >10>'>Q, <100pF. 
ISOLATION BETWEEN ANY TERMINAL AND EARTH: >10«n, <200pF. 
CROSS TALK (lOMHz, 50Q Load): <-40dB, 

INSERTION loss {SOD Source, 50D Load): <0.1dB below IMHz. 

<3dB below 2MHz. 

COMMON MODE VOLTAGE: 300V between any terminal and chassis. 
T/C COLD JUNCTION: L0“C (18'-28"CMainframeTemp) 

1.5°C (0°-18°C&28'-50“CMain&ameTemp). 



Por m«v iaformMMD, tfi ^ 
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ENVIRONMENTAL: 

OPERATING ENVIRONMENT: Specified for 0”C to 50"C, 

Specified to 80% R.H. at 35°C. 
STORAGE ENVIRONMENT: -25=C to 65"C. 

WEIGHT: 0.45kg (1 lb). 

Specifications subject to change without notice. 













AC characteristics accuracy is calculated similarly, except that AC specifications are given 
as follows: 



Accuracy = ±(% of reading + % of range) 



As an example of how to calculate the actual reading limits, assume that you are measurmg 
120V, 60Hzonthe750V range. You can compute the reading limit range from ACV one-year 
accuracy specifications as follows: 



Accuracy 



±(0.06% of readmg + 0.03% of range) 
±[(0.0006 X 120V) (0.0003 x 750V) 
±(0.072V -i- 0.225V) 

±0.297V 



In this case, the actual reading range is: 120V± 0.297V, or from 1 19.703V to 120.297V. 



AC current calculations are performed in exactly the same manner using the pertinent speci 
fications, ranges, and input signal values. 
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The information below discusses how to calculate accuracy for both DC and AC 
characteristics. 



Calculating DC characteristics accuracy 

DC characteristics accuracy is calculated as follows: 

Accuracy * ±(ppm of reading + ppm of range) 

(ppm = parts per million, and lOppm « 0.001%) 

As an example of how to calculate the actual reading limits, assume that you are measuring 
5V on the lOV range. You can compute the readmg limit range from one-year DCV accuracy 
specifications as follows: 

■ . > Accuracy = ±(30ppm of readmg + 5ppm of range) 

±[(30ppm X 5V) + (5ppm x lOV)] 

' ■ • ±(150pV + 50[tV) - 

±200pV 

Thus, the actual reading range is: 5V± 200pV, or from 4.9998V to 5.0002V. 

• DC current and resistance calculations are performed in exactly the same manner using the 

pertinent specifications, ranges, and input signal values. 



As an example of how to calculate the actual reading limits fora 13dBm measurement with 
a reference impedance of 50£2, assume an applied signal of 0.998815V. The relationship 
between voltage and dBm is as follows: 



dBm ~ 10 log 



^ IN /^REF 



From the previous example on calculating DC characteristics accuracy, it can be shown that 
a measurement of 0.998815V on the IV range has an uncertainty of ±36.9644mV, or 
0,998778V to 0.998852V, using one-year speciScations. 

Expressing 0.998778V as dBm; 

iBm = l0log (°'^ggD!/S0g . i2,99968^Bm 

ImW 



^d expressing 0.998852V as dBm: 

dBm = (Q-998852V)^/5Qg , 
\mW 



13.00032<iSm 



- Thus, the actual reading range is 13dBm ±0.00032dBm. 

dBm and dB for other voltage inputs can be calculated in exactly the same manner using 
pertinent specifications, ranges, and reference impedances. 



Calculating dB characteristics accuracy 

The relationship between voltage and dB is as follows: 



dB =201og- 



As an example of how to calculate the actual readings limits for dB , with a user-defined 
VREF of lOV, you must calculate the voltage accuracy and apply it to the above equation. 

To calculate a -60dB measurement, assume lOmV RMS for a VREF of lOV. Using the 
lOOmV range, one-year, lOHz - 20kHz frequency band, and SLOW rate, the voltage limits are 
as follows: 

Accuracy = ±[(0.06% of reading) + (0.03% of range)] 

±[(0.0006 X lOmV) ± (0.0003 x 100m V)] 

±(6pV + 30pV) 

±36pV 





Thus, the actual reading accuracy is lOmV ±36mV or 10.036mV to 9.964m V. Applying the 
voltage reading accuracy into the dB equation yields: 



dBm = ~59.96B19dB 



9 964-mV 

dBm = -60.03133dB 



Thus, the actual reading accuracy is -60dB + 0.031213dB to -60dB - 0.031326dB. 

dBm and dB for other voltage inputs can be calculated in exactly the same manner using 
pertinent specifications, ranges, and other reference voltages. 



Additional derating factors 



In some cases, additional derating factors must be applied to calculate certain accuracy val- 
ues. For example, an additional derating factor of 0.02ppmA^ must be added to DCV specifica- 
tions for voltages over 500V. Before calculating accuracy, study the associated specifications 
very carefully to see if any derating factors apply. 



The configurations listed below assume that the multimeter has had factory setups restored. 

DC voltage, DC current, and resistance: 

• Select 6 V 2 digits, 10 PLC, filter ON (up to 100 readings), fixed range. 

• Use REL on DC voltage and 2-wire resistance measurements. 

• Use 4-wire resistance measurements for best accuracy. 

AC voltage and AC current: 

• Select 6 V 2 digits, 10 PLC, filler ON (up to 100 readings), fixed range. 

Temperature: 



• Select 6 V 2 digits, 10 PLC, filter ON (up to 100 readings). 





The configurations listed below assume that the multimeter has had factory setups restored. 

DC voltage, DC current, and resistance: 

• Select 3 V 2 digits, 0.01 PLC, filter OFF, fixed range. 

AC voltage and AC current 

• Select 3Vz digits, 0.01 PLC, filter OFF, fixed range. 



• Select 31/2 digits, 0.01 PLC, filter OFF. 

For all functions, turn off the display and autozero, and set the trigger delay to zero. Use the 
:SAMPle:COUNt and READ? bus commands. 
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Figure B-1 shows a simplified schematic diagram of the Model 7700 module. As shown, 
the Model 7700 has channels that are grouped into two banks of ten channels (twenty 
channels total). Backplane isolation is provided for each bank. Each bank also includes 
separate cold junction reference points. The first bank contains channels 1 through 10 
while the second bank contains channels 1 1 through 20. Each channel of the 20-chaimel 
multiplexer card is wired with separate inputs for HIA-0 providing fully isolated inputs. 
The Model 7700 also provides two channels of current input, Channels 21 and 22. 

Although the Model 7700 relays are the latching type (relays hold their state even after 
power has been removed), all relay states are set to open a few seconds after either a power 
cycle or a *RST command is issued. 

Connections to DMM functions for system channel operation are provided through the 
card backplane connector. 

• Current provided through two protected channels (Channels 21 and 22). 

• INPUT connections. 

• SENSE (^4-wire) connections. 

AMP and LO common connections to the DMM are also provided. 

Channel 23 (2W/4W Configuration), Channel 24 (Sense Isolation), and Channel 25 (Input 
Isolation) are normally automatically configured by the 2700 for system channel opera- 
tion. However, by using multiple channel operation (refer to Section 2), channels can be 
individually controlled. 

NOTE Connect 4-wire sense leads using channels 11-20. 

To disconnect channels 11-20 from channels 1-10, send: 

ROUT: MULT ;CLOs (@123) (note opposite logic) 

When automatically configured for 4-wire measurements (including 4- wire Q, RTD tem- 
perature, Ratio, and Channel Average) the channels are paired as follows: 



CHI and CHI 1 
CH2 and CHI 2 
CH3 andCHiS 
CH4 and CH14 
CHS and CH15 



CH6 and CHI 6 
CH7 and CHI 7 
CHS and CHI 8 
CH9andCH19 
CHlOand CH20 
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Figure B-1 

Simplified schematic for Model 7700 
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(See Note) 
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(See Note) 
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(See Note) 
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Mode! 2700 
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Notes: 

Channels 23 and 25 in this schematic refer to the 
designations used for control and are not actual 
available measurement channels. 

If the module is not to be internally connected 
to the DMM, channels 24 and 25 can be opened 
using multiple channel operation (see "Multiple 
channel operation" in Section 2 for details). 
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WARNING The following information is intended for qualified service personnel. 

Do not make or break switching module connections unless qualified to 
do so. 

WARNING To prevent electric shock that could result in serious injury or death, 
adhere to the following safety precautions: 

• Before removing or installing the switching module in the mam< 
frame, make sure the Model 2700 is turned off and disconnected 
from line power. 

• Before making or breaking connections to the switching module, 
make sure power is removed from all external circuitry. 

• Do not connect signals that will exceed the maximum specifica- 
tions of the Model 7700. Specifications are provided in 
Appendix A. 

WARNING If both the front panel terminals and the switching module terminals 
are connected at the same time, the test lead insulation must be rated 
to the highest voltage that is connected. For example, if lOOOV is con- 
nected to the front panel input, the test lead insulation for the switch- 
ing module must also be rated for lOOOV. 

WARNING Dangerous arcs of an explosive nature in a high energy circuit can 

cause severe personal injury or death. If the multimeter is connected to 
a high energy circuit when set to a current range, low resistance range, 
or any other low impedance range, the circuit is virtually shorted. Dan- 
gerous arcing can result even when the multimeter is set to a voltage 
range if the minimum voltage spacing is reduced in the external con- 
nections. For details to safely make high energy measurements, see 
“High energy circuit safety precautions” in Section 3. 



As described in the International Electrotechnical Commission (lEC) 
Standard lEC 664, the Model 2700 is Installation Category I and must 
not be connected to mains. 
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Figure B-3 

Model 7700 screw terminal channel designations 



INPUT SENSE CH1 CH2 CH3 CH4 CHS CH6 CH7 CH8 CH9 CHIO 

HL HI HL HI HL HL HL HLHLHLHLHL 




HLHL^OHLHLHLHLHLHL HLHLHLHL 

CH21 CH22 2 CH11 CH12 CH13 CH14 CHIS CH16 CH17 CH18 CH19 CH20 
< 




Use the following procedure to wire the Model 7700 module. Make all connections using 
correct wire size (up to 20 AWG). Also, make sure to add supplementary insulation around 
the harness for voltages above 42V peak (Figure B-4). 

WARNING All wiring and supplementary insulation must be rated for the maxi- 
mum voltage in the system. For example, if lOOOV is applied to the 
front terminals of the DMM, the plug-in module wiring must be rated 
for lOOOV. 

1 . Make sure aU power is discharged from the Model 7700 module. 

2. Access the screw terminals (Figure B-2). 

3. Using a small flat-blade screwdriver, loosen terminal screws and install wires as 
desired. (Figure B-4 shows connections to channels 1 and 2.) < 

4. Route wire along wire-path and secure with cable tie as shown. 

5. Fill in a copy of the connection log (Table B-1) and affix it to the module cover. 

6. Close and lock cover. 
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Figure B-4 
Wire dressing 
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Typical connections 



The following examples show typical wiring connections for the following types of 
measurements: 

Thermocouple connections, Figure B-5 
f22--Wire and thermistor connections, Figure B-6 
> 04-Wire and RTD connections, Figure B-7 
' Current connections (AC or DC), Figure B-8 
' Voltage connections (AC or DC), Figure B-9 
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Figure B-5 

Thermocouple connections 




Thermocouple 



Figure B-6 

Q.2-Wire and thermistor connections 



Resistor or 
Thermistor 
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Figure B-7 

Q4-Wire and RTD connections 
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Channel 20 









Resistor or 
4-Wire RTD 



Resistor or 
4-Wire RTD 



Figure B-8 

Current connections (AC or DC) 




Channel 21 




Channel 22 
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Figure B-9 

Voltage connections (DC or AC) 



DC Voltage AC Voltage 





Connection log 

Make a copy of Table B-1 and affix it to the cover of the Model 7700. Use fiiis to record 
connection information and channel descriptions as needed. 
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Table B-l 

Connection log Model 



Channel 



amps com 



SENSE 



Description 
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Table C-1 

Status and error messages 



Number 


Description 


Event 


-440 


Query unterminated after indefinite response 


EE 


-430 


Query deadlocked 


EE 


-420 


Query unterminated 


EE 


-410 


Query interrupted 


EE 


-363 


Input buffer ovemin 


SYS 


-350 


Queue overflow 


SYS 


-330 


Self-test failed 


EE 


-314 


Save/recall memory lost 


EE 


-315 


Configuration memory lost 


EE 


-285 


Program syntax error 


EE 


-284 


Program currently running 


EE 


-282 


Illegal program name 


EE 


-281 


Cannot create program 


EE 


-260 


Expression error 


EE 


-241 


Hardware missing 


EE 


-230 


Data corrupt or stale 


EE 


-225 


Out of memory 


EE 


-224 


Illegal parameter value 


EE 


-223 


Too much data 


EE 


-222 


Parameter data out of range 


EE 


-221 


Settings conflict 


EE 


-220 


Parameter error 


EE 


-215 


Arm deadlock 


EE 


-214 


Trigger deadlock 


EE 


-213 


Init ignored 


EE 


-212 


Arm ignored 


EE 


-211 


Trigger ignored 


EE 


-210 


Trigger error 


EE 


-202 


Settings lost due to rtl 


EE 


-201 


Invalid while in local 


EE 


-200 


Execution error 


EE 


-178 


Expression data not allowed 


EE 


-171 


Invalid expression 


EE 


-170 


Expression error 


EE 


-168 


Block data not allowed 


EE 


-161 


Invalid block data 


EE 


-160 


Block data error 


EE 


-158 


String data not allowed 


EE ' 


-154 


String too long 


EE 


-151 


Invalid string data 


EE 


■-150 


Stririg data kioi 


EE 
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Table C-1 (continued) 

Status and error messages 



Event 



Description 



Number 



Character data not allowed 
Character data too long 
Invalid character data 
Character data error 
Numeric data not allowed 
Too many digits 
Exponent too large 
Invalid character in number 
Numeric data error 
Header suf&x out of range 
Undefined header 
Program mnemonic too long 
Header separator error 
Command header error 
Missing parameter 
Parameter not allowed 
GET not allowed 
Data type error 
Invalid separator 
Syntax error 
Invalid character 
Command error 



148 

144 

141 

140 

128 

124 

123 

-121 

-120 

-114 

-113 

-112 

-111 

-110 

-109 

-108 

-105 

-104 

-103 

-102 

-101 

-100 



-fOOO Iso error 



Error Codes 
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Table C-1 (continued) 

Status and error messages 



Number 


Description 


Event 


+101 


Operation complete 


SE 


+121 


Device calibrating 


SE 


+122 


Device settling 


SE 


+123 


Device ranging 


SE 


+124 


Device sweeping 


SE 


+125 


Device measuring . 


SE 


+126 


Device calculating 


SE 


+161 


Program running 


SE 


+171 


Waiting in trigger layer 


SE 


+174 


Re-entering the idle layer 


SE 


+180 


Filter settled 


SE 


+301 


Reading overflow 


SE 


+302 


Low limit 1 event 


SE 


+303 


High limit 1 event 


SE 


+304 


Low limit 2 event 


SE 


+305 


High limit 2 event 


SE 


+306 


Reading available 


SE 


+307 


Buffer user-selectable event 


SE 


+308 , 


Buffer available 


SE 


+309 


Buffer half full 


SE 


+310 


Buffer full 


SE 


+311 


Buffer overflow 


SE 


+312 


Buffer one quarter full 


SE 


+313 


Buffer three quarters full 


SE 


+314 


Master limit event 


SE 



M. k ^~:k 
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Table C-? (continued) 

Status and error messages 



Number 



Description 



Calibration messages: 

lOvdc zero error 

lOOvdc zero error 

lOvdc full scale error 

-lOvdc full scale error 

lOOvdc full scale error 

-lOOvdc full scale error 

Ik 2-w zero error 

10k 2-w zero error 

100k 2-w zero error 

lOM 2-w zero error 

lOM 2-w full scale error 

lOM 2-w open error 

Ik 4-w zero error 

10k 4-w zero error 

100k 4-w zero error 

lOM 4-w sense lo zero error 

Ik 4-w full scale error 

10k 4-w fuU scale error 

100k 4-w full scale error 

IM 4-w full scale error 

lOM 4-w full scale error 

10m adc zero error 

100m adc zero error 

10m adc ftill scale error 

100m adc full scale error 

1 adc full scale error 

10 4-w zero error 

Ik 4-w zero error 

10 2-w zero error 

10k 4-w zero error 

10k 4-w ocomp Ion full scale 

Date of calibration not set 

Next dale of calibration not set 

100m vac dac error 

1 vac dac error 

10 vac dac error 

100 vac dac error 

100m vac zero error 

100m vac full scale error 



Event 



Error Codes 
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1 vac zero error 
1 vac fuU scale error 
1 vac noise error 
10 vac zero error 
10 vac full scale error 
10 vac noise error 
100 vac zero error 
100 vac full scale error 
750 vac zero error 
750 vac fuU scale error 
750 vac noise error 
Post filter offset error 
1 aac zero error 
1 aac ftiH scale error 
3 aac zero error 
3 aac full scale error 
Input time constant error 
Frequency gain error 
IK Ohm loff Ocomp FS error 
lOK Ohm loff Ocomp FS error 
Temperature Cold Cal error 
Analog output zero error 
Analog output pos. gain error 
Analog output neg. gain error 
Ik 4-w dckt loff zero error 
Ik 4-w dckt Ion zero error 
Ik 4-w dckt loff full scale 
Ik 4-w dckt Ion full scale error 
100 4-w dckt loff zero error 
100 4-w dckt Ion zero error 
100 4-w ocomp Ion zero error 
1(X) 4-w ocomp Ion full scale 
100 4-w dckt loff fuU scale 
100 4-w dckt Ion full scale 
10 4-w dckt loff zero error 
10 4-w dckt Ion zero error 
10 4-w dckt full scale error 
10 4-w full scale error 
10 4-w ocomp Ion zero error 
10 4-w ocomp Ion full scale 
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Table C-1 (continued) 

Status and error messages 



r 


Number 


Description 


Event 




+496 


I 4-w dckt loff zero error 


EE 


- ■■ 


+497 


1 4-w dckt Ion zero error 


EE 




+498 


1 4-w dckt Ion full scale error 


EE 


■ 


+500 


Calibration data invalid 


EE 


■ 


+510 


Reading buffer data lost 


EE 


V.,:. 


+511 


GPIB address lost 


EE 


■ ■■ ■ 


+512 


Power-on state lost 


EE 




+513, 


AC calibration data lost 


EE 


i'- 


+514 


DC calibration data lost 


EE 




+515 


Calibration dates lost 


EE 




+516 


Battery backed RAM error 


EE 




+517 


Cannot resume scan 


EE 




+518 


Card calibration data lost 


EE 


f . . 


+519 


Card calibration dates lost 


EE 




+520 


Saved setup scancard mismatch 


EE 




+521 


Card relay counts lost 


EE 


■■ . 


+522 


GPIB communication language lost 


EE 





+523 


Card hardware error 


EE 




+524 


Unsupported card detected 


EE 


r 


+525 


Scancard memory pattern mismatch 


EE 


9 


+610 


Questionable calibration 


SE 




+611 


Questionable temperature 


SE 




+700 


Invalid function in scanlist 


EE 




+800 


RS-232 Framing error detected 


EE 




+802 


RS-232 Overrun detected 


EE 


+803 


RS-232 Break detected 


EE 


1 


+805 


Invalid system communication 


EE 


+808 


ASCn only with RS-232 


EE 




+900 


Internal system error 


EE 




Error Codes 
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Table C-1 (continued) 

Status and error messages 



Number 


Description 


Event 


+950 


DDC Status Model; 

DDC Trigger overrun error 


EE 


+951 


DDC Interval overrun error 


EE 


+952 


DDC Big string error 


EE 


+953 


DDC Uncalibrated error 


EE 


+954 


DDC No scanner error 


EE 


+955 


DDC Maximum channel is 4 


EE 


+956 


DDC Maximum channel is 8 


EE 


+957 


DDC Calibration locked 


EE 


+958 


DDC Conflict error 


EE 


+959 


DDC No remote error 


EE 


+960 


DDC Mode IDDC error 


EE 


+961 


DDC Mode IDDCO error 


EE 


+962 


Keithley 199 Serial Poll Byte Events: 
DDC Ready 


SE 


+963 


DDC Reading done 


SE 


+964 


DDC Buffer half full 


SE 


+965 


DDC Buffer full 


SE 


+966 


DDC Reading overflow 


SE 


+970 


Ruke 8842 serial poll byte events: 
Ruke Error 


SE 


+971 


Data available 


SE 


+972 


Overrange 


SE 



EE = error event 
SE = status event 
SYS * system error event 



NOTE SCPI-confirmed messages are described in Volume 2: Command Reference of 
the Standard Commands for Programmable Instruments. Refer to the 
SYSTem:ERRor? command. 
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Basic signal processing 



The signal is applied to the mnltinieter input via front panel input terminals or a switching 
module. When a channel is closed or scanned, the signal connected to that channel (or 
channel-pair for 4-wire measurements) is connected to the input. 

Figure D-1 is a flowchart that shows the basic processing sequence of an input signal. 
With all the various features (filter, rel, math, ratio, channel average, buffer, etc.) of the 
Model 2700 disabled, the input signal is conditioned and measured (A/D conversion pro- 
cess). The reading is then displayed on the Model 2700. 

Based on the selected measurement function and range, signal conditioning transforms the 
input signal into a DC voltage that is applied to the A/D converter. 

The A/D Conversion Process measures the DC signal voltage and internal voltages that 
correspond to offsets (zero) and amplifier gains. For TC temperature measurements using 
a switching module that has an internal reference junction (i.e.. Model 7700), the internal 
temperature is also measured. These measurements are used in an algorithm to accurately 
calculate the reading of the input signal. The voltage, current, resistance, frequency (or 
period), or temperature reading is then displayed by the Model 2700. 

NOTE The multiple measurement process used by the AID converter is known as 

autozeroing. It can be disabled to increase speed (only the signal is measured). 
However, stability and accuracy will be affected over time and changes in tem- 
perature. 

Figure D-1 

Basic signal processing 
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V <„,re D 2 shows the processing sequence for an input signal with various insOTment fea- 
Sfrenabld K aLLe is not enabled, the reading simply falls through to Ute next 

enabled feature or to the display. 

Fisure D-2 

Signal processing using instrument features 
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The Model 2700 perfoms a normal ohms measurement by sourcing a known current (I), 
measuring the voltage (V), and then calculating the resistance (R = V/I). Offset- 
compensated ohms cancels the effects of thermal EMFs which can adversely affect low- 
resistance measurements. 

With OCOMP enabled, the Model 2700 performs one normal resistance measurement, 
and then loops back to perform a second resistance measurement with the internal current 
source set to its lowest level. The offset-compensated ohms reading is then calculated as 
shown in Figure D-2. 

NOTE For details on OCOMP measurements, see "Offset-compensated ohms" 
page 3-20. 



The filter is used to stabilize noisy readings. With the filter enabled, the specified number 
of readings are averaged to yield a single filtered reading. There are two types of filtes: 
moving and repeating. 

A filter stack is used to temporarily store the specified number of readings to be averaged. 
In general, for the moving filter, each measurement process adds a reading to the stack 
(oldest reading discarded), and then averages the stack to yield a filtered reading. For the 
repeating filter, each measurement process fiUs the stack with new readings (all previous 
readings discarded), and then averages the stack to yield a filtered reading. 

NOTE For details on filter operation, see "Filter’,’ page 4-13. 



An output trigger pulse from the Model 2700 can be used to trigger an external instrument 
to perform an operation. In general, a trigger pulse is output at this point in fiow chart for 
each processed reading. 

An exception is the SCAN function for scanning. For the SCAN function, an output trig- 
ger is not output until after the specified number of channels (as set by the sample counter) 
are scanned. 

NOTE For details on scan operation, see "Trigger models’,' page 7-4. 



Next in the signal processing sequence is the Rel operation. Rel is used to null offsets, or 
subtract a baseline rel value from the reading. With Rel enabled, tfie Rel ed reading is cal- 
culated as shown in Figure D-2. 

NOTE For details on Rel operation, see "Relative!’ page 5-2. 



Model 27UU 




Next in the signal processing sequence is a Math operation (mX+b 

cal) These math operations allow you to mathematicaUy manipulate the readmg ® 

is appUed to this block in the flowchart. With one of the Math funcuons enabled, the math 

result is calculated as shown in Figure D-2. 

NOTE For details on Math operations, see “Math" page 5-7. 

Limits 

The reading that is applied to the Limits block in the flow chart is not modified and is *e 
reading that is displayed on the Model 2700. With Limits enabled, the readmg is tested 
against two. sets of high and low Umits. Along with the displayed readmg, annunciators 
and messages are used to indicate the result of the limits testmg. 

NOTE For details on Limits testing, see “Limitsl’ page 9-2. 

Buffer 

With the buffer (data store) enabled, each displayed reading is stored and timestamped. 
The buffer also provides statistics on the stored statistics. Buffer statisUcs include mmi- 
mum and maximum, peak-to-peak, average and standard deviation. 

When buffer recall is enabled, stored readings and the buffer statistics are displayed on the 
Model 27CK). 

NOTE For details on the Buffer, see Section 6. 
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With a switching module installed, the ratio or average of two channels can be calculated. 
Figure D-3 shows where Ratio or Ch Avg is calculated in the signal processing sequence. 

Figure D~3 

Signal processing using Ratio or Channel Average 

Input Signals 
ChanAo o Chan B 



Signal 

Conditioning 



A/D 

Conversion 

Process 



Filter J Moving or Repeating 

Output Trigger Pulse (VMC) 

] ’ 

Rel I Rel'ed reading = Reading -Rel Value 



Ratio or 

Channel Average 
Calculation 



Math 

(mX+b, 

Percent 



Ratio = Chan A / Chan B 



Ch Avg '^'^8 = (Chan A + Chan B) / 2 



Y = mX + b 

Percent 

Reference 
Reciprocal = 1/X 



— 1 Recall Disoiav 
Buffer 



With a channel closed, and Ratio or Ch Avg enabled, the reading that is applied to the 
“Ratio or Ch Avg” block in the flow chart is used as the Chan A value for the calculation. 
The paired-channel then doses, and that reading is used as the Chan B value for the calcu- 
lation. Ratio or Ch Avg is then calculated as shown in Figure D-3. 

As shown, the result of Ratio or Ch Avg can then be used by an endjled Math operation. 
NOTE For details on these calculations, see “Ratio and channel average!’ page 5-15. 
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Remote operation can be used with triggering 

measurements and then stop. The various read commands (SENS:DATA?,FETCh 

READ?, MEAS?, CALC2:DATA?, TRACeiDATA?, and CALC1:DATA?) return the data 
arrav(s) acquired during the measurement cycle. Data flow for this triggermg confipra- 
tion is summarized by the block diagram shown in Figure D-4. Refer to this block diagram 

for the following discussion. 



Figure DM 

Data flow for remote operation 
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NOTE For the following discussion, a “data array” is defined as the group of data ele- 
ments that are included with each measured reading. Each data array includes 
the reading as well as the channel, reading number, units, timestamp, and limits 
result (see “FORMat.ELEMents <item list>’,’ page 14-5, for details). 

For example, assume the selected data elements to be returned by a read com- 
mand include the reading, units designator, and reading number. Now assume a 
IVDC input and the READ ? command is sent to trigger two readings and return 
the two data arrays. The two returned data arrays would look like this: 

-^LOOOOOOOOE+OOVDC. +OOOOORDNG^, +LOOOOOOOOE+OOVDC. +00001RDNGit 
(Data Array m) (Data Array U2) 



The TRACe:CLEar command clears the data store, INITiate:CONTinuous OFF command 
disables continuous initiation, and TRIGgenCOUNt 1 configures the instrument to per- 
form one measurement cycle. The INIT command can then be used to initiate the mea- 
surement cycle. When the INIT command is sent, the programmed number of 
measurements (set by the SAMPle:COUNt command) are performed and the respective 
data is temporarily stored in the sample buffer. 

For example, if 20 measurements were performed (SAMP:COUN 20), then 20 data arrays 
will be stored in the sample buffer. Data from this buffer is then routed to other enabled 
data flow blocks. The data in the sample buffer remains there until data from another mea- 
surement cycle overwrites the buffer. 

NOTE The trigger count (TRIG:COUN) determines how many measurement cycles are 
performed. However, only the data arrays for the last measurement cycle end up 
in the sample buffer. For example, assume TRIG.COUN 2 and SAMP:COUN 20. 
The first measurement cycle stores 20 data arrays in the sample buffer. The sec- 
ond measurement cycle then overwrites the 20 data arrays in the sample buffer. 
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[SENS[1 ]]:DATA:FRBh? 

These commands are used to return (read) the last processed data array stored in the sam- 
ple buffer. 

[SENS[1]]:DATA[:LATest]? 

This command returns (reads) one data array. It returns the last processed data array stored 
in the sample buffer. If, for example, 10 data arrays are stored in the sample buffer, only 
the last ( 10 ^^) data array is returned. 

DATA? does not affect data in the sample buffer. Therefore, subsequent executions of 
DATA? acquires the same data array. In order to return a new reading, you must first trig- 
ger a new reading(s) and then use DATA? . , 

When using DATA? to retrieve data, it is good practice to include reading numbers in the 
data arrays. Reading numbers that do not change will indicate that the same data array is 
being returned. 

NOTE The FORMat:ELEMents command (see Section 14) is used to include the read- 
ing number (RNUM) element in each data array. 

[SENS[l]]:DATA:FRESh? 

This command is similar to DATA[;LATest]? in that is also returns the last processed data 
array stored in the buffer. However, it can only be used once to retrieve the same data 
array. That is, the data array reading must be “fresh.” Sending this command again to read 
the same (stale) data array will not work. It will generate an error (-230; data corrupt or 
stale) or cause the GPIB to time-out. In order for DATA:FRESh? to respond, you must first 
trigger a new (fresh) reading. 

Using this command to retrieve data ensures that only new (fresh) readings are returned 
(no readings are repeated). However, as previously noted, problems may occur if a new 
reading is not ready (available) when this command is executed. 




i ! 
..!! 


ii! 


iH' 


( ' 


... .... ' f';, M;' 1 i 


ujl 


■'Uf 

■ « M' 


i ! S 

! ! 


Hi 


1 


^ i 


f ' i ; 


Hi: 

;. i t 




(! 

* ' 


, n f 






i ’ 


Tf 




f j 

i i i 

i 1 ; 

i s ■ 

! i : 

ii; 


; j , 

t •) I 

Hr 






H ^ ' U H 1 ; ■ 




: \ i 

: ; ) 



Signal Process/Data Flow 



rrocessing :>equence and Data Flow Model 2700 Multimeter/Switch System User's Manual 



MEASure? 

CALC[1]:DATA[LATest]? 

CALC[1]:DATA:FRESh? 

As shown in Figure D-4, these commands are used to read data arrays output from the 

CALCl Math block. However, if there is no math function enabled, these commands read 
the data arrays in the sample buffer. 

NOTE For more information on FETCh?, READ?, and MEASure?, see Section 13, 
"SCPI Signal Oriented Measurement Commands? 

FFTCh? 

With no math function enabled, this command reads the data arrays stored in the sample 
buffer. If, for example, there are 20 data arrays stored in the sample buffer, then all 20 data 
arrays will be sent to the computer when FETCh? is executed. 

With a math function (mX+B, Percent, or 1/X) enabled, the reading in each data array 
returned by FETch? is the result of the math calculation. 

Note that FETCh? does not affect data in the sample buffer. Therefore, subsequent execu- 
tions of FETCh? acquire the same data. 

NOTE When an instrument setting that is relevant to the readings in the sample buffer 
is changed, the FETCh? command will cause error -230 (data corrupt or stale) 
or a bus time-out to occur. To get FETCh? working again, a new reading must 
be triggered. 

READ? 

The READ? command performs an INITiate and then a FETCh?. The INITiate triggers a 
measurement cycle which puts new data in the sample buffer. With no math function 
enabled, FETCh? reads the data arrays from the sample buffer. With a math function 
enabled, the readings are the result of the math calculation. 

The following conditions must be met in order to use READ?: 

Continuous initiation must be disabled. It can be disabled by sending *R or 
miTCONT OFF. ^ 

• If there are readings stored in the data store, the sample count (SAMP-COUN) 
must be set to 1. 

• To use a sample count > 1 , the data store must be cleared (empty). It can be cleared 
by sending TRAC:CLE. 
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The MEASure? command places the instrument in a “one-shot” measurement mode 
(which places one data array in the sample buffer) and then performs a READ?. With no 
math ftmction enabled, the one data array in the sample buffer is read. With a math func- 
tion enabled, the reading is the result of the math calculation. 

CALC[1]:DATA[:UT^]? 

CALC[1]:DATA:FRESh? 

These two commands are similar to the LATest? and FRESh? commands for the SENSel 
subsystem, except that returned data arrays are the result of the math calculation. See 
[SENS[l]]:DATA[:LATest]? and [SENS[l]J:DATA:FR£Sh? for details on the differences 
between LATest? and FRESh?. 

With a math function enabled, both CALC[1]:DATA? and CALC[l]:DATA:FRESh? 
return a single data array whose reading is the result of the math calculation. Note that the 
calculation is performed on the last data array stored in the sample buffer.These com- 
mands do not affect data in the sample buffer. Therefore, subsequent executions of these 
commands return the same data. 

With no math function enabled, these commands return the last data array stored in the 
sample buffer. 



CALC3:LIM1:FAIL? 



Each reading applied to the CALC 3 Limit Tests block is tested when Limits operations 
are enabled. When comparing the reading to the programmed high and low limits of ' 
Limit 1, CALCS ;LIM1:FAIL? returns a “0” (inside limits) or a‘T” (outside limits). Simi- 
larly, CALC3:LIM2:FAIL? compares the reading to the high and low limits of Limit 2. 

NOTE Each data array returned by the read commands (SENS:DATA?, FETCh?, 
READ?, MEAS?, CALC2:DATA?, TRACe:DATA?, and CALCl.DATA?) will 
include the result code for limit tests if the limits data element is selected. See 
“FORMat.-ELEMents <item list> page 14-5, to select the limits element and 
interpret the code. 
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When the data store is enabled, sample buffer data or CALCl results are stored in the 
buffer. The TRACe:DATA? command reads the entife contents of the data store. The 
selected feed (TRAC:FEED SENSe or TRACiFEED CALCl), determines which group of 
readings are stored. 
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CALC2:DATA? 



Statistical mformation (minimum, maximum, mean, standard deviation, and peak-to-peak) 
is available for the readings stored in the buffer (data store). When the desired calculation 
is selected (using the CALC2;F0RMat command), and CALC2 is enabled 
(CALC2.STATe ON), use the CALC2;IMM? or CAXiC2:IMM command to perform the 
calculation: 

• When CALC2:IMM? is used, the statistic is calculated and result is returned. 

• When CALC2:IMM is used to calculate the statistic, the CALC2:DATA? com- 
mand is then used to return the result. 

The CALC2:DATA? command does not initiate a calculate operation. It simply returns the 
result of the last calculation. 

If you calculate a statistic for an empty buffer, the number 9.910000E+37 will be returned 
when it is read. 

If you perform a calculation with no statistic selected (CALC2:FORM NONE) or CALC2 
disabled (CALC2:STAT OFF), the result of the last statistic calculation will be returned 
when a read operation (CALC2:IMM? or CALC2:DATA?) is performed. However, if there 
was no calculation previously performed, the number 9.910000E+37 will instead be 
returned. 



Continuous measurement mode 

With continuous initiation enabled (INIT:CONT ON), the instrument continuously per- 
forms (and displays) measurements. Data flow is the same except that only one data array 
is stored in the sample buffer at a time. The single data array is then fed to the other 
enabled data flow blocks. When the next measurement occurs, that data array overwrites 
the previous data array in the sample buffer. The new data is then fed to the other data flow 
blocks. When SENSiDATA?, FETCh?, READ?, or CALCliDATA? is sent, the latest data 
array will be returned. 

NOTE The READ? command tries to perform an INIT operation. This will cause error 
•213 (Init ignored) to occur since the instrument is already initiating 
measurements. 

NOTE When the instrument is not in the continuous measurement mode, the 

INIT.CONT ON command can he sent to enable continuous initiation. However, 
if the sample count is>l,a setting conflict error (-221 ) will occur. Set the sam- 
ple count to 1 (SAMPtCOUN 1), and then send INITtCONt ON. 
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For remote operation, scanning is normally performed with continnous initiation disabled 
(INlT:CONT OFF). The sample count (SA^:COUNt) specifies the number of channels 
to scan and store in the buffers (sample buffer and data store), and the trigger count 
(TRIG:COUNt) specifies the number of scans to perform. Note that if the trigger count is 
>1, the data for each subsequent scan will overwrite the data stored in the sample buffer 
and data store. 

Once the scan is properly configured, INIT or READ? will start the scan. READ? also 
returns the scanned readings (data arrays) from the sample buffer or the CALCl block if 
.Math is enabled. FETCh? will not start a scan, but it will return the readings already 
stored. 

While the scan is in process, SENS:DATA? and CALC1:DATA? commands can be used to 
return the latest data array. When used after the scan is finished, they will return the data 
array for the last stored reading. 
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Low-level voltage measurements made using the Model 2700 can be adversely affected by 
various types of noise or other unwanted signals that can mate it very difficult to obtain 
accurate voltage readings. Some of the phenomena that can cause unwanted noise include 
thermoelectric effects (thermocouple action), source resistance noise, magnetic fields, and 
radio frequency interference. The following paragraphs discuss the most important of 
these effects and ways to minimize them. 

NOTE For comprehensive information on low-leM measurements, see the "Low Level 
Measurements" handbook, which is available from Keithley. 

Thermoelectric potentials 

Thermoelectric potentials (thermal EMFs) are small electric potentials generated by dif- 
ferences in temperature at the junction of dissimilar metals. The following paragraphs dis- 
cuss how such thermals are generated and ways to minimize their effects. 

Thermoelectric coefficients 

, As shown in Table E-1, the magnitude of thermal EMFs generated depends on the particu- 
lar materials involved. Best results are obtained with clean copper-to-copper connections 
as indicated in the table. 



Table E-1 

Material thermoelectric coefficients 



Material 


Thermoelectric potential 


Copper-Copper 


0.2pV/°C 


Copper-Silver 


O.SpVAC 


Copper-Gold 


0.3pV/°C 


Copper-Cadmium/Tin 


0.3pV/°C 


Copper-Lead/Tin 


l-3pV/°C 


Copper-Kovar 


40pV/°C 


Copper-Silicon 


400pVrC 


Copper-Copper Oxide 


lOOOpVfC 



Q 
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Figure E-1 shows a representation of how thermal EMFs are generated. The test leads are 
made of the A material, while the source under test is the B material. The temperatures 
between the junctions are shown as T^ and T 2 . To determine the thermal EMF generated, 
the following relationship may be used: 

Et = Qab CTj “^2) 

where: Bx = Generated thermal EMF 

= Thermoelectric coefficient of material A with respect to material B Cp V/°C) 
Ti = Temperature of B junction (°C or K) 

T 2 = Temperature of A junction (®C or K) 

In the unlikely event that the two junction temperatures are identical, no thermal EMFs 
will be generated. More often, the two junction temperatures will differ, and considerable 
thermal EMFs will be generated. 

A typical test setup will probably have several copper-to-copper junctions. As pointed out 
earlier, each junction can have a thermoelectric coefficient as high as 0.2pV/°C. Since the 
two materials wiU frequentiy have a several degree temperature differential, it is easy to 
see how thermal potentials of several microvolte can be generated even if reasonable pre- 
cautions are taken. 

Figure E-1 

Thermal EMF generation 

2700 Et = QabT, -T 2 ) 
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To minimize thermal EMFs, use only copper wires, lugs, and test leads for the entire test 
setup. Also, it is imperative that all connecting surfaces are kept clean and free of oxides. ' 

As noted in Table E- 1 , copper-to-copper oxide junctions can result in thermal EMFs as 
highaslmV/°C. ( 

Even when low-thermal cables and connections are used, thermal EMFs can still be a 

problem in some cases. It is especially important to keep the two materials forming the ( 

junction at the same temperature. Keeping the two junctions close together is one way to 
minimize such thermal problems. Also, keep all junctions away from air currents; in some I 

cases, it may be necessary to thermally insulate sensitive junctions to minimize tempera- 
ture variations. When a Cu-Cu connection is made, sufficient pressure must be applied to 
ensure the connection is gas tight to prevent future oxidation. ' 

In some cases, connecting the two thermal junctions together with good thermal contact to 
a common heat sink may be required. Unfortunately, most good electrical insulators are 
poor conductors of heat. In cases where such low thermal conductivity may be a problem, 
special insulators that combine high electrical insulating properties with high thermal con- 
ductivity may be used. Some examples of these materials include hard anodized alumi- 
num, sapphire, and diamond. 

Nulling residual thermal offeets 

Even if all reasonable precautions are taken, some residual thermal offsets may still be 
present. These offsets can be minimized by using the Model 2700 Relative feature to null 
them out. To do so, place the instrument on the 3mV range and short the end of the con- 
necting cable nearest the measured source (first disconnect the cable from the source to 
avoid shorting out the source). After allowing the reading to settle, press the front panel 
REL button to null the offset. Select the appropriate range, and make your measurement as 
usual. 
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Noise present in the source resistance is often the limiting factor in the ultimate resolution 
and accuracy of Model 2700 measurements. The following paragraphs discuss the genera- 
tion of Johnson noise as weU as ways to minimize such noise. 

)ohnson noise equation 

The amount of noise present in a given resistance is defined by the Johnson noise equation 

as follows: 

Erms * 

where: Erms = „_ 23 r«^^ 

k s= Boltzmann's constant (1.38 X 10 J/K) 

T = Temperature (K) 

R = Source resistance (ohms) 

F = Noise bandwidth (Hz) 

At a room temperature of 293K (20X), the above equation simplifies to: 

Erms == 1.27x10''^TRF 

Since the peak to peak noise is five times the rms value 99% of the time, the peak to peak 
noise can be equated as follows: 

Ep_p - 6.35 X 

For example, with a source resistance of lOkO, the noise over a 0.5Hz bandwidth at room 

temperature win be: 

Ep-p = 635 X 10"^V(10xlo'^K^) 

Ep.p - 45nV 

Minimizing source resistance noise 

From the above examples, it is obvious that noise can be reduced in 
lower the temperature, (2) reduce the source resistance, and (3) narrow the bandwidth Of 
these three, lowering the resistance is the least practical because the signal voltage will be 
reduced more than the noise. For example, decreasing the resistance of a^ current shunt by 
a factor of 1 00 will also reduce the voltage by a factor of 100, but the noise will be 
decreased only by a factor of 10. 

Very often, cooling the source is the only practical raetliod available to reduce noise. 
Again, however, the available reduction is not as large as it might seem b^ause the reduc- 
tion is related to the square root of the change in temperature. For example, to cut the 
noise in half, the tempetature must be decreased from 293K to 73.25K, a four-fold 
decrease. 
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When a conductor loop cuts through magnetic lines of force, a very small current is gener- 
ated. This phenomenon will frequently cause unwanted signals to occur in the test leads of ' 

a test system. If the conductor has sufficient length or cross-sectional area, even weak 
magnetic fields such as those of the earth can create sufficient signals to affect low-level { 

measurements. 

Three ways to reduce these effects are: (1) reduce the lengths of the connecting cables, (2) ^ 

minimize the exposed circuit area, and (3) change the orientation of the leads or cables. In 
extreme cases, magnetic shielding may be required. Special metal with high permeability ^ 

at low flux densities (such as mu metal) is effective at reducing these effects. 

Even when the conductor is stationary, magnetically-induced signals may still be a prob- I 

lem. Fields can be produced by various sources such as the AC power line voltage. Large 
inductors such as power transformers can generate substantial magnetic fields, so care 
must be taken to keep the Model 2700 voltage source and connecting cables a good dis- 
tance away from these potential noise sources. 

Radio frequency interference 

RFI (Radio Frequency Interference) is a general term used to describe electromagnetic 
interference over a wide range of frequencies across the spectrum. Such RFI can be partic- 
ularly troublesome at low signal levels, but it can also affect measurements at high levels if 
the fields are of sufficient magnitude. 

RFI can be caused by steady-slate sources such as radio or TV signals, or some types of 
electronic equipment (microprocessors, high speed digital circuits, etc.), or it can result 
from impulse sources, as in the case of arcing in high-voltage environments. In either case, 
the effect on the measurement can be considerable if enough of the unwanted signal is 
present. 

RFI can be minimized in several ways. The most obvious method is to keep the Model 
27(X) voltage source and signal leads as far away from the RFI source as possible. Addi- 
tional shielding of the instrument, signal leads, sources, and other measuring instruments 
will often reduce RFI to an acceptable level. In extreme cases, a specially-constructed 
screen room may be required to sufficiently attenuate the troublesome signal. 

The Model 2700 digital filter may help to reduce RFI effects in some situations. In some 
cases, additional external filtering may also be required. Keep in mind, however, that filter- 
ing may have detrimental effects such as increased settling time on the desired signal. 
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Instrument 2 



Power Line Ground 






Instrument 3 



Instrument 1 



■if' Ground 



lU 

WhPTi TOO or more instruments are connected together, care must be taken to avoid 
^ t rt dvnais caused by ground loops. Ground loops usuaUy occur when sensitive 

current tofl ® develops a small but undesirable voltage between the LO 

S^als of the two instruments. This voltage will be added to the source voltage, affect- 
tVift accuracy of the measurement. 



Signal Leads 



Figure E-2 

Power line ground hops 



Measurement 
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Figure E-3 shows how to connect several instruments together to eliminate this type of ( 

ground loop problem. Here, only one instrument is connected to power line grotmd. 

Ground loops are not normally a problem with instruments like the Model 2700 that have ( 

isolated LO terminals. However, all instruments in the test setup may not be designed in 

this manner. When in doubt, consult the manual for all instrumentation in the test setup. ^ 

Figure E-3 

Eliminating ground loops J 
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Measurement Considerations 



WARNING Do not float input LX) more than 30V rms, 42.4V peak above earth 

ground with an exposed shield connected to input LO. To avoid a pos- 
sible shock hazard, surround the LO shield with a second safety shield 
that is insulated from the inner shield. Connect this safety shield to 
safety earth ground using #18 AWG minimum wire before use. 

Proper shielding of all signal paths and sources being measured is important to minimize 
noise pickup in virtually any low-level measurement situation. Otherwise, interference 
from such noise sources as line frequency and RF fields can seriously corrupt measure- 
ments, rendering experimental data virtually useless. 

In order to minimize noise, a closed metal shield surrounding the source may be neces- 
sary, as shown in the example of Figure E-4. This shield should be connected to input LO 
in most cases, although better noise performance may result with the shield connected to 
chassis ground in some situations. 

Figure E-4 

Shielding example 




Connect safety shield to a 
known safety earth ground using 
#18 AWG wire or higher. 



WARNING: Safety shield rej^ulred when 
floating noise shield >30V rms 
above chassis ground. 



Measurement 








Measurement Considerations 
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Loading of the voltage source by the Model 2700 becomes a consideration for high source 
resistance values. As the source resistance increases, the error caused by meter loading 



increases. 



Figure E-5 shows the method used to determine the percent eiror due to meter loading. 
The voltage source, Vg, has a source resistance, Rg, while the input resistance of the 
Model 2700 is Rj, and the voltage measured by the nanovoltmeter is 

Figure E-5 
Meter loading 



Vs 

Source 

Voltage 




Vm 

Measured 

Voltage 



The voltage actually measured by the meter is attenuated by the voltage divider action of 
Rg and Rj, and it can be calculated as follows: 

V -lA 

This relationship can be modified to directly compute for percent error: 



Percent errors 



R| + Rs 



From the above equation, it is obvious that the input resistance of the Model 2700 must be 
at least 999 times the value of source resistance if loading error is to be kept to within 
0 . 1 %. 




Temperature Equations 



• Thermocouple equation — Documents the rrS-90 inverse function polynomial 
and the coefficients to calculate thermocouple temperature. 

• Thermistor equation — Documents the Steinhart-Hart equation which is used to 
calculate thermistor temperature. 

• RTD equation — Documents the Callendar-Van Dusen equation which is used to 
calculate the temperature vs. resistance readings listed in the RTD reference tables. 
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The Model 2700 uses the ITS-90 inverse function coefficients for the polynomial to calcu- 
late thermocouple temperature. The Model 2700 measures the thermocouple voltage, and 
then calculates temperature (in ®C) as follows: 

t90 = Cq + C|E + C2E^ + C3E^ ... CjE^ 

where: tpQ is the calculated temperature in ®C. 

Cq. Cj, C 2 , C 3 ... Cj are the coefficients for the thermocouple type. 

E is the thermocouple voltage in microvolts (pV). 

The coefficients for each thermocouple type are listed in Table F-1 through Table F- 8 . 



Table F-^1 

Type B inverse hincthn polynomial 





250“C to 700“C 


700“C to 1,820°C 




(291pVto 2,431pV) 


(2,431pVto 13,820pV) 


Cq = 


9.842 332 1 x 10^ 


2.131 5071 1x 102 


Cj = 


6.997 150 Ox 10'^ 


2.8510504 1x 10'^ 


C2 = 


-8.476 530 4 x 10*^ 


-5.274 288 7 1 X 10'® 


C3 = 


1.005 264 4x 10-^ 


9.916 0804 1x 10'^ 


C4 = 


-8.334 595 2 x lO'^® 


-1.296 5303 lxlO'^2 


C5 = 


4.550 854 2 x 10'^^ 


1.119 5870 lx 10'^® 


Cg = 


-1.552 303 7x 10-^® 


-6.062 519 9 1 x lO'^^ 


C7 = 


2.988 675 0 x lO'^O 


1.866 169 6 1 x 10-25 


Cg = 


-2.474 286 0 x 10'^^ 


-2.487 858 5 1 x, lO'^^ 


Error: 


0.03X to -0.02°C 


0.02°C to -0.01°C 


t^ = Cq + C]E + C2E^ + CgE^ ... CjE 


i 


where: 199 is the calculated temperature in °C. 


E is the measured voltage in microvolts. 
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Table F-2 

Type E inverse function polynomial 



Ci = 

C2 = 

C3 = 

C4 = 

C5 = 

C 6 = 

C 7 = 

Cg = 

C 9 = 

Error: 



-200°C to 0°C 
(-8,825pV to OpV) 

0.0 

1.697 728 8 x 10'^ 
-4.351 497 0x 10-'^ 
-1.585 969 7x 10'^° 
-9.250 287 1 X 10*^'* 
-2.608 431 4x 10'^’ 
-4.136 019 9x 10'^^ 
-3.403 403 0 X lO'^^ 
-1.156 486 0x 10'^^ 



0°C to 1, 000*^0 
(OjiV to 76,373iiV) 



0.0 

1.705 703 5 X 10'2 
-2.330 175 9 xlO-"^ 
6.543 558 5x 10-^2 
-7.356 274 9x10'^^ 
-1.789 6001x10-2^ 
8.403 6165x 10-26 
-1.373 587 9x 10-2^ 

1.062 982 3 x 10-26 
-3.244 7087x10"*^ 
; 0.02^Cto-0.02'^C 



Error: 0.03^ C to -O.OrC | 0.02^Cto-i 

tgo = Co + CiE + C2E2 + C3E2 ... 

where: 190 is the calculated temperature in °C. 

E is the measured voltage in microvolts. 



Table F-3 





-210°C to 0°C 
(-8,095pV to OpV) 


Co = 


0.0 


C] = 


1.952 826 8 X 10-2 


C2 = 


-1.228 618 5x 10'® 


C3 = 


-1.075 217 8 X 10'^ 


C4 = 


-5.908 693 3 x lO'^^ 


C5 = 


-1.725 671 3 X 10'^® 


Cg = 


-2.813 1513x10-2® 


C7 = 


-2.396 337 0 x lO'^^ 




-8.382 332 1 x lO'^^ 


Error: 


0.05“C to -0.05°C 



0°C to 760°C 
(OpV to 42,919pV) 

0.0 

1.978 425 x 10'2 
- 2.001 204 X 10 ''^ 
1.036 969 X 10 '^^ 
- 2.549 687 X 10 '^^ 
3.585 153 xl 0'21 
- 5.344 285 x lO'^^ 
5.099 890 x 10 ' 2 ^ 

0.04^C to -0.04°C 



t 9 o = Co + CjE - t - C 2 E '^ + C 3 E ^ ... CjE ^ 

where: tgo is the calculated temperature in °C. 

E is the measured voltage in microvolts. 



760°C to 1,200°C 
(42,919pV to69,553pV) 

- 3.113 581 87 x 102 
3.005 436 84 x 10 '^ 
- 9.947 732 30 x 10 '^ 
1.702 766 30 x 10 ’^° 
- 1.430 334 68 x 10-^6 
4.738 860 84 x 10'22 



0.03°C to '0.05°C 
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Table F-4 

Type K inverse iiinction polynomial 



-200°C to 0°C 
(-5,891pV to OpV) 

0.0 

2.517 346 2 X 10'^ 
-1.166 287 8x 10-® 
-1.083 363 8 x 10'^ 
-8.977 354 0x10-^3 
-3.734 237 7x 10-^® 
-8.663 264 3 X lO'^® 
-1.045 059 8x 10-23 
-5.192 057 7x 10-28 

o.orc to -o.02°c 



0°C to 500°C 
(OpV to 20,644pV) 

0.0 

2.508 355 2x 10-2 
7.860 1062x 10-® 
-2.503 1312x10-^® 
8.315 2702x 10'^^ 

-1.228 034 2x 10-^2 

9.804 036 2x10-22 
-4.413 030 2x10-2® 
1.057 7342x 10-30 
-1.052 755 2x 10-35 
0.04^C to -O.OS^C 



tpo = Cq + CjE + C2E2 + C3E3 ... CjE* 
where: 190 is the calculated temperature in °C. 
E is the measured voltage in microvolts. 



Table F-5 

Type N inverse function polynomial 



-200°C to 0°C 
(-3,990pV to OpV) 



0.0 

3.843 684 
1.101048 
5.222 931 
7.206 052 
5.848 858 
2.775 491 
7.707 516 
1.158 266 
7.313 886 



Error: I 0.03°C to 



1 x 10-2 
5 X 10-® 
2x 10'^ 

5 X 10-^2 

6x 10'^5 
6x 10-^® 

6 X 10*22 
5 X 10-25 

8 X 10-30 

-0.02'^C 



0“C to 600°C 
(OuV to 20,613pV) 



0.0 

3.868 96x 10-2 
-1.082 67x 10'® 
4.702 05x10'^^ 
-2.12169x10'^® 
-1.172 72 x 10'^^ 
5.392 80x 10-24 
-7.981 56x 10-29 



0.03°Cto-0.02°C 



t90 - Co -i- CjE + C2E2 + C3E3 ... CjE' 
where: 190 is the calculated temperature in °C. 
E is the measured voltage in microvolts. 



500°C to 1,372°C 
(20,644pVto54,886pV) 



-1.318 058 X 102 
4.830 222x 10-2 
-1.646 031x10-® 
5.464 731x 10*^^ 
-9.650 715x 10'^® 
8.802 193x 10-21 
-3.110810x10-2® 



0.06°C to -0.05°C 



600°C to 1,300°C 
(20,613pV to47,513pV) 



1.972 485 X IQl 
3.300 943 X 10-2 
-3.915 159x iO'2 
9.855 391 x 10-12 
-1.274 371x 10'!® 
7.767 022x 10-22 



0.02°C to -0.04°C 











2700 Multimeter/Switch System User's Manual 



I emperature tquations 



)le F-6 






-50°C to 250°C 
(-226>iV to 
l,923pV) 



Co = 

Ci = 
C2* 

C3 = 

C4 = 

C5 = 

C6 = 

C7 = 
Cg* 

C9 = 

cio = 
Error: 



0.0 

1.889 138 
-9.383 529 
1.306 861 
-2.270358 
3.514 565 
-i895 390 
2.'823 947 
-1.260 728 
3.135 361 
-3.318 776 

om°c to 



0x10'^ 

0x10'^ 

9 X lO*'^ 

OxlO'^0 

9x10'^2 

0 X 10"^® 

1 X 10'^^ 
1 X 10-22 
1 X 10'2® 
9 X 10'^° 
-0.02°C 



t 90 = Co + CjE + C2E2 + C 3 E^ ... C|E^ 
where: tgo-is Oie calculated temperature in °C. 

I E is the measured voltage in microvolts. 



250°C to i,200°C 
{l,923pV to 
13^28pV) 


1,064°C to 1,664.5°C 
(ll,361pVto 
19,739pV) 


1,664.5°C to l,768.rC 
(19,739pV to 
21,103pV) 


1.334 584 505 x 10^ 
1.472 644 573x 10'^ 
-1.844024 844x10-2 
4.031 129 726x10'^ 
-6.249 428 360 x 10-^3 

6.468 412046x 10-^2 

-4.458 750426x 10-21 
1.994 710 149x10-22 
-5.313401 790x 10-30 
6.481 976 217 x 10-32 


-8.199 599 416 X 10^ 
1.553 962 042x 10-^ 
-8.342 197 663 X 10'^ 
4.279 433 549x10'^° 
-1.191 577 910x 10-^'^ 
1.492 290 091x 10-^^ 


3.406 177 836x 10'^ 
-7.023 729 171 ' 

5.582 903 813x 10-'^ 
-1.952 394 635x 10'^ 
2.560740 231x10*^3 


0.005°C to -0.005°C 


0.001°Cto-0.0005°C 


0.002^C to -o.oorc 



Table f-7 

Type S inverse function polynomial 




-50°C to 250°C 250°C to 1,200*^0 1,064°C to 1,664.5°C 1,664.5°C to 1,768.1°C 

(-235pV to l,874pV) (l,874pV to ll,950pV) (10,332pV to 17,536pV) (17,536pV to 18,693pV) 



Co = 

Ci = 

C2 = 

C3 = 

C4 = 

C5 = 

C6 = 

C7 = 

Cg = 
C9- 

Error: 



0.0 

1.849 494 60x10'^ 
-8.005 050 62 x 10'^ 
1.022 374 30 X 10'^ 
-1.522 485 92x 10*^'^ 

1.888 213 43x 10-^3 

-1.590 859 41 x 10'^^ 
8.230 278 80x 10-2° 
■-2.341 819 44x 10-23 
2.797 862 60xl0'22 
0.02®C to -0.02’^C 



1.291509 
1.466 298 
-1.534 713 
3.145 945 
-4.163 257 
3.187 963 
-1.291 637 
2.183 475 
-1.447 379 
8.211272 
0.0PCto 



199 X 10^ 
863 X lO'i 
402 X 10-3 
973 X 10'^ 
839 X 10-^3 
771 X 10-^2 
500 X 10-21 
087 X 10-2^ 
511 X 10-31 
125 X 10-36 
•O.OPC 



t90 ” Cq + CjE + C2E2 + C3E3 ... c^eI 
where: 190 is the calculated temperature in ®C. 
E is the measured voltage in microvolts. 



-8.087 801 117x 10' 
1.621 573 104x 10'^ 
-8.536 869 453 x IQ-^ 
4.719 686 976x 10'^° 
-1.441693 666x 10-^^ 
2.081 618 890 X 10'^^ 



5.333 875 126xl0‘' 
-1.235 892 298x 10^ 
1.092 657 613 X 10'- 
-4.265 693 686 x IQ-^ 
6.247 205 420 x 10'^ 



0.0002T to -0.0002^C 0.002°C to -0.002°C 
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Table F-8 

Type T inverse function polynomial 





-200X to 0°C 
(-5,603jiV to OpV) 


0°C to 400“C 
(OpV to 20,872pV) 


Cq = 

Ci = 

C2 = 

C3 = 
C4 = 

C5 = 
C6 = 
c? = 
Error: 


0.0 

2.594 919 2 X 10*2 
-2.131696 7x 10''^ 
7.901869 2x 10'^° 
4.252 777 7x 10'^^ 
1.330447 3x 10'^^ 
2.024 144 6 X 10'^° 
1.266 817 1 x 10'^“^ 
0.04°C to -0.02“C 


0.0 

2.592 800x 10-2 
-7.602 961x10''^ 
4.637 791x10'^^ 
-2.165 394x10'^^ 
6.048 144 X 10'2° 
-7.293 422 x lO'^^ 

0.03®C to -0.03°C 


t90 = Cq + C]E + C2E^ + C3E^ ... CjE^ 
where: is the calculated temperature in “C. 

E is the measured voltage in microvolts. 



Thermistor equation 

Temperature (in Kelvin) is calculated using the Steinhart-Hart equation as follows: 



^ A + (BinR) + [C(lnR)^] 

where: is the calculated temperature in Kelvin. 

InR is the natural log of the measured resistance of the thermistor. 

A, B, and C are the curve fitting constants. The constants for the three thermistor 
types used by the Model 2700 are listed in Table F-9. 



Table F-9 

Model 2700 curve fitting constants for thermistors 



Constant 



2252a at 25°C 
(Series 44004) 



50000 at 25°C 
(Series 44007) 



lOkO at 25“C 
(Series 44006) 



A 

B 

C 



0.0014733 

0.0002372 

1.074e-7 



0.001288 

0.0002356 

9.557e-8 



0.0010295 

0.0002391 

1.568e-7 
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Selecting a thermistor — The thermistor manufacturers specified curve fitting values (A, 
B, and C) may not be exactly the same as the ones used by the Model 2700. If they are not 
exactly the same, perform the following steps to select a thermistor to use with the 
Model 2700: 

NOTE The specified thermistor temperature measurement accuracy of the Model 2700 
(see Appendix A) is based on the curve fitting constants listed in Table F-9. If the 
thermistor manufacturer's curve fitting constants are not exactly the same as the 
ones listed in Table F-9, accuracy will be affected. 

1 . Choose the thermistor type to be used; 22520, 5Ul, or 1 OkO. 

2. Compare the A, B, and C constants from the thermistor manufacturer with those 
used by the Model 2700 (see Table F-9). 

3. Select a thermistor that closely matches the A, B, and C constants in Ihble F-9. 

4. Analyze the diiferences between the two sets of curve fitting constants to deter- 
mine the affect on measurement accuracy. 

Converting K to °C — The temperature in Kelvin can be converted to ®C as follows: 

T=c = Tk-273.15 

where: T^^ is the temperature in °C. 

Tk is the calculated Kelvin temperature. 

Example — Calculate the temperature for a Series 44007 thermistor that measures 5kQ 

(R): 

InR = in(5000) 8.5172 
A= 0.001288 
B = 0.0002356 
C = 9.557e-8 

Tk =l/{A + (BInR) + [(C)(lnR)3]) 

= 1 / (0.001288 + [(0.0002356)(8.5172)] + [(9.557e-8)(8.5172^)]} 

= 1 / (0.001288 -f 0.002007 + 0.000059) 

= 1/0.003354 
= 298.15 

T=c =Tk- 273.15 
= 298.15 -273.15 
= 25°C 



RTD equation 



The temperature vs. resistance readings listed in the RTD reference tables are calculated 
using the Caliendar-Van Dusen equation: 



Temperature Equations 



F-8 Temperature Equations 
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Rrid = Ro [1 + at + BT2 + CT^(T-IOO)] 

where: Rrtd the calculated resistance of the RTD 
Rq is the known RTD resistance at 0°C 
T is the temperature in °C 

A = alpha [1 + (delta/100)] 

B = -1 (alpha)(deita)(le'4) 

C = '1 (alpha)(beta)(le-8) 

The alpha, beta, and delta values are listed in Table F-10. 



Table F-10 

RTD parameters 



Type 


Standard 


Alpha 


Beta 


Delta 


1 Q at 0®C 


PTIOO 


rrs-90 


0.003850 


0.10863 


1.49990 


lOon 


DlOO 


ITS-90 


0.003920 


0.10630 


1.49710 


looa 


FIOG 


ITS-90 


0.003900 


0.11000 


1.49589 


looa 


PT385 


IPTS-68 


0.003850 


0.11100 


1.50700 


looa 


PT3916 


IPTS-68 


0.003916 


0.11600 


1.50594 


looa 



Example ~ Calculate the resistance of a PTIOO RTD at 100°C (T). The following Rq (H 
at 0"C), alpha, beta, and delta values ^e used for the PTIOO RTD CTable F-10): 

T = lOOX 

Ro(aatox) = iooa 
alpha = 0.003850 
beta = 0.10863 
delta = 1.49990 

Using the above alpha, beta, and delta values, A, B, and C axe calculated as follows: 

A =0.00385 [14- (1.4999/100)] 

= 0.00385 (1.014999) 

= 0.00391 

B = -1 (0.00385)(1.4999)(le-4) 

= -l(0.00577)(ie-4) 

= -5.77e-7 

C = -1 (0.00385)(0.10863) (le-8) 

= -l (0.000418)(le-8) 

= -4.18e-12 

The resistance of the RTD at 100“C (Rioo) is then calculated as follows: 

Rioo = Ro 11 + AT + BT^ + CT^d-lOO)] 

= 100 { 1 + [(0.00391X100)] + [(-5.77e-7)(100’)]+ [(-4.18e-12)(10CPX100-100)]) 
= 100 [1 +0.391 + (-0.006) + 0] 

= 100(1.385) 

= 138.50 



'm 



i 

Q 






< 

< 









Bus Overview 



IEEE-488 Bus Overview 



Model 2700 Multimeter/Switch System User's Manual 



The IEEE'488 bus is a communication system between two or more electronic devices. A 
device can be either an instrument or a computer. When a computer is used on the bus, it 
serves as a supervisor of the communication exchange between all the devices and is 
known as the controller. Supervision by the controller consists of determining which 
device will t?»lk and which device will listen. As a talker, a device will output information 
and, as a listener, a device will receive information. To simplify the task of keeping track 
of the devices, a unique address number is assigned to each. 

On the bus, only one device can talk at a time and is addressed to talk by the conholler. 
The device that is talking is known as the active talker. The devices that need to listen to 
the talker are addressed to listen by the controller. Each listener is then referred to as an 
active listener. Devices that do not need to listen are instructed to unlisten. The reason for 
the unlisten instruction is to optimize the speed of bus information transfer since the ta^k 
of listening lakes up bus time. 

Through the use of control lines, a handshake sequence takes place in the transfer process 
of information from a talker to a Ustener. This handshake sequence helps ensure the credi- 
bility of the information transfer. The basic handshake sequence between an active con- 
troller (talker) and a hstener is as follows: 

1. The listener indicates that it is ready to listen. 

2. The talker places the byte of data on the bus and indicates that the data is available 
to the listener. 

3. The listener, aware that the data is available, accepts the data and then indicates 
that the data has been accepted. 

4. The talker, aware that the data has been accepted, stops sending data and indicates 
that data is not being sent. 

5. The listener, aware that there is no data on the bus, indicates that it is ready for the 
next byte of data. 



Bus description 



The IEEE-488 bus, which is also referred to as the GPIB (General Purpose Interface Bus), 
was designed as a parallel transfer medium to optimize data transfer without using an 
excessive number of bus lines. In keeping with this goal, the bus has only eight data lines 
that are used for both data and with most commands. Five bus management lines and three 
handshake hnes round out the complement of bus signal lines. 

A typical setup for controlled operation is shown in Figure G-1. Generally, a system will 
contain one controller and a number of other instruments to which the commands are 
given. Device operation is categorized into three operators: controller, talker, and listener. 
The controller controls the instruments on the bus. The talker sends data while a Ustener 
receives data. Depending on the type of instrument, any particular device can be a talker 
only, a Ustener only, or both a talker and Ustener. . 





Figure G-1 

IEEB’488 bus configuration 
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There are two categories of controllers: system controller and basic controller. Both are 
able to control other instruments, but only the system controller has the absolute authority 
in the system. In a system with more than one controller, only one controller may be active 
at any given time. Certain protocol is used to pass control from one controller to another. 

The IEEE-488 bus is limited to 15 devices, including the controller. Thus, any number of 
talkers and listeners up to that limit may be present on the bus at one time. Although sev- 
eral devices may be commanded to listen simultaneously, the bus can have only one active 
talker, or communications would be scrambled. 

A device is placed in the talk or listen state by sending an appropriate talk or listen com- 
mand. These talk and listen commands are derived from an instrument’s primary address. 
The primary address may have any value between 0 and 31, and is generally set by rear 
panel DIP switches or programmed in from the front panel of the instrument. The actual 
listen address value sent out over the bus is obtained by ORing the primary address with 
$20. For example, if the primary address is $16, the actual listen address is $36 ($36 = $16 
■f $20). In a similar manner, the talk address is obtained by ORing the primary address 
with $40. With the present example, the talk address derived from a primary address of 
$16 would be $56 ($56 = $16 $40). 

The IEEE-488 standards also include another addressing mode called secondary address- 
ing. Secondary addresses lie in the range of $60-$7F. Note, however, that many devices, 
including the Model 2700, do not use secondary addressing. 

Once a device is addressed to talk or listen, the appropriate bus transactions take place. For 
example, if the instrument is addressed to talk, it places its data string on the bus one byte 
at a time. The controller reads the information, and the appropriate software can be used to 
direct the information to the desired location. 



The signal lines on the IEEE-488 bus are grouped into three different categories: data 
lines, management lines, and handshake hnes. The data lines handle bus data and com- 
mands, while the management and handshake lines ensure that proper data transfer and 
operation takes place. Each bus line is active low, with approximately zero volts represent- 
ing a logic 1 (true). The following paragraphs describe the operation of these lines. 



Data lines 



The IEEE-488 bus uses eight data lines that transfer data one byte at a time. DIOl (Data 
Input/Output) through D108 (Data Input/Output) are the eight data lines used to transmit 
both data and multiline commands and are bi-directional. The data lines operate with low 
true logic. 
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•tte five bus management lines help to ensure proper interface control and management. 
These lines are used to send the uniliiie coinniands. 

ATN (Attention) - The ATN state deteimines how information on the data bus is to be 
interpreted. 

IFC (Interface Clear) - The IFC line controls clearing of instruments from the bus. 

REN (Remote Enable) -The REN line is used to place the instrument on the bus m the 
remote mode. 

EOI (End or Identify) - The EOI line is used to mark the end of a multi-byte data trans- 
fer sequence. 

SRQ (Service Request) - The SRQ line is used by devices when they require service 

from the controller. 

Handshake lines 

The bus handshake lines operate in an interlocked sequence This meted ensmesr^^^^^ 
tea nLmission regardless of the transfer rate. GeneraHy, data nansfer wdl occur at a 
rale determined by the slowest active device on the bus. 

One of the three handshake lines is controUed by the source (the talker sending informa- 

e-ainin g two lines are conhoUed by accepting devices (te listener or hs- 
teners receiving the mforraation). The three handshake lines are. 

D AV (DATA VALID) — The source controls the state of the DAV line to indicate to any 
listening devices whether or not data bus information is vaUd. 

ktRfD (Not Ready For Data) — The acceptor controls the state of NRFD. It is used to 
device to hold off L byte transfer sequence until the accepting 

device is ready. 

NDAC (Not Data Accepted) - NDAC is also conttoUed by the accepting de«ce The 

state of NDACteUs the source whether or not the device has accepted the da y . 

The complete handshake sequence for one data byte is shown in Kpre G-2 |iata is 

placed on the data Unes, te source checks to see that NRFD is high, mteating that 
Live devices are ready. At te same time, NDAC should be •“"'.f 
transfer. If these conditions are not met. the source mast wan untd NDAC have 

the correct status. If te source is a controller, NRFD and NDAC must be stable for at least 
iOOns after ATN is set true. Because of the possibility of a bus hang up, many ° 
have time-out routines that display messages in case the transfer sequence stops for y 

reason. 
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Once all NDAC and NKFD are properly set, the source sets DAV low, indicating to accept- 
ing devices that the byte on the data lines is now valid. NRFD will then go low, and NDAC 
will go high once all devices have accepted the data. Each device will release NDAC at its 
own rate, but NDAC will not be released to go high until all devices have accepted the data 
byte. 

The previous sequence is used to transfer both data, talk, and listen addresses, as well as 
multiline commands. The state of the ATN line determines whether the data bus contains 
data, addresses, or commands as described in the following paragraphs. 



Figure C-2 

IEEE‘488 handshake sequence 




Source 




All Ready Acceptor 




All Ready 



NDAC. 



j Acceptor 



The instrument may be given a number of special bus commands through the IEEE-488 
interface. The following paragraphs briefly describe the purpose of the bus commands 
which are grouped into the following four categories: 

1. Uniline commands — Sent by setting the associated bus lines true. For example, 
to assert REN (Remote Enable), the REN line would be set low (true). 

2. Multiline commands — General bus commands which are sent over the data lines 
with the ATN line true Qow). 

3. Common commands — Commands that are common to all devices on the bus; 
sent with ATN high (false). 

4. SCPI commands — Commands that are particular to each device on the bus; sent 
with ATN (false). 

These bus commands and their general purpose are summarized m Table G-1. 
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Table G-1 

IEEE'488 bus command summary 



Command type 


Command 


State of 
ATN line 


Comments 


Uniline - 


rEN (Remote Enable) 
EOI 

IFC (Interface Clear) 
ATO (Attention) 

SRQ 


X 

X 

X 

Low 

X 


Set up devices for remote operation. 
Marks end of transmission. 

Clears interface. 

Defines data bus contents. 
Controlled by external device. 


Multiline 

Universal 


LLO (Local Lockout) 
DCL (Device Clear) 

SPE (Serial Enable) 

SPD (Serial Poll Disable) 


Low 

Low 

Low 

Low 


Locks out local operation. 

Returns device to default conditions. 
Enables serial polling. 

Disables serial polling. 


Addressed 


SDC (Selective Device Clear) 
GTL (Go To Local) 


Low 

Low 


Returns unit to default conditions. 
Returns device to local. 


Unaddressed 


UNL (Unlisten) 
UNT (Untalk) 


Low 

Low 


Removes aU listeners from the bus. 
Removes any talkers from the bus. 


Common 

SCPI 


— 


High 

High 


Programs IEEE-488.2 compatible instru- 
ments for common operations. 

Programs SCPI-compatible instruments for 
particular operations. 
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ATN, IFC, and REN are asserted only by the controller. SRQ is asserted by an external 
device. EOI may be asserted either by the controller or other devices depending on the 
direction of data transfer. The following is a description of each command. Each command 
is sent by setting the corresponding bus line true. 

REN (Remote Enable) — REN is sent to set up instruments on the bus for remote opera- 
tion. When REN is true, devices will be removed from the local mode. Depending on 
device configuration, all front panel controls except the LOCAL button (if the device is so 
equipped) may be locked out when REN is true. Generally, REN should be sent before 
attempting to program instruments over the bus. 

EOI (End or Identify) — EOI is used to positively identify the last byte in a multi-byte 
transfer sequence, thus allowing data words of various lengths to be transmitted easily. 

IFC (Interface Clear) — IFC is used to clear the interface and return all devices to the 
talker and listener idle states. 

ATN (Attention) — The controller sends ATN while transmitting addresses or multiline 
commands. 

SRQ (Service Request) — SRQ is asserted by a device when it requires service from a 
controller. 



Universal multiline commands 

Universal commands are those multiline commands that require no addressing. All devices 
equipped to implement such commands will do so simultaneously when the commands 
are transmitted. As with all multiline commands, these commands are transmitted with 
ATN true. 

LLO (Local Lockout) — LLO is sent to the instrument to lock out the LOCAL key and all 
their front panel controls. 

DCL (Device Clear) — DCL is used to return instruments to some default state. Instru- 
ments usually return to their power-up conditions. 

SPE (Serial Poll Enable) — SPE is the first step in the serial polling sequence which is 
used to determine which device has requested service. 

SPD (Serial Poll Disable) — SPD is used by the controller to remove all devices on the 
bus from the serial poll mode and is generally the last command in the serial polling 
sequence. 




.Addressed commands are multiline commands that must be preceded by te device listen 
fHdress before that instrument will respond to the command in question. Note that oidy 
the addressed device will respond to these commands. Both the commands and the address 
' preceding it are sent with ATN true. 

SDC fSeiective Device Clear) ^ The SDC command performs essentially the same 
function as the DCL command except that only the addressed device responds. Ge^rally, 
instruments return to their power-up default conditions when responding to the SDC 

command. 

GTL (Go To Local) — The GTL command is used to remove instruments from the 
remote mode. With some instruments, GTL also unlocks front panel controls if they were 
previously locked out with the LLO command. 

GET (Group Execute Trigger) — The GET command is used to trigger devices to per- 
form a specific action that depends on device configuration (for example, take a reading). 
Although GET is an addressed command, many devices respond to GET without 
addressing. 




Address commands 

Addressed commands include two primary command groups and a secondary address 
group. ATN is true when these commands are asserted. The commands include: 

LAG (Listen Address Group) — These listen commands are derived from an instru- 
ment’s primary address and are used to address devices to listen. The actual command 
byte is obtained by ORing the primary address with $20. 

TAG (Talk Address Group) — The talk commands are derived from the primary address 
by ORing the address with $40. Talk commands are used to address devices to talk. 

SCG (Secondary Command Group) — Commands in this group provide additional 
addressing capabilities. Many devices (including the Model 2700) do not use these 
commands. 

Unaddress commands 

The two unaddress commands are used by the controller to remove any talkers or listeners 
from the bus. ATN is tme when these commands are asserted. 

UNL (Unlisten) — Listeners are placed in the listener idle state by the UNL command. 

UNT (Untalk) — Any previously commanded talkers will be placed in the talker idle 

state by the UNT command. 
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Common commands are commands that are common to all devices on the bus. These com- 
mands are designated and defined by the IffiE-488.2 standard. 

Generally, these commands are sent as one or more ASCII characters that tell the device to 
perform a common operation, such as reset. The IEEE-488 bus treats these commands as 
data in that ATN is false when the commands are transmitted. 

SCPi commands 

SCPI commands are commands that are particular to each device on the bus. These com- 
mands are designated by the instrument manufacturer and are based on the instrument 
model defined by the Standard Commands for Programmable Instruments (SCPI) Consor- 
tium’s SCPI standard. 

Generally, these commands are sent as one or more ASCII characters that tell the device to 
perform a particular operation, such as setting a range or dosing a relay. The IEEE-488 
bus treats these commands as data in that ATN is false when the commands are 
transmitted. 



Command codes 

Command codes for the various commands that use the data lines are summarized in - 
Figure G-3. Hexadecimal and the decimal values for the various commands are listed in 
Table G-2. 



Table C-2 

Hexadecimal and decimal command codes 



Command 


Hex value 


Decimt 


GTL 


01 


1 


SDC 


04 


4 


GET 


08 


8 


LLO 


a 


17 


DCL 


14 


20 


SPE 


18 


24 


SPD 


19 


25 


LAG 


20-3F 




TAG 


40-5F 




SCG 


60-7F 


96-127 


UNL 


3F 


63 


UNT 


5F 


95 



) 
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Figure C-3 

Command codes 
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For the various multiline commands, a specific bus sequence must take place to properly 
send the command. In particular, the correct listen address must be sent to the instrument 
before it will respond to addressed commands. Thble G-3 lists a typical bus sequence for 
sending the addressed multiline commands. In this instance, the SDC command is being 
sent to the instrument. UNL is generally sent as part of the sequence to ensure that no 
other active listeners are present. Note that ATN is true for both the listen command and 
the SDC command byte itself. 

Table G-3 

Typical addressed command sequence 



Step 


Command 


ATN state 


Data bus 


ASCn 


Hex 


Decimal 


1 


UNL 


Set low 


0 


3F 


63 


2 


LAG* 


Stays low 


> 


36 


54 


3 


SDC 


Stays low 


EOT 


04 


4 


4 




Returns high 









^Assumes primaxy address = 16. 



Table G-4 gives a typical common command sequence. In this instance, ATN is true while 
the instrument is being addressed, but it is set high while sending the common command 
string. 

Table G-4 

Typical addressed command sequence 



Step 


Command 


ATN state 


1 


UNL 


Set low 


2 


LAG* 


Stays low 


3 


Data 


Set high 


4 


Data 


Stays high 


5 


Data 


Stays high 


6 


Data 


Stays high 



Ascn 



Data bus 

Hex Decimal 



"■Assumes primary address * 16, 





command groups supported by “el 27W^e Us^ in Table G-5. Common com- 
mands and SCPI commands are not mcluded m this list. 

Table C-5 

IEEE command groups 



[^^^NDsiAii^OMMAND OTOUP 



NDAC = NOT DATA ACCEPTED 
NRFD = NOT READY FOR DATA 
DAV = DATA VALID 



UNIVERSAL COMMAND GROUP 



|aTN = ATTENTION 
DCL = DEVICE CLEAR 
IFC = INTERFACE CLEAR 
REN = REMOTE ENABLE 
SPD = SERIAL POLL DISABLE 
I SPE = SERIAL POLL ENABLE 



ADDRESS COMMAND GROUP 




LISTEN 



TALK 



I lag = LISTEN ADDRESS GROUP 
MLA = MY listen ADDRESS 
UNL = UNLISTEN 
TAG = TALK ADDRESS GROUT 
MTA = MY TALK ADDRESS 
UNT = UNTALK 
OTA = OTHER TALK ADDRESS 



ADDRESSED COMMAND GROUP 



ACG = ADDRESSED COMMAND GROUP 

GTL = G0 TO LOCAL 

SDC = SELECTIVE DEVICE CLEAR 



STATUS COMMAND GROUP 



RQS = REQUEST SERVICE 
SRQ = SERIAL POLL REQUEST 
STB = STATUS BYTE 
EOI^END 
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The interface function codes, which are part of the IEEE-488 standards, define an instru- 
ment’s ability to support various interface functions and should not be confused with pro- 
gramming commands found elsewhere in this manual. The interface function codes for the 
Model 2700 are listed in Table G-6. 



Table C-6 

Model 2700 interface function codes 



Interface function 



, Source Handshake capability. 

Acceptor Handshake capability. 

Talker (basic talker, talk-only, serial poll, unaddressed to talk on LAG). 
Listener (basic listener, imaddressed to listen on TAG). 

Service Request capability. 

Reraote/Local capability. 

No Parallel Poll capability. 

Device Clear capability. 

Device Trigger capability. 

No Controller capability. 

Open collector bus drivers. 

No Extended Talker capability. 

No Extended Listener capability. 



'Ihe codes define Model 2700 capabilities as follows: 

SH (Source Handshake Function) ~~ SHI defines the ability of the instrument to initiate 
the transfer of message/dala over the data bus. 

AH (Acceptor Handshake Function) — AHl defines the ability of the instrument to 
guarantee proper reception of message/data transmitted over the data bus. 

T (Talker Function) — The ability of the instrument to send data over the bus to other 
devices is provided by the T function. Instrument talker capabilities (T5) exist only after 
the instrument has been addressed to talk. 

L (Listener Function) — The ability for the instrument to receive device-dependent data 
over the bus from other devices is provided by the L function. Listener capabilities (L4) of 
the instrument exist only after it has been addressed to listen. 

SR (Service Request Function) — SRI defines the ability of the instrument to request 
service from the controller, 



RL (Remote-Local Function) 
the remote or local modes. 



• RLl defines the ability of the instrument to be placed in 














PP (Parallel Poll Function) — The instniment does not have parallel polling capabilities 
(PPO). 

DC (Device Clear Function) - DCI defines the ability of the instrument to be cleared 

(initialized). 

DT (Device Trigger Function) — DTI defines the ability of the Model 2700 to have read- 
ings triggered. 

C (Controller Function) — The instrument does not have controUer capabilities (CO). 
TE (Extended Talker Function) — The instrument does not have extended talker capa- 
bilities (TEO). 

LE (Extended Listener Function) — The instrument does not have extended listener 
capabilities (LEO). 

B (Bus Driver Type) — The instrument has open-collector bus drivers (El). 
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Basic operation 5-16 
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Conneaors 

DIGITAL I/O 1-12 
IEEE-488 1-12, 10-5 
RS-232 interface 1-12, 10-21 
TRIG LINK i-12 
Contact information 1-2 . 

Continuity connections 3-36 







Continuity testing 3-36 
Connections 3-36 

Front panel input 3-36 
Model 77(K) switching module 3-36 
Procedure 3-37 
Control sources 7-7 

External trigger 7-8 
Immediate 7-8 
Timer 7-8 
•Crest factor 3-12 

Limitations 3-12 

Current measurements (DCI and ACI) 3-14 

AMPS fuse replacement (front panel 
amps input) 3-16 
Amps measurement procedure 3-15 
Connections 3-14 

Front panel inputs 3-14 

Model 7700 switching module 3-15 



Dataflow D-7 
dB 5-19 

Commands 5-20 
Configuration 5-19 
Programming examples 5-21 
Remote programming 5-20 
Scanning 5-20 
DCI and ACI connections 

Using front panel inputs 3-14 
Using Model 7700 switching 
module 3-15 

DCV and ACV connections 

Using front panel inputs 3-9 
Using Model 7700 switching 
module 3-10 
DCV input divider 10-3 
Default settings 1-19, 1-21 
Delay 7-8, 8-3 

Auto delay settings 8-4 
Manual 7-8 

Ratio and channel average 5-18 
Ratio/Chan Average 7-9 
Setting 7-18 

Timer Delay for STEP and SCAN 7-22 
eyice Wtion 7-9, 8-5 



Digital outputs 9-6 
Commands 9-13 
Logic sense 9-7 
Master limit latch 9-7 
Programming example 9-15 
Pulse option 9-7 
Remote programming 9-13 
Scanning 9-12 
Setting 9-11 

Sink mode, controlling external 
devices 9*8 

Digits 4-5 

Commands 4-6 
Programming examples 4-7 
Remote programming 4-6 
Scanning 4-5 
Setting 4-6 
D^paly 

Commands 

DISPlay:ENABle 1-18 
DISPlay;TEXT:DATA 1-18 
DISPlay.TEXT-.STATe 1-18 
Display 1-17 

Annunciators 1-11 
Commands 1-17 
Programming example 1-18 
Remote programming 1-17 
DMM measurements 1-26 
Dual independent multiplexers 2-20 
Dual multiplexer application 2-21 
DUT test system 8-9 



Error messages C-1 
Examples 

Basic measurement programming . 
examples 3-44 

Buffer programming example 6-14 
dB programming examples 5-21 
Default and user setups programming 
example 1-24 

Digits programming examples 4-7 
Display programming example 1-18 
External triggering 8-9 
Filter 4-15 

Filter programming examples 4-20 
Hold 8-6 

Limits and digital outputs programming 
example 9-15 
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Math programming examples 5-14 
Multiple channel remote programming 
example 2-17 

Program and read register set 

program m in g example 11-18 
Range programming examples 4-5 
Rate and bandwidth programming 
examples 4-12 

Ratio and channel average programming 
examples 5-19 
Read error queue 11-20 
Rel programming examples 5-6 
Scanning 7-32 

Scanning programming example 7-32 
Serial poll programming example 11-9 
Set MSS (B6) when error occurs 11-9 
Sytem channel remote programming 
example 2-13 

Triggering programming example 8-18 
External triggering 8-7 
Example 8-9 

With BNC connections 8-12 



Features 

Model 2700 1-5 
Filter 4-13 

*RST disables filter 4-16 
*RST disables filter state to off 4-19 
Characteristics 4-13 
Commands 4-18 
Control and configuration 4-16 
Count 4-13 
Example 4-15 
FUter/channei 4-17 
Moving and repeating 4-15 
Programming examples 4-20 
Remote programming 4-18 
Scanning 4-17 
Type 4-14 
Window 4-14 
FILTER key 4-16 
FORMat commands 14-2 

FORMat;BORDer <name> 14-6 
FORMatrELEMents <itero list> 14-5 
FORMat[:DATA] 

<type>L<Iength>] 14-2 
Summary 15-6 

FREQ and PERIOD connections for front panel 
inputs 3-34 



Frequency and period measurements 3-33 
Connections 3-34 

Front panel input 3-34 
Model 7700 switching module 3-34 
Gate lime 3-33 
Procedure 3-35 
Trigger level 3-33 
Front panel 

Buffer 6-2 
Inputs 1-11, 1-26 
Summary 1-8 
Trigger model 8-2 

Fuse 

Ratings 1-15 
Replacing MS 



Gate time 3-33 
General bus commands 10-8 
DCL (device clear) 10-9 
GET (group execute trigger) 10-9 
GTL (go to local) 10-9 
IFC (interface clear) 10-8 
LLO (local lockout) 10-9 
REN (remote enable) 10-8 
SDC (selective device clear) 10-9 
SPE, SPD (serial polling) 10-9 
General information 1-2 
Getting started 1-1 
GPIB 

Configuration G-3 
Connections 10-5 
Description G-2 
Front panel 10-10 
Overview G-1 
Selecting 10-4 
Setup 10-4 
Standards 10-4 
Status indicators 10-10 
Ground loops E-7 



High energy circuit safety precautions 3-3 
Hold 



Example 8-6 

Reading 8-6 










Limits 9-2 

Basic operation 9-4 
Beeper settings 9-4 
Commands 9-i3 
Default 9-2 
Enabiing/disabling 9-4 
Programming example 9-15 
Remote programming 9-13 
Scanning 9-4 
Setting 9-4 

Line cycle synchronization see LSYNC 
Line frequency 1-14 
Line power connection 1-13 
Line voltage 

Setting I- 15 
LOCALkey 10-11 
Low level considerations 3-12 
AC voltage offset 3-13 
Shielding 3-12 
Thermal EMFs 3-13 
LSYNC 3-5 



Idle 7-7. 8-2. 8-13 
IEEE G-3 

IffiE command groups G-13 
IEEE-488 

Bus configuration G-3 
Bus overview G-1 
Connector 1-12, 10-5 

IEEE-488.2 common corantands see Common 
commands 

IEEE-754 single precision format 14-3 
Inputs 

Front panel 1-11, 1-26 
INPUTS switch 1-11 
Inspection 1-3 

Interface function codes G-I4 
AH (Acceptor Handshake 
Function) G-i4 
C (Controller Function) G-15 
DC (Device Clear Function) G-15 
DT (Device Trigger Function) G-15 
E (Bus Driver Type) G-15 
L (Listener Function) G-14 
LE (Extended Listener Function) G-15 
PP (Parallel Poll Function) G-15 
RL (Remote-Local Function) G-14 
SH (Source Handshake Function) G-14 
SR (Service Request Function) G-14 
T (Talker Function) G-14 
TE (Extended Talker Function) G-15 



Magnetic fields E-6 
Manual ranging 4-3, 4-4 
Math 5-7 

Basic operation 5-11 
Commands 5-12 
mX+b 5-8 
Percent 5-9 
Percent reference 5-13 
Programming examples 5-14 
Reciprocal (1/X) 5-10 
Remote programming 5-12 
Scanning 5-11 
Setting mX-t-b units 5-13 
Math commands 

Reading math result 5-13 
Measurement event status 11-15 
Measurements 
Basic 3-38 
Capabilities 3-2 
Considerations E-1 

Current see Current measurements {DCI 
andACl) 

Frequency and period see Frequency and 
period measurements 



Johnson noise equation E-5 



Keyclick 1-16 

Remote programming 1-17 
Key-press codes 14-8 



CLOSE 2-10, 2-15 
FILTER 4-16 
Function 1-9 
LOCAL 10-11 
OPEN 2-11, 2-15 
Operation. 1-9 
Range 1-10 
RATE 4-7 
Special 1-9 



One-shot mode 13-6 
, Ranges 4-2 

Resitance see Resistance measurements 
(Q2andQ4) 3-16 
Setting speed 4-9 
TemperMure see Temperature 
measurements 

Voltage see Voltage measurements (DCV 
andACV) 3-8 

Menus 

CARD 2-25 

Message exchange protocol 10-17 
Messages 

Program 10-15 
Response 10-17 
Status and error C-1 
Meier loading E-10 
Minimizing source resistance noise E-5 
Model 7700 

fl2-Wire and Thermistor connections B-8 
04-Wire and RTD connections B-9 
Connection Guide B-1 
Connection Log B-10 
Current connections (AC or DC) B-9 
Module instailation 2-3 
Schematic diagram 2-30 
Screw terminal channel designations B-6 
Simplified schematic B-3 
simplified schematic 2-31 
Switching module 2-29, 3-8 
Ratio and channel average 
calculations 3-10 
Thermocouple connections B-8 
Typical connections B-7 
Voltage connections (DC or AC) B-10 
Wire dressing B-7 
Wiring procedure B-6 
Monitor channel 7-18 
Monitor scan example 7-36 
Multiple channels 

Control commands 2-16 
Controlling 2-14 
Operation 2-13 

Anomalies 2-18 
mX+b (math ftinction) 5-8 
Configuration 5-8 
Rel 5-9 

Setting units 5-13 



Noise 

Johnson noise equation E-5 
Lowest settings 4-7 
Source resistance E-5 
vs. speed characteristics 4-7 
NPLC setting 4-9 



Offset -compensated ohms 3-20 
Enabling/disabling 3-21 
Perfonning measurements 3-21 
OPEN key 2-11, 2-15 
Open thermocouple detector 5*14 
OPEN/ 

ALL 2-li 
OPEN; ALL 2-15 
OPEN; MULTI 2-15 
Operation event status 11-13 
Options 1-3 

Output trigger 7-10, 8-5 



Paired channels 

see 4-wire ftmctions 
Percent (math function) 5-9 
Configuration 5-9 
Reference 5-13 

Performance considerations 3-4 
Plug-in switching modules 1-3, 1-6 
Power module 1-12, 1-14 
Power switch 1-9 
Power-up 1-13 

Sequence 1-16 
Primary address 
Setdng 10-4 

Program message terminator (PMT) 10-16 
Program messages 10-15 
Programming syntax 10-11 
Pseudocards 1-8, 2-5, 10-2 



Questionable event status 1M6 
Queues 11-2, 11-19 
Clearing 11-4 
Error queue 11-19 
Output queue M-19 
Quick start 1-1 
Exercises 1-25 



Rack mount kits 1-5 

Radio frequency interference E-6 

Range 4-2 

Autoranging 4-3, 4-4 
Commands 4-3 
Keys 1-iO 

Manual ranging 4-3, 4-4 
Measurement 4-2 
Programming examples 4-5 
Remote programming 4-3 
Scanning 4-3 

Range, Digits, Rate, Bandwidth, and Filter 4-1 

Rate 4-7 

Aperture 4-1 i 
Bandwidth 4-11 
Bandwidth conflict error 4-12 
Commands 4-10 
Programming examples 4-12 
Remote programming 4-10 
Scanning 4-9 
Settings 4-8 
rate key 4-7 
Ratio 5-15 

Basic operation 5-16 
hannel pairing 5-15 
Commands 5-18 
DCV 5-16 
Delay 5-18 

Enabling/disabling 5-18 
Programming examples 5-19 
Remote programming 5-18 
Scanning 5-17 
Ratio and channel average 
delay 5-18 
Reading count 7-9 
Readings 

Maximum 4-2 
Recall while storing 6-11 
Recalling 6-6 
Storing 6-5 
Rear pane! 

Summary 1-12 

procal (1/X) (math function) 5-10 
Configuration 5-10 
rence junctions 3-23 
External 3-24 
internal 3-23 
Siriiuiated 3-23 
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Bit descriptions 11-11 
Clearing 11-4 
Condition 11-17 
Event 11-17 
Event enable 11-18 
Measurement event 11-14 
Operation event 11-13 
Programming enable registers 11-5 
Questionable event 11-16 
Reading 11-6 

Service request enable 11-8 
Standard event 11-11 
Status byte and SRQ see Status byte and 
service request (SRQ) 

Status byte register 11-7 
Status register seM 11-2, 11-11 
Relative 5-2 

Basic operation 5-2 
commands 5-4 

Pressing REL using rel commands 5-6 
Programming examples 5-6 
Remote programming 5-4 
Scanning 5-3 
Setting rel values 5-6 

Relative, Math, Ratio, Channel Average, and 
dB 5-1 

Remote operations lO-l 
Enhancements 10-2 
Remote programing 

Limits and digital output 9-13 
Remote programming 

Autozero and LSYNC 3-6 
Basic measurements 3-38 
Buffer 6-8 
dB 5-20 

Default and user setups 1-24 

Digits 4-6 

Display 1-17 

Filter 4-18 

Information 1-25 

Math 5-12 

Multiple channel control commands 2-16 
Range 4-3 

Rate and bandwidth 4-10 
Ratio and channel average 5-18 
Rel 5-4 
Scanning 7-25 

System channel control commands 2-1 1 
Trigger and return readings 1-34 

Triggering 8-13 

















Resistance measurements (H2 and lC!i4) 3-16 
Connections 3-17 

Cable leakage 3-19 
Front panel inputs 3-17 
Model 7700 switching module 3-18 
Shielding 3-19 

Offset-compensated ohms 3-20 
Resistors 

Sorting 9-16 

Response messages 10-17 
Multiple 10-47 
Sending 10-17 
Terminator (RMT) 10-17 
RS-232 

Connections 10-21 
Connector 1-12 
RS-232 interface 

Baud rate 10-18 
Connector 10-21 
Operation 10-18 
Selecting and configuring 10-20 
" Sending and receiving data 10-18 

. - Signal handshaking (flow control) 10-19 
Terminator 10-19 
RTD equation F-7 



Safety precautions 

High energy circuits 3-3 
Safety symbols and terms 1 -2 
SCAN 7-17 

Operation overview 7-7 

Scan 

Advanced 7-15 
Commands 7-27 
Scanning 5-17, 7-1 
Advanced 7-15 

Advanced scan setup procedure 7-16 
Allowed settings per channel 7-2 
Auto scan 7-21 

Automatic scan list configuration 7-20 

Basic scan 7-22 

Buffer 7-22 

Configuration 7-11 

dB 5-20 

Digital outputs 9-12 
Digits 4-5 
Examples 7-32 

External trigger scan example 7-32 
Filter 4-17 
Fundamentals 7-2 



Limits 9-4 

Manual/extemal trigger scan 7-23 

Math 5-11 

Monitor scan 7-35 

Monitor scan (analog trigger) 7-24 

Operation 7-22 

Process 7-3 

Range 4-3 

Rate and bandwidth 4-9 
Ratio and channel average 5-17 
Relative 5-3 

Remote programming 7-26 
Remote programming example 7-32 
Reset 7-13 

Resume scan after power-up 7-21 
Sequential and non-sequential 7-3 
Simple 1-31, 7-14 
SCPI commands G-lO 

SCPI commands see FORMat commands, SCPI 
reference tables, SCPI signal oriented 
measurement commands, and SYSTem 
commands 

SCPI reference tables 15-1 

CALCuiate commmand summary 15-3 
Display command summary 15-5 
FORMat command summary 1 5-6 
ROUTe command summary 15-6 
SENSe command summary 15-8 
STATUS command summary 15-19 
SYSTem command summary 15-20 
TRACe command summary 15-23 
Trigger command summary 15-24 
UNIT command summary 15-25 
SCPI signal oriented measurement 
commands 13-1 

CONFigure:<function> [<xang>], 

[<res>], {<clist>] 13-3 
FETCh? 13-5 

MEASure:<function>? [<rang>], 

[<res>], 13-7 
READ? 13-6 

Serial polling and SRQ 11-8 
Settings 

Default 1-19, 1-21 
Setups 1-19 

Commands 1-24 
Remote programming 1-24 
Restoring 1-2(3 
Saving 1-20, 7-21 
Shielding 3-12, 3-19, E-9 
Signal handshaking 10-19 




^al processing sequence D-2 
lot numbering 2-5 
ource mode 

Logic control 9-10 
SPE. SPD (serial poHing) il-8 
Specifications A-1 
Sj»ed 

Setting measurement speed 4-9 
vs. noise characteristics 4-7 
Standard event status 11-11 
Status and error messages C-1 
Status byte and service request (SRQ) 11-6 
Commands 11-9 
Status indicators 
GPIB 10-10 
Status structure 11-1 
Overview 11-2 
STEP 7-16 

Operation overview 7-7 
Switching modules 1-3, 1-6 

Closing and opening channels 1-28, 2-1 
• Connections 2-3 

Connector and adapter kits 1-4 

I<kntifying installed 1-8, 2-25 
' Instdlation 2-3 
Srddei 7700 2-29 
■ ■ Queries 2-27 

Viewing dosed channels 2-25 
astern channel 

Control commands 2-11 
Controlling 2-9 
Operation 1-28, 2-6 
fSTem commands 14-7 
. : Summary 15-20 

SYSTem:BEEPer[:STATe] <b> 14-8 
SYSTem:KEY <NRf> 14-7 
SYSTemPRESet 14-7 
, SYSTem:VERSion 14-7 



Temperature 

Best temperature sensor 3-22 
Equations F-1 

Measurements see Temperature 
measurements 

Temperature measurements 3-22 
4-wire RTDs 3-25 
Configuration 3-29 
Cooneciions 3-25 
Procedure 3-32 
Thermistors 3-24 
Thermocouples 3-22 
Terminator 10-19 

Test leads and connector adapter 1-4 
Tests 

Continuity see Continuity testing 
Thermal EMFs 3-13 
Minimizing E-4 
Thermistors 3-24 

Connections 3-28 
Equation F-6 
Temperature measurement 
configuration 3-30 
Thermocouples 3-22 
Color codes 3-27 
Connections 3-25 
Equation F-2 

Open thermocouple detection 3-24 
Reference junctions see Reference 
junctions 

Temperature measurement 
configuration 3-29 
Thermoelectric 

Coefficients E-2 
Generation E-3 
Potentials E-2 
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Timestamps 6-3 

Configuring 6-4 
Real-time clock timestamp 6-4 
Relative 6-3 
Selecting 6-5 
Setting time and date 6-4 
TRIG LINK 1-12 
TRIG LINK pinout 8-7 
Trigger link 

Connections 8-10 
Input 9-5 

Input pulse specifications (EXT 
TRIG) 8-8 

Output pulse specifications (VMC) 8-8 
Trigger model 8-2 

Control source and event detection 8-3 
Idle 8-2 

Idle and initiate 8-13 
Operation 8-35 
Remote operation 8-13 
With SCAN function 7-6 
Trigger models 7-4 

With STEP function 7-5 



Triggering 8-1 

Commands 8-16 
External see External triggering 
Programming example 8-18 
Remote programming 8-13 



User setups see Setups 



Voltage measurements (DCV and AC V) 3-8 
Connections 3-8 

Front panel input 3-9 
Model 7700 switching module 3-10 
DCV input divider 3-8 
Procedure 3-11 
Voltmeter complete 8-8 



Warm-up 3-4 
Warranty information 1-2 
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Revision B (Document Number 2700-900-01) - ' 

Revision C (Document Number 2700-900-01) 

Revision D (Document Number 



All Keithley product names are trademarks or registered trademarks of 

Other brand names are trademarks or registered trademarks of then respective holders. 



Safety Precautions 



The following, safety precautions should be observed before using this product and any 
JSmeS,IlJugh some insmoments and accessories would normally be used wrflt non-hazardcus 

voltages, th6te ^ Situations where hazardous conditions may be present. 

This orodudt is' intended for use by qualified personnel who recognize shock hazards and are 

SeS; “oL requi Jd m avoid possible injury. Read the operating informauon carefully 

before iwing the product. 

The types of product users are: 

Resnonslble body is the individual or group responsible for the use and maintenance of equipment, for 
S « is operatelwiLn its specifications and operating limits, and for ensunng 

that operators are adequately trained. 

Onerators bse , the product for its intended function. They must be trained in electrical safety procedures 

live circuits. . . 

Maintenance personnel perform routine procedures on the product to keep it operating, f” 
setting the fine voltage or replacing consumable materials. Maintenance procedures are descnbed n the 
mS me procedures explicitly state if the operator may perform them. Ofi.erw.se, ttiey should be 

performed only by service personnel. . . 4 

S-rrice nersonnel are trained to work on live circuits, and perform safe installations and repairs of pro - 
nets Oifiy properly trained service personnel may perform mstallation and service proceuur . 

Exercise extreme caution when a shock hazard is present. Lethal voltage may be presem on cable eon- 
!ecriack “r test flxnires. The American National Standards Institute (ANSI) states that a shock haz- 
ard exists when voltage levels greater than 30V RMS, 42.4V peak, or fiOVDCar^m^L^^^^ 

practice is to expect that hazardous voltage is present m any unknown circuit before measur g. 

Users of this product must be protected from electric shock at all times. TOe J 

sure that Users are prevented access and/or insulated from every connection point. In some cases, con 
necti^s SS. S exposed to potential human contact. Product users in these circumstances must be 
trained to protect fiiemselves from the risk of electric shock. If the ckcuit is capable of operaung 
above 1000 volts, no conductive part of the circuit may be exposed. 

As described in the International Electrotechnical Commission (lEC) StandaidffiC 664, this instrument 
is Installation Category I, and signal lines must not be directly connected to AC mams. 

For rack mounted equipment in which the power cord is not accessible, in the event of fire or other cat- 
astrophic failure, the user must provide a separate power disconnect switch. 

DO not connect switching cards dimctly to ““ 

impedance limited sources. NEVER connect switching cards directly to AC ma^ns. men co^ 

sources to switching cards, install protective devices to limit fault current and voltage to the car . 

Before operating an instrument, make sure the line cord is connected to a properly f 

ceptacle. Inspect the connecting cables, test leads, and jumpers for possible wear, cracks, breaks be 

fore each use. 

For maximum safety, do not touch the product, test cables, or any other instruments while power is ap- 
plied to the circuit under test. ALWAYS remove power from the entire test system and 
SpacLs before: connecting or disconnecting cables or jumpers. instaBmg or removing switching 
cards, or making internal changes, such as instalUng or removing jumpers. 



Do not touch any object that could provide a current path to the common side of the circuit under test or power 
line (earth) ground. Always make measurements with dry hands while standing on a dry, insulated surface ca- 
pable of widistanding the voltage being measured. 

The instrument and accessories must be used in accordance with its specifications and operating instructions 
or the safety of the equipment may be impaired. 

Do not exceed the maximum signal levels of the instruments and accessories, as defined in the specifications 
and operating information, and as shown on the instrument or test fixture panels, or switching card. ■ 

When fuses are used in a product, replace wifii same type and rating for continued protection against fire hazard. 

Chassis connections must only be used as shield connections for measuring circuits, NOT as safety earth 
ground connections. 

If you are using a test fixture, keep the lid closed while power is applied to the device under test. Safe operation 
requires the use of a lid interlock. 

If a, screw is present, connect it to safety earth ground using the wire lecommended in the user 
documentation. 

symbol on an instrument indicates that the user should refer to the operating instructions located in 
the manual. 



"Die ZiA symbol on an instrument shows that it can source or measure 1 000 volts or more, including the com- 
bined effect of normal and common mode voltages. Use standard safety precautions to avoid personal contact 
with these voltages. 

The WARNING heading in a manual explains dangers that might result in personal injury or deatii. Always 
read the associated information very carefully before performing the indicated procedure. 

The CAUTION heading in a manual explains hazards that could damage the instrument Such damage may 
invalidate the warranty. 

Instrumentation and accessories shall not be connected to humans. 

Before performing any maintenance, disconnect the line cord and all test cables. 

To maintain protection from electric shock and fire, replacement components in mains circuits, including the 
power transformer, test leads, and input jacks, must be purchased from Keithley Instruments. Standard fuses, 
with applicable national safety approvals, may be used if the rating and type are the same. Other components 
that are not safety related may be purchased from other suppliers as long as they are equivalent to the original 
component. (Note that selected parts should be purchased only through Keithley Instruments to maintain ac- 
curacy and functionality of the product.) If you are unsure about the applicability of a replacement component, 
call a Keithley Instruments office for information. 

To clean an instrument, use a damp cloth or mild, water based cleaner. Clean tiie exterior of the instrument 
only. Do not apply cleaner directly to the instrument or allow liquids to enter or spill on the instrument. Prod- 
ucts that consist of a circuit board with no case or chassis (e.g., data acquisition board for installation into a 
computer) should never require cleaning if handled according to instructions. If the board becomes contami- 
nated and operation is affected, the board should be returned to the factory for proper cleaning/servicing. 
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Measurement Considerations 

Material thermoelectric coefficients E-2 

Temperature Equations 

Type B inverse function polynomial P-2 

Type E inverse function polynomial P-3 

Type J inverse function polynomial P-3 

Type N inverse function polynomial F-4 

Type K inverse function polynomial F-4 

Type S inverse function polynomial F-5 

Type R inverse function polynomial F-5 

Model 2700 curve fitting constants for thermistors F-6 

Type T inverse function polynomial P-6 

RTD parameters P-8 
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IEEE-488 bus command summary G-7 
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IEEE command groups G-13 

Model 2700 interface function codes GH4 
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Quick Start — Of the following section topics, three can be used immediately to quickly 

acquaint yourself with fundamental instrument operations. Use QSi to familiarize your- 
self with front panel controls, use QS2 to power-up the instrument and finally, use QS3 to 
perform exercises to operate the instrument. 

• General information — Covers general information that includes warranty infor- 
mation, contact information, safety symbols and terms, inspection, and available 
options and accessories. 

• Model 2700 features — Summarizes fiie features of Model 2700. 

• Plug-in switching modules — Summarizes the capabilities of the Keithley 
Model 77XX series switching modules. 

51 • Front and rear panel familiarization — Summarizes the controls and connectors 

of the instniment. 

• Rack mounting — Covers the options available for rack mounting the Model 2700 
in a standard 19-inch rack. 

52 • Power-up — Covers line power connection, line voltage setting, fuse replacement, 

power line frequency, and the power-up sequence. 

• Display — Provides information about the display of the Model 2700. 

• Defaults and user setups — Lists the *RST and factory default settings, and cov- 
ers the three setup configurations available to the user. 

• Remote programming information — Explains how SCPI commands are pre- 
sented in this manual. 

>3 • Quick start exercises — Provides abbreviated operating information and exercises 
(front panel and remote programming) to acquaint a user with operation basics. 
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Warranty information 



Warranty information is located at the front of this manual. Should your Model 2700 
require w^anty service, contact the Keithley representative or authorized repair facilitv in 
your area for further information. When returning the instrument for repair, be sure to fill 
out and include the service form at the back of this manual to provide the repair facilitv 
with the necessary information. ^ ^ 



NOTE The service form requires the serial number of the Model 2700. The serial num- 
ber label is located inside the unit on the bottom panel. The serial number can 
be viewed by removing the slot covers and/or switching modules from the main- 
frame. 

WARNING Before removing (or installing) switching modules, make sure 
to turn off the Model 2700 and disconnect the line cord. Also 
remove any other external power connected to the instrument 
or switching modulefs). 

The serial number can also be read from the front panel by selecting the SNUM 
Item of the SETUP menu. Press SHIFT and then SETUP to access the menu. For 
remote operation, the serial number can be read using the *IDN? command (see 
Section 12 for details). . 

Contact infomiation 



Worldwide phone numbers are Usted at the front of this manual. If you have any questions 

f xm n 7“®^ representative or cal] a Keithley AppUcation Engineer aj 

1-6UU-348-3735 (U.S. and Canada only). 



Safety symbols and tem^ 

The Mowing symbols and terms may be found on the instrument or used in this manual: 

The n\ symbol on an instrument indicates that the user should refer to the operating ' 
instructions located in the manual. 

™ shows that high voltage may be present on the ternii- 

nai(s). Use standard safety precautions to avoid personal contact with these voltages. 

The WARNING heading used in this manual explains dangers that might result in per- 
sonal injury or death. Always read the associated information very carefully before per- 
forming the indicated procedure. 

The CAUTION heading used in this manual explains hazards that could damage the 
instnimenl. Such damage may invalidate the warranty. 
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Model 2700 was carefiilly inspected electrically and mechanically before shipment. After 
unpacking all items from the shipping carton, check for any obvious signs of physical 
damage that may have occurred during transit. (There may be a protective film over the 
display lens, which can be removed). Report any damage to the shipping agent immedi- 
ately, Save the original packing carton for possible future shipment. The following items 
are included with every Model 2700 order: 

• Model 2700 with -line cord. 

• Safety test leads (Model 175 1). 

• Accessories as ordered. 

• Hardware for rack mounting . 

• Certificate of calibration. 

• Model 2700 User’s Manual (P/N 2700-900-00). ■ 

• Manual Addenda (pertains to any improvements or changes concerning the instru- 
ment or manual). 

If an additional manual is required, order the appropriate manual package. The manual 
packages include a manual and any pertinent addenda. 



accessories 



Plug"in switching modules 

NOTE Table 1-J. provides a side-by-side comparison of the following Keithley switch- 
ing modules. All multiplexer modules can be configured as two independent 
multiplexers. 

NOTE The Model 77XX Series Switching Modules Instruction Manual provides operat- 
ing and service information for the switching modules. This manual is supplied 
with each switching module. 

Model 7700 — This differential multiplexer provides 20 channels of 2-pole input, or 10 
channels of 4-pole input. The internal cold junction allows direct-connection of thermo- 
couples. It also has two 2-pole channels used exclusively for current input. 

Model 7701 ~ This differential multiplexer provides 32 channels of 2-pole input, or 16 

channels of 4-pole input. 

Model 7702 — This differential multiplexer provides 40 channels of 2-pole input, or 20 
channels of 4-pole input. It also has two 2-pole channels used exclusively for current 
input. 
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Model 7703 — This differential multiplexer provides 32 channels of 2-pole input, or 16 
channels of 4-pole input. 

Model 7705 — This control module provides 40 independent 1-pole switching (SPST) 
channels that are isolated from the internal DMM. 

Model 7706 — This all-in-one module provides 20/10 channels of 2/4-pole input, 16 digi- 
tal outputs, two analog outputs, one 32-bit counter with gating and totalizer. 

Model 7707 — This module provides 10 channels of 2-pole input, or 5 channels of 4-pole 
input. Also provides 32 digital inputs/outputs. 

Model 7708 — This differential multiplexer provides 40 channels of 2-pole input, or 20 
channels of 4-pole input. The internal cold junction allows direct-connection of thermo- 
couples for temperature measurements. 

Model 7709 — This module is configured as a 6 x 8 matrix (six rows, eight columns). The 
matrix consists of 48 crosspoint channels and two backplane isolation channels. For sys- 
tem channel operation, row 1 is connected to DMM Input. For 4-wire measurements, row 
2 is connected to DMM Sense. 

Connector and adapter kits for switching modules 

Model 7788 DB-50 connector kit — Contains two male DB-50 solder cup connectors 
with strain relief connector shells. These connectors mate to the female connectors of the 
Models 7703 and 7705 switching modules. 

Model 7789 50/25-pin solder cup connector kit — Contains one male DB-50 and one 
male DB-25 solder cup connectors. These connectors mate to the female connectors on the 
Models 7701 and 7709 switching modules. 

Mode! 7790 ribbon cable adapter kit — Contains one female DB-50, one male DB-50 
and one male DB-25 IDC ribbon cable connectors. These connectors are used with the 
Models 7701, 7707, and 7709 switching modules. 

Cables and adapters (GPIB and trigger link) 

Models 7007-1 and 7007-2 shielded GPIB cables — Connect Model 2700 to the GPIB 
bus using shielded cables and connectors to reduce electromagnetic interference (EMI). 
Model 7007-1 is one meter long; Model 7007-2 is two meters long. 

Models 8501-1 and 8501-2 trigger link cables — Connect Model 27(X) to other instru- 
ments with Trigger Link connectors (e.g., Model 7002 Switch System). Model 8501-1 is 
one meter long; Model 8501-2 is two meters long. 

Model 8502 trigger link adapter — Lets you connect any of the six trigger link lines of 
Model 2700 to instruments that use the standard BNC trigger connectors. 

Model 8503 DIN to BNC trigger cable — Lets you connect trigger link lines one (Volt- 
meter Complete) and two (External Trigger) of Model 2700 to instruments that use BNC 
trigger connectors. Model 8503 is one meter long. 
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Rack mount kits 

Model 42884 single fixed rack mount kit — Mounts a single Model 2700 in a standard 
1 9-inch rack. 

Model 4288-2 side-by-side rack mount kit — Mounts two instruments (Models 1 82, 
428, 486, 487, 2000, 2001, 2002, 2010, 2400, 2410, 2420, 2430, 2700, 6430, 6517A, ' 
7001) side-by-side in a standard 19-inch rack. 

Model 4288-4 side-by-side rack mount kit — Mounts Model 2700 and a 5.25-inch 
instrument (Models 195A, 196, 220, 224, 230, 263, 595, 614, 617, 705, 740, 775A, 6512) 
side-by-side in a standard 19-inch rack. 

Carrying case 

Model 1050 padded carrying case — A carrying case for the Model 2700 includes han- 
dles and shoulder strap. 



Model 2700 features 



Model 2700 is a 6V2-digit high-performance multimeter/data acquisition system. It can 
■measure voltage (DC and AC), current (DC and AC), resistance (2- and 4-wire), tempera- 
ture (thermocouple, thermistor, and 4-wire RTD), frequency and period, and lest 
continuity. 

The Model 2700 has two slots that will accommodate Keithley Model 7700 series swi.tch- 
mg modules (Table 1-1). Each channel of a switching module that is closed or scanned is 
measured by the Model 2700. For scanning, each channel can have its own unique setup 
(i.e., function, range, digits, etc.). 

More information on the measurement capabilities of the Model 2700 is provided in 
DMM measurement capabilities,” page 3-2. A connection guide for the Model 7700 is 
provided in Appendix B. Specifications for the Model 2700 and 7700 switching module 
are provided in Appendix A. 

Additional features of Model 2700 include: 

• Setup storage — Six instrumeni setups (four user, *RST defaults and factory 
defaults) can be saved and recalled. 

Offset-compensated ohms — A two-measurement process for 4-wire ohms to 
cancel the effects of thermal EMFs. Available for the lOOH, IkO and lOkQ ranges. 

• Math mX+b, percent, and reciprocal (1/X) calculations provide mathematical 
manipulation of readings. 

• Relative — Null offsets or establish baseline values. 

• Ratio and channel average — Ratio and average calculations for two switching 
module channels. 
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Buffer — Store up to 55,000 readings in the internal buffer. 

Limits — Two sets of high and low reading limits to test devices. 

Digital I/O port — Five digital limit test output lines to control external circuitry. 
The digital trigger link and hardware interlock input can also be accessed at this 
port. 

Monitor — The Model 2700 can monitor a selected channel. A scan can be trig- 
gered to start when the Monitor detects a reached reading limit. 

Remote interface — Model 2700 can be controlled using the IEEE-488 interface 
(GPIB) or the RS-232 interface. 



Plug-in switching modules 



Up to two Keithley Model 77XX series switching modules can be installed in the Model 
2700. A side-by-side comparison of the switching modules is provided in Table 1-1. 

Basic close/open operation for switching module channels is provided in Section 2, while 
scanning is covered in Section 7. Connection information for the Model 7700 switching 
module is provided in Appendix B. For all other switching modules, connection informa- 
tion is provided in the Model 77XX Series Switching Modules Instruction Manual. 
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Table U1 

Model 77XX series switching modules 





Model 7700 


Model 7701 


Model 7702 


Model 7703 


Model 7705 


2-pole operation 


20 channels 


32 channels 


40 channels 


32 channels 


N/A 


4-poIe operation 


10 channel pairs 


16 channel pairs 


20 channel pairs 


16 channel pairs 


N/A 


1-poie operation 


N/A 


N/A 


N/A 


N/A 


40 channels 


Measure volts 


300V Max 


150V Max 


300V Max 


300V Max 


300V Max 


Measure amps 


Ch 21 and 22, 
3A Max 


No 


Ch 41 and 42, 
3A Max 


No 


No 


Measure ohms 


2/4-wire 


2/4-wire 


2/4-wire 


2/4-wire 


No 


Cold junction 


Yes 


No 


No 


No 


No 


for thermo^ 
couples 
Relay type^ 








Latching elec- 


Latching elec- 


Latching elec- 


Non-latching 


Latching elec- 




tromechanical 


tromechanical 


tromechanical 


reed 


tromechanical 


Connector type 


Oversized screw 


1 female DB-50 


Oversized screw 


2 female 


2 female 




terminals 


1 female DB-25 


terminals 


DB-50S 


DB-SOs 


Configuration^ 


Multiplexer 


Multiplexer 


Multiplexer 


Multiplexer 


Independent 
SPST channels 


Unique features 


All DMM 


AH DMM 


AU DMM 


AUDMM 


Multiple chan- 




functions 


ftmctions except 
amps 


functions 


functions except 
amps 


nel operation 
only 




Model 7706 


Model 7707 


Model 7708 


Model 7709 




2-pole operation 


20 channels 


10 channels 


40 channels 


8 channels 




4-pole operation 


10 channel pairs 


5 channel pairs 


20 channel pairs 


4 channel pairs 




1-pole operation 


N/A 


N/A 


N/A 


N/A 




Measure- volts 


300V Max 


300V 


300V Max 


300V Max 




Measure amps 


No 


No 


No 


No 




Measure ohms 


2/4-wire 


2/4-wire 


2/4-wire 


2/4-wire 




Cold junction 


Yes 


No 


Yes 


No 




for thermo- 
couples 
Relay type^ 












Latching elec- 
tromechanical 


Latching elec- 
tromechanical 


Latching elec- 
tromechanical 


Latching elec- 
tromechanical 




Connector type 


Mini screw 
terminals 


1 male DB-50 
1 female DB-25 


Oversized screw 
terminals 


1 female DB-50 
1 female DB-25 




Configuration^ 


Multiplexer 


Multiplexer 


Multiplexer 


Matrix 




Unique feature 




1 6 digital out- 
puts, 2 analog 
outputs, one 
counter, 
totalizer 


32 digital 
inputs/ouQ)Uts 


All DMM func- 
tions except 
amps 


6x8 matrix. 
For system 
channel opera- 
tion, rows 1 and 
2 connect to 
DMM 







^AU multiplexers can be configured as two independent multiplexers, 
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Pseudocards 



Using remote programmng, you can assign a pseudocard to an empty switching module 
slot With a pseudocard installed, the Model 2700 will operate as if the switching module 
IS installed in the Model 2700. This feature aUows you to configure your system without 
having the actual switching module installed in the unit There is a pseudocard for every 
Keithley Model 77XX series switching module. For details, see “Pseudocaids " page 2 5 



Identifying installed switching modules 



switching modules are displayed briefly If a 

the Model 2700 is on, the mstrument will operate as if the module is installed. That is the 
Model 2700 wiU operate as if the pseudocard is installed. 

NOTE If a Model 7706 or 7707 is removed while power is on. error ^523 “Card hard 
ware error” will occur, and the module will be removed from the system. 

In general, it is not recommended to install or remove switching modules with 
the power on. 

The CARD menu and remote query commands can be used to identify modules instahed 
in the mainframe. For details, see “Switching module installation and connections ” 
page 2-3. 



Front and rear panel familiarization 

Front panel summary 

The front panel of Model 2700 is shown in Figure 1 - 1 . 
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Figure 1-1 . 

Model 2700 front panel 




3 5 



NOTE Most keys provide a dual function or operation. The nomenclature on a key indi- 
cates its unshifted functioni operation which is selected by pressing the key. 
Nomenclature (in blue) above a key indicates its shifted function. A shified func- 
tion is selected by pressing the SHIFT key and then the functioni operation key. 

1 Special keys and power switch: 

SHIFT Use to select a shifted function or operation. 

LOCAL Cancels GPIB remote mode. 

POWER Power switch. In position turns 2700 on (!), out position turns it off (O). 

2 Function and operation keys: 

Top Row 

Unshifted 

DCV Selects DC voltage measurement function, 

ACV Selects AC voltage measurement function. 

DCI Selects DC current measurement function. 

AC! Selects AC current measurement function. 

Fl2 Selects 2-wire resistance measurement function. 

Q.4 Selects 4-wire resistance measurement function. 

FREQ Selects frequency measurement function. 

TEMP Selects temperature measurement function. 



MATH Configures and controls mX+b, percent, or reciprocal (1/X) calculation. 

OUTPUT Configures and controls digital and audio (beeper) output for limits. 
RATIO Enables/disables channel ratio. 

CH-AVG Enables/disables channel average. 

CONT Configures and controls continuity test. 

OCOMP Enables/disables offset compensated ohms with f24 function selected. 

PERIOD Selects period measurement function. 

SENSOR Configures temperature measurements.. 




Getting Started 



Model 2700 Multimeter/Switch System User's Manual 



Middle Row 

Unshifted 

EXTRIG 

TRIG 

STORE 

RECALL 

FILTER 

REL 

■4and^ 

-Shifted 

DELAY 

HOLD 

LIMITS 

ON/OFF 

TYPE 

MONITOR 

CH-OFF 

CARD 



Bottom Row 

Unshifted 

OPEN 

CLOSE 

STEP 

SCAN 

DIGITS 

RATE 

EXIT 

ENTER 

Shifted 

SAVE 

SETUP 



CONFIG 

HALT 

TEST 

LSYNC 

GPIB 

RS-232 



Selects external triggering (front panel, bus, trigger link) as the trigger source, 
i riggers a measurement when in external triggering (EX TRIG) 

Sets the number of readings to store and enables the buffer 

Srou^h “ifa ■►' >° 

Enables/disabies filter for selected function. 

Enables/disables relative for selected ilinction, 

Dual function-Manuaify scans switching channels. When in a menu, these kevs 
control cursor position for making selections or change values. ^ 

Sets user delay between trigger and measurement. 

Holds reading when the selected number of samples Is within the selected tolerance 
Sets upper and lower limits for readings. loierance. 

Enables/disables limits. 

Configures and enables filter for selected function, 

Selects and enabie/disabies monitor channel. 

Disables channel for a scan (must be in scan channel setup mode) 

Identifies switching modules installed In mainframe. Set up switching modules that 
require configuration View dosed channels and channel settings for switching mod 
uies that require configuration. moa- 



Opens closed channel. 

Closes specified channel. 

Steps through channels; sends a trigger after each channel. 

Scans through channels; sends a trigger after last channel. 

Sets display resolution for all functions. 

Sets measurement speed (fast, medium, or slow) for ail functions. 

Cancels selection, moves back to measurement display. 

Accepts selection, moves to next choice or back to measurement display. 

Saves up to four instrument setups for future recall, and selects power-on setup 
Restores a default setup (factory or »RST) or a saved setup. Enables/disables buffer 
auto clear, auto scan, and auto channel configuration. Sets timestamp, date, and 
time. Displays serial number of Model 2700, 

Selects and configures a simple scan or an advanced scan. 

Disables step/scan. 

Selects the calibration menu, display test or the key-press test. 

Enabies/disables line cycle synchronization. When enabled, noise induced by the 
power ime is reduced at the expense of speed. 

Enables/disables GPIB and selects address. 

Enabies/disables RS-232 interface; selects baud rate, flow control, and terminator. 



Dual function— Selects the next higher/lower measurement range for the selected 
function. When in a menu, these keys make selections or change values. 
Enabies/disabies autorange for the selected function, 
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4 Display annunciators: 



* (asterisk) 
(more) 

))) (speaker) 

4W 

-AC 

AUTO 

BUFFER 

CHAN 

DELTA 

ERR 

FAST 

FILT 

HIGH 

HOLD 

LSTN 

LOW 

MATH 

MED 

MON 

OCOMP 

RATIO 

REAR 

REL 

REM 

SCAN 

SHIFT 

SLOW 

SRQ 

STAT 

STEP 

TALK 

TIMER 

TRIG 



Readings being stored in buffer, 
indicates additional selections are available. 

Beeper on for continuity or limits testing. 

Digital input/output or analog output active (set to non-default value). 
4-wire resistance or 4-wire RTD temperature reading displayed. 

AC function selected (ACV, dB, or ACI}. 

Auto range enabled. 

Recalling readings stored in buffer. 

Setup or a reading for a switching channel displayed. 

Channel average enabled. 

Questionable reading, or invalid cal step. 

Fast reading rate selected. 

Filter enabled for selected function. 

Reading has reached or exceeded the enabled high limit. 

2700 in hold mode. 

Instrument addressed to listen over GPIB, 

Reading has reached or exceeded the enabled low limit. 
mX+b, percent, or reciprocal (1/X) calculation enabled. 

Medium reading rate selected. 

Monitor channel displayed. 

4-wire offset compensated ohms enabled. 

Channel ratio enabled. 

Front pane! input terminals disconnected. 

Relative enabled for selected function. 

Instrument in GPiB remote mode. 

Scanning operation being performed. 

Accessing a shifted key. 

Slow reading rate selected. 

Service request over GPiB. 

Displaying buffer statistics. 

Stepping operation being performed. 

Instrument addressed to talk over GPIB bus. 

Timer controlled triggering in use. 

External triggering selected (trigger link, TRIG key, or GPiB). 




5 INPUTS switch: 

Use to select front panel inputs (out; F) position, or switching module inputs (in; R) position. 

NOTE For remote programming, the following command queries the INPUTS switch 
position: 

SYSTen: FRSwiCch? ■ Query INPUTS switch.; 0 = rear, 1 = front. 

6 Handle: 

Puli out and rotate to desired position, 



7 



Front panel inputs: 



INPUT Hi and LO 

SENSE HI and LO 
AMPS 

Amps fuse holder 



Used for DCV, ACV, Cl2, CONT, FREQ, PERIOD, and thermocouple/thermistor 
TEMP measurements. 

Use with INPUT HI and LO for Q4 and RTD TEMP measurements. 

Use with INPUT LO for DCI and ACI measurements. 

Holds current fuse for front panel amps input. 



I 







WARNING 



blot covers must be installed on unused slots to prevent personal cnn 
tact with high voltage circuits. personal con- 



Figure 1-2 

Model 2700 rear panel 



1 DIGITAL I/O 

Male DB-9 connector for digital input (trigger link in) and digital outputs. 

2 TRIG LINK 

3 RS-232 

Female DB-9 connector for RS-232 operation. Use a straight-through (not null modem) DB-9 shielded 

4 IEEE-488 

Connector for IEEE-488 (CPiB) operation. Use a shielded cable, such as Models 7007-1 and 7007-2. ' 

5 Power module 

- sssfs:;r,- " ‘™- 

6 Slot 1 and Slot 2 

fZtehcZZZiT *'"'•'^'’'"8 'T' 0 dd«.The Model 2700 is shipped 

WARNING Slot covers must be installed on unused slots to prevent personal con- 
tact with high voltage circuits. 
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Line power connection 



Follow the procedure below to connect the Model 2700 to line power and turn on the 
instrument. 

1 . Check to see that the line voltage indicated in the window of the fuse holder assem- 
bly (Figure 1-3) is correct for the operating voltage in your area. If not, refer to 
“Setting line voltage and replacing fuse,” page 1-15. 

CAUTION Operating the instrument on an incorrect line voltage may cause dam- 
age to the instrument, possibly voiding the warranty. 

2. Before plugging in the power cord, make sure that the front panel power switch is 
in the off (O) position. 

3 . Connect the female end of the supplied power cord to the AC receptacle on the rear 
panel. Connect the other end of the power cord to a grounded AC outlet. 

WARNING The power cord supplied with the Model 2700 contains a separate 

ground wire for use with grounded outlets. When proper connections 
are made, instrument chassis is connected to power line ground 
through the ground wire in the power cord. Failure to use a grounded 
outlet may result in personal injury or death due to electric shock. 

4. Turn on the instrument by pressing the front panel power switch to the on ( 1 ) 
position. 
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Line 

Voltage 

Selector 






^ttUf LCU 



Model 2700 Multimeter/Switch System User's Manual 



Figure 1-3 

Power module 



Spring 



Window 



Fuse Holder Assembly 



Model 2700 will operate at line frequencies from 45Hz to 66Hz, and 360Hz to 440H' 
Iliere are no user-setungs for line frequency. It is automatically sensed at power-up The 
foUowmg command can be used to read the line frequency ^ 



SYSTem: LFRequency? 



Query power line frequency. 



Line frequency 
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A rear panel fuse located next to the AC receptacle protects the power line input of the 
instrument. If the line voltage setting needs to be changed or the line fuse needs to be 
replaced, perform the following steps. 

WARNING Make sure the instrument is discoimected from the AC line and other 
equipment before changing the line voltage setting or replacing the line 
fuse. 

1 . Place the tip of a flat-blade screwdriver into the power module by the fuse holder 
assembly (Figure 1-3). Gently push in and up. Release pressure on the assembly 
and its internal spring will push it out of the power module. 

2. Remove the fuse and replace it with the type listed in Table 1-2. 

CAUTION For continued protection against fire or instrument damage, only 

replace ftise with the type and rating listed. If the instrument repeat- 
edly blows fuses, locate and correct the cause of the trouble before 
replacing the fuse. 

3. If configuring the instrument for a different line voltage, remove the line voltage 
selector from the assembly and rotate it to the proper position. When the selector is 
installed into the fuse holder assembly, the correct line voltage appears sideways in 
the window. 

4. Install the fuse holder assembly into the power module by pushing it in until it 
locks in place. 

Table U2 

Fuse ratings 
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Power-up sequence 

On power-up the Model 2700 performs self-tests on its EPROM and RAM and momen 
tari y hghts aU segments and annunciators. If a failure is detected, the instrument momen 

uSd to Append c" annunciator turns on. (Error messages are 

NOTE If a problem develops while the instrument is under warranty, return it to 
Keithley Instruments, Inc., for repair. 

p“ tftrdto”^ An exam- 

REV:A01A01 

where: First AOl is the main board ROM revision. 

Second AOl is the display board ROM revision. 

Installed switching modules are then displayed. For example, if there is a Model 7700 
-. switching module mstalled in both slots, the following messages will be displayed: 

1:7700 2:7700 

■ If a slot is empty, the message “NONE” will be displayed instead. 

If the saved power-on setup is not the factory defaults semp (SYSTern:POSemp PRESetl 

a message to identify the setup will be briefly displayed (“Defaults and user seLs ” 
page i-iy). ^ ’ 

After the power-up sequence, the instrument begins its normal display of readings. 

note The serial number of the Model 2700 can be displayed by selecting the SNUM 
Item of the SETUP menu. Press SHIFT and then SETUP to access the menu. For 
remote operation, the serial number can be read using the *IDN? command (see 
Section 12 for details). 



Keyclick 



With keyclick enabled, an audible cUck will sound when a front panel key is pressed Per- 
form the following steps to disable or enable keyclick: 

1 . Pr^ SHIFT and then LOCAL to display the present state of KEYCLICK (ON or 

Orr^ 

2. Press A or ▼ to display the desired keyclick state and press ENTER. 
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The following command controls keyclick: 

SYSTemiKCLick <b> ’ Enable or disable keyclick. 

where: <b> = ON or OFF 

NOTE Keyclick ON is the FACTORY. *RST, and SYSTem:PRESet default. 



Display 



Readings are displayed in engineering units (i.e., 100.23mV), while annunciators indicate 
various states of operation. See “Front panel summary” page 1-8, for a complete listing of 
display annunciators. 

NOTE The display test allows you to test display digit segments and annunciators. The 
key test checks the functionality of front panel keys. These tests are accessed by 
■Iv,:-; pressing SHIFT and then TEST. Refer to the Model 2700 Service Manual for 

details. 

Status and error messages 

" Status and error messages are displayed momentarily. During operation and programming, 
you will encounter a number of front panel messages. Typical messages are either of status 
or error variety, as listed in Appendix C. 

Remote programming — display 

Using remote programming, the Model 2700 can display a custom ASCII message (up to 
12 characters). Also, the front panel display and controls can be disabled. 



The commands are listed in Table 1-3. Details on these commands follow the table. 

NOTE Optional command words and queries are not included in Table 1-3. Table 15-2 
provides an unabridged list of all display commands. 

Table 1-3 

Display commands 



Command 


Description 


Default* 


DISPlay;TEXT:DATA <a> 

DISPiay:TEXT:STATe <b> 
DISPlay:ENABle <b> , 


Define message (<a> = ASCII characters, 
up to 12). 

Enable or disable message mode (<b> = ON 
or OFF). 

Enable or disable the front panel display 
(<b> = ON or OFF). 


(none) 

OFF 

OFF 



*SYSTein:PRESet and *RST have no effect on DISPlay commands. The listed defaults are power-on defaults. 
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DISPlay:T^XT:DATA <a> Define text message 

This command defines the text message for display. A message can be as long as 12 char- 
acters. A space counts as a character. Excess message characters results in an error. The 
characters must be enclosed in either single quotes (‘ ’) or double quotes (“ ”)• 

DISPlay:TEXT:STATe ON I OFF Control (on/off) message for display 

This command enables and disables the text message mode. When enabled, a defined mes- 
sage is displayed. When disabled, the message is removed from the display. 

A user defined text message remains displayed only as long as the instrument is in remote. 
Ihking the instrument out of remote (by pressing the LOCAL key or sending GTL) can- 
cels the message and disables the text message mode. 

DISPlay:ENABle ON I OFF Control display circuitry 

This command is used to enable and disable the front panel display circuitry. When dis- 
abled, the instrument operates at a higher speed. While disabled, the display is blanked. 

AH front panel controls (except LOCAL) are disabled. Normal display operation can be 
resumed by using the ENABle command to enable the display or by putting the Model 
2700 into local mode (press LOCAL). 

Programming example 

The following command sequence displays the text message “TESTING”: 



DISF: TEXT; DATA 'TESTING' 
DISP:TSXT:STAT ON 



' Define text message. 

' Enable text message mode. 
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Model 2700 can be restored to one of two default setup configurations (FACTory or 
*RST), or four user-saved (SAVO, SAVl, SAV2, or SAV3). As shipped from the factory, 
Model 2700 powers up to the factory (FACT) default settings. 

NOTE Closed channels can be saved in a user setup (SAVO, SAVl, SAV2, or SAV3)j 
When the setup is restored, those channels (and only those channels) will be 
closed. FACT and *RST defaults opens all channels. 

The factory default setup provides continuous triggering, while the *RST default setup 
places the Model 2700 in the one-shot trigger mode. With one-shot triggering, a measure- 
ment is performed whenever the TRIG key is pressed or an initiate command is sent over 
the remote interface. 

The factory and *RST default settings are listed in Table 1 -4. Setting differences (Set Diff) 
between the two default setups are indicated by checkmarks (/). 

For remote programming, the SYSTem:PRESel and *RST commands are used to reset the 
instrument. The *RST command returns the instrument to the *RST default and, for the 
most part, the SYSTem:PRESet command returns the instrument to the factory default 
conditions. The exceptions are explained as follows; 

• Auto scan and auto channel configuration — FACTory defaults disable auto scan 
and auto channel configuration, while SYSTem:PRESet has no effect. The *RST 
defaults (front panel and remote operation) have no effect. 

• Memory buffer auto clear — FACTory defaults enable buffer auto clear, while 
SYSTemiPRESet has no effect. The *RST defaults (front panel and remote opera- 
tion) have no effect. 

The instrument will power up to whichever default setup is saved as the power-on setup. 

NOTE At the factory, the factory default setup is saved as the S/WO, SAVl, SAV2, or 
SAV3 setup. 
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Saving and restoring setups 

Saving a user setup 

1 . Configure Model 2700 for the desired measurement application. 

2. Press SHIFT and then SAVE to access the save setup menu. 

3. Press ► to place the cursor on the present setup (SAVO, SAVl, SAV2, SAV3). 

4. Use the A or T key to display the desired setup and press ENTER. The instrument 
returns to the normal measurement state. 

Saving a power-on setup 

1 . Configure Model 2700 for the desired measurement application. 

2. Press SHIFT and then SAVE to access the save setup menu. 

3. Press the A key to display the present power-on (PWR-ON) setup; FACT, *RST, 
SAVO, SAVl, SAV2, or SAV3. 

4. Press p- to place the cursor on the present power-on setup. 

5. Use the A or ▼ key to display the desired setup and press ENTER. The instrument 
returns to the normal measurement state. 

Restoring a setup 

1 . Press SHIFT and then SETUP to access the restore setup menu. 

2. Press ► to place the cursor on the present RESTORE setup (FACT, *RST, SAVO, 
SAV1,SAV2, orSAV3). 

3. Use the A or ▼ key to display the desired setup and press ENTER. The instrument 
returns to the normal measurement state. 

NOTE If the settings for a user setup or power-on setup do not match the switching 
module types presently installed in the Model 2700, error -¥520 {Saved setup 
scancard mismatch) occurs when the setup is recalled. The scan list will reset to 
the factory defaults and all channels will open. However, the saved setup is still 
retained in memory and can be restored when the matching switching module is 
later installed. 
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Table 1-4 

Default settings 



Setting 


Factory 


*RST 


Set Diff 


Auto channel configuration 


No (off) 


No effect 


/ 


Autozero 


On 


On 




Buffer 


No effect 


No effect 




Auto clear 


Yes (on) 


No effect 


/ 


Channel Average 


Off 


Off 




Closed channels 


None 


None 




Closure count interval 


No effect 


No effect 




Continuity 








Beeper 


On 


On 




Digits 


414 digits 


414 digits 




Range 


im 


ika 




B.ate , 


Fast (0.1 PLC) 


Fast (0.1 PLC) 




Threshold level 


lOD 


iOQ 




Current (AC and DC) 








Bandwidth (AC) 


30 


30 




Digits (AC) 


5 V 2 digits 


5 V 2 digits 




Digits (DC) 


6 Vz digits 


614 digits 




Filter 


On 


Off 


/ 


Window 


0.1% 


0.1% 




Count 


10 


10 




Type 


Moving 


Repeat 




Range 


Auto 


Auto 




Rate (DC) 


Slow (5 PLC) 


Slow (5 PLC) 




Rel 


Off 


Off 




Frequency and Period 








Digits 


6 V 2 digits 


614 digits 




Range ' ' 


> 

0 


lOV 




Rate (aperture) 


1 second 


1 second 




Rel 


Off 


Off 




Function 

GPIB 


DCV 
No effect 


No effect 




Address 


No effect (16 at factory) 


No effect (16 at factory) 




Keyclick 


On 


On 
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Table U4 (continued) 

Default settings 

Setting 

Limits 
LO Limit i 
HI Limit I, 

LO Limit 2 
HI Limit 2 

Line Synchronization 
Math 
mX+B 
Scale Factor 
Offset 
Units, 

Percent 
Reference 
1/X (Reciprocal) 

Monitor 

Output 

Beeper 

Digital Output 
Logic Sense 
Pulse 
Ratio 

Resistance (Q2 and Q4) 

Digits 
Filter 
Window 
Count 
. Type 

Offset, compensation (OCOMP) 

Range 

Rate 

Rel 



Factory 



Never 
Off 
High 
No (off) 

Off 

6 Vz digits 
On 
0 . 1 % 

10 

Moving 

Off 

Auto 

Slow (5 PLC) 
Off 



*RST 



SetDiff 



Never 
Off 
High 
No (off) 

Off 

6 V 2 digits 

Off 

0 . 1 % 

10 

Repeat 

Off 

Auto 

Slow (5 PLC) 
Off 
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Table 1-4 (continued) 

Default settings 



Setting 



RS-232 
Baud rate 
■ Flow control 
terminator 
Scanning 
I Auto scan 

Type (Simple or Advanced) 
Simple scan 
Minimum channel 
Maximum channel 
Timer 

Reading count 
Advanced scan 
Setup. 

! Immediate trigger 
Limit triggers 
I Timer 

Reading count 
Temperature 
Digits 
Filter - 
Window 
Count 
Type^ 

Rate 

Rel 

Sensor . 

Junction 
Open detector 
Type - 
Units 

Timestamp 
Triggering 
Delay 
Source 
Reading hold 
Window 
Count 



Factory 



Off 

No effect 
XonXoFF 
No effect 
Disabled 
No (off) 

; No effect 



No effect 
XonXoKF 
No effect 
Disabled 
No effect 
No effect 



101, 201, 301, 401, or 501 101, 201, 301, 401. or 501 
No effect No effect 

Off Off 

No effect No effect 



No effect 
On 
Off 
Off 

No effect 

51^2 digits 

On 

0 . 1 % 

10 

Moving 
Slow (5 PLC) 
Off 

Thermocouple 
See Note 
No (off) 

K 

“C 

No effect 

Continuous 

Auto 

Immediate 

Off 

1 % 

5 



No effect 
On 
Off 
Off 

No effect 

5Vz digits 

Off 

0 . 1 % 

10 

Repeat 
Slow (5 PLC) 
Off 

Thermocouple 
See Note 
No (off) 

K 

°C 

No effect 
One-shot 
Auto 

Immediate 

Off 

1% 

5 
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Table 1-4 (continued) 

Default settings 

Setting 

Voltage (AC and DC) 
dB 

Reference 
Digits (AC) 

Digits (DC) 

Filter 
Window 
Count 
Type 
Range 
Rate (DC) 

Rel 



Factory 



Off 

1.0 

5^2 digits 
6 ^ digits 
On 
0 . 1 % 

10 

Moving 

Auto 

Slow (5 PLC) 
Off 



*RST 



Off 

1.0 

5^ digits 
6 V 2 digits 
Off 
0.1% 

10 

Repeat 

Auto 

Slow (5 PLC) 
Off 



Set Diff 



installed, the default sensor junction is Internal. Otherwise, the Simulated (23“C) junction 



Remote programming — default and user setups 

Default and user setup commands are listed in Table 1-5. 

NOTE The SYSTemiPRESet and *RST defaults are listed in the SCPl tables in 
Section 15. 



Table 1-5 

Default setup commands 

Commands 

^STem:PRESet 

*RST 



Description 

Restore SYSTemiPRESet defaults. 
Restore *RST defaults. 



*SAV <NRf> Save settings as user setup; <NRf> = 0, 1, 2, or 3. 

*RCL <NRf> Restore user saved setup; <NRf> = 0, 1 , 2, or 3. 

SYSTemiPOSetup <name> Specify power-on setup; <name> = RST, PRESet, SAVO 

SAVl, SAV2,orSAV3. 



Programming example 



*SAV 2 

SYST:POS SAV2 

*RST 

"RCL 2 



' Save present setup in memory location 2 . 

’ Specify SAV2 setup as the power-on setup, 
' Return 2700 to RST defaults. 

’ Return 2700 to setup stored in memory loc 
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Remote programming information is integrated with front panel operation throughout this 
manual. Programming commands are listed in tables, and additional information that per- 
tains exclusively to remote operation is provided after each table. The tables may refer- 
ence you to other sections of this manual. 

NOTE Except for Section 11 through Section 15, most programming tables in thU man- 
ual are abridged. That is, they exclude most optional command words and query 
commands. Optional command words and query commands are summarized as 
follows. 

Optional command words — In order to be in conformance with the IEEE-488.2 stan- 
dard, Model 2700 accepts optional command words. Any command word that is enclosed 
in brackets ([]) is optional and does not have to be included in the program message. 

Query commands — Most command words have a query form. A query command is 
identified by the question mark (?) that follows the command word. A query command 
requests (queries) the programmed status of that command. When a query command is 
sent and Model 2700 is addressed to talk, the response message is sent to the computer. 

NOTE For complete details, see “Programming syntax” page 10-11. 




This section topic summarizes the following basic instrument operations and provides 
simple exercises to perform them: 




Basic DMM measurements — front panel inputs. 

Closing and opening channels — system channel operation. 
Simple scanning. 

Trigger and return readings — remote programming. 



WARNING 



NOTE 



For the exercises, it is not necessary to connect an input signal or DUT 
to the instrument (front panel inputs or switching module inputs). 
However, if you decide to use an input signal, it is recommended that 
you keep it at a nonhazardous level (<42V) while learning to use the 
instrument. 



When using the front panel input terminals, the INPUT switch must be in the 
“F” (out) position. The INPUT switch is located on the right side of the front 
panel near the input terminals. When using a switching module, the switch must 
be in the “R” (in) position. 
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Basic DMM measurements — front panel inputs 

NOTE See Section 3 for details on basic DMM operation. 

The Model 2700 is shipped from the factory to power-up to factory defaults. The instru- 
ment powers up to a setup that continuously measures DC volts. Some of the default set- 
tings for the DCV function include auto range enabled, 6 ^ 2 -digit resolution, filter enabled 
and slow reading rate. These settings provide a good starting point and in many cases, do' 
not need to be changed. 

“Starting-point” default settings are also provided for the other measurement functions. 
Therefore, to perform basic measurements, simply select the desired function, and 
“tweak” the setup (range, rate, filter, digits, etc.) as required. 

For remote programming, the instrument is typically used in a non-continuous measure- 
ment mode. In this mode, the user (via remote command programming) specifies the num- 
ber of measurements to perform. *RST defaults place the instrument in a non-continuous 
measurement mode. Most of the other settings for factory and *RST defaults are the same. 




For remote programming, the following command is used to select function. 

NOTE Items in brackets ([]) are optional and do not need to be included. Upper case 
characters are required. Lower case characters are optional and need not be 
included. 



[SENSe[l] ] 
<func> 



FUNCtion <func> 
='VOLTage[:DC] ' 
'VOLTage:AC 
’CURRent [ :DC] ' 

' CURRent : AC ' 
'RESistance' 

’ PRES i stance ' 

' FREQuency ' 

' PERiod ' 
'TSMPerature' 



'Select measurement function. 

DCV 

ACV 

DCI 

AC I 

Q2 

Q.A 

FREQ 

PERIOD 

TEMP 



Each function can have its own unique setup configuration (i.e., range, digits, speed, etc.). 
For example, the following command words select range and digits: 



RANGe[ : upper] <n> 
RANGe:AUTO <b> 
DIGits 



Specify expected reading. 

Enable (ON) or disable (OFF) auto range. 

Sec display resolution; 3.5, 4.5, 5.5 or. 6. 5 (digits) 



The following examples demonstrate how to include the function name in the command 
string for configuration commands. 



VOLT: RANG 10 
RES : RANG : AUTO ON 
CURR:DIG 4.5 



Select lOV range for DCV. 

Enable auto range for . 

Set DCI for 4^-digit resolution. 



NOTE See Section 4 for details on setting range, digits, rate, bandwidth and filter. 
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Exercise 1 — Basic DMM measurements 

The exercise in Table 1-6 measures ACV on the lOV range and stores 15 readings in the 
buffer. 

Table 1-6 

Exercise 1 — Measure AC volts - store readings in buffer 





Front panel operation 


Command sequence 


1 


For front panel operation, proceed to step 2. 
For remote programming, clear the buffer^ : 






TRAC : CLE 


2 


Restore defaults^: 






Press SHIFT > press SETUP > select RESTORE: FACT. 


*RST 


3 


Select ACV function: 






Press ACV. 


FUHC ''VOLT! AC 


4 


Select lOV range: 






Press RANGE A to display “RANGE: lOV”. 


VOLT:AC:RANG 10 


-6 


Store 15 readings in buffer^: 






Press STORE > set for 000015 RDGS > press ENTER. 


SAMP:COUM 15 






READ? 


7 


Recall buffer readings*^: 






Press RECALL > use edit keys to display readings. Press EXIT to exit 
recall mode. 


CALC1:DATA? 




program that performs multiple measurements (SAMP :COUN >1). Restoring *RST or FACTory defaults does not clear the buffer. 

2. FACTory defaults place the instrument in a continuous measurement mode. *RST places the instrument in a non-continuous mea- 
surement mode. 

3. READ? triggers and returns 15 readings. These 15 readings are automatically stored in the buffer. See Exercise 4 and 5 for more 
information on the READ? command. 

4. Statistics for buffer readings are also stored in the buffer. For remote programming, CALC 1 : DATA ? only returns the readings that 
were stored. It does not return buffer statistics. CALC2 commands are used to calculate and return buffer statistics (see Section 6 
for details). 
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Closing and opening channels — system channel operation 

NOTE See Section 2 for details on closing and opening switching module channels 

NOTE The following discussion assumes a multiplexing switching module (i.e., Model 
7700) is installed in slot I of the mainframe. Switching module installation is 
covered in Section 2 (see “Switching module installation and connections” 
page 2-3). 

An alternative to installing a switching module is to assign slot 1 as a 
pseudocard using remote programming. The instrument will operate as if a 
switching module is installed in slot L To “install” a 7700 pseudocard in slot 1 
send the following command: 

SYST:PCAR1 C7700 

System channel operation is used to connect input channels to the DMM of the Model 

2700:- 

• For a 2-wire function (i.e., DCV), closing a system channel connects the input to 
' DMM Input of the Model 2700. 

Figure 1-4 shows system channel 1 closed. For the Q.2 function, the resistance 
(DUT) would be connected to DMM Input as shown Figure 1-4. 

• For a 4- wire function (i.e., Q4), a channel pair is connected to the DMM when a 
system channel is closed. The system channel is connected to DMM Input and the 
paired channel is connected to DMM Sense. 

Figure 1-5 shows system channel 6 closed. For a 4- wire function, the paired chan- 
nel also closes. For the Model 7700, channels 1 through 10 are paired to channels 
1 1 through 20. When channel 6 is closed, channel 16 also closes. Figure 1-5 shows 
how the DUT is connected to the DMM for the 4- wire function. 





NOTE Figure 1 -4 and Figure 1 -5 show simplified schematics of the switching module. 
They show a single switch closed to connect an input channel to the DMM. In 
reality, multiple switching to is used to make proper connections to the DMM. 
However, for system channel operation, the user need not be concerned about 
which switches in the module close. 

Figure 1-4 

Connection to DMM for 2-wire function (system channel 101 closed) 



Switching Module 


DMM 


Switching Module 


" HI! „ i 




hi: ^ ■ 


Chlj 1 i 

! < ! 


Input 


r ; — -...Q.-.Y-'-p--’' — i— 

DUT< Ch 1| 1 i 


°LOi ° ^ ! 
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DMM 
-O HI 
Input 
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Figure 1-5 

Connection to DMM for 4-wire function (system channel 106 closed) 



7700 

Switching Module 



7700 

Switching Module 




NOTE Switching module channels can also be controlled using multiple channel opera- 
tion. This allows individual control of all module channels (switches). Multiple 
channel operation should only be used by experienced service personnel who 
recognize the dangers associated with multiple channel closures. See Section 2 
for details. 



The following points on operation pertain to system channel operation only: 

• Only one input channel (or channel pair) is closed at one time. When you close an 
input channel, the previously closed input channel(s) will open. 

• When a system channel is closed, the channel number will be displayed on the 
Model 2700. The slot number for the module is also displayed. For example, “103” 
indicates that system input channel 3 for a module in slot 1 is closed. 

• The paired channel for a 4-wire function is not displayed. Only the system channel 
number is displayed. For example, in Figure 1-5, channel number 106 will be dis- 
played with the Model 7707 installed in slot 1 of the mainframe. 

• Switching modules that have current measurement capability have separate chan- 
nels reserved exclusively for the DCI and ACI functions. For example, the Model 
7700 has channels 21 and 22 reserved for amps measurements. With the DCI or 
ACI function selected, only channels 21 and 22 can be closed. These channels can- 
not be accessed on any other function. 

Figure 1-6 shows the front panel keys used to close and open system channels. 
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Figure 1-6 

Front panel keys to close and open system channels 
Close next 
measurement 

channel 1 

/ (open close} Press CLOSE key 



CLOSE:SfNCLE I SINGLE option 
I ip- 1 and press ENTER 

r- r Specify channel 

CLOSE CH: XXX number (XXX) and 
^ ' press ENTER 

B. Specifiying channel to close 



◄ ► 



Close previous 
measurement 
channel 



A. Sequencing through 
channnels 



^OPEN [close) Press OPEN key 



* — I Display ALL 

OPEN: ALL | option and press 
OPEN again 



C. Opening all channels 



For remote programming, the following three commands are used for basic system .opera- 
tion to open and close input channels: 



ROUTe:CLOSe <clist> 
ROUTeiCLOSe? 

ROUT: OPEN ALL 



Close specified system Channel- 
Query closed system channel^. 
Open all channels. 



1 . Only one channel can be specified in the <ciist>. For example, to close input chan- 
nel 3 for a module in slot 1, the following command would be sent: 

ROUTe:CLOSe (@103) 

2. Only the closed system channel is returned by ROUTe : CLose? . The paired channel 
for a 4-wire function is not returned. For example, assume channel 2 in slot 1 is 
closed, The following response message will be returned: 

(® 102 ) 
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Exercise 2 — Clewing and opening channels (system dianne! operation) 

The exercise in Table 1 -7 demonstrates a sequence to close and open channels of a Model 
7700 installed in slot 1 of the mainframe. 

Table U7 

Exercise 2 — Chse and open channels (system channel operation) 





Front panel operation 


Command sequence 


1 


Open all channels*: 






Press OPEN > display OPEN:ALL > Press OPEN. 


ROUT: OPEN ALL 


2 


Select Q2 function: 






Press Q.2. 


FUNC 'RES’ 


3 


Close system channel 101: 






Press the ^ key. Channel 1 connects to DMM Input (see Figure 1-4). 


R0UT:CL0S (@101) . 


4 


Qose system channel 102: 






Press the ^ key. Channel 2 connects to DMM Input. 


ROUTjCLOS (©102) 


5 


Close system channel 106: 






Press CLOSE > select CLOSE:SINGLE > key in channel 106 > press 
ENTER. Channel 6 connects to DMM Input. 


ROUT:CLOS (@106) 


6 


Select 04 function: 






Press Q4. 4W annunciator turns on, and channels 6 and 16 connects to 
DMM Input and Sense (see Figure 1-5). 


FUNC 'FRES' 


7 


Open aU channels*; 






Press OPEN > display OPEN:ALL > Press OPEN 


ROUT: OPEN ALL 



is a good. safe practice to stan and end a switching sequence by opening all channels. 



Simple scanning 

NOTE See Section 7 for details on scanning. 

With at least one multiplexer switching module (i.e., Model 7700) installed in the main- 
frame, the instrument can scan channels that are valid for the selected function. 

For front panel operation, Figure 1-7 shows the three basic steps to configure and run a 
simple scan. The differences between the STEP function and the SCAN function involve 
the reading count and the timer. 

Reading count (RDG CT) — For both STEP and SCAN, the reading count specifies the 
number of readings to store in the buffer. For STEP, the reading count determines the num- 
ber of channels to scan. 










Getting Started 
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Getting Started 



For remote programming, the following commands are used for simple scanning: 

RODTe:SCAN <clist> ' Define scan list*. 

TRIGgenCODNt <NRf> ’ Specify number of scans (1 to 11000 or 



Table US 

Exercise 3 



RODTe:SCAN <clist> ' Define scan list*. 

TRIGgenCODNt <NRf> ’ Specify number of scans (1 to 11000 or 

INFinity) . 

SAMPle:COUNt <NRf> ' Specify number of channels to scan il to 

11000 ) . 

ROUTe:SCAN:LSELect <nanie> ' Enable (INT) or disable (NONE) scan. 

* Any valid switching module channel can be included in the scan list. Make sure to list 
them from the lowest numbered channel to the highest. For example, to scan channels 1 
through 8 of a Model 7700 installed in slot 1 , send the following command to define the 
scan list: 

ROUTe:SCAN (3101:108) 

Exercise 3 — Simple scanning 

The scanning example in Table 1-8 assumes a Model 7700 installed in slot 1 of the main- 
frame. Tlie scan will use default settings (DCV) to scan eight channels and store the read- 
ings in the buffer. 

Simple scanning 



Front panel operation 


Command sequence 


For front panel operation, proceed to step 2. 
For remote programming, clear the buffer: 


TRAC : CLE 


Restore defaults^: 

Press SHIFT > press SETUP > select RESTORE: FACT. 


*RST 


Configure scan: 

Press SHIFT > press CONFIG > select INT: SIMPLE > set MIN 
CHANlOl > set MAX CHAN; 108 > select TIMER? NO>set 
RDG CTOOOOOS. 


ROUT:SCAN (@101:108) 
SAMP:COUN S 


Enable and start scan^: 
Press STEP. 


ROUT:SCAN:LSELINT 

INIT 


Halt (disable) scanner: 

Press SHIFT > press HALT. 


ROUT:SCAN:LSEL NONE 


Recall the eight stored readings: 

Press RECALL > use edit keys to display readings. Press EXIT to 

exit recall mode. 


CALCLDATA? 


Open all channels: 

Press OPEN > display OPEN:ALL >, Press OPEN 


ROUT: OPEN ALL 



number of scans to be performed. 

jh®,scanj ^d iN^ trigger the st a rt of the sca n . 
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Trigger and return readings — remote programming 



There are several commands used to trigger and return readings. The proper command. 

and sequence to use depend on the trigger state (continuous or non-continuous) and what 
you are trying to accompUsh. 

Presented here are three fundamental command sequences that can be used to “iriPPer and 
return readings” These three command sequences (exercises) will accommodate most ■ 
yom scenarios. Simply use the command sequence (exercise) that satisfies 



Exercise 4 
Exercise 5 
Exercise 6 



• Trigger and return a single reading 

• Trigger and return multiple readings 

• Return a single reading (continuous triggering) 



Details on the commands to trigger and return readings are provided in other sections of 
this manual. For details, refer to the following sections: 



Section 3 — See “Trigger and retrieve readings” in Table 3-8. 

Section 7 — For scanning, see “Trigger commands” in Table 7-1. 

Section 8 — Explains the triggering process. 

.Section 1.3 — Covers Signal Oriented Measurement Commands (ie., FETCh?, READ?) 
Section 15 — See Table 15-9 (Trigger command summary). 

Section D Shows how trigger and read commands control data flow within the 
instrument. 

NOTE Each exercise indicates the commands used to configure triggering ( "Trigger 
configuration"). Once triggering is configured, the commands to trigger and! or 
return readings can be repeated as often as desired (unless noted otherwise). 

Exercise 4 — Trigger and return a single reading 
Exercise 5 — Trigger and return multiple readings 

Trigger controlled measurements — The instrument is typically used in a non- 
continuous trigger mode. In this mode, commands are used to trigger one or more read- 
ings. After the specified number of readings are completed, the measurement process 
stops. 

Exercise 4 in Figure 1-8 provides a command sequence to trigger and return one reading. 
Exercise 5 in Figure 1-9 provides a command sequence to trigger and return multiple 
readings. 

Exercise 6 — Return a single reading (continuous triggering) 

Readings can be returned while the mstruraent is in the continuous measurement (trigger) 
inode. Each time a read command is sent, the latest reading is returned. Exercise 6 in 
Figure 1-10 provides a command sequence to return a single reading while in the continu- 
ous trigger state. 
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Figure 1-8 

Exercise 4 — Trigger and return a single reading 



Trigger Configuration 



TnIT:CONTOFF i *^*^*^® 
TRIGrCOUNl "^n-continuous 
' trigger state 

TaMP:COUN 1 I 

one measurement 



Trigger Reading 



FETCH? 

OR 

CALC:DATA? 



DATA? 

OR 

DATA:FRESh? 



READ? 

Trigger and Return 
Reading^ 



Trigger and Return 
Reading 



Return result of MATH Return Basic Reading^A 
calruiatinn^' ^ 



calculation^' ^ 

1 . If a MATH function (mX+B, percent or 1/X} is enabled, the result of the calculation will 
be returned (MATH functions are covered in Section 5). 

2. If there is no MATH function enabled, FETCh?and CALQDATA? will return the basic 
reading. 

3. FETCH?, CALC:DATA? and DATA? do not trigger readings. They simply return the last 
reading. If you again send one of these commands before triggering a new reading the 
old reading will be returned. 

4. DATA:FRESh? can only be used once to return the same reading. Sending it again 
without first triggering a new reading will cause error -230 (data corrupt or stale). 



I 



\ I 



Vr 






'4 i 



i.d 
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Figure 7-9 

Exercise 5 — Trigger and return multiple readings 



Trigger Configuration 




Trigger and Return 
Readings 



1. In order to trigger and return multiple readings, the buffer must first be cleared of 
readings that were stored by the TRACe command or front panel operation (see 
Section 6 for details on buffer operation). 

2. INIT triggers the measurements, and FETCh? returns the readings. Again sending 
FETCh? without first sending INIT will return old readings. 

3. READ? performs an INIT to trigger the measurements, and then FETCh? to return 
the reading(s). 

4. Triggered readings'are automatically stored in the buffer. Statistics for buffer readings 
are also stored in the buffer. CALC2 commands are used to calculate and return 
buffer statistics (see Section 6 for details). 
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Figure l-W 

Exercise 6 — Return a single reading (continuous triggering) 

- pr — r j Place 2700 in 

Trigger Configuration - Sn 

L MNii.<_uiNi uiN I trigger state. 



Return Readings 



FETCh? 

OR 

CAIOPATA? 

Return result of MATH 
calculation^' ^ 



DATA? 

OR 

DATA:FRESh? 

Return Basic Reading^' ^ 



1. if a MATH function (mX+B, percent or 1/X) is enabled, the result of the calculation will 
be returned. If there is no MATH function enabled, FETCh? and CALC:DATA? will return 
the basic reading. MATH functions are covered in Section 5. 

2. None of these read commands trigger measurements. They simply return the lastest 
reading. If FETCH?, CALC:DATA? or DATA? is again sent before a new reading is 
triggered, the old reading will be returned. 

3. DATA:FRESh? can only be used once to return the same reading. Sending it again before 
a new reading is triggered will cause error -230 (data corrupt or stale). 
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Close/open overview — Summarizes the two operating modes to control switch- 
ing modules; system channel operation multiple channel operation. 

Switching module installation and connections — Explains how to install a 
switching module (or pseudocard) into the Model 2700 mainframe. Also explains 
where to find connection information which should only be performed by qualified 
service personnel. 

Channel assignments — Explains the format for specifying the mainframe chan- 
nel assignment which is made up of the slot number and switching module channel 
number. 



System channel operation 
channel operation. 



• Provides detailed information for using system 



Multiple channel operation — Provides detailed information for using multiple 
channel operation. Due to safety considerations, this operating mode should only 
be used by experienced test engineers. 

Identifying installed modules & viewing closed channels — Explains how to use 
the CARD menu to identify installed switching modules and view closed channels. 
Explains how to remotely identify installed modules (*OPT?) and summarizes 
other query commands that can be used to acquire information about the installed 
modules. 

Model 7700 switching module — Covers operating characteristics that are unique 
to the Model 7700. Also includes a simplified schematic diagram of the switching 
module. 
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NOTE This section covers basic closelopen operations for switching module channeh 
It also covers the operating characteristics that are unique to the Model 7700 
switching module. Unique operating characteristics for all switching moduli 
are provided in the Model 77XX Series Switching Modules Instruction ManZl 

There are two inodes of close/open operation; 

• System channel operation — This is the mode of operation that should be used 
exclusively by most (if not aU) users. When you close an input channel (or cWl 
pair), other channels on the switching module close automatically to intemallv 

connect it the DMM of the Model 2700. ^ 

• Multiple channel operation - This mode of operation provides additional fiexibii 

ity by providmg mdividual control of each switching module channel. However 
eyeless operation could create a safety hazard and/or damage the switching mod- 
ule and other equipment. Multiple channel operation should only be used bv exoe 
nenced test engineers. ^ ^ 

WARNING Careless multiple channel operation could create an electric shock haz- 
ard that could result in severe injury or death. Improper operation can 
also cause damage to the switching modules and external circuitry 
Multiple channel operation should be restricted to experienced test 

engineers who recognize the dangers associated with multiple channel 
closures. 

NOTE The Model 2700 can scan switching module channels. Each channel in the scan 
can have its own unique setup configuration. Scanning is covered in Section 7. 

NOTE When a setup is saved as a user setup (SAVO, SAVJ, SAV2, or SAV3), closed 
channels are also saved. When the setup is restored, those channels (and only 
those channels) will be closed (see “Defaults and user setups’,’ page 1-19). 



2-3 



In order to exercise close/open operations explained in this section, a switching module 
(or pseudoc^d) must be mstaUed in the mainframe. A switching module can be installed 
by the user, however external connections to the switching module are only to be ner- 
formed by qualified service personnel 

NOTE For inexperienced users, iris recommended that DUT and external circuitry not 
be connected m switching modules. This will allow you to exercise closelopen 
operations without the dangers associated with live test circuits. 

WARNING To prevent electric shock that could result in injury or death, NEVER 
handle a switching module that has power applied to it; 

• Before installing (or removing) a switching module, make sure the 
Model 2700 is turned off and disconnected from line power. 

• If the switching module is already connected to DUT, make sure 
power is removed from all external circuitry. 

Module installation 



WARNING Slot covers must be installed on unused slots to prevent personal con- 
tact with high voltage circuits. 

Perform the foUowing steps to install a switching module into the Model 2700 mainframe: 

1 . Turn the Model 2700 off and disconnect the power line cord and any other cable 
connected to the rear panel. 

2. Position the Model 2700 so you are facing the rear panel. 

3. Remove the slot cover plate from the desired mainframe slot. Retain the plate and 
screws for future use. 

4. With the top cover of the switching module facing up. slide the module into an 

empty slot. For the last V4 inch or so, press in firmly to mate the module connector 
to the mainframe connector. 

5. On each side of the module, there is a mounting screw. Tighten these two screws to 
secure the module to the mainframe. Do not overtighten. 

6. Reconnect the power line cable and any other cables to the rear panel 
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Connections 



WARNING 



Connection information for switching modules is intended for qualified 
service personnel. Do not attempt to connect DUT or external circuitry 
to a switching module unless qualified to do so. ^ 



WARNING To prevent electric shock that could result in serious iniurv or death 
adhere to following safety precautions: ’ 

• Before making or breaking connections to the switching module 
make sure the Model 2700 is turned off and power is removed ’ 
from all external circuitry. 

» Do not connect signals that will exceed the maximum specifica- 
tions of switching module. Specifications for the Model 7700 are 
provided in Appendix A. Specifications for all switching modules 
are provided in the Model 77XX Series Switching Modules 
Instruction Manual 

lTAi?iV/NG If both the front panel terminals and the switching module terminals 
are connected at the same time, the test lead insulation must be rated 
to the highest voltage that is connected. For example, if lOOOV is con- 
nected to the front panel input, the test lead insulation for the switch- 
ing module must also be rated for lOOOV. 

Dangerous arcs of an explosive nature in a high energy circuit can 
cause severe personal injury or death. If the multimeter is connected to 
a high energy circuit when set to a current range, low resistance range, 
or any other low impedance range, the circuit is virtually shorted. Dan- 
gerous arcing can result even when the multimeter is set to a voltage 
range if the minimum voltage spacing is reduced in the external con- 
nectmns. For details to safely make high energy measurements, see 
Section 3, “High energy circuit safety precautions.” 

As described in the International Electrotechnical Commission (lEC) 
Standard lEC 664, the Model 2700 is Installation Category I and must 
not be connected to mains. 

For the Model 7700, detailed connection and wiring information is provided in 
Appendix B of this manual (Model 7700 Connection Guide). For the other switching 
modules, connection information is provided in the Model 77XX Series Switching Mod- 
ules Instruction Manual. 



WARNING 



Model 2700 Multimeter/Switch System User's Manual Close/Open Switching Module Channels 



Using remote programming, yon can assign a pseudocard to an empty switching module 
slot. With a pseudocard installed, the Model 2700 will operate as if the switching module 
is installed in the Model 2700. This feature allows you exercise open/close/scan opera- 
tions, or configure your system without having the actual switching module installed in the 
unit. There is a pseudocard for every Keithley Mode] 77XX series switching module. 

A pseudocard cannot be installed from the front panel. However, once it is installed you 
can take the Model 2700 out of remote and use the front panel. Pressing the LOCAL key 
takes the Model 2700 out of remote. 

When the instrument is turned off, the pseudocard will be lost (uninsialled). Use the fol- 
lowing commands to install pseudocards: 



SYSTem: PCARdl <name> ' install pseudocard in slot 

SYSTem : PCARd2 <name> ' install pseudocard in slot 2. 

<name> = C7700, C7701, C7702, C7703, C7705, C7706, C7707, C7708 or C7709 

Programming example — The following command sets up the Model 2700 to operate as 
if a Model 7700 switching module is installed in slot 2, which must be empty. You cannot 
assign a pseudocard to a slot that already has a switching module installed in it. 

SYSTem:PCAR2 C7700 • "install" psGudocard 7700 for slot 2. 



The Model 2700 has two slots for switching modules. To control the appropriate switching 
module, the slot number must be included with the switching module channel number 
when you specify a channel. The channel assignment is formatted as follows: 



SCH where: 



Examples: 



S is the slot number 
CH is the channel number 



101 = Slot 1, Channel 1 
210 - Slot 2, Channel 10 

For remote operation, the 3-digit channel assignment is included in the channel list param- 
eter for the commands. Format examples for the channel list parameter are provided in 
Table 2-1 and Table 2-2. 
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System channel operation 

The system channel is a closed measurement channel that is internally connected to the 
internal DMM Input of the Model 2700. The system channel number is displayed on the 
Model 2700. For a 4-wire ftinction (i.e., £24), the paired channel for the system channel is 
internally connected to DMM Sense. The paired channel is not displayed on the Model 
2700. When triggered, the DMM performs a measurement and displays it on the Model 
2700. 

The system channel is selected by closing a measurement channel using the system chan- 
nel close keys. These include the ^ and ► keys, or the CLOSE key (SINGLE menu 
option). See “Controlling the system channel,” page 2-9, for details. 

Other important points about system channel operation include the following: 

• There can only be one system channel. This is the channel that is presently dis- 
played (and closed) on the Model 2700. When a channel is not displayed, there is 
no system channel. 

• When a measurement channel is closed, the input backplane isolation channel also 
closes to connect the system channel to DMM input. For a 4-wire function, the 
paired channel and the sense backplane isolation channel also close to make the 
sense connections to the DMM. 

• When a different measurement chaimel is closed, the previous system channel 
opens. The newly closed (and displayed) measurement channel becomes the sys- 
tem channel. 

• The system channel close keys can only close measurement channels that will 
automatically connect to the DMM. Non-measurement channels cannot be closed 
by the system channel close keys. 

NOTE Use the VIEW option of the CARD menu to display all closed channels in the 
mainframe (see “CARD menu” page 2-25). 
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2-vvire functions 

Figure 2- 1 shows an example of how the system channel is connected to the DMM Input 
of the Model 2700. Assume a Model 7700 switching module is installed in slot 1 of the 
mainframe. When channel 101 is closed using the system channel close keys, both the 
. Channel 1 relay and the backplane isolation relay (Channel 25) close to connect the chan- 
nel to the DMM. The complete simplified schematic of the Model 7700 is provided in 
Figure 2-12. 



Figure 2-1 

2-wire system channel connections to Model 2700 DMM 



Mode! 2700 



Model 7700 Switching Module 

Chapnel 1 
Relay 

Channel 1 i 



System channel operation: 
Close channel 1 01 



Channel 25 



Backplane 

Isolation 

Relay 
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4-wire ftjnctions (paired channels) 

A 4-wire function, such as Q4, requires that another measurement channel be paired to the 
system channel. For example, if the switching module has 20 measurement channels, 
channels 1 through 10 can be used as the system channel, while channels 1 1 through 20 
are used as the paired channel. For a switching module that has 20 measurement channels, 
channel 1 is paired to channel 11, channel 2 is paired to channel 12, channel 3 is paired to 
channel 13, and so on. 

Figure 2-2 shows an example of system channel connections for a 4-wire function. 

Assume a Model 7700 switching module is installed in slot 1 of the mainframe, and a 4- 
wire function, such as Q4, is selected. When channel 101 is dosed using the system chan- 
nel close keys, the Channel 1 relay and the input backplane isolation relay (Channel 25) 
closes to connect the channel to DMM Input. Also, the Channel 1 1 relay and the sense 
backplane isolation relay (Channel 24) close to connect the paired channel to DMM 
Sense. Also note in Figure 2-2 that the Channel 23 relay closes to isolate channel 1 from 
channel 11. 

The complete simplified schematic of Model 7700 is provided in Figure 2-12. 

Figure 2-2 

4-wire system channel connections to Model 2700 DMM 



Model 2700 



Model 7700 Switching Module 



Channel 1 
Relay 



Channel 1 



System channel operation: 

Close channel 101 Channel i 

23 ° 

(closed positiom 
shown) V 



HI 

Channel 11 
LO 



Channel 1 1 
Relay 



Channel 25 



Backplane 

Isolation 

Relay 

^2-Pole/4-Po!e 

Relay 



Channel 24 



Backplane 

Isolation 

Relay 
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When a measurement channel is closed, a previous system channel (and, for a 4-wire func- 
tion, its paired channel) is first opened. The closed measurement channel becomes the sys- 
tem channel When a 4-wire function is selected, the paired channel for the system channel 
also closes. 

-^and^keys 

These front panel keys (Figure 2-3) can be used to select the next or previous measure- 
ment channel as the system channel. If there are no measurement chaimels available, one 
of the following messages will be briefly displayed when one of these keys is pressed: 

NO SCAN CARD — This message indicates that there are no switching modules (or 
pseudocards) installed; both slots are empty. 

NO MEAS CARD — This message indicates that none of the installed switching mod- 
ules (or pseudocards) have measurement channels. For example, the Model 7705 switch- 
ing module does not have any measurement channels. Those channels cannot be internally 
connected to the DMM. 



NOTE The and ^ keys can also be used to open all channels in the mainframe. Sim- 
ply increment or decrement the channel number until there is no channel 
displayed. 

Figure 2-3 

System channel operation — closing next or previous measurement channel 




Close previous 
measurement 
channel 



Close next 
measurement 
channel 
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CLOSE key (SINGLE menu option) 

The SINGLE menu option for the CLOSE key can be used to select ;» 

“ system Channel (Figure 2-4). Perfonn the foUowntg steps to sele";,!”' 

1. ftess the CLOSE key. The “CLOSE:SINGLE” message wiU be 
displayed. 

NOTE If the "CLOSE:MULTr message is instead displayed when CLOSE U ^ 
It indicates that there are no measurement modules installed in thf> m 
see ■■MuiUple cHannel operation:- pa,e 2.13, to 
measurement module (i.e., Model 7705). ^ 

2. Press ENTER to display the prompt to dose a channel (CLOSE CH: XXX) 

3. Using < ►, A, and y, key in the three-digit channel you want to select 

4. Press ENTER. The channel closes and the CHAN annunciator turns on 

the following error messages to 

INVALID CHAN — This message indicates that the channel is not a v«i^h 

channel. The Mowing actions will cause this exror: measurement 

Trying to close a non-measurement channel, such as a backnianp t, i 

Trymg to close a paired-channel while on a 4-wne function. For the Model 7700 
channels 1 through 10 are paired to channels 1 1 through 20 for a 4-wt Wion 

INV^ro raAN°“ “ f““‘ton, the 

IN VALID CHAN error will occur. 

Trying to close a switching module channel that does not exist. 

SMAlTin^^^ large - These messages also indicate an invalid channel. TOO 
inrahd TOO La"r?f lower numbered chamiel is 

Figure 2-4 

System chann el operation — specifying measurement channel to close 
( open cios^ Press CLOSE key 



CLOSE:SINGLE 



Display SINGLE option 
and press ENTER 



I I 

' CLOSE CH: XXxl channel number (XXX) 

~J and press ENTER 








Model 270^timeter/Switch System User's Manual Close/Open Switching Module Channels 2- 1 1 

OPEN key (ALL menu option) 

The ALL menu option of the OPEN key opens all channels for all switching modules 
installed in the Model 2700 (Figure 2-5). For example, if a Model 7700 switching module 
IS mstalled in slot 1, OPEN: ALL will open all measurement channels (101 to 120 121 
n Channels (124 and 125) and the 2-pole/4-pole channel 

(123). Figure 2-2 shows the backplane isolation channels and the 2-pole/4-pole channel 
for the Model 7700. 

Perform the following steps to open all channels: 

1 . Press the OPEN key to display “OPEN: ALL ” 

2. Press OPEN a second time (or press ENTER) to open all channels. 

NOTE Opening the system channel disables Ratio or Channel Average. Ratio and 
Channel Average operation are covered in Section 5. 



Figure 2-5 

System channel operation — opening all channels in mainframe 
(open close) Press OPEN key 



OPEN: ALL 



Display ALL option 
and press OPEN again 



Remote 



programming — system channel control ctxnmands 



The commands to close and open the system channel are listed in Table 2-1 . When a sys- 
tem channel reading is returned, the system channel number wUl be included in the data 
strmg If the CHANnel data element is selected. The FORMat:ELEMents command is used 

to specify Ae data elements to be mcluded in the data string (see FORMat commands in 
Section 14). 
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Table 2- 1 

System channel control commands 



Commands 


Description 


Ref 

a 

b 

c 

d 


ROUTeiCLOSe <clist> 
ROUTe:CLOSe;STATe? <clist> 

ROUIte:CLOSe? 

ROUTe:OPEN:ALL 


Specify one measurement channel to close. 
Query closed channels in specified list 
(1 = closed), 

Returns a <clist> of closed measurement 
charmels. 

Open all channels, and disable ratio and channel 
average. 


Gnannel list parameter: * - 

<clist> = C@SCH) 

where: S = Mainframe slot number (lor 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@ 101 ) = Slot 1 , Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 



Reference: 

a. ROUTe:CLOSe <clist> 

This command functions the same as the front panel CLOSE key (SINGLE menu 
option) to select the system channel. Only one measurement channel can be 
specified in the <clist>. 

Trying to close an invalid channel (such as a non-measurement channel) with this 
command will result in error -222 (Parameter data out of range). 

b. ROUTe:CLOSe:STATe? <clist> 

This query returns a “0” (open) or “1” (closed) for every measurement channel 
specified the <clist>. For example, assume <clist> = (@101, 104, 107, 102). The 
response message “0, 0, 1, 0” indicates that channel 107 is closed. 

The state of non-measurement channels cannot be checked with this command. 

c. ROUTerCLOSe? 

This query command returns a <clist> of closed measurement channels, including 
paired channels for 4- wire functions. 

This query command whl not return non-measurement channels, such as 
backplane isolation channels and the pole-mode channel. 

d. ROUTe:OPEN:ALL 

This command functions the same as the front panel OPEN key (ALL menu 
option). It simply opens all channels (including non-measurement channels) 
installed in the mainframe. 
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Remote programming example (system channel operation) 

The following example assumes a Model 7700 instaUed in slot 1, and the 04 function of 
the Model 2700 is selected. This command sequence connects channel 101 and its paired 
channel (111) to DMM Input and Sense as shown in Figure 2-2. 



ROUT: OPEN: ALL 
ROUT:CLOS (@10i: 



Multiple channel operation 



Open all channels. 

Close channels 101, 111, 123, 
124 and 125. 



The capability to individually control channels provides you with added flexibility in how 
you use a switching module. For example, assume you want to route a signal into channel 
1 and out channel 20 of a Model 7700 switching module. You would do this by closing 
channels 1, 20, and 23. If you open channels 24 and 25, you will isolate the input signal 
from the DMM of Model 2700. 

Multiple channel operation allows any channel (or channels) in the test system to be 
closed or opened. It aUows more than one measurement channel to be closed at the same 
time. It also allows individual control of non-measurement channels, such as backplane 
isolation channels. Multiple channel operation should only be performed by experienced 
test system engineers. 

WARNING Careless multiple channel operation could create an electric shock haz- 
ard that could result in severe injury or death. Improper operation can 
also cause damage to the switching modules and external circuitry. 
Multiple channel operation should be restricted to experienced test 
engineers who recognize the dangers associated with multiple channel 
closures. 

NOTE Multiple channel operation cannot be used to perform thermocouple tempera- 
ture measurements using the internal or external reference junction. The simu- 
lated reference junction will instead be used and the integrity of the temperature 
reading will be questionable (“ERR” annunciator turns on). See “Temperature 
measurements’,’ page 3-22, for details. 

Some other key points for multiple channel operation include the following: 

Closing a channel using multiple channel operation has no affect on other closed 
channels. Whatever channels were previously closed, remain closed. 

• A channel closed using rauitipie channel operation is not displayed on the Model 
2700. Also, the CHAN annunciator does not turn on when a channel is dosed. 

Opening a channel using multiple channel operation has no affect on other dosed 
channels. Only the specified channel opens. 

NOTE Use the VIEW option of the CARD menu to display closed channels (see 
"CARD menu’,’ page 2-25). 
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Controlling multiple channels 

WARNING When using multiple channel operation, you must be very careful 
when switching hazardous voltages. If you inadvertently close the 
wrong channel(s), you could create a shock hazard and/or cause dam- 
age to the equipment. 

Most switching modules use latching relays. That is, closed channels 
remain dosed when the Model 2700 is turned off. Never handle a 
switching module that is connected to an external source that is turned 
on. Turn off all power sources before (1) making or breaking connec- 
tions to the module, and (2) installing (or removing) the module into 
(or out of) the Model 2700. 

Avoiding corrupt measurements 

Aside from the safety issues, improper use of multiple channel operation can result in cor- 
rupt measurements. For example, assume two Model 7700s installed in slots 1 and 2, and a 

2-wire function selected. If you use multiple channel operation to close channels 201 and 

225, you will connect the input at channel 201 to the DMM for measurement. 

If you then use system channel operation to close channel 101, channel 125 will also close 

to connect the input at channel 101 to the DMM. You now have two input channels (101 

and 201) connected to DMM Input at the same time, inviting all sorts of problems. 

The above problem can be avoided by opening channels 201 and/or 225 before closing 

channel 101 (and 125) as demonstrated by the following sequence: 

1 . Multiple channel operation — Close channels 201 and 225 for connection to 
DMM. 

2. Multiple channel operation — Open channels 201 and/or 225 to disconnect from 
DMM. 

3. System channel operation — Close system channel 101 to connect to DMM. 
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CLOSE key (MULTI menu option) 

The MXJLTI merm option for the CLOSE key can be used to close any individual channel 
in the mainframe (Figure 2-6). Perform the following steps to close a channel: 

NOTE Channels closed by the MULTI option of the CLOSE key are not displayed. Use 
the VIEW option of the CARD menu to display closed channels (see “CARD 
menu!’ page 2-25). 

1. Press the CLOSE key and then use the A or T key to display the “CLOSEiMULTI” 
message. 

2. Press ENTER to display the prompt to close a channel (CLOSE MLT:XXX). 

3. Using ►, A, and ▼, key in the three-digit channel you want to select. 

4. Press ENTER to close the channel. 

An invalid channel cannot be closed. The error messages associated with system channel 
operation also apply to multiple channel operation. 

Figure 2-6 

Multiple channel operation — specifying a channel to close 
(open IcLOSE^ Press close key 



CLOSE:MULTI I ^ijlay MUiJ! option 
1— I and press ENTER 



CLOSE MLT:XXX 



Specify channel number 
(XXX) and press ENTER 



OPEN key 

The OPEN key has two options to open channels: ALL and MULTI. The ALL option sim- 
ply opens all channels in the mainframe. The MULTI option opens only the specified 
channel. All other closed channels remain closed. Figure 2-7 summarizes OPEN key 
operation. 

OPEN. ALL Perform the following steps to open all channels in the mainframe: 

1. Press the OPEN key to display “OPEN; ALL.” 

2. Press OPEN again (or press ENTER) to open all channels. 

OPEN: MULIT — Perform the following steps to open only the specified channel: 

1 . Press the OPEN key. The “OPEN: ALL” message will be displayed. 

2. Press the a or ▼ key to display the “OPEN: MULTI” message. 
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3. Press ENTER to display the prompt to open a channel (OPEN MLTXXX) 

4. Using and y, key in the three-digit channel you want to select 

5. Press ENTER to open the channel. 



NOTE If ihe channel you open using OPEN: MULTI is the system channel (channel 
number displayed on the Model 2700), the channel will open, but the ^tem 

Figure 2-7 

Multiple channel operation — opening one or ail channels 



Display ALL option 
and press OPEN again 




Remote programming — Muhiple channel control commands 

The commands to dose and open the system channel are listed in Table 2-2. 
Table 2-2 

Multiple channel control commands 



Commands 



ROUTe:MULTiple:CLOSe <clist> 

ROUTe:MULTiple:OPEN <clist> 

ROUTe;OPEN:ALL 

ROUTe:MULTiple:CLOSe? 

ROUTe:MULTiple:CLOSe:STATe? 

<clist> 



Description 


Ref 


Specify one measurement channel to 


a 


close. 


Open channels specified in list. Unlisted 


b 


channels not affected. 




Open aU channels. 




Returns a <clist> of all dosed channels 


d 


Query closed channels in specified list 


e 


1 (1= closed). 





Channel hst parameter; 

<clisi> = (@SCH) 

where: S = Mainframe slot number (1 or 2 ) 

CH = Switching module channel number (must be 2 digits) 
Examples; (@101) = Slot 1, Channel 1 

<(®101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
... (@ 1 0 1 : 1 1 0) g Slot 1 , Chann els 1 through 10 
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Reference: 

a. ROUTe;MULTipIe:CLOSe <clist> 

This command functions like the front panel CLOSE key (MULTI menu option) to 
close channels. When you send this command to close the channels specified in the 
<clist>, only those listed channels will close. Channels not specified are not 
affected, and channel pairing is disabled. 

NOTES Channels closed by ROUT:MULT:CLOS are not displayed. 

The ROUT.MULT.'CLOS command cannot be used to perform 
thermocouple temperature measurements using the internal or 
external reference junction. The simulated reference junction will 
instead be used and the integrity of the temperature reading will be 
questionable (“ERR" annunciator on). See “Temperature 
measurements': page 3-22, for details. 

b. ROUTe:MULTipIe:-OPEN <cHst> 

With this command, you can open one or more switching module channels. When 
you send this command to open the channels specified in the <clist>, only those 
listed channels wOl open. Channels not specified are not affected 

c. ROUTe:OPEN:ALL 

This command functions the same as the front panel OPEN key (ALL menu 
option). It simply opens all channels (including non-measurement channels) in the 
mainframe. 

d. ROUTe:MULTiple:CLOSe? 

This query command returns a <clist> of ah closed channels, including 
non-measurement channels and paired channels for 4-wire functions. 

e. ROUTe:MULTiple:CLOSe:STATe? <clist> 

This query^ returns a “0” (open) or “ i ” (closed) for every channel specified in the 
<clist>. It is valid for both measurement and non-measurement channels. 

For example, assume channel 1 25 is closed, and you use this command to query 
channels 101, 104, and 125 (<clist> = (@101, 104, 125)). The response message 
returns “0, 0. 1” to indicate that channels 101 and 104 are open, and channel 125 is 
closed. 

Remote programming example (multiple channel operation) 

The foUowing example assumes a Model 7700 installed in slot 1 . This command sequence 
connects channel 101 to channel 1 1 1 (through channel 123). Note that these two dosed 

channels will be iniemally isolated from the DMM since the backplane isolation channels 
(124 and 125) will be open. 



ROUT: OPEN: ALL 

ROUT: MULT :CLOS 0101,111,123) 



Open all channels. 

Close channels 101, 111 and 123, 




— V * ; * 

When finished with multiple channel operation, it is a good, safe practice to open all chan- 
nels (rout : open: all). 
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• Anomaly #1 — When you use multiple channel operation to open the system 

channel, the channel will open but the system channel number will still be 
displayed on the Model 2700. For details, see “Anomaly #1 example — wmna 
channel displayed.” ^ 

• Anomaly #2 ~ For a 4-wire function, you can use multiple channel operation to 
open the paired channel. If you then use system channel operation to again select 
the already closed system channel it will not re-close the paired channel. For 
details, see “Anomaly #2 example — opening the paired channel.” 

NOTE The following anomaly examples assume a Model 7700 installed in slot I 

Anomaly #1 example — wrong channel displayed 

The following example closes channel 102 and connects it to the DMM Input. However 
the Model 2700 will not display the measurement channel that is closed. It will disnlav ' 
channel 101 instead of channel 102. ^ ^ 

1. Use the ALL option for the OPEN key to open aH channels in the mainframe 
Remote programming : rout : open : all 

2. Press the ►key to close (and display) channel 101. This closes channel 101 (which 
IS the system channel) and channel 125 to connect it to the DMM Input 

(Figure 2-1). 

Remote programming: rout:clos (@ioi) 

3. Use the MULTI option for the CLOSE key to dose channel 102. The system chan- 
nel IS not affected. Channels 101, 102, and 125 are now dosed. 

Remote programming: rout : mult : clos (@io2) 

4. Use die MULTI option for the OPEN key, open channel 101 . Even though channel 
lOi IS still being displayed on the Model 2700, it is channel 102 that is actuaUy 
connected to the DMM Input (channels 102 and 125 closed). 

Remote programming: rout : mult : open (@i0i) 

To correctly display the channel that is closed (channel 102) repeat step 1 above to open 
all channels, and then use the ► key or the rout:Clos (@io 2 ) command to dose (and dis- 
play) channel 102. This closes channel 102 (which is the system channel) and channel 125 
to connect it to the DMM Input. 
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Assume 4-wire connections to a IKJ resistor using channels 1 and 1 1 of the Model 7700 
Itching module. Also assume the function is selected. The following procedure 
demonstrates how eyeless multiple channel operation can cause an overflL readtag even 
though everything else from the front panel “looks right.” ® 

to open all channels in dte 

Remote programming: rout : open : all 

channels close 

• Channel 101 (system channel). 

• Channel 125<connects channel 101 to DMM Input). 

Channel 1 1 1 (paired channel for 4- wire measurements). 

• Channel 1 24 (connects channel 1 1 1 to DMM Sense). 

• Channel 123 (isolates channel 101 from channel 1 11). 

ne Model 2700 will display the Ikn reading for system channel 101. 

Kemote programming : routiclos (@ioi) 

“ s s“llTr Th- "TT 

nei lui is still closed and displayed as the system channel 
Remote programming : rout ; mult : open (@iii) 

ri ng^F IT SINGLE option of the 

Sime! m f ^ itti” close 

S t m N the case. Sinoe 

Remote programming: routiclos (@ioi) 
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.. 20 ™Bp,„, H., „ „ j, ”» l-«- ......... 

note Thermocouple temperature measurements using the internal a 
ence junction cannot be performed when using mult TrT 
connect an input channel to the DMM. The siLlated^^^^^^ 
instead be used resulting in invalid readings ("ERR" a/ 

Temperature measurements," page 3-22, for details. 

nel operatioi, to reky <=han- 

pendent multiplexers by closing channel 23 As sho™ t S! “de- 



nels n through 20) ' “ Multiplexer B (chan 

nected to the D^M rf 

channels I through 10 to be measured by le Dt4*' ^5 allow; 

the Model 7700. channel 24 
Ngure 2~8 

Dual multip lexer configuration (Model 7700 ) 



Multiplexer A Channek 

(1x10) 2-9 



Ch10 ' 



—~~cn o — o HI 
Ch25^ Input 
0^ o 0 LO I 




Ch 11 ' 



Multiplexer B Channels • 

(1x10) 12-19 • 



^Ch 23 
■ (Closed) 



To 

Model 2700 
DMM 



on 0—0 HI I 

Ch 24 ' Sensei 
■ O OLOl 

For the dual multiplexer configuration, 
Ch 23 must be dosed, and Ch 24 must 
remain open. ' 
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Dual multiplexer applica^on 

measure 10 DUT. An external source powers BUT, while the DMM of the Model 2700 
is 

application. TTie external source is connected to 
through 20 are used to connect external power to each DUT. 

‘■'b *™toh. 

Closing channel 23 isolates the input measurement channels (1 through 10) from 
external source channels (1 1 through 20). It also connects the DOT to 
source. This channel must remain closed while testing DUT. 

270^uT^^ f backplane of the Model 

/UO. This channel must remain open while testing DUT. 

Ciosmg channel 25 connects an input channel (1 through 10) to the DMM. 
forDOT^ H ^ ^ DOTl . A more detailed view of the test 

listed as7o“ tor each DUT test are 



Tested 

device 


Closed channels 


DOTl 
DUT 2 
DUT 3 
DOT 4 
DOTS 


U 11 , 23 and 25 
2, 12, 23 and 25 
3, 13, 23 and 25 

4, 14, 23 and 25 

5, 15, 23 and 25 



NOTE 



Tested 

device 


Closed channels 


DOT6 
DOT 7 
DOTS 
DOT 9 
DUT 10 


6, 16, 23 and 25 

7. 17, 23 and 25 

8. 18, 23 and 25 

9. 19, 23 and 25 
10, 20, 23 and 25 



Do not use this application to measure the temperature of DUT usins a 
sm7fj 7‘‘^ *e wreraal or EXTernal reference junction selected. The 

ERR annunciator will turn on to indicate that the integrity of the 

^^mperature reading is questionable. ^ U J 
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Test procedure: 



NOTES The following test procedure assumes a Model 7700 switching module installed 
in slot 1 of the mainframe. 

The procedure assumes that the instrument is operating in the continuous mea- 
surement (triggering) mode (see “Defaults and user setups’,’ page 1-19). 

Do not use the following procedure topeiform thermocouple temperature 

reference junction selected. The 
instead be used resulting in invalid readings. 

ine tRR tmnunciator will turn on to indicate that the integrity of the 

temperature reading is questionable. 

”°®‘ modules, channels remain closed after the 

is good safe practice to open all channels at 

the start and end of the test. 

Front panel operation: Press OPEN > Display ALL > Press OPEN 
Remote programming: rout : open ; all 

2. Close channels 23 and 25. 

Front panel operation: Press CLOSE > Select MULTI > Key in 123 > 

Press ENTER 

Press CLOSE > Select MULTI > Key in 125 > 

Press ENTER 

Remote programming: rout : mult :clos (@123,125) 

3. Close channels 1 and 11 to connect DUT #1 to the DMM and bias supply 
Front panel operation: Press CLOSE > Select MULTI > Key in 101 > 

Press ENTER 

Press CLOSE > Select MULTI > Key in 111 > 

Press ENTER 

Remote programming: rout ; mult tCLOs 

4. Measure DUT # 1 . 

Front panel operation: Take reading from display 
Remote programming: data? 

5. Open channels 1 and 1 1. 

Front panel operation: Press OPEN > Select MULTI > Key in 101 > 

Press ENTER 

Press OPEN > Select MULTI > Key in 111 > 

Press ENTER 

Remote programming: rout : mult : open oioi,iii) 

I ^ “ “St DOT #2, That is, dose channels 2 and 12, measure 
DUT #2, and then open channels 2 and 12. 
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7. Test the remaining eight DUT in a similar manner. That is, close the appropriate 
channels for the DUT, make the measurement, and then open the channels. 

8. After the last DUT is tested, repeat step 1 to open all channels. 



I Model 2700 

I 

J I Model 7700 Switching Module 



Sense 



I I LO 



■HfilBHHillinQtaB 



Ch 23 



(Closed) 



o 

Ch 24; iSense 
o ;«4-o 



Mutliple ail channel operation; 

Open all channels 

Close channel 123 

Close channel 125 

Close channel 1 01 

Close channel 111 



//^^External''’^ — 
Source/ — 




Equivalent Circuit 



i*' 



. ■ h * 
; 



III 



f ; 
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On power-up, the model numbers of instaUed switching modules are displayed briefly. 

is ^^^oved 

Tc J instrument will operate as if the module is installed. That 

IS, the Model 2700 will operate as if the pseudocard is installed. 

NOTE If a Model 7706 or 7707 is removed while power is on, error +523 "Card hard- 
ware error will occur, and the module will be removed from the system. 

NOTE In general, it is not recommended to install or remove switching modules with 
the power on. 



CARD menu 



The menu idenUfies the switching modules installed in the mainframe, and is used 
tor the foUowmg operations: 

Configure digital inputs and outputs, and analog outputs for switching modules that 
have one or more of those capabilities (i.e., Models 7706 and 7707). 

• View the analog input channels that are presently closed. Also, read digital input 

and ouyut ports, and analog output values for switching modules that have one or 
more of those capabilities. 

Menu navigation keys — Once in the menu structure, the manual range keys (a and ▼) 
and the cursor keys and ►) are used to display menu items and options, and set param- 
alu^. With the desired item, option, or setting displayed, press the ENTER key to 

Sir key ^ structure) by pressing the 

Press the SHIFT key and then the CARD key to display the CARD menu. The Card menu 
tree is shown in Figure 2-U. The items and options of the menu are explained as follows: 

NOTE Identifying installed modules —If you simply want to identify instaUed modules 
or P^eudocards, select CONFIG or VIEW and use the AorW key to check each 
slot. When finished, press EXIT. 

configure switching modules. The chan- 
bf switching module and other similar type modules do not need to 
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SLOTX: 77XX — Use to configure the switching module in Slot X (where X = 1 or 2) If 
configuration is not necessary, the instrument will exit from the menu when ENTER is' 
pressed. 

NOTE For switching modules that require configuration, refer to the Model 77XK 
Series Switching Modules Instruction Manual. 

CARD; VIEW — This menu item is used to view all analog input channels that are pres- 
ently closed. These include both measurement and non-measurement channels. 

The channels are built into a string that scrolls the display. Four dots identify the end of the 
string. Model 7700 example (Slot 1) — Assume the Q4 function is selected and system 
channel 101 is closed. The following string will scroll across the display: 

101,111,123,124,125.... 

Channels 101 and 1 1 1 are the paired channels for the 4-wire measurement. Channel 123 is 
the 4-pole relay setting, and charmels 124 and 125 connect input and sense to the DMM nf 
the Model 2700 (Figure 2-2). 

NOfE Some switching modules have analog outputs, digital inputs, and! or digital out- 
puts. The values for these channels are also displayed from the VIEW menu item. 
For details on a particular switching module, refer to the Model 77XX Series 
Switching Modules Instruction Manual. 

SLOTX: 77xx — Use to scroll the closed channels and channel settings (if applicable) for 
the switching module in Slot X (where X = 1 or 2). 

Scrolling speed — The scrolling speed of the channel string is adjustable, or can be 
paused. The ^ key slows down scrolling speed and the ^ key speeds it up. The ENTER 
key pauses scrolling. Press ENTER a second lime to resume scro llin g. 

Exiting VIEW — To exit from VIEW, press the EXIT key. Pressing an instrument setting 
key will also exit VIEW, but it will also perform the operation associated with the key. For 
example, pressing Q2 wiU exit VIEW, and select the Q2 function. 

NOTE When a command is received while the display is scrolling, the instrument exits 
from the CARD menu and the command is executed. 
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Figure 2-1 1 

CARD menu tree 




1 SL0T1 : 77XX SLOT2: 77XX SL0T1 : 77XX SLOT2: 77XX I 



77XX = Model number of installed Scrolls 

switching module. Channels 



Scrolls 

Channels 



Switching module queries (remote operation) 



For remote operation, there are commands to identify installed switching modules and 
channels that are closed. There are also commands to acquire general information about 
the installed modules. 

*OPT? 

For remote operation, the *OPT? command can be used to determine which switching 
modules (or pseudocards) are installed in the Model 2700. For example, assume a Model 
7700 is installed in slot 1 , and the other slot is empty. After sending *OPT? and addressing 
the Model 2700 to talk, the following response message wiU be sent to the computer: 

7700, NONE 
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ROUTe:CLOSe? 

ROUTe:MUnipie:aOSe? 

ROUTe:MUL71ple:CLOSe:STATe? <dist> 

These query commands are used to determine closed switching module channels. 

ROUT : cLos? is used to return a list of closed measurement channels including the paired 
channel for 4-wire measurements. It will not return non-measurement channels. For 
details, see Table 2-1 and related reference information. 

ROUT t MULT : CLOS? is used to retuiTi all closed channels (measurement and 
non-measurement). For details, see Table 2-2 and related reference information. 

ROUT t MULT : CLOS : STAT ? is used to rctum the state (open or closed) of each specified chan- 
nel. A “0” is returned for an open channel, and a “1” is returned for a closed channel. For 
details, see Table 2-2 and related reference information. 

SYSTem:CARD commands 

There is a series of S YSTem:CARD commands that can be used to acquire the following 
information about a switching module installed in the Model 2700: 

• Return the serial number and firmware revision. 

• Determine the maximum allowable voltage. 

• Determine if the module supports multiplexer or isolated channels. 

• Determine if the module has built-in temperature sensors for internal cold junction, 
thermocouple temperature measurements. 

• Determine which channels are used for volts/2-wire measurements and which are 
used for amps. 

• Determine which channels are used for analog or digital output. 

• Determine the totalizer channel (Model 7706 only). 

The SYSTem:CARD commands are covered in Table 15-7. 
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NOTE Connection and wiring procedures for the Model 7700 are to be performed by 
qualified service personnel. This information is provided in Appendix B (Model 
7700 Connection Guide). This connection and wiring information is also pro- 
vided in Section 1 of the Model 77XX Series Switching Modules Instruction 
Manual. 

Switching module capabilities 

Channels 1 through 20 — The Model 7700 can multiplex one of 20 2-pole signals, or one 
of 10 4-pole signals into the input of the Model 2700. 

Channels 21 and 22 — The Model 7700 can multiplex one of two 2-pole current signals 
into the input of the Model 2700. 

CA UTION To prevent damage to the Model 7700 switching module, do not exceed 
these maximum signal levels: 

Channels 1-20: 300VDC or RMS, lA switched, 60W, 125VA 

Channels 21, 22: 60VDC or 30V RMS, 3A switched, 60W, 125VA 

NOTE System channel operation — Of the 22 measurement channels, only one chan- 
nel (or channel pair) can be closed at the same time. When you close a channel 
(or channel pair), all other measurement channels will open. The user has no 
control of channels 2S, 24, and 25. The open! close state of these channels are 
determined by the selected function. 

The Model 7700 has six temperature transducers to monitor the cold junction temperature 
at the screw terminals. For temperature measurements, this internal reference junction 
allows thermocouples to be connected directly to the screw terminals of the module. 

When the Model 2700 is on the DCV, ACV, m, CONT, Q4, FREQ, PERIOD, or TEMP 
function, channels 1 through 20 are available. When on a current function (DCI or ACI), 
channels 21 and 22 are the only available channels. 

The Model 7700 can accommodate 4- wire measurements by using channel pairs. Primary 
channels 1 through 10 become paired to channels 1 1 through 20. For example, with the 04 
function selected, channel 1 becomes paired to channel 1 1 . For example, when you close 
channel 1, channel 11 will also close. 

The 2-wire functions include DCV, ACV, DCI, ACI, Q2, CONT, FREQ, PERIOD, and 
TEMP (thermocouple and thermistor). The 4-wire functions/operations include 04, 
TEMP (4-wire RTD), RATIO, and CH AVG (ratio and channel average are covered in 
Section 5). 
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With a 4-wire fimction/operation selected, channels are paired as follows: 



CHI and CHI 1 
CH2andCH12 
CH3 and CH13 
CH4 and CH14 
CH5 and CH15 



CH6 and CH16 
CH7andCH17 
CHS and CHI 8 
CH9andCH19 
CHIO and CH20 



Schematic diagram 

«lo. 10 a,„. 

s““ j.: S3 itr. . 

?3x: rsirs" o.*. 

As shown in Figure 2-12, there are also screw terminals labeled “Inmn ” ” 

t.cn. Ihe Atnps te^nnals ar«e"^^^ 
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Close/Open Switching Module Channels 2-31 



Figure 2-12 

Model 7700 simplified schematic 



\ Cold Junction 
: Ref x3 

I Channel 1 



•! {Channels 2-9) 



(Channels 12-19) 



Channel 20 



Channel 23 
2-Po!e (Open) ' 
4-Pole (Closed) 
(See Note) 



Channel 25 
{See Note) 
Backplane 
Isolation 



Channel 24 
(See Note) 
Backplane 
Isolation 



To 

Model 2700 
Backplane 



Channel 21 



Channel 22 



Notes: 

Channels 23 and 25 in this. schematic refer to the 
designations used for control and are not actual 
available measurement channels. 

If the module is not to be internally connected 
to the DMM, channels 24 and 25 can be opened 
using multiple channel operation. 
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Basic DMM Operation 



DMM measurement capabilities — Summarizes the measurement capabilities of 
the Model 27(X) and covers maximum signal levels for switching modules. 

High energy circuit safety precautions — Provides safety information when per- 
forming measurements in high energy circuits. 

Performance considerations — Covers some considerations that affect overall 
performance including warm-up, autozero, and line synchronization. 

• Channel list parameter (<clist>) — Summarizes the use of the <cUst> parameter 
which is used throughout this manual to configure scan channels. 

• Voltage measurements (DCV and ACV) — Provides detailed information for 
making basic DC and AC voltage measurements. 

• Current measurements (DCI and ACI) — Provides detailed information for 
making basic DC and AC current measurements. 

Resistance measurements — Provides detailed information for making resistance 
measurements. Also covered is offset compensated ohms (OCOMP). 

Temperature measurements — Provides detailed information for making thermo- 
couple, thermistor, and 4-wire RTD temperature measurements. 

• Frequency and period measurements — Provides detailed information for mak- 
ing frequency and period measurements. 

Continuity testing Explains how to use the CONT feature to test continuity. 

■ Remote programming for basic measurements ~ Covers the commands used to 
perform basic measurements. Includes some simple programming examples. 




Measurements 



NOTE Accuracy specifications for all measurement functions and the Model 7700 

switching module are provided in Appendix A. Specifications of other switching 

The DMM of the Model 2700 can make the following measurements: 

DCV DC voltage measurements from O-ljiV to lOOOV. 

ACV — AC voltage measurements from O.lpV to 750V. 

DCI — DC current measurements from lOnA to 3A. 

ACI — AC current measurements from IpA to 3 A. 

Q2 — 2-wire resistance measurements from lOOpO to 120Ma. 

04 4-wire resistance measurements from lOOfiQ to 1 20MO. 

FREQ — Frequency measurements from 3Hz to 500kHz. 

PERIOD — Period measurements from 2qs to 333ps. 

TEMP — Temperature measurements from -200°C to 1820°C. 

CONT — Continuity testing using the IkD range. 

CAUTION When using a switching module, do not exceed the maximum signal 
levels Of the module. To prevent damage to the Model 7700 switching 
module, do not exceed these maximum signal levels: 

Channels 1-20;300VDC or RMS, lA switched, 60W, 125VA 
Channels 21, 22:60VDC or 30V RMS, 3A switched, 60W, 125VA 

For the other switching modules, the maximum signal levels are 
included with their specifications. 

NOTE This section shows DXJT connections to the front panel inputs of the Model 2700 
and to the Model 7700 switching module. Details on Model 7700 connections 
are provided m Appendix B. Connection information for other switching mod- 
ules are provided in the Model 77XX Series Switching Module Instruction 
Manual. 
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» w »-o — 

WARNING Dangerous arcs of an explosive nature in a high energy circuit can 

cause severe personal injury or death. If the multimeto is connected to 

ranw ctait when set to a current range or low resistance 
range toe circuit is virtually shorted. Dangerous arcing can result even 
when the multimeter is set to a voltage range if the minimum voltage 
spacing is reduced in the external connections. ^ 

^ International Electrotechnical Commission (lEC) 

Standard lEC 664, the Model 2700 is Installation Category I and^t^ 
nal lines must not be directly connected to AC mains. 

r™ in high energy circuits, use test leads flia, meet the following 

Test leads should be fiilly insulated. 

■ i“!e“ 

WARNING For the front panel inputs, the maximum common-mode voltage (volt- 
S I^PUT LO and the chassis ground) is 500V peak. For a 

switching module, the maximum common mode voltage is 300V. 

a “hL*arT ^ 

Use the following sequence when testing power circuits: 

bv t" connec-disoonnect device, for 

' tr to tT rated test leads 

msulajSfofto:;eL^^^^ 

3. Set the multimeter to the proper function and range. 

4. Energize the circuit using the installed connect-disconnect device and make 

surements without disconnecting the multimeter. ' 

5. De-energize the circuit using the installed connect-disconnect device 

6. D'sconnect the test leads from the circuit under test. 
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Warm-up 

After the Model 2700 is turned on, it must be allowed to warm up for at least two hours to 
allow the internal temperature to stabilize. If the instrument has been exposed to extreme 
temperatures, allow extra warm-up lime. 

Autozero 

To help maintain stability and accuracy over time and changes in temperature, the 
Model 2700 periodically measures internal voltages corresponding to offsets (zero) and 
amplifier gains. For thermocouple temperature measurements using the intenial reference 
junction (i.e., Model 7700 switching module installed), the internal temperature is also 
measured. These measurements are used in the algorithm to calculate the reading of the 
input signal. This process is known as autozeroing. 

When autozero is disabled, the offset, gain and internal temperature measurements are not 
performed. This increases the measurement speed. However, the zero, gain, and tempera- 
ture reference points will eventually drift resulting in inaccurate readings of the input sig- 
nal. It is recommended that autozero only be disabled for short periods of time. 

When autozero is enabled after being off for a long period of time, the internal reference 
points will not be updated immediately. This will initially result in inaccurate measure- 
ments, especially if the ambient temperature has changed by several degrees. 

NOTE To force a rapid update of the internal reference points, set the integration rate 
to 0.01 PLC, and then back to the desired rate (i.e., 1 .0 PLC ). The NPLC com- 
mands to set the integration rate are covered in Section 4. 

Remote programming can be used to enable or disable autozero (Table 3-1). Autozero can- 
not be disabled from the front panel; however, it can be enabled by restoring factory 
default conditions. 
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Synchronizing A/D conversions with the frequency of the power line increases common 
mode and normal mode noise rejection. When line cycle synchronization is enabled, the 
measurement is initiated at the first positive-going zero crossing of the power line cycle 
after the trigger. 

Figure 3-1 shows the measurement process that consists of two A/D conversions. If the 
trigger occurs during the positive cycle of the power line (Trigger #1), the A/D conversion 
starts with the positive-going zero crossing of the power line cycle. If the next trigger 
(Trigger #2) occurs during the negative cycle, then the measurement process also starts 
with the positive-going zero crossing. 

Figure 3-1 

Line cycle synchronization 






Reading 

Done 



I Trigger I 
t #2 I 



Reading 

Done 




— A/D > 

Conversion 



Conversion 



Perform the following steps to enable or disable line cycle synchronization: 

1. Press SHIFT and then LSYNC to display the present state of line synchronization 
(OFF or ON). 

2. Use the up or down key to display “LINESYNC ON” or “LINESYNC OFF.” 

3. Press ENTER. The instrument returns to the normal display state. 

NOTE Line synchronization is not available for the AC functions (ACV, ACI, FREQ, or 
PERIOD), and for integration rates <1 PLC, regardless of the LSYNC setting. 
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Remote programming — autozero and LSYNC 

Autozero and LSYNC commands 

The commands to control display resolution (digits) are listed in Table 3-1. 
Table 3-1 

Autozero and LSYNC commands 



Commands 



Description 



Default 



SYSTem:AZERo:STATe <b> Enable or disable autozero; <b> =* ON or ON 

OFF 



mchronization commm 



SYSTem:LSYNc[:STATe] <b> Enable or disable LSYNC; <b> = ON or OFF 

OFF 



‘ After enablifig autozero. you can update the internal reference points immediately by setting the inteeratinn 
rate to O.OI PLC and then back to the desired setting (see NPLC commands in Section 4). 
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Channels of one or more switching modules installed in the Model 2700 can be scanned. 
Each scan channel can have its own unique setup. For example, a channel could be set to 
measure DCV on the lOV range, while another channel can be set to measure ACV on the 
IV range. 

From the front panel, scan channels are configured from the scan configuration menu as 
explained in Section 7. For remote programming, the <clist> parameter is used to config- 
ure scan channels. 

Channel last parameter: 

<clist> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@101) == Slot 1, Channel! 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 

Throughout this manual, you will encounter commands that can use the <clist> parameter. 
The <clist> simply indicates that the associated command can be used to configure a scan 
channel. For example: 



SENSe:FUNCtion ’VOLTage:AC’ 
SENSe:FUNCtion 'VOLTage:AC 



' Select ACV function. 

’ Configure scan channel 101 for ACV. 



While in the normal measurement display stale, the first command simply selects the, ACV 
function. The second command configures channel 101 to measure ACV when it is 
scanned. 

See Section 7 for detailed information on scanning. 
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The Model 2700 can make DCV measurements from O.luV to iOOOV and APV 
ments from O.lpV to 750V RMS, IOOOV peak. 

DCV input resistance: lOOV and IOOOV ranges: lOMD 

100m V, IV, and lOV ranges; >10GQ il <400pF or lOMa 
ACV input impedance: lMnil<100pF 

DCV input divider 

NormaUy, the input resistance for the 100m VDC, IVDC. and lOVDC ranges is >1000 
while the input resistance of the lOOVDC and lOOOVDC ranges is lOMfi. However the 
input resistance for the three lower DCV ranges can also be set to lOMH bv enablinV 
input divider. , ^^5 

With the input resistance lowered, a more stable OV reading is achieved with an open 
input Also, some external devices (such as a high voltage probe) must be terminated to a 
lOMDload. 

The input divider cannot be enabled from the front panel. For remote programming, the 
following command controls the input divider: 

VOLT:IDIVider <b> - Enable (ON) or disable (OFF) the DCV input divider. 



WARNING Even though the Model 2700 can measure up to IOOOV peak, the maxi- 
mum input to a switching module is less. Exceeding the voltage rating 
of a switching module may cause damage and create a safety hazard. 

NOTE When using the front panel inputs, the INPUTS switch must be in the “F” (out) 
position. For switching modules, it must be in the “R” (in) position. 
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Front panel input 

When using the front panel input terminals, connect the test leads to the INPUT HI and 
LO terminals as shown in Figure 3-2. 

Figure 3-2 

DCV and ACV connections using front panel inputs 



Model 2700 




DC 

Voltage 

Source 



Input Resistance = 1 0MQ on 1 0OOV and 1 0OV ranges; 

>10Cnon 10V, IV, and 100mV ranges. 

Caution: Maximum Input = 1000V peak 

A, DCV Connections 



Model 2700 



aa- 

o6 



\ AC 
Voltage 
Source 



Input impedance = 1MQ !1 <100pF 

Caution; Maximum Input = 750V RMS, lOOOV peak, 8 x 10^V • Hz 

B. ACV Connections 
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Model 7700 switching module 



Connections for the Model 7700 switching module are shown in Figure 3-3 For basic 
DCY and ACV measurements (Figure 3-3 A and B), channels 1 through 20 can be used. 

Ratio and channel average calculations — Ratio calculates the reading ratio of two 
channels, while channel average calculates the reading average of two channels. For these 
calculations, paired switching channels are used. Primary channels 1 through 10 are paired 
to channels 1 1 through 20 (channel 1 paired to channel 1 1 , ch^el 2 paired to channel 1 2 
and so on). As shown in Figure 3-3C, one DC voltage source is connected to a primary 
channel (i.e., 104), and the other source is connected to its paired channel (i.e., 114) 

NOTE The ratio and channel average calculations are covered in Section 5. 

Figure 3-3 

DCV and ACV connections using Model 7700 switching module 



Caution: Maximum input: 300VDC or RMS, 1 A switched 
60W, 1 25VA maximum 



Model 7700 
Switching 
Module 



0 



0 



1-H 



CH 1-20 



DC Voltage 
Source 



A. DCV Connections 




B. ACV Connections 



AC Voltage 
Source 



DC 

Voltage 

Source 



I H 

CH 11-20 



1 
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Model 7700 
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Module 



C. Ratio and Channel Average Connections (DCV) 




DC 

Voltage 

Source 



Note: The low connections for channels 1 through 1 0 do not 
need to be referenced to the low connections for 
channels 11 through 20. 





Model 2700 Multimeter/Switch System User's Manual 



Basic DMM Operation 



NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the “F” (out) position. For switching modules, it must be in 
the "R" (in) position. 

1 . If a switching channel is presently closed (displayed), press OPEN to open it, 

2. Select the volts measurement function by pressing DCV or ACV. 

3. Use the RANGE A and V keys to select a measurement range consistent with the 
expected voltage, or press AUTO to select autoranging (AUTO annunciator turns 
on). Details on range are provided in Section 4. 

4. Apply the voltage(s) to be measured. 

CAUTION Do not apply more than maximum input levels indicated in Figure 3-2 
and Figure 3-3 or instrument damage may occur. The voltage limit is 
subject to the 8 x lO'^VHz product. 

Model 7700 switching module — The maximum allowable voltage is 
300V DC or RMS. Exceeding these limits may cause damage to the 
switching module. 

WARNING If both the front panel terminals and the switching module terminals 
are connected at the same time, the test leads must be rated to the 
highest voltage that is connected. For example, if lOOOV is connected 
to the front panel input, the test lead insulation for the switching mod- 
ule must also be rated for lOOOV. 



5. If using a switching module, perform the following steps to close the desired 
channel: 

a. Press the CLOSE key. 

b. Use A, and V to key in the channel number and press ENTER. The pre- 
viously closed channel (if there is one) will open, and the specified channel 
will close. 

NOTE While in the normal measurement state, you can use the ^ and ^ keys to close 
channels. In general, each key press will open the presently closed channel, and 
then close the next higher or lower channel. 

6. Observe the displayed reading. If the “OVERFLOW” message is displayed, select 
a higher range until a normal reading is displayed (or press AUTO for autorang- 
ing). For manual ranging, use the lowest possible range for the best resolution. • 

7. To measure other switching channels, repeat steps 5 and 6. 

8. When finished, press OPEN if there is a channel closed. 
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Crest factor 



AC voltage (and cuixent) accuracies are affected by the crest factor of the waveform, 
■which is the ratio of the peak value to the RMS value. Table 3-2 lists the fundamental fre- 
quencies at which the corresponding crest factor must be taken into account for accurate 
calculations. 

Table 3-2 

Crest factor limitations 



Crest factor 


Fundamental frequency 


2 


50kHz 


3 


3kHz 


4-5 


IkHz 



Low level considerations 

For sensitive measurements, external considerations beyond the Model 2700 affect the 
accuracy. Effects not noticeable when working with higher voltages are significant in 
microvolt signals. The Model 2700 reads only the signal received at its input; therefore, it 
is important that this signal be properly transmitted from the source. The following para- 
graphs indicate factors that affect accuracy, including stray signal pick-up and thermal 
offsets. 

Shielding 

AC voltages that are extremely large compared with the DC signal to be measured may 
produce an erroneous output. Therefore, to minimize AC interference, the circuit should, 
be shielded with the shield connected to the Model 2700 input low (particularly for low 
level sources). Improper shielding can cause the Model 2700 to behave in one or more of 
the following ways: 

• Unexpected offset voltages. 

• Inconsistent readings between ranges. 

• Sudden shifts in reading. 

To minimize pick-up, keep the voltage source and the Model 2700 away from strong AC 
magnetic sources. The voltage induced due to magnetic flux is proportional to the area of 
the loop fonned by the input leads. Therefore, minimize the loop area of the input leads 
and connect each signal at only one point. 
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Thermal EMFs 

Thermal EMFs (thermoelectric potentials) are generated by temperature differences 
between the junctions of dissimilar metals. These can be large compared to the signal that 
the Model 2700 can measure. Thermal EMFs can cause the following conditions: 

• Instability or zero offset is much higher than expected. 

• The reading is sensitive to (and responds to) temperature changes. This effect c,^ 
be demonstrated by touching the circuit, by placing a heat source near the circuit, 
or by a regular pattern of instability (corresponding to changes in sunlight or the 
activation of heating and air conditioning systems). 

To minimize the drift caused by thermal EMFs, use copper leads to connect the circuit to 
the Model 2700. 

For front panel inputs, a banana plug generates a few microvolts. A clean copper conduc- 
tor such as #10 bus wire is ideal for this application. For switching modules, use #20 AWG 
copper wire to make connections. The leads to the Model 2700 may be shielded or 
unshielded, as necessary. Refer to “Shielding,” page E-9. 

Widely varying temperatures within the circuit can also create thermal EMFs. Therefore, 
maintain constant temperatures to minimize these thermal EMFs. A shielded enclosure 
around the circuit under test also helps by minimizing air currents. 

The REL control can be used to null out constant offset voltages. 

AC voltage offeet 

The Model 2700, at SVi digits resolution, will typically display 100 counts of offset on AC 
volts with the input shorted. This offset is caused by the offset of the TRMS converter. 
This offset will not affect reading accuracy and should not be zeroed out using the REL 
feamre. The following equation expresses how this offset (Vqffset) ^ added to the signal 
input (Vjjj): 

Displayed reading = + (Voffset)^ 

Example: Range = IVAC 

Offset = 100 counts (1 .OmV) 

Input = lOOmV RMS 

Displayed reading = 7(10()mV)^ + (l.OmV)^ 

= 7o.01V + (lxlO V) . 

= 0.100005 V 

The offset is seen as the last digit, which is not displayed. Therefore, the offset is negligi- 
ble. If REL were used to zero the display, the 100 counts of offset would be subtracted , 
from Vjjj, resulting in an error of 100 counts in the displayed reading. 
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The Model 2100 can make DCI measurements from lOnA to 3A and ACI measurements 
from l|iA to 3A RMS. 

NOTE See the previous discussion about crest factor in “Voltage, measurements (DCV 
and ACV)r page 3-8. 



Connections 



NOTE When using the front panel inputs, the INPUTS switch must be in the “F" (out) 
position. For switching modules, it must be in the “R" (in) position. 

WARNING To prevent electric shock, never make or break connections while 
power is present in the test circuit. 

Front panel inputs 

When using the front panel input terminals, connect the test leads to the AMPS and 
INPUT LO terminals as shown in Figure 3-4. 

Figure 3-4 

DCI and ACI connections using front panel inputs 
Model 2700 



Current 



Caution: Maximum input = 3A DC or RMS 



■i i 'i • 



■i 



Mir! 
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Connections for the Model 7700 switching module are shown in Figure 3-5. Note that 
only channels 21 and 22 can be used for current measurements. 

Figure 3-5 

DCI andACI connections using Model 7700 switching module 



Current 

Source 




Model 7700 
Switching 
Module 



Caution; Maximum input: 60VDC or 30V RMS, 3A switched, 
60W, 125VA maximum 



Amps measurement procedure 



NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it has to be in the “F” (out) position. For switching modules, it has to be 
in the “R” (in) position. 

1. If a switching channel is presently closed (displayed), press OPEN to open it. 

2. Select the amps measurement function by pressing DCI or ACL 

3. Use the RANGE A and ▼ keys to select a measurement range consistent with the 
expected current, or press AUTO to select autoranging (AUTO annunciator turns 
on). Details on range are provided in Section 4. 

4. Apply the current(s) to be measured. 

CAUTION Do not apply more than 3A to the input or the AMPS fuse will blow. 

Model 7700 switching module — When performing current measure- 
ments, the maximum allowable voltage is 60VDC or 30V RMS. 
Exceeding these limits could cause damage to the switching module. 

5. If using a switching module, use the and ► keys to close the desired amps chan- 
nel (for the Model 7700, 21 or 22). AH other channels will be open. 

6. Observe the displayed reading. If the “OV'ERFLOW” message is displayed, select 
a higher range until a normal reading is displayed (or press AUTO for autorang- 
ing). For manual ranging, use the lowest possible range for the best resolution. 

7. To measure another amps channel, repeat steps 5 and 6. 

8. When finished, press OPEN if there is a channel closed, 

NOTE When you have an amps-only channel closed, you cannot select a non-amps 
function. For example, if channel 21 of the Model 7700 is closed, you cannot 
select the DCV function ("INVALID FUNC" displayed). 
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WARNING Make sure the instrument is disconnected from the power line and 
other equipment before replacing the AMPS fuse. 

1 . Turn off the power and disconnect the power line and test leads. 

2. From the front panel, gently push in the AMPS fuse holder with a flat blade screw- 
driver and rotate the fuse holder one-quarter turn counterclockwise. 

3. Remove the fuse and replace it with the same type (3 A, 250V, fast-blow, 5 x 
20mm). The Keithley part number is FU-99-1 . 

CAUTION Do not use a fuse with a higher current rating than specified or instru- 
ment damage may occur. If the instrument repeatedly blows fuses 
locate and correct the cause of the trouble before replacing the fuse. 

4. Install the new fuse by reversing the procedure above. 

NOTE For the Model 7700 switching module and other similar modules that support 
the amps function, there are solder mount amps fuses. See the Model 77XX 
-Series Switching Modules Instruction Manual for fuse replacement information. 



measurements (02 and 04) 



The Model 2700 uses the constant-current method to measure resistance from lOOH to 
IMQ. The Model 2700 sources a constant current (I) to the resistance and measures the 
voltage (V). Resistance (R) is then calculated (and displayed) using the known current and 
measured voltage (R - V/I). For the lOMQ and lOOMQ ranges, the ratiomelric method is 
used to measure resistance. 

Standard resistance measurements ~ The Model 2700 can make resistance measure- 
ments from lOOpQ to 120M^2. For resistances >lld2, the 2-wire (Q2) method is typically 
used for measurements. For resistances <lld2, the 4- wire (Q4) measurement method 
should be used to cancel the effect of test lead (and channel path) resistances. 

Offset-compensated ohms (OCOMP) — The presence of thermal EMFs (voltages) can 
adversely affect low-resistance measurement accuracy. To overcome these unwanted offset 
voltages, you can use offset compensated ohms on the lOOn, IkQ, and lOkQ ranges for 

the 04 frinclion. 
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NOTE When using the front panel inputs, the INPUTS switch must be in the “F” (out) 
position. For switching modules, it must be in the “R" (in) position. 

Front panel inputs 

Connections for resistance measurements are shown in Figure 3-6. For 2-wire resistance 
measurements (^2), connect the test leads to INPUT HI and LO as shown in Figure 3-6A. 
For 4-wire resistance (Q4), connect the test leads to INPUT HI and LO, and SENSE Q4 
HI and LO as shown in Figure 3-6B. 

Figure 3-6 

Q.2 and 0,4 connections for front panel inputs 



Model 2700 



Shielded 

Cable 




Optional Shield 



Resistance 
Under Test 



Note: Source current flows from the i 

INPUT Hi to INPUT LO terminals. 

A. 02 Connections 



Model 2700 



Shielded 

Cable 




Optional Shield 



Resistance 
Under Test 



Note: Source current flows from the 

INPUT HI to INPUT LO terminals. 



B. H4 Connections 
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Model 7700 switching module 

Coimections for the switching module are shown in Figure 3-7. As shown in Figure 3-7 A, 
each of the 20 channels can be used to perform Q2 measurements. For 04 measurements 
a channel pair is used for each 4- wire measurement as shown in Figure 3-7B. 

For 04 connections, channels 1 through 10 (which are used as the INPUT terminals) are 
paired to channels 11 through 20 (which are used as the SENSE terminals). Channel 1 is 
paired to channel 11, channel 2 is paired to channel 12, and so on. 



Figure 3-7 

02 and 04 connections for Model 7700 switching module 





Note: Source current flows from input 
high (H) to input low (L). 



B. 04 Connections 
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To achieve a stable reading, it helps to shield resistances greater than lOOkQ. As shown in 
Figure 3-6 and Figure 3-7, place the resistance in a shielded enclosure and connect the 
shield to the input low terminal of the instrument electrically. 

Cable i^ikage 

For high resistance measurements in a high humidity environment, use Teflon'^w insulated 
cables to minimize errors due to cable leakage. 

Standard resistance measurements 

NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the "F" (out) position. For switching modules, it must be in 
the “R” (in) position. 

Perform the following steps to measure resistance: 

• 1- If a switching channel is presently dosed (displayed), press OPEN to open it. 

2. Select the ohms measurement function by pressing Q2 or Q4. 

3. Use the RANGE A and ▼ keys to select a measurement range consistent widi the 
expected resistance, or press AUTO to select autoranging (AUTO annunciator turns 
on). Details on range are provided in Section 4. 

4. Connect the resistance(s) to be measured. 



CAUTION 



Front panel inputs — Do not apply more than lOOOV peak between 
INPUT HI and LO, or instrument damage may occur. 

Model 7700 switching module — Do not apply more than 300V DC or 
RMS between input high (H) or input low (L), or switching module 
damage may occur. 



5. If using a switching module, perform the following steps to close the desired chan- 
nel. Keep in mind, that for 0,4 measurements, you will close the primary (INPUT) 
channel (1 through 10). The paired channel will close automatically. 

a. Press the CLOSE key. 

b. Use ►, A» and T to key in the channel number and press ENTER. The pre- 
viously closed channel(s) (if any) will open, and the specified channel (or 
channel pair) will close. 

NOTE While in the normal measurement state, you can use the ^ and ^ keys to close 
channels. In general, each keypress will open the presently closed channel, and 
then close the next higher or lower channel. 
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6. Observe the displayed reading. If the “OVERFLOW” message is displayed, select 
a higher range until a normal reading is displayed (or press AUTO for autorang- 
ing). For manual ranging, use the lowest possible range for the best resolution. 

7. To measure other switching channels, repeat steps 5 and 6. 

8. When finished, press OPEN if there is a channel closed. 

Oifeet-compensated ohms 

The presence of thermal EMFs (Veivif) can adversely affect low-resistance measurement 
accuracy. To overcome these unwanted offset voltages, you can use offset-compensated 
ohms (OCOMP). Offset-compensated ohms measurements can be performed on the lOOfl, 
IkQ, and lOkH ranges for the 04 function. It cannot be done on the 02 function. 

NOTE The various instrument operations, including OCOMP, are performed on the 
input signal in a sequential manner. See “Signal processing sequence” 
page D-2,for details. It includes a flowchart showing where in the processing 
sequence that the OCOMP operation is performed. 

For a normal resistance measurement, the Model 2700 sources a current (I) and measures 
the voltage (V). The resistance (R) is then calculated (R=V/I) and the reading is displayed. 

For offset-compensated ohms, two measurements are performed: one normal resistance 
measurement, and one using the lowest current source setting. 

The offset-compensated ohms reading is then calculated as follows: 

Offset-compensated ohms reading = AV/AI 

where: AV = V2-V1 
AI = I2-I1 

V 1 is the voltage measurement with the current source at its normal level. 

V2 is the voltage measurement using the lowest current source setting. 

The above 2-point measurement process and reading calculation eliminates the resistance 
contributed by the presence of . 
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Offset-compensated ohms is enabled by pressing SHIFT and then OCOMP. When 
enabled, the OCOMP annunciator is on. Offset-compensated ohms is disabled by again 
pressing SHIFT and then OCOMP. 

Performing offset-compensated ohms measuremeits 

Offset-compensated ohms can only be performed on the 04 function using the lOOO, IkO, 
or lOkO range. Make sure you use 4- wire connections to the DUT (see “Connections,*' 
page 3-8). 

NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the “F" {out) position. For switching modules, it must be in 
the “R" (in) position. 

1. If a switching channel is presently closed (displayed), press OPEN to open it. 

2. Select the 4-wire ohms measurement function by pressing 04, and enable offset 
compensated ohms by pressing SHIFT and then OCOMP (OCOMP annunciator 
turns on). 

3. Use the RANGE up and down keys to select the lOOO, IkO, or iOkO range, or 

press AUTO to enable auto range. If using auto range, offset compensated ohms 
measurements will not be performed if the instrument goes to the lOOkO or higher 
range. 

4. Perform steps 4 through 8 of the “Standard resistance measurements,” page 3-19, 
procedure. 

NOTE The OCOMP annunciator will flash when the instrument is on an invalid rdnge 
(lOOkQ through lOOMQ. ranges) for offset-compensated ohms. Normal ohms 
measurements will instead be performed. 

For buffer recall, there is no way to distinguish between a normal ohms reading 
and an offset-compensated ohms reading. The OCOMP annunciator {off, on, or 
flashing) has no significance for recalled resistance readings that are displayed. 
Buffer operation is covered in Section 6. 

With offset-compensated ohms enabled, it will be “remembered” by the Q4 
function after you change measurement functions (i.e., DCV). When 0.4 is again 
selected, offset-compensated ohms will be enabled. 
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Temperature measurements 

The Model 2700 can measure temperature using thermocouples, thermistors, and 4-wire 
RTDs. When deciding which temperature sensor to use, keep in mind that the thermocou- 
ple is the most versatile, the thermistor is the most sensitive, and the 4-wire RTD is the 
most stable. 



Thermocouples 

For thermocouples, temperature measurement range depends on which type of thermocou- 
ple is being used. Thermocouples that are supported include types J, K, N, T, E, R, S, 
andB. 



Type 


Range 


Resolution 


J 


-200°C to 760°C 


o.oorc 


K 


-200°Ctol372°C 


o.oorc 


N 


-200°C to 1300'^C 


o.Gorc 


T 


-200°C to 400°C 


0.00 i°C 


E ' 


-200°C to iOOO^C 


o.Gorc 


R 


0°C to 1768°C 


o.rc 


S 


0°Cto 1786°C 


o.rc 


B 


+350°Ctol820°C 


o.rc 



When two wires made up of dissimilar metals are joined together, a voltage is generated. 
The generated voltage is a function of temperature. As temperature changes, the voltage 
changes. The thermocouple voltage equates to a temperature reading. This is the basic 
operation principle of the thermocouple. 

NOTE The equation to calculate thermocouple temperature is provided in Appendix F. 

When you connect a thermocouple directly to the input of the Model 2700, at least one of 
those connections will be a junction made up of two dissimilar metals. Hence, another 
voltage is introduced and is algebraically added to the thermocouple voltage. The result 
will be an erroneous temperature measurement. 

To cancel the affects of the unwanted thermal voltage, the thermocouple circuit requires a 

reference junction that is at a known temperamre. 



{ 
{ 
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A reference junction is the cold junction in a thermocouple circuit which is held at a sta- 
ble, known temperature. It is at the cold junction where dissimilar wire connections must 
be made. As long as the temperature of the cold junction is known, the Model 2700 can 
factor in the reference temperature to calculate the actual temperature reading at the 
thermocouple. 

The standard reference temperature is the ice point (0°C). The ice point can be precisely 
controlled, and the National Bureau of Standards uses it as the fundamental reference for 
its voltage-to-temperature conversion tables. However, other known temperatures can be 
used. 

There are two ways for the Model 2700 to acquire the cold junction temperature. It can 
measure the cold juncUon using a thermistor or 4-wire RTD, or the known temperature 
value can be entered by the user. 

There are three reference junction types supported by the Model 2700; simulated refer- 
ence junction, internal reference junction, and external reference junction. These reference 
junctions are explained in the following paragraphs. 

NOTE When using multiple channel operation (ROUT:MULT command) to connect a 
switching module input channel to the DMM, the SIMulated reference junction 
will be used if the INTernal or EXTernal reference junction is selectedjYhe 
“ERR” annunciator will turn on to indicate that the integrity of the temperature 
reading is questionable. 

Simulated reference junction 

An example of a simulated reference junction is an ice bath (Figure 3-8A and B). The cop- 
per wire to thermocouple wire connections are immersed (but electrically isolated) in the 
ice bath, and the user enters the 0°C simulated reference temperature into the Model 2700. 
The simulated reference temperature for the Model 2700 can be set from 0 to 65°C. 

The Model 2700 measures the input voltage and factors in the simulated reference temper- 
ature to calculate the temperature reading at the thermocouple. 

NOTE The most accurate temperature measurements are achieved by using a simulated 
reference junction using an ice point reference. 

Internal reference junction 

“Internal” implies that a ternperamre transducer(s) is used to measure the cold junction. 
For the Model 7700 switching module, the cold junction is the screw terminals, with volt- 
age temperature sensors strategically placed to measure the temperature of the cold 
junction. 

The Model 2700 measures the temperature of the cold junction (screw terminals), mea- 
sures the input voltage, and then calculates the temperature reading at the thermocouple. 
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External reference junction 

For switching modules that do not have built-in sensors to measure temperature each 
module can use a thermistor or 4-wire RTD to acquire the reference temperature’ Connect 
a thermistor to channel 1 or connect a 4-wire RTD to channel 1 and its paired channel 

Position the temperature transducer near the terminals for the channel(s) being used to 
measure temperature. Be sure to electrically insulate the transducer leads to keep them 

from making contact with other conductors. ^ 

When you close channel 1 to measure the cold junction temperature, that temperature 
reading will be used to calculate the temperature when you close a thermocouple channel 

Open thermocouple detection 

Long lengths of thermocouple wire can have a large amount of capacitance that is seen at 
the input of the DMM. If an intermittent open occurs in the thermocouple circuit, the 
capacitance could cause an erroneous on-scale reading. 

The Model 2700 has an open thermocouple detection circuit. When enabled, a lOpA pulse 
of current is applied to the thermocouple before the.start of each temperature measure- 
ment. If >12kQ is detected (open thermocouple), the OVRFLW message will be dis- 
played. R <12kQ is detected, the current is turned off and a normal thermocouple 
temperature measurement is performed. 

NOTE Channel average cannot be used with thermocouple temperature measurements- 
if open thermocouple detection is enabled. 



For therrmstors, the temperature measurement range is -80°C to 150°C (0.01°C resolu- 
tion). Thermistor types that are supported include the 2.2kQ, 5kO, and lOkD types. 

The thennistor is a temperature sensitive resistor. Its resistance changes non-iinearly with 
changes in temperature. Most thermistors have a negative temperature coefficient. As tem- 
perature increases, the resistance decreases. The Model 2700 measures the resistance of 
the thermistor and calculates the temperature reading. 

Of all the temperature transducers, the thermistor is the most sensitive. It can quickly 
detect minute changes in temperature. It is a good choice when measuring very small 
changes in temperature. The downside for this increased sensitivity is the loss of linearity. 
Since they are especially non-linear at high temperatures, it is best to use them for mea- 
surements below 100°C. 



NOTE 



Curve fitting constants are used in the equation to calculate thermistor tempera- 
ture. The thermistor manufacturer's specified curve fitting constants may not be 
exactly the same as the ones used by the Model 2700. “Thermistor equation’,’- 
page F-6, provides the equation and the constants used by the Model 2700. It 
also explains how to select a thermistor when the manufacturer’s constants and 
the ones used by the Model 2700 do not match. 
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4-wire RTDs 



For 4-wire RTDs, the temperature measurement range is -200°C to 630°C (0.01°C resolu- 
tion). RTD types that are supported include DlOO, FlOO, PT385, and PT3916. A USER 
type is available to modify RTD parameters, such as the resistance at 0°C. The USER type 
can be enabled from the front panel, but the settings can only be changed using remote 
programming. 

The RTD has a metal construction (typically platinum). The resistance of the RTD 
changes with change's in temperature. The Model 2700 measures the resistance and calcu- 
lates the temperature reading. When using default RTD parameters, the resistance of the 
RTD will be 100C2 at 0“C. 

Of all the temperature transducers, the RTD exhibits the most stability and linearity. The 
Model 2700 performs the 4-wire measurement using offset compensated ohms. This pro- 
vides the most accurate way to measure the low resistance of the RTD. 

NOTE The equation to calculate temperature vs. resistance readings listed is in the 
RTD reference tables provided in Appendix F. 



Connections 



NOTE When using the front panel inputs, the INPUTS switch must be in the “F” (out) 
position. For switching modules, it must be in the “R” (in) position. 



Connections for thermocouples are shown in Figure 3-8. Thermocouples are color co^ed 
to identify the positive (+) and negative (-) leads (Table 3-3). Note that the negative (-) 
lead for U.S. type T/Cs is red. 

For front panel inputs, you need to use a simulated reference junction for thermocouple 
temperature measurements. An ice bath, as shown in Figure 3-8A, serves as an excellent 
cold junction since it is relatively easy to hold the temperature to 0°C. Notice that copper 
wires are used to connect the thermocouple to the Model 2700 input. 

NOTE The positive lead of the type T thermocouple is made of copper. Therefore, that 
lead can be connected directly to the input of the Model 7700. It does not have to 
be maintained at the simulated reference temperature ( i.e., immersed in ice 
bath). 

For the Model 7700 switching module, you can also use a simulated reference junction as 
shown in Figure 3-8B, or you can connect the thermocouple wires directly to the screw 
terminals (internal reference junction) as shown in Figure 3-8C. Using a simulated refer- 
ence junction may be inconvenient but it will provide more accurate temperature measure- 
ments (assuming the user enters a precise reference temperature). 
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With open thermocouple detection disabled, the Model 2700 can calculate the average 
temperature of two thermocouple channels using Channel Average (see Section 5 for 
details). As shown in Figure 3-8D, one thermocouple is connected to a primary channel (1 
through 10), and the other thermocouple is connected to its paired channel (11 through 
20). Channel 1 is paired to channel 11, channel 2 is paired to channel 12, and so on. Keep 
in mind that a simulated reference junction (i.e. ice bath) can instead be used for these 
thermocouple temperature measurements. 

Figure 3-8 

Thermocouple connections 



Model 2700 

O^peutHI 

O 

Copper wires 



Copper wire to thermocouple 
wire connection (one of two) 



Thermocouple 



wtre connection (one of two) Ice Bath 

A. Simulated reference junction (front panel inputs) 



Model 7700 
Switching Module 




Thermocouple 



Copper wire to thermocouple 
wire connection (one of two) 

B. Simulated reference junction (Model 7700) 

Model 7700 0 l-^"^ ^ 

Switching Module 7 ^ — 2 

1^1 l*l T 

C. Internal reference junction (Model 7700) 



Ice Bath 



Thermocouple 



J (! |l[ 1^ Model 77Ool0' lip 

^ ^CH 11-20- ^ Switching ■?;: HCH1-10 

Ther.,o4le ^ 

D. Channel average calculation, internal reference junction (Model 7700) 



Thermocouple 
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Table 3-3 

Color codes — thermocouple wires 



T/C type 


Positive (+) 


Negative (-) 


T/C type 


Positive (+) 


Negative (-) 


U.S. 


White 


Red 


E US. 


Purple 


Red 


British 


Yellow 


Blue 


British 


Brovra 


Blue 


DIN 


Red 


Blue 


DIN 


Red 


Black 


Japanese 


Red 


White 


Japanese 


Red 


White 


French 


YeUow 


Black 


French 


YeUow 


Blue 



US. 


Yellow 


DIN 


Red 

Red 

YeUow 


Japanese 

French 


U.S. 


Orange 


British 


— 


DIN 


— 


Japanese 


— 


French 


— 


U.S. 


Blue 


British 


White 


DIN 


Red 


Japanese 


Red 


French 


YeUow 



Red 

Blue 

Green 

White 

Puiple 



Red 
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Thermistor connections 

A thermistor can be connected directly to the front panel Inputs or to any of the 20 input 
channels of the Model 7700 switching module as shown in Figure 3-9. 

Figure 3-9 

Thermistor connections 



Input HI 
Input LO 



Model 2700 
A. Front panel inputs 



Model 7700 
Switching 
Module 



B. Model 7700 switching module 



Thermistor 




Thermistor 



4-wire RTD connections 

Shown in Figure 3-10 are 4-wire RTD connections to the Model 2700. For the Model 2700 
switching module, paired channels are used to perform the 4-wire measurement. The two 
input leads of the RTD are connected to a primary channel (1 through 10), wMle the two 
sense leads are connected to its paired channel (11 through 20). Channel 1 is paired to 
channel 1 1 , channel 2 is paired to channel 1 2, and so on. 

Figure 3-1 0 

4-wire RTD connections 



Model 2700 



Sense HI 
Input HI 
input LO 
Sense LO 



4-wire 

RTD 



A. Front panel inputs 

— 

CH n-2C — 



■ 9 Model 7700 0 


1 


W Switching ^ 

1 y Module 0 


1 



H 

CH 1-10 
L 1 



I SENSE INPUT 

Sense LovOO^ Input Low 

> 4-wire 

> RTD 

Sense High ) C3 \ input High 

B. Model 7700 switching module 
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Temoerature measurement configuration 





The Model 2700 is configured to measure temperature from the temperature measurement 
configuration menu. Use the following general rules to navigate through the menu 
structure: 

• Press SHIFT and then SENSOR to enter the menu structure. 

• Cursor position is indicated by a flashing menu item or parameter. Cursor position 
is controlled by the and ► keys. 

• With the cursor on a menu item or parameter, use the A and ▼ keys to scroll 
through the available options. 

• A displayed menu item and parameter is selected by pressing ENTER. 

• You can exit from the menu structure by pressing EXIT. However, any ENTERed 
selections will apply. 

Thermocouple temperature measurement configuration 

The steps to configure thermocouple measurements are provided in Table 3-4. After press- 
ing SHIFT and then SENSOR, the menu starts at step 1 to select measurement units. 

Each time you press ENTER to make a selection, the menu will automatically go to the 
next selection. After pressing ENTER for the last step, the instrument will return to-the 
normal measurement state. 

NOTE An INT card is a switching module that has an internal reference junction (i.e., 
Model 7700). The INT reference junction setting cannot be selected if there is 
not at least one INT card installed in the unit. With no INT cards installed, 
selecting INT will cause the “NO INT CARDS" message to be displayed briefly. 

With at least one INT card installed, the INT reference junction can be selected. 
However, if you select it for the front panel inputs, or for a switching module that 
does not have an internal reference junction (i.e., Model 7702), the simulated 
(SIM) reference junction will instead be used and the “ERR" annunciator will 
turn on. 
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Table 3-4 

Thermocouple temperature measurement configuration 

Menu structure ~ Description ~ 

1 UNITS: C,F,orK Select temperature measurement units (°C, °F, or K). 

2 SENS. TCOUPLE Select the thermocouple transducer. 

3 TYPE: J, K, T, E, R, S, B, or N Select thermocouple type. 

4 JTUNC: -SIM, INT. or EXT Select the SIMulated, INTemal or EXTemal reference junction*. 

reference junction, set the reference junction 
to 149T^ P^^sent UNITS 

^ YorN ^ Enable (Y) or disable (N) the open thermocouple detector. 

turn on to indicate thit the inte^ly of 



TTieimistor temperature measuremcfit conf i^iatitm 

... to configure thermistor measurements are provided in Table 3-5 Afteroresrin® 

SfflFT and then SENSOR, the menu starts at step 1 to select measnrement^“" ® 

Each time you press ENTER to make a selection, the menu will automatically so to the 
next selection. After pressing ENTER for the last step, the instrument wfil return to the 
normal measurement state. 

Table 3-5 

Thermistor temperature measurement configuration 

- ' Menu-structure ^cription 

1 UNITS: C, F, orK Select temperature measurement units (°C, '"F, or K). 

2 SENS. THRMSTR Select the thermistor transducer. 
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4-wire RTD temperature measurement configuration 

The Alpha, Beta, Delta, and Q at 0°C parameters for the five basic RTD types are provided 
in Table 3-6. Note that these parameters can be modified using remote programming. 

Table 3~6 

RTD parameters 




The steps to configure 4-wire RTD measurements are provided in Table 3-7. After press- 
ing SHIFT and then SENSOR, the menu starts at step 1 to select measurement units. 

Each time you press ENTER to make a selection, the menu will automatically go to the 
next selection. After pressing ENTER for the last step, the instrument wiU return to the 
normal measurement state. 

NOTE Ax shown in Table 3-7, you can select the USER sensor type, hut you cannot 

change the USER parameters from the front panel The parameters for the USER 
type can only be set using remote programming (see TEMPerature:FRTD com- 
mands in Table 3-8). 

Table 3-7 

4-wire RTD temperature measurement configuration 



Menu Structure 



1 UNITS: C,F, or K 



SENS: 4W-RTD 



TYPE: PT100,DlO0,FX00, 

PT385,PT3916.orUSER 



Description 

Select temperature measurement units 
rC, °F,orK). 

Select the 4-wire RTD transducer. 
Select 4-wire RTD type. 
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Temperature measurement procedure 

NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the “F” (out) position. For switching modules, it must be in 
the “R" (in) position. 

1 . If a switching channel is presently closed (displayed), press OPEN to open it. 

2. Select the temperature measurement function by pressing TEMP. 

3. Configure the temperature me^urement as previously explained in “Temperature 
measurement configuration.” 

4. Connect the temperature transducer(s) to be measured. 

5. If using a switching module, perform the following steps to close the desired chan- 
nel. Keep in mind, that for 4-wire RTD measurements, you will close the prim^ 
(INPUT) channel (1 through 10). The channel that it is paired to will close 
automatically. 

a. Press the CLOSE key. 

b. Use ►, A. and ▼ to key in the channel number and press ENTER. The pre- 
viously closed channel(s) (if any) will open, and the specified channel (or 
channel pair) will close. 

NOTE While in the normal measurement state, you can use the and ^ keys to close 
channels. In general, each key press will open the presently closed channel, and 
then close the next higher or lower channel. 

6. Observe the displayed reading. 

7. To measure other switching channels, repeat steps 5 and 6. 

8. When finished, press OPEN if there is a channel closed. 
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Frequency and 


period 


1 measurements I 



The Model 2700 can make frequency measurements from 3Hz to 500kHz on voltage 
ranges of lOOmV, IV, lOV, lOOV, and 750V. Period (1 / frequency) measurements can be 
taken from 2]js to 333ms on the same voltage ranges as the frequency. 

Input impedanceilMQ ii <100pF, AC coupled. 

The instrument uses the volts input to measure frequency. The AC voltage range can be 
• changed with the RANGE A and ▼ keys. The signal voltage must be greater than 10% of 
the full-scale range, 

CAUTION The voltage limit is subject to the 8 x lO^VHz product. 

Trigger level 

Frequency and period use a zero-crossing trigger, meaning that a count is taken when the 
frequency crosses the zero level. The Model 2700 uses a reciprocal counting technique to 
measure frequency and period. This method generates constant measurement resolution 
for any input frequency. The multimeter’s AC voltage measurement section performs input 
signal conditioning. 

Gate time 

The gate time is the amount of time the Model 2700 uses to sample frequency or period 
readings. Use the RATE key to set the gate time; SLOW sets the gate time to 1 .0 sec, MED 
sets it to 0. 1 sec, and FAST sets it to 0.01 sec. For remote programming, the gate time can 
be set from 0.01 to 1 .0 sec using the FREQuencyiAPERture, and PERiod; APERture com- 
mands (Table 3-8). Note however, that if you set a gate time other than 1.0, 0.1, or 0.01 
sec, the SLOW, MED, and FAST annunciators wtU be off. 

The Model 2700 completes a reading when it receives its first zero-crossing after the gate 
time expires. In other words, the reading is completed 1/2 cycle after the gate time has 
expired. For example, to sample a 3Hz frequency, you may wait up to three seconds before 
the Model 2700 returns a reading. 
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Connections 



NOTE When using the front panel inputs, the INPUTS switch must be in the “F" (out) 
position. For switching modules, it must be in the “R” (in } position. 

Front panel input 

When using the front panel input terminals, connect the test leads to the INPUT HI and 
LO terminals as shown in Figure 3-11. 

Figure 3-11 

FREQ and PERIOD connections for front panel inputs 
Model 2700 



f Ml i j| 



N. AC Voltage 
I Lr / Source 



Input Impedance = 1MW in parallel with <100pF 
Caution: Maximum Input = 1 0OOV peak, 8 x 1 oW.Hz 

Model 7700 switching module 

Connections for the Model 7700 switching module are shown in Figure 3- 12. For this 
2-wire measurement, channels 1 through 20 can be used. 

Figure 3-1 2 

FREQ and PERIOD connections using Mode! 7700 switching module 



Model 7700 0 
Switching — 
Module (/} 



ICH 1-20 



^ r, \ AC 
— ' Ij- I Voltage 
, / Source 



Caution: Maximum = 300V peak or RMS, 8x10^ V-Hz 
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NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the “F” (out) position. For switching modules, it must be in 
the “R” (in) position. 

1 . If a switching channel is presently dosed (displayed), press OPEN to open it. 

2. Perform one of the following steps to select the function: 

• Press FREQ to perform frequency measurements, 

• Press SHIFT and then FREQ to perform period measurements. 

3. Use the RANGE a and ▼ keys to select a measurement range consistent with the 
expected AC voltage. Details on range are provided in Section 4. 

4. Apply the AC voltage(s) to be measured. 

CA UTION Do not apply more than the maximum input levels indicated in 
Figure 3-11 and Figure 3-12 or instrument damage may occur. 

5. If using a switching module, perform the following steps to close the desired 
channel; 

a. Press the CLOSE key. 

b. Use ►, A, and ▼ to key in the channel number and press ENTER. The pre- 
viously closed channel (if there is one) will open, and the specified channel 
will close. 

NOTE While in the normal measurement state, you can use the ^ and ^ keys to close 
channels. In general, each key press will open the presently closed channel, and 
then close the next higher or lower channel. 

6. Observe the displayed reading. If the “OVERFLOW” message is displayed, select 
a higher range until a normal reading is displayed. Use the lowest possible range 
for the best resolution. 

7. To measure other switching channels, repeat steps 5 and 6. 

8. When finished, press OPEN if there is a channel closed. 
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The Model 2700 can test continuity using the 2-wire IkO range. After selecting continu- 
ity, you will be prompted to enter the threshold resistance level (1 to 10000). When the 
measured circuit is below the set threshold level, the instrument will beep and display the 
resistance readings. When the measured circuit is above the threshold level the mes^acp 
“OPEN” will be displayed. ’ ^ 

NOTE The reading rate for continuity is fixed at FAST (0.1 PLC). 

Limits and digital outputs cannot be used when testing continuity with the conti- 
nuity (CONT) function. If you need to use these operations, use the Q2 function 
to test continuity. 



Connections 



NOTE When using the front panel inputs, the INPUTS switch must be in the “F” (out) 
position. For switching modules, it must be in the “R” (in) position. 

Front panel input 

When using the front panel input terminals, connect the test leads to the INPUT HI and 
LO terminals as shown in Figure 3-13A. 

Model 7700 switching module 

Connections for the Model 7700 switching module are shown in Figure 3-13B. Since this 
is a 2-wire ohms measurement, channels 1 through 20 can be used. 

Figure 3-13 

Continuity connections 
Model 2700 



O 0 


input HI 


> Resistance 


O 0 


Input LO\. 


< Under Test 



A. Front panel connections 



Model 7700 0 
Switching TT 
Module ^ 



1 


J H / 1 


1 


-CHl-20 < 

1 




L \ 



Resistance 
Under Test 



Note: Source current flows from input high to input low. 
B. Model 7700 connections 



Model 2700 Multimeter/Switch System User's Manual 



Basic DMM Operation 



NOTE Make sure the INPUTS switch is in the correct position. To use front panel 

inputs, it must be in the “F” ( out) position. For switching modules, it must be in 
the "R” (in) position. 

1 . Apply the resistance to be tested, and, if using a switching module, close the appro- 
priate channel 

2. Press SHIFT and then CONT to display the present threshold LEVEL. 

3. Use -41, A, and T to key in the desired level (1 to lOOOQ), and press ENTER. 

4. If the measurement is below the threshold level, the beeper will sound and the 
ohms reading will be displayed. If the measurement is above the threshold level, 
the message “OPEN” will be displayed. 

5. To disable continuity testing, select a different function (i.e., press DCV). 

NOTE The beeper can be disabled using the SYSTem:BEEPer:STATe OFF command. 

However, the beeper will automatically enable the next time the continuity test- 
ing function is selected. 

Limits and digital outputs cannot be used when testing continuity with the conti- 
nuity (CONT) function. If you need to use these operations, use the Q2 function 
to test continuity. 




Measurements 
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Basic measurement commands 



NOTE When measurements are performed, the readings are fed to other enabled pro- ^ 

cessing operations. Appendix D explains “Dataflow (remote operation)" and 
the commands used to return the various processed readings. 

% 

Commands to perform basic measurements are listed in Table 3-8. 

Table 3-8 ^ 

Basic measurement commands 



Commands^ 


Description 


Default 


Ref 


Select measurement function 
[SENSe[l]] ■ 

;FUNCtion <name> [, <clist>] 


Optional root command. 

Select measurement function: 
<name> = ‘VOLTageE:DC]’, 
‘VOLTage:AC’, ‘CURRent[:DC]’, 
‘CURRentiAC, ‘RESistance’, 
‘FRESistance’, ‘CONTinuity’, 
‘FREQuency’, or ‘PERiod’. 

Note: [:DC] is optional. 


VOLT 


a 


DCV function 

[SENSe[l]] 

:VOLTage[:DC]:IDIVider <b> 


Optional root command. 
Enable/disable DCV input divider; 
<b> - ON or OFF. 


OFF 




0,4 function 

(SENSe[l]j 

:FRESistance:OCOMpensated <b> 
[, <ciist>] 


Optional root command. 

Enable/disable olfset-compensated ohms. 


OFF 


b 
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Table 3-8 (continued) 

Basic measurement commands 



Commands^ 


Description 


Default 


Ref 


TEMP function 

[SENSe[l]] 


Optional root command. 






:TEMPerature:TRANsducer <name> 
[, <clist>] 


Select temperature transducer; <name> = 
TCouple, FRTD, or THERmistor. 


TC 




:TEMPerature:TCouple:TYPE <type> 
[, <dist>] 


Select T/C type; <type> = J, K, T, E. 
R, S, B, orN. 


K 




:TEMPerature:TCouple;ODETect <b> 


Enable/disable open thermocouple 
detector; <b> = ON or OFF. 


OFF 




:TEMPerature:TCouple;RJUNction: 
RSELect <name> [, <dist>] 


Select reference junction^; <name> = 
SIMulated, INTemal or EXTemal. 


Note 3 


c 


:TEMPetatuTe:TCouple:RJUNction; 
SIMulated <n> [, <clist>] 


Set the simulated reference temperature; 
<n> = 0 to 65 CO, 32 to 149 (°F) or 
273 to 338 (K). 


23“C 


d 


:TEMPerature:THERmistor <NRf> 
[, <clisl>] 


Set thermistor type in ohms; 
<NRf> = 1950 to 10050. 


5000 




:TEMPerature:FRTD:TYPE <name> 
[, <ciist>] 


Select FRTD type; <name> = PTIOO, 
DlOO, FlOO, PT3916, PT385, or USER. 


PTIOO 


e 


:1EMPerature:FRTD:RZERo <NRf> 
[, <cEst>] 


Specify constant for USER type; 
<NRf> =0 to iOOOO. 


100 




:TEMPerature:FRTD:ALPHa <NRf> 
[, <clist>3 


Specify constant for USER type; 
<NRf> = 0 to 0.01. 


0.00385 




:TEMPerature:FRTD:BETA <NRf> 
[, <cEst>3 


Specify constant for USER type; 
<NRf> = 0to 1.00. 


0.111 




:TEMPerature:FRTD:DELTa <NRf> 
[, <cEst>3 

FREO function 

[SENSe[l]] 


Specify constant for USER type; 
<NRf> 0 to 5.00. 

Optional root command. 


1.507 




:FREQuency:THReshold:VOLTage: 
RANGe <n> [, <clisl>] 


Select threshold voltage range; 
<n> = 0 to 1010. 


10 


f 


:FREQuency:APERture <NRf> [, <clist>] 


Set gate lime for FREQ measurements 
in secs; <NRf> - O.OI to 1.0. 


1.0 


g 

' 
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Table 3-8 (continued) 

Basic measurement commands 



Commands^ 


Description 


Default 


Ref 










;PERiod:THReshold:VOLTage:RANGe 


Select threshold voltage range; 


10 


f 


<n> [, <clist>] 


<n> = 0to 1010. 






:PERiod:APERture <NRf> [, <clisl>] 


Set gate time for PERIOD measurements 


1.0 


g 




in secs; <NRf> = 0.01 to 1,0. 






CONT function 








[SENSeUl] 


Opdonai root command. 






:CONTinuity:THReshold <NRf> 


Set continuity threshold in ohms; 


10 






<NRf> = 1 to 1000. 






SYSTem:BEEPer <b> 


Enable/disable beeper; <b> = ON or OFF. 


ON 




Set temperature m.easurem.p.n.t units; 








UNlTiTEMPerature <name> 


Set temperature units; <name> = C, CEL, 




h 




F, FAR, or K. 






Trleser and retrieve readings 






i 


INITiate:CONTinuous <b> 


Enable/disable continuous initiation; 


Note 4 






<b> = ON or OFF. 






INITiate 


Trigger one or more measurements. 






[SENSe[l]] 


Optional root command. 






:DATA[:LATest]? 


Returns the last reading string. 






:DATA:FRESh? 


Returns the last “fresh” reading string. 






FETCh? 


Return reading(s). 






READ? 


Trigger and return reading(s). 






Channel list parameter: 




<clist> = (@SCH) 




where: S = Mainframe slot number (1 or 2) 


CH = Switching module channel number (must be 2 digits) 


Examples : (@ 1 0 1 ) = Slot 1 , Channel 1 




((g>101, 203) = Slot i, Channel 1 and Slot 2, Channel 3 


(@101:110) = Slot 1, Channels 1 through 10 



1 . The <clist> parameter is used to configure one or more channels for a scan. 

2, When using multiple channel operation (ROUT:MULT command) to connect a switching module channel to the DMM for 
thermocouple temperature measurements, the SIMulated reference junction will be used if the INTemal or EXTeraal reference 
junction is selected, The “ERR" annunciator will turn on to indicate that the integrity of the temperature reading is questionable, 

2- With a Model 7700, 7706, or 7708 installed, the default sensor junction is Internal, Otherwise, the Simulated (23®C) junction is 
selected. 

4, The *RST default is OFF, and the SYSTbmiPRESet default is ON. 
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Reference 

a. FUNCtion <name> [, <clist>] 

Note that the <name> parameters in the table are enclosed in single quotes 
(‘ ’)• However, double quotes (“ ”) can instead be used. For example: 

FUNC ‘VOLT:AC’ = FUNC “VOLT:AC” 

Scan configuration — When using the <clist> command to configure a scan 
channel, the scan channel must first be set to the appropriate function before 
sending other commands to configure it. For example, to set scan channel 101 
to use offset-compensated ohms, the following command sequence would be 
sent: 

FUNC ’FRES', (SlOl) ' Set scan channel 101 to W4 function. 
FRES:OCOM ON, (@101) ’ Enable offset-compensated ohms for scan 

' channel 101. 

If scan channel 101 was not first set for the Q4 function, error +700 (Invalid 
function in scanlist) will occur when trying to enable offset-compensated 
ohms for that channel. Details on scanning are provided in Section 7. 

b. FRESistance:OCOMpensated <b> [, <clist>] 

The instrument does not have to be on the Q4 function to enable offset- 
compensated ohms. When H4 is selected, offset-compensated ohms will be 
enabled. 

When using the <clist> parameter to configure a scan channel for offset- 
compensated ohms, that channel must already be set for Q4. If set for another 
function, a settings conflict (-221) will occur. 

c. TEMPerature:TCouple;RJUNction:RSELect <name> [, <clist>] 

To use the EXTERnal reference junction, the scan channel (101, 201, 301, 
401, or 501) to be used for the measurement must already be configured to use 
a thermistor or 4-wire RTD transducer. Otherwise, a settings conflict error 
(-221) will occur. The TEMPerature:TRANsducer command is used to select 
the transducer. 

NOTE The following command can instead be used to select the reference 
junction: 




TEMPerature:RJUNction:RSELect <name> [, <clist>] 



TEIVfferalure;TCouple:RJUNction:SIMulated <n> [, <clist>] 

The units for the simulated reference temperature depend on the present tem- 
perature measurement units as set by UNTTiTEMPerature (see Ref h). 



NOTE 



The following command can instead be used to set the simulated ref- 
erence temperature: 

TEMPerature:RJUNction:SlMulated <n> [, <clist>J 
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e. TEMPerature:FRTD:RZERo <MRf> [, <clist>] 

TEMPerature:FRTD:ALPHa <NRf> [, <clist>] 

TEMPsrature:FRTD:BETA <NRf> [, <ciisl>] 

TEMPeTature:FRTD:DELTa <NRf> [, <clist>] 

These commands are used to set the parameter for the USER RTD type. Note 
that the RZERo command sets the “Q at 0°C” parameter. When any of these 
commands are sent, the USER RTD type is automatically selected. 

f. FREQuencyiTHResholdWOLlhgeiRANGe <n> [, <clisl>] 
PERiod:THReshold:VOLTage:RANGe <n> [, <clist>] 

These commands are used to specify the expected input level. The instrument 
■will &en automatically select the most sensitive current or voltage threshold 
range. 

g. FREQuency:APERture <NRf> [, <clist>] 

PERiodiAPERture <NRf> [, <cHst>] 

The rate annunciators indicate the following aperture settings: 

SLOW =! sec 
MED = 0.1 sec 
FAST = 0.01 sec 

For all other aperture times, the rate annunciators are turned off. 

h. UNIT:TEMPerature <name> 

To set temperature measurement units to °C, use the C or CEL parameter. For 
°F, use the F or FAR parameter. For Kelvin, use the K parameter. 

i. Trigger and retrieve readings: 

NOTE Detailed information on the processes to trigger and retrieve read- 
ings is provided in Section 8, Section 13, and Appendix D. 

INITiate:CONTmuous <b> 

INITiate 

With continuous initiation disabled (INITiate:CONTinuous OFF), you can use 
the INITiate command to trigger one or more measurements. 

NOTE Note that sending INITiate while the instrument is performing mea- 
surements will cause error -213 (init ignored). 

DATA[:LATest]? 

DATA:FRESh? 

These commands do not trigger a reading. They simply return the last reading 
string. The reading reflects what is applied to the input. 

While the instrument is performing measurements, you can use these com- 
mands to return the last reading. If the instrument is not performing measure- 
ments, DATA[:LATest]? will keep returning the same reading string. 
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DATA:FRESh? can only be used once to return the same reading string. That 
is, the reading must be “fresh.” Sending this command again to retrieve the 
same reading string will generate error -230 (data corrupt or stale), or cause a 
the GPIB to time-out. In order to again use DATA:FRESh? a new (fresh) read- 
ing must be triggered. 

FETCh? 

READ? 

FETCh? is similar to DATA[:LATest]]? in that it can be used to return the last 
reading. However, it can also be used to return more than one reading. When 
returning more than one reading, the readings are automatically stored in the 
buffer. 

In order to return multiple reading strings, continuous initiation must be dis- 
abled (INIT:CONT 01^ so that the sample count (SAMPle:COUNt), which 
specifies the number of measurements to be performed, can be set >1. After 
INITiate is sent to trigger the measurements, FETCh? will return the reading 
strings. 

In general, READ? performs an INIT to trigger measurements and then a 
FETCh? to retrieve the reading strings. With continuous initiation disabled 
(INITiate;CONTinuous OFF), you can use the READ? command to trigger 
and return readings. The sample count determines the number of reading 
strings to be returned. With the sample count >1, the returned readings are 
automatically stored in the buffer. 



NOTE 



When readings are stored in the buffer by the TRACe command (or 
by front panel data store operation), INIT and multi-sample READ? 
queries are locked out. With readings in the buffer that were stored in 
that manner . you cannot use the INIT or READ ? command if sample 
count is >1 (error -225, out of memory). Buffer operation is covered 
in Section 6. 
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Example #1 — continuous triggering 

The following command sequence places the Model 2700 in a continuous trigger mode to 
measure ACV. Whenever DATA? is sent, the last measured reading will be sent to the com- 
puter when the Model 2700 is addressed to talk. 



SYSTrPRES 
FUNC 'VOLT: AC 
DATA? 



Continuous measurement mode (INlTrCONT ON) 
Select ACV function. 

Request last measured reading. 



Example #2 — one-shot tri^ering 



The following command sequence places the Model 2700 in a one-shot trigger mode to 
measure offset-compensated ohms. Whenever READ? is sent, a measurement will be trig- 
gered, and the measured reading will be sent to the computer when the Model 2700 is 
addressed to talk. 



FUNC'“'FRES' 
FRES:RANG le3 
FRES:OCOM ON 
READ? 



One-shot measurement mode (INiTiCONT OFF] 
Select £14 function. 

Select l)c£l range. 

Enable offset-compensated ohms. 

Trigger and return one reading. 



Example #3 — temperature measurement using Model 7700 

The following command sequence places the Model 2700 in a one-shot trigger mode to 
perform a thermocouple temperature measurement at channel 101 (Model 7700 switching 
module installed in slot 1). With channel 101 closed, the INIT command triggers one mea- 
surement, and the DATA? command sends the measured reading to the computer when it 
is addressed to talk. 



*RST 

FUNC '’TEKP' 

UNIT: TEMP F 
TEMP: TRAN TC 
TEMP :TC: TYPE J 
TEMP : R JUN : RSEL SIM 
TEMP :RJUN: SIM 32 
R0UT:CL0S (@101) 
INIT 
DATA? 



One-shot measurement ■ mode (INIT:C0NT OFF). 
Select TEMP function. 

Select '^F TEMP units. 

Select thermocouple transducer. 

Select type J thermocouple. 

Select simulated reference junction. 

Set reference temperature to 32^^F (ice point; 
Close channel 101. 

Trigger one measurement. 

Return measured reading. 
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Example #4 — Scan configuration (Mode! 7700) 

The following commands configure scan channels 101, 102, and 121 of a Model 7700 
installed in slot 1. When channel 101 is scanned, DCV will be selected. When channel 102 
is scanned, 02 will be selected. When channel 121 is scanned, DCI will be selected. 



FUNC 'VOLT' , (@101) 
FUNC 'RES', (@102) 
FUNC -CURR' , (@121) 



Configure scan channel 101 for DCV. 
Configure scan channel 102 £or.Q2. 
Configure scan channel 121 for DCI. 



NOTE Detailed information on scannin$ is provided in Section 7. 



Measurements 



Range, Digits, Rate, 
Bandwidth, and Fi Iter 



Range — Provides details on measurement range selection. Includes the com- 
mands for remote programming. 

Digits — Provides details on selecting display resolution. Includes the commands 
tor remote programming. 

Rate and bandwidth — Provides details on integration rate and bandwidth (for 
AC measurements). Includes the commands for remote programming. 

Filter — Provides details on filtering. Includes the commands for remote 
programmmg. 
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Action, the iBsLmenrwrn rSm to retsTra^g^s^ ' 



Measurement ranges and maximum readings 



tions, except FREQ, PERIOD, and lEMP, are listodTlaS^T” ““ ^'“^■ 

difpl'ayed!** maximum readings cause the message “OVERFLOW" to be 

Table 4-1 

Measurement ranges and maximum readings 



Function 

DCV~~ 

ACV 

DCI 

ACI 

ai 

H4* 



Ranges 

loomYrvu^iooy itoov ' 

lOOmV, IV, lOV, lOOV, 750V 
20mA, 100mA, 1A,3A 
lA, 3A 

inno J5?’ In^^’ ^OOMQ 

jgogjjg, IQkQ, lOOkQ, iMa IOMD. 1OOM0 



Maximum 

reading 

±iOiov 

757.5V 

±3.1A 

3.1A 

120Ma 

120MQ 



— XU 1VU4. luuiVJii 1 120MO I 

— I 

FREQ and PERIOD — Frequency measurements from 3Hz to 5001cH7 j 

surements from 2ps to 333ps can be made on the ACV ran^s ' 

being u^JmaxtmuX^^^ 

Appendix A. “Specifications." fists the reading rang! for e”ch sensor type 
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' ’’T’ ^ changes one range per key 

press. The selected range is displayed for one second. Note that the manual ranges teys ^ 
have no effect on temperature (TEMP). ® ^ 

If the instrument displays the “OVERFLOW” message on a particular range select a 
higher range unpi an on-range reading is displayed. Use the lowest range possible without 
causmg an overflow to assure best accuracy and resolution. 

ranging 

To enable auto range, press the AUTO key. The AUTO annunciator turns on when auto 
rangmg is selected. While auto ranging is enabled, the instrument automatically selects the 
bes trimge to measum die appUed sigual. Auto rauging should not be uC wtoopta* 
p require . . ote that the AUTO key has no effect on temperature (TEMP). 

S of”^^^^ the reading 

To disable auto ranging, press AUTO. This wiU leave the instrument on the present ranne 
mt: ^ ” T ke^^ 



Wen a srniple scan is configured, the present function and range setting will apply to all 
channels m the scan. When an advanced scan is configured, each cha2 can h T4 it own 
unique range settmg. Details to configure and run a scan are provided in Section 7. 

For remote programming, the <clist> parameter is used to configure channels for a scan. 



Remote 



Range commands 

ma:dT“ " “formation 



on these com- 



lable4-2. All commands for the SENSe subsystem are provided in Table 15-5. 
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Table 4-2 

Range commands 

Commands^’ ^ 

TsENSe[I]] 

:VOLTage[:DC]:RANGe <n> [, <dist>] 
:VOLTage[:DCj:RANGe:AUTO <b> 

[, <clist>] 

:VOLTage:AC:RANGe <n> [, <clist>] 
:VOLTagkAC:RANGe;AUTO <b> [, <clist>] 
:CURRent[;DC]:RANGe <n> [, <cUst>] 
:CURRent[:DC]:RANGe:AUTO <b> 

I, <clist>] 

:CURRent:AC:RANGe <n> [, <dist>] 
:CURRent:AC:RANGe:AUTO <b> 

[, <clist>] 

;RESistance;RANGe <n> [, <clist>] 
:RESistance;RANGe:AUTO <b> [, <clist>] 
:FRESistance:RANGe <n> [, <clist>] 
:FR£Sistance:RANGe:AUTO <b> [, <dist>] 

Channel list parameta*: - 
<clist> = (@SCH) 

where: S = Mainframe slot number (1 or 
CH = Switching module channel nu 
Examples: (@101) = Slot 1, Channel 1 



Description 



Default 



Optional root command. 

Select DCV range; <n> = 0 to 1010 (V). looo 
Control DCV auto range; <b> = ON or OFF. ON 

Select ACV range; <n> = 0 to 757.5 (V). 750 

Control ACV auto range; <b> = ON or OFF. ON 
Select DCI range; <n> = 0 to 3 (A). 3 

Control DCI auto range; <b> = ON or OFF. ON 

Select ACI range; <n> = 0 to 3 (A). 3 

Control ACI auto range; <b> = ON or OFF. ON 

Select Q.2 range; <n> = 0 to 120e6 (Q). I20e6 

Control Q2 auto range; <b> = ON or OIT. ON 

Select Q4 range; <n> = 0 to 120e6 (Q). I20e6 

Control Q4 auto range; <b> = ON or OFF. ON 



where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@101) = Slot 1, Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Cha nnels 1 through 10 

Tm <c!is^ Pieter is used to configure one or more channels for a scan. Each channel in the <dist> must be set to the function 
sp^ihed by the range command. If not, a conflict error (-221) will occur. For example. VOLTage:AC:RANGe 1 (@101) is onlv 
valid if scan channel 101 is set for the ACV function, ^ 

2, [;DC] is optional for the commands to set DCV and DCI range. 

Manual ranging 

The range is selected by specifying the expected reading as an absolute value using the 
<n> parameter for the appropriate :RANGe command. The Model 2700 will then go to the 
most sensitive range for that expected reading. For example, if you expect a reading of 
approximately 3V, let the parameter (<n>) equal 3 to select the lOV range. 

Auto ranging 

The .RANGe:AUTO command is coupled to the command to select range manually 
(:RANGe <n>). When auto range is enabled, the parameter value for :RANGe <n> 
changes to the automatically selected range value. When auto range is disabled, the instru- 
ment remains at the selected range. When a valid :RANGe <n> command is sent, auto 
ranging disables. 
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Example #1 — The following commands select range for DCV, Q2 and DCI: 



VOLT: RANG 0.5 
RES:RANG 2e3 
CURR:RANG 0.1 



’ Select IV range for DCV. 

' Select lOkiQ range for £12. 

■ Select 100mA range for DCI. 



Example #2 ~ The following command sequence configures channel 101 of the 

Model 7700 to select the 1 OVDC range when it is scanned. 



FUNC 'VOLT' , (@101) 
VOLT:RANG 1.5, (@101) 



' Set 101 for DCV function. 
' Set 101 for lOV range. 



The DIGITS key sets display resolution for the Model 2700 from 3^2 to 6 V 2 digits. From 
the front panel, setting digits for one function affects all the other functions. For example 
if you set DCV for 3^2 digits, the other functions will also set to 3Vz digits. For remote 
programming, each mainframe input function can have its own unique digits setting. 

Digits has no effect on the remote reading format. The number of displayed digits does not 
affect accuracy or speed. Speed is set by the RATE key. 

Setting display resolution — To set display resolution, press the DIGITS key until the 
desired number of digits is displayed. 



When a simple scan is configured, the present digits setting will apply to all channels in 
the scan. When an advanced scan is configured, each channel can have its own unique dig- 
its setting. Details to configure and run a scan are provided in Section 7. 

For remote programming, the <dist> parameter is used to configure channels for a scan. 
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Ranote programming — digits 

Digits commancfe 

The commands to control display resolution (digits) are listed in Table 4-3. Additional 
information on these commands follow the table. 

NOTE Query commands are not included in Table 4-3. All commands for the SENSe 
subsystem are provided in Table 15-5. 



Commands* Description Default 

Optional root command. ~~ 

I <chst>j Set # of digits for DCV; <n> = 4 to 7. 7 

Set # of digits for ACV; <n> = 4 to 7 6 

Set # of digits for DCl; <n> = 4 to 7 7 

:CmRent: ACiDIGits <n> [, <clist>] Set # of digits for ACI; <n> = 4 to 7. 6 

.^SistanceiDIGits <n> [, <clist>] Set # of digits for Q2; <n> = 4 to 7 7 

:^Sistance:DIGits <n> [, <clist>] Set # of digits for Q4; <n> = 4 to 7. 7 

•lEWerature:DIGit& <n> [, <clist>] Set # of digits for TEMP; <n> = 4 to 7. 6 

•^EQuency:DIGits <n> [, <clist>] Set # of digits for FREQ; <n> = 4 to 7. 7 

■PERiod:DIGits <n> [, <clist>] Set # of digits for PERIOD; <n> = 4 to 7 . 7 

Channel list parameter: 

<cUst> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@ 1 0 1 ) = Slot 1 , Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) - Slot 1, Channels 1 through 10 

parameter is used to configure ane or more chaimds for a scan. Each channel in the <ciist> must be set to the function 
specified by the digits command. If not, a conflict error (-221) will occur. For example, VOLTage;AC:DIGits 4.5, (@101) is only 
valid if scan channel 101 is set for the ACV function. ^ 



Description 

Optional root command. 

Set # of digits for DCV; <n> = 4 to 7. 

Set # of digits for ACV; <n> = 4 to 7. 

Set # of digits for DCl; <n> = 4 to 7. 

Set # of digits for ACI; <n> = 4 to 7. 

Set # of digits for D2; <n> = 4 to 7. 

Set # of digits for Q4; <n> = 4 to 7. 

Set # of digits for TEMP; <n> = 4 to 7. 
Set # of digits for FREQ; <n> = 4 to 7. 
Set # of digits for PERIOD; <n> = 4 to 7. 



Setting digits 

Even though the parameters for the DIGits command are expressed as integers (4 to 7), 
you can specify resolution using a real number. For example, to select 3Vz digit resolution, 

let <n> = 3.5. Internally the instrument rounds the entered parameter value to the nearest 
integer. 

As implied by the commands in Table 4-3, each mainframe input function can have its 
own unique digits setting. 
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Example #1 — The following commands set digits for DCV and ACI: 

VOLTrDIG 5.5 ' Set DCV to 5V2 digits. 

CURR:AC:DIG 4 ' Set ACI to 2Vz digits. 

Example #2 — The following command sequence configures channels 101 through 110 
of the Model 7700 to select 4H digits when they are scanned. 

FUNC 'RES' (0101:110) ' Select fl2 function. 

RES;DIG 4.5,(0101:110) ' Set scan channels to' 4V1: digits. 



Rate and bandwidth 

Rate 



The RATE key sets the integration time (measurement speed) of the A/D converter, the 
period of time the input signal is measured (also known as aperture). The integration time 
affects the amount of reading noise, as well as the ultimate reading rate of the instrument. 
The integration time is specified in parameters based on a number of power line cycles 
(NPLC), where 1 PLC for 60Hz is 16.67msec (1/60) and 1 PLC for 50Hz and 400Hz is 
20msec (1/50). 

In general, the fastest integration time (0.1 PLC from the front panel, 0.01 PLC from the 
bus) results in increased reading noise and fewer usable digits, while the slowest integra- 
tion time (5 PLC from the front panel, 50 PLC from the bus) provides the best common- 
mode and normal-mode rejection. In-between settings are a compromise between speed 
and noise. 

The Model 2700 has a parabola-like shape for its speed vs. noise characteristics and is 
shown in Figure 4-1. The Model 2700 is optimized for the 1 PLC to 5 PLC reading rate. At 
these rates (lowest noise region in graph), the Model 2700 will make corrections for its 
own internal drift and still be fast enough to settle a step response <100ms. 

Figure 4-7 

Speed vs. noise characteristics 



I I 
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The front panel RATE settings for all but the AC functions are explained as follow: 

• FAST sets integration time to 0. 1 PLC. Use FAST if speed is of primary impor- 
tance (at the expense of increased reading noise and fewer usable digits). 

• MEDium sets integration time to 1 PLC. Use MEDium when a compromise 
between noise performance and speed is acceptable. 

• SLOW sets integration time to 3 PLC. SLOW provides better noise performance at 

the expense of speed. 

For the AC functions (ACV, ACV dB, and ACI), the RATE key sets integration time and 
bandwidth. As listed in Table 4-4, FAST sets NPLC to 1, while the MEDium and SLOW 
NPLC settings are ignored (see “Bandwidth,” page 4-9, for details). 

Table 4~4 

Rate and bandwidth settings 



Function 



DCV.DCI 
ACV, ACI 
02,04 
FREQ,'^ 
PERIOD 
Continuity 



BW = lower limit of bandwidth (in Hz). 
APER = aperture in seconds. 

N/A = not available. 

X = setting ignored. 



From the front panel, setting the rate for one function affects all the other functions. For 
example, if you set DCV for medium speed, the other functions will also set to medium 
speed. For remote programming, each function can have its own unique rate setting (0.01 
to 50 or 60 PLC). 





Rate and bandwidth 


Fast 


Medium 


Slow 


NPLC^O.l 
NPLC=1, BW=300 
NPLC-0.1 
APER=0.01s 


NPLC=1 

HPLC=X, BW=30 

NPLC=1 

APER=0.1s 


NPLC=5 
NPLC-X, BW=3 
NPLC=5 
APER-ls 


NPLC=0.01 


N/A 


N/A 



NOTE Rate cannot be set for continuity. It is fixed at 0.01 PLC. 
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Setting measurement speed — The RATE key is used to set measurement speed from the 
front panel Simply press RATE until the desired speed annunciator (FAST, MED, or 
SLOW) turns on. 

NOTE The Model 2700 uses internal references to calculate an accurate and stable 
reading. When the NPLC setting is changed, each reference must be updated to 
the new NPLC setting before a reading is generated. Therefore, frequent NPLC 
setting changes can result in slower measurement speed. 



Bandwidth 



Bandwidth specifies the lowest frequency of interest for AC measurements. The RATE 
setting determines the bandwidth setting: 

. SLOW — 3Hz to 300kHz 

• MEDium — 30Hz to 300kHz 

• FAST — 300Hz to 300kHz 

When the Slow bandwidth (3Hz to 300kHz) is chosen, the signal goes through an analog 
RMS converter. The output of the RMS converter goes to a fast (IkHz) sampling A/D and 
the RMS value is calculated from 1200 digitized samples (1.2s). 

When the Medium bandwidth (30Hz to 300kHz) is chosen, the same circuit is used. How- 
ever, only 120 samples (120ms) are needed for an accurate calculation because the analog 
RMS converter has turned most of the signal to DC. 

In the Fast bandwidth (300Hz to 300kHz), the output of the analog RMS converter (nearly 
pure DC at these frequencies) is simply measured at 1 PLC (16.6ms). For remote pro- 
gramming, the integration rate can be set from 0.01 PLC to 50 or 60 PLC. 

Table 4-4 lists the front panel bandwidth settings for the AC measurement functions. For 
remote programming, the FAST, MED, and SLOW annunciators are only lit when condi- 
tions in the table are met. In other cases, the annunciators are turned off. 



Scanning 



When a simple scan is configured, the present rate or bandwidth setting will apply to all 
channels in the scan. When an advanced scan is configured, each channel can have its own 
rate or bandwidth setting. Details to configure and run a scan are provided in Section 7. 

For remote programming, the <clist> parameter is used to configure channels for a scan. 
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Remote programming — rate and bandwidth 

Rate and bandwidth commands 

The commands to set the integration rate and bandwidth are listed in Table 4-5. Additional 
information on these commands follows the table. 

NOTE Query commands are not included in Table 4-5. All commands for the SENSe 
subsystem are provided in Table 15-5. 

Table 4-5 

Rate and bandwidth commands 



Commands ^ 



Description 



Default 



[SENSe[l]] 

:VOLTage[:DC]:NPLCycles <n> [,<clist>] 
:yOLTage[:DC]:APERture <NRf> 

I, <clist>] 

:VOLTage:AC:NPLCycles <n> [, <clist>j 
:VOLTage:AC:APERture <NRf> [, <clist>] 

:CURRent[:DC]:NPLCycles <n> [, <clist>J 
:CURRent[:DC]:APERture <NRf> 

[, <clisl>j 

:CURRent:AC:NPLCydes <n> [, <clist>] 
;CURRexu;AC:APERture <NRf> [, <clist>] 

:RESistance:NPLCycles <n> [, <clist>] 
:RESistance:APERture <NRf> [, <clist>] 

:FRESistance:NPLCycles <n> [, <clist>] 
:FRESistance:APERture <NRf> [, <clist>] 
:TEMPerature:NPLCycles <n> [, <clist>] 
:TEMPerature:APERture <NRf> [, <clist>] 



Optional root command. 

Set rate for DCV in PLCs; <n> = 0.01 to x^. 
Set rate for DCV in secs; <NRf> = x to 1^. 

Set rate for ACV in PLCs; <n> ~ 0.01 to xx^’^. 
Set rate for ACV in secs; <NRf> = x to 1^’^. 

Set rate for DCI in PLCs; <n> = 0.01 to x^. 

Set rate for DCI in secs; <NRf> = x to 1^. 

Set rate for ACI in PLCs; <n> = 0.01 to x^’^. 
Set rate for ACI in secs; <NRf> = x to 1^’^. 

Set rate for Q.2 in PLCs; <n> = 0.01 to x^. 

Set rate for Q2 in secs; <NRf> = x to P. 

Set rate for Q4 in PLCs; <n> = 0.01 to x^. 

Set rate for Q4 in secs; <NRf> = x to 1^. 

Set rate for TEMP in PLCs; <n> = 0.01 to x^. 
Set rate for TEMP in secs; <NRf> = x to 1^ 



5.0 

(Note 4) 
5.0 

(Note 4) 
5.0 

(Note 4) 
5.0 

(Note 4) 
5.0 

(Note 4) 
5.0 

(Note 4) 
5.0 

(Note 4) 
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Table 4-5 (continued) 

Rate and bandwidth commands 

Commands ^ 



Description 



Default 



Optional root command. 

Set AC bandwidth for ACV in Hertz; <NRf> 
3 to 3e5^, 

Set AC bandwidth for ACI in Hertz; 

<NRf> = 3 to 3e5®. 



Bandwidth commands 
[SENSe[l]] , 

:VOLTage:AC:DETector:BANDwidth 
<NRf> [. <clisl>] 

:CURRenl:AC:DETeclor:BANDwidth 
<NRf> [, <clist>] 



Channel list parameter: 

<cUst> =,C@SCH) 

where: S * Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 
Examples: (@101) = Slotl, Channel 1 

(@101, 203) == Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 



1. The <c!ist> parameter is used to configure one or more channels for a scan. Each channel in the <clist> must be set to the function 
specified by the command. If not, a conflict en-or (-221) will occur. For example, RESistance:NPLCycles 1, ((® 101) is only valid if 
scan channel 101 is set for the Q.2 function. 

2. For 60Hz line power, x = 60. For 50Hz line power, x = 50. 

3. For 60Hz line power, x = l,67e-4. For 50Hz line power, x = 2e-4. 

4. For 60Hz line power, the default is 1 6.67rasec, For 50Hz line power, the default is 20msec. 

5. Commands to set rate for ACV and ACI are only valid if bandwidth is set to 300 (300Hz to 300kHz). See “Rate and bandwidth 
conflict error,” page 4-12, for details, 

6. The instrument will actually accept a parameter value up to 10e6, but it will default to 3e5. 

7. [;DC] is optional for the commands to set DCV and DCI integration rate. 



Aperture 

Aperture is a different way to specify the integration rate. As previously explained, 1 PLC 
sets the integration rate to 16.67msec (assuming 60Hz line power). You can instead use an 
APERture command as follows to set the same integration rate: 

:APERture 16.67e-3 

Bandwidth 

There are three bandwidth settings for ACV and ACI measurements; 3 (3Hz to 300kHz), 
30 (30Hz to 300kHz) and 300 (300Hz to 300kHz). To achieve the best accuracy for ACV 
and ACI measurements, use the bandwidth setting that best reflects the frequency of the 
input signal. For example, if the input signal is 40Hz, then a bandwidth setting of 30 
should be used. 
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To set bandwidth, simply specify (approximately) the frequency of the input signal. The 
instrument will automatically set the bandwidth as follows: 

<NRf> = 3 to 29 3Hz to 300kHz 

= 30 to 299 30Hz to 300kHz 

= 300 to 300e3 300Hz to 300kHz 

NOTE A rate command (:NPLCycles or :APERture) for ACV and ACI is. only valid if 
the bandwidth for that AC function is set to 300 (300Hz to 300kHz). See “Rate 
and bandwidth conflict error” page 4-12, for details. 

Rate and bandwidth conflict error 

For bandwidth settings of 3 and 30, the normal A/D conversion method is not used for 
ACV and ACI measurements. Therefore, integration rate commands (:NPLCycles and 
:APERture) for these bandwidth settings will cause a settings conflict error (-221) and not 
be executed. 



■VJV 










For a bandwidth setting of 300, the normal A/D conversion method is used, therefore the 
integration rate commands can be used. 




The default bandwidth setting is 30 for both ACV and ACI. If you want to set an integra- 
tion rate for an AC function, you will have to first set the bandwidth to 300. 





Rate and bandwidth programming examples 



Example #1 — The following command sequence sets ACV rate to 5 PLC. In order to set 
rale for an AC function, bandwidth must first be set to 300: 



NOTE VOLT:AC:DET:BAND must be set to 300 before the VOLT:AC:NPLC command 
can be sent. 



FUNC 'VOLT' {@101, 103) 
V0LT:NPLC 6, (@101. 103} 



Select DCV function. 
Set rate to 6 PLC. 



VOLT : AC :DET: BAND 300 
VOLT:AC:NPLC 5 



Example #2 — The following command sequence configures channels 101 and 103 of the 
Model 7700 to set integration rate to 6 PLC when they are scanned. 



Set ACV bandwidth to 300. 
Set ACV rate to 5 PLC. 



■! 
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The digital niter is used to stabOize noisy measurements. The displayed, stored, or trans- 
mitted reading is a windowed- average of a number of reading conversions (from 1 to 100). 

The filter setup is “remembered” and can be unique for each measurement function (DCV, 
ACV, DCI, ACI, 02, 04, and TEMP). When you select a function, the instrument will 
return to the last filter setup for that function. 

NOTE The various instrument operations, including Filter, are performed on the input 
signal in a sequential manner. See “Signal processing sequence',' page D-2,for 
details. It includes flowcharts showing where in the processing sequence thatfiU 
tering is performed. 

Filter diaracteristics 

In general, the digital filter places a specified number of A/D conversions (Filter Count) 
into a memory stack. These A/D conversions must occur consecutively within a selected 
reading window (Filter Window). The readings in the stack are then averaged to yield a 
single filtered reading. The stack can be filled in two ways (Filter Type): moving or repeat- 
ing. The moving filter keeps adding and removing a single A/D conversion from the stack 
before taking the average, while the repeating filter only averages a stack that is filled with 
new A/D conversions. 

Details on digital filter characteristics are provided as follows: 

Filter count — The filler count specifies how many consecutive A/D conversions (within 
the filter window) to place in the memory stack. When the stack is full, the A/D conver- 
sions are averaged to calculate the final filtered reading. The filter count can be set from 1 
to 100. Note that with a filter count of 1, no averaging is done. However, only readings 
within the filter window will be displayed, stored or transmitted. 

NOTE While the filter processes readings, the FILT annunciator blinks . Readings that 
are being displayed while the FILT annunciator blinks are not final filtered read- 
ings. When the FILT annunciator stops blinking, the filter has settled. 
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Filter window — The digital filter uses a window to control filter threshold. As long as the 
input signal remains within the selected window, A/D conversions continue to be placed in 
the stack. If the signal changes to a value outside the window, the filter resets, and the filter 
starts processing again starting with a new initial conversion value from the A/D converter. 

The five window selections from the front panel are 0.01%, 0.1%, 1%, 10% of range, and 
NONE (no window). For remote programming, the window can be set to any value from 
0.01% to 10% or NONE. 

For voltage, current, and resistance, the filter window is expressed as a percent of range. 
For example, on the lOV range, a 10% window means that the filter window is ±1V. For 
temperature, the filter window is expressed as a percent of the maximum temperature 
reading. The maximum temperature depends on which thermocouple is being used. For 
example, for a Type J thermocouple, the maximum reading is 760®C; a 10% window 
means that the filter window is ±76®C. 

Filter type — There are two digital filter types: moving and repeating. The moving aver- 
age filter uses a first-in, first-out stack. When the stack becomes frill, the measurement 
conversions are averaged, yielding a reading. For each subsequent conversion placed in 
the stack, the oldest conversion is discarded, and the stack is re-averaged, yielding a new 
reading. This process is depicted in Figure 4-2A. 

For the repeating filter, the stack is filled and the conversions are averaged to yield a read- 
ing. The stack is then cleared and the process starts over (Figure 4-2B). The repeating filter 
is used for scanning so readings from other channels are not averaged with the present 
channel. 

NOTE The moving filter cannot be used when scanning. If a scan channel is set up to 
use the moving filter, the filter will not turn on. Scanning is covered in Section 7. 
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Figure 4-2 

Moving and repeating filters 
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Filter example 

Filter Type - Moving 
Filter Window = 0.01% of range 
Filter Count =10 
Filter State = On 

Ten readings fill the slack to yield a filtered reading. Now assume the next reading (which 
is the 1 1'^) is outside the window. A reading will be processed (displayed); however, the 
stack will be loaded with that same reading, Each subsequent valid reading will then dis- 
place one of the loaded readings in the stack. The FILT annunciator will flash until 10 new 
readings fill the stack. 
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NOTE Bit 8 of the Operation Event Status Register sets when the filter window has 

properly settled (or the filter is disabled). See Section 11, “Status Structure’,’ for 
details. 



The filter is configured from the filter configuration menu (Figure 4-3). Perform the fol- 
lowing steps to configure the filter: 



1. Select the desired frinction. 

2. Press SHIFT and then TYPE. The present WINDOW setting will be displayed. 

3. Use the RANGE A or ▼ key to display the desired window, setting (0.01%, 0.1%, 
1%, 10%, or NONE), and press ENTER. 

4. Use the ►, A, and ▼ keys to display the number of readings to filter (1 to 100), 
and press ENTER. 

5. Use the A or T key to display the desired filter type (moving or repeating), and 
press ENTER. Tie filter turns on and the instrument returns to the normal measure- 
ment state. 

NOTE While the filter is enabled (FILT annunciator on), changes to the configuration 
take effect as soon as they are made. With filter disabled (FILT annunciator off), 
changes to the configuration take place when the filter is enabled. 

While the filtering operation is in progress, the FILT annunciator blinks. Read- 
ings will continue to be processed (i.e., displayed, stored, sent over the bus), but 
they could be questionable. When the FILT annunciator stops blinking, the filter 
has settled. 

Changing function or range causes the filter to reset. The filter then assumes the 
state (enabled or disabled) and configuration for that function or range. 



Filter control and configuration 

The FILTER key toggles the state of the Filter. When the Filter is enabled, the FILT 

annunciator is on. The FILT annunciator will flash when the filter is not settled. When dis- 
abled, the FILT annunciator is off. The filter can be configured while it is enabled or 
disabled. 
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Figure 4-3 

Filter configuration flow chart 




0.01 % 
0 . 1 % 
1 % 

NONE 



RDGS 001 to 100 



REPEAT 



Scanning 

The moving filter cannot be used when scanning. A scan channel cannot be configured to 
use the moving filter. Also, the filter window is not used when scanning. 

When a simple scan is configured, the present filter count and state will apply to all chan- 
nels in the scan. The window setting is ignored (effectively set to NONE), and if the mov- 
ing filter is selected, the filter will not enable when the scan is run. 

For file advanced scan, filter state (on or off) and count can be set for each channel. You 
cannot set unique filter count, type, and window settings from the advanced scan setup 
menu. 

For remote programming, the <cMst> parameter is used to set filter count and state for 
each channel in the scan. You cannot set unique filter type and window settings. 

NOTE Details on configuring a scan using filtering in a scan are provided in Section 7. 
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Remote programming — filter 

Filter commands 

The filter commands are listed in Table 4-6, Additional information on these commands 
follow the table. 

NOTE Query commands are not included in Table 4-6. All commands for the SENSe 
subsystem are provided in Table 15-5. 



Commands^’** 



[SEN,Se[l]] ■ 

:VOLTage[:DC];AVERage;TCONtrol <name> 

:VOLTage[:DC]:AVERage;WINDow <NRf> 
:VOLTage[:DC]:AVERage:COUNt <n> [, clist] 
:VOLTage[:DC]:AVERage:STATe <b> [, cUst] 
ACV niter commands 

[SENSell]] 

:VOLTage:AC:AVERage:TCONtrol <name> 

;VOLTage;AC:AVERage;WINDow <NRf> 
:VOLTage;AC:AVERage:COUNt <n> [, clist] 
:VOLTage:AC:AVERage:STATe <b> [, cHst] 

PCI filter command.'^ 

[SENSell]] 

:CURRent[:DC]:AVERage:TCONtrol <name> 

:CURRent[:DC]:AVBRage:WINDow <NRf> 
;CURRent[:DC]:AVERage:COUNt <n> 

[, clist] 

:CURRent[:DC]:AVERage:STATe <b> [, clist] 

ACI filter commands 

[SENSe[l]] 

:CURRent;AC:AVERage;TCONtrol <name> 



CURRent:AC:AVERage:WINDow <NRf> 
CURRent:AC:AVERage:COUNt <n>[, clist] 
CURRent:AC:AVERage:STATe <b> [, clist] 



Description^ 

Optional root command. 

Select filler type; <name> = MOVing or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filter count; <n> = 1 to 100. 
Enable or disable the filter. 

Optional root command. 

Select filter type; <name> = MOVing or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filler count; <n> = 1 to 100. 
Enable or disable the filter. 

Optional root command. 

Select filter type; <name> = MOVing or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filter count; <n> = 1 to 100. 

Enable or disable the filter. 

Optional root command. 

Select filler type; <name> = MOVmg or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filter count; <n> = 1 to 100. 
Enable or disable the filter. 



Default 



(Note 2) 

0.1 

10 

(Note 3) 



(Note 2) 

0.1 

10 

(Note 3) I 



(Note 2) 



(Note 3) 



(Note 2) 

0.1 

10 

(Note 3) i 
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Table 4-6 (continued) 

Filter commands 



Commands^’ ^ 



[SENSe[l]] 

:RESisii8Jice;AVERage;TCONtrol <name> 

:RESist^ce:AVERage:WINDow <NRf> 
:RESistarice:AVERage:COUNt <n> [, clist] 
:RESistance:AVERage:STATe <b> [, clist] 



Optional root command. 

Select filter type; <name> = MOVing or (Nc 
REPeat. 

Set filter window in %;<NRf> = 0 to 10 , 0.1 
Specify filter count; <n> = 1 to 100. 10 

Enable or disable the filter. rNc 



:FRESislance:AVERage 

:FRESistance:AVERage 



I [SENSe[l]] 

' :FRESiSt^ce:AVERage:TCONtTol <name> 



WINDOW <NRf> 
COUNl <n> [, clist] 
STATe <b> [, cUst] 



:TEMPerature:AVERage:TCONtrol <name> 

HEMPerature:AVERage:WINDow <NRf> 
TEMPerature:AVERage;COUNt <n> [, clist] 
TEMPerature:AVBRage:STATe <b> [, clist] 



Optional root command. 

Select filter type; <name> - MOVing or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filter count; <n> = 1 to 100. 
Enable or disable the filter. 

Optional root command. 

Select filter type; <name> = MOVing or 
REPeat. 

Set filter window in %; <NRf> = 0 to 10. 
Specify filter count; <n> = 1 to 100. 
Enable or disable the filter. 



Channel list parameter: 

<clist> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@101) = Slot 1, Channel 1 

.(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 

(@101:110) = Slot, 1, Channels 1 through 10 

Notes; ' ~ — — — 

1 . The <ciist> p^ameter is used to configure one or more channels for a scan. Each channel in the <cUst> mast he set to the function 
specif!^ by the filter command. If not, a conflict eiror (-221) will occur. For example, VOLThge;AVERage:STATe ON (@101) is 

only vahd If scan channel 101 is set for the DCV function. g oime u.n, is 

■ 3 ' SStrh f SYSTem:PRESet default. From the front panel, the factory default is MOVing. 

3 . OFF IS the *RST default, and ON IS the SYSTem:PRESet default. 

4. [:DC] is optional for the commands to set DCV and DQ filter. 

5. Filler window — Parameter value 0 for the WINDow commands sets the filter window to NONE, 




Range, Digits, Rate, Bandwidth, and Filter Mode! 2700 Muitlmeter/Swltch System User's Manual 



Filter programming examples 

Example #1 — The following command sequence configures filtering for the DCI 
function: 



CURR:TCON MOV 
CURR: AVER: WIND 0.01 
CURR:AVER:COUN 10 
currjaver on 



Select the moving filter. 
Set filter window to 0.01%, 
Set to filter 10 readings. 
Enable filter. 



Example #2 — The following command sequence configures channels 101 through 1 15 
of the Model 7700 to use the repeat filter when they are scanned. 



PUNC ’VOLT' 

VOLT: AVER :TCON REP 

VOLT: AVER :COUN 20 , (@101 : 115) 

VOLTiAVER ON, (@101:115) 



' Select DCV function. 

' Select the repeating filter, 
' Set to filter 20 readings. 

' Enable filter. 
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The rel (relative) function can be used to null offsets or subtract a baseline reading from 
present and future readings. When rel is enabled, the instrument uses the present reading 
as a relative value. Subsequent readings will be the difference between the actual input 
value and the rel value. 

You can define a rel value for each function. Once a rel value is established for a measure- 
ment function, the value is the same for all ranges. For example, if 50V is set as a rel value 
on the lOOV range, the rel is also 50V on the lOOOV, lOV, IV, and lOOmV ranges. 

Therefore, when you perform a zero correction by enabling REL, the displayed offset 
becomes the reference value. Subtracting the offset from the actual input zeroes the dis- 
play, 2 is follows: 

Actual Input - Reference = Displayed Reading 
A rel value can be as large as the highest range. 

Selecting a range that cannot accommodate the rel value does not cause an overflow condi- 
tion, but it also does not increase the maximum allowable input for that range. For exam- 
ple, on the lOV range, the Model 2700 still overflows for a 12V input. 

NOTE The various instrument operations, including Relative, are performed on the 
input signal in a sequential manner. See “Signal processing sequence’,’ 
page D-2,for details. It includes flowcharts showing where in the processing 
sequence that the Rel operation is performed. 




NOTE If using switching module inputs, make sure the front panel INPUTS switch is set 
to the REAR position ( in) . If using the front panel inputs, the switch must be in 
the FRONT position (out). 

1 . Select the desired measurement function and an appropriate range setting. 

2. Apply the signal to be relayed to a switching channel input or to the front panel 
inputs. 

NOTE For the Model 7700 switching module, channels 21 and 22 are available for 
DCI and ACL Channels 1 through 20 are available for all other functions . 

3. If using a switching module, use the or ► key to select (close) the input channel. 
If using the front panel inputs (FRONT inputs selected), it does not matter if a 
switching channel is closed. 

4. Press the REL key to set the rel value. The display will zero and the REL annunci- 
ator will turn on. 

5. Apply the signal to be measured. 
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Pressing REL a second time disables rel. 

You can input a rel value manually using the mX+b function. Set M for 1 and B for any 
value you want. The mX-fb function is covered in this section (see “Math,” page 5-7). 

Scanning 

When a simple scan is configured, the present rel setting will apply to all channels in the 
scan. When an advanced scan is configured, each channel can have its own unique riel set- 
ting. Details to configure and run a scan are provided in Section 7. 

For an advanced scan, the following general procedure shows how to configure a scan 
channel to use rel: 

1 . While in the normal measurement state, select the appropriate function and close 
the appropriate channel. For example, if scan channel 101 is going to be configured 
for DCV and use rel, select DCV and close channel 101. 

2. Apply the DCV signal to be rel’ed to the closed channel. This could be an offset or 
a baseline level. 

3. Press the REL key to enable rel (REL annunciator on). The input signal level is 
used as the rel value. 

4. When configuring the advanced scan (as explained in Section 7), select the desired 
channel, press DCV and then press REL (REL annunciator on). 

When the channel is scanned, rel wiU enable using the rel value established in step 3. 

For remote programming, the <clist> parameter is used to configure channels for a scan. 
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Remote programming — rel 

Rel commands 

The rel commands to set range are listed in Table 5-1. Additional infomation on these 
commands follow the table. 



NOTE Query commands are not included in Table 5-1. All commands for the SEme 
subsystem are provided in Table 15-5. 



Table 5- 1 
Rel commands 



Commands^ 



Description 



[SENSe[l]] 

:VOLTage[:DC];REFerence <n> [, <clist>] 



Optional root command. 

Specify rel value; <n> = -1010 to 1010 
(V). 

Enable/disable rel; <b> = ON or OFF. 



Rel commands for ACI 

Optional root command. 

.CURRent.AC.REFerence:STATe <b> Enable/disable rel; <b> = ON or OFF 

[, <chst>j 

_, :CUR Rent:AC:REFerence:ACQuiie [,<clist>] | Use inpu t signal as rel value. 



Default 



:VOLTage[:DC]:REFerence:STATe <b> Enable/disable rel; <b> - ON or OFF n 

E, <clist>] ^ 

:VOLTage[:DC]:REFerence:ACQuire [, <chst>] Use input signal as rel value. 

Rel commands fnrACV 

Optional root command. 

. VOLTage: AC:REFerence <n> [, <clist>] Specify rel value; <n> = -757.5 to 757.5 0 

(V) 

<b> [t <clist>] Enable/disable rel; <b> = ON or OFF O 

■VOLTage:AC:REFerence:ACQuire [, <cUst>] Use input signal as rel value. 

Rel commands for DC! 

Optional root command. 

. URRent[.DC].REFerence.STATe <b> Enable/disable rel; <b> = ON or OFF O' 

[, <clist>] ■ 

:aJRRent[:DC]:REFerence:ACQuire [, <clist>] Use input signal as rel value. 
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“Pressing REL” using rel commands 

When the front panel REL key is pressed, the displayed reading is used as the rel value. 
Subsequent readings are then the result of the actual input value and the rel value. 

The :REFerence:ACQuire and :REFerence:STATe ON commands (in that order) can be 
used to “press” the REL key. For example, the following command sequence is the equiv- 
alent of pressing the REL key while on the DCV function: 



VOLT; REF :ACQ 
VOLT: REP rSTAT ON 



' Acquire reading as rel value, 
' Enable rel. 



Setting rel values 

The :REFerence <n> command specifies the rel value for the specified function, while the 

: ACQuire command uses the input signal as the rel value. The :ACQuire command is typ- 
ically used to zero the display. For example, if the instrument is displaying a IpV offset, 
sending lACQuire and enabling rel (STATe ON) zeroes the display. 

The ACQuire command is only functional if the instrument is on the specified function. 
For example. If the instrument is on the DCV function, the only valid acquire command is 
VOLT:DC:REF: ACQ. Also, if the instrument is overflowed (“OVERPT.OW”), or a reading 
has not been triggered (“ ”), an execution error (-200) occurs when :ACQuire is sent. 

The :REFerence <n> command is coupled to the ACQuire command. When a rel value is 
set using :REFeience <n>, the :REFerence? query command returns the programmed 
value; When rel is set using :ACQuire, the :REFerence? query command returns the 
acquired rel value. 

Rel pro^Bmming examples 

Example #I — The following command sequence zeroes the display for DCV. 



Fimc 'VOLT' 

VOLT : REF : ACQ 
VOLT : REF :-STAT ON 



Select DCV. 

Use input level as rel value for DCV. 
Enable rel. 



Example #2 — The following command sequence configures channel 101 of the 
Model 7700 to enable rel and use a IV rel value when it is scanned. 



FUNC 'VOLT' , (@101) 
VOLT:REF 1, (®101) 
VOLT:REF:STAT ON, (@101) 



Select DCV for channel 101 
Set IV rel value. 

Enable rel. 



Example #3 — The following command sequence configures channel 101 of the 
Model 7700 to zero correct the DCV input when it is scanned. 



FUNC ’VOLT’ , (@101) 
ROUT:CLOS (@101) 
VOLT:REF:ACQ (@101) 
VOLT:REF:STAT ON, (@101’ 



Select DCV for channel 101. 

Close channel 101. 

Use input to channel 1,01 as rel value, 
Enable rel. 
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The Model 2700 has three built-in math calculations that are accessed from the MATH 
menu: mX4-b, percent, and reciprocal (1/X). Figure 5-1 shows the MATH menu tree. Note 
that the settings shown in the menu tree are the factory defaults. 

NOTE The various instrument operations, including Math, are performed on the input 
signal in a sequential manner. See “Signal processing sequence’,' page D-2, for 
details. It includes flowcharts showing where in the processing sequence that the 
Math operation is performed. 



Figure 5-1 
MATH menu tree 




NOTE A Math operation can be used with the ratio and channel average calculation. 

The ratio or channel average reading will be used in the calculation for the i' 

selected math function. 
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This math operation lets you manipulate normal display readings (X) mathematically 
according to the following calculation. 

Y = mX-t-b 

where: X is the normal display reading. 

m and b are the user-entered constants for scale factor and offset. 

Y is the displayed result. 

NOTE When using Rel, the rel'ed reading of the input signal is used by the mX+b 
calculation. 

mX-i-b configuration 

1 . Press SHIFT and then MATH to display the math menu. i 

2. Press the RANGE A and ▼ key to display “mX+b,” and press ENTER to display 
the present scale factor: 



M: +1.000000 A 



(factory default) 



3. Key in the scale factor value. The ^ and ^ keys control cursor position, and the A 
and ▼ keys increment/decrement the digit value. To change range, place the cursor 
on the multiplier and use the A and T keys (m = xO.OOl, a xl, K = xlOOO, and 
M = xl ,000,000). With the cursor on the polarity sign, the A and ▼ keys toggle 
polarity. 

4. Press ENTER to enter the m value and display the offset (b) value: 



b: +00.00000 m 



(factory default) 



5. Key in the offset value. 

6. Press ENTER to enter the b value and display the one-character units designator: 

UNITS: X (factory default) 

7. Use the cursor keys and the a or ▼ key if you wish to change the units designator. 
The character can be any letter in the alphabet (A through Z), the degree symbol (®) 
or the ohms symbol (Q). 

8. Press ENTER. The MATH annunciator will turn on, and the result of the calcula- 
tion wiU be displayed. Note that the calculation will be apphed to all measurement 
functions. 

9. To disable mX+b, again press SHUT and then MATH. The MATH annunciator 
will turn off. 
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mX+b re! 

The mX+b function can be used to manually establish a rel value. To do this, set the scale 
factor (m) to 1 and set the offset (b) to the rel value. Each subsequent reading will be the 
difference between the actual input and the rel value (offset). 



Percent 



This math function determines percent deviation from a specified reference value. The 
percent calculation is performed as follows: 



Percent = ^ • . xl00% 

Reference 

where: Input is the normal display reading. 

Reference is the user entered constant. 

Percent is the displayed result. 

NOTE When using Rel, the rel’ ed reading of the input signal is used by the percent 
calculation. 

Percent confi^ration 

1 . Press SHIFT and then MATH to display the math menu. 

2. Press the RANGE A ot ▼ key to display “PERCENT,” and press ENTER to dis- 
play the present reference value: 

REF +1.(X)0000 A (factory default) 

3. Key in the reference value. The ^ and ► keys control cursor position, and the A 
and ▼ keys increment/decrement the digit value. To change range, place the cursor 
on the multiplier and use the A and T keys (m = xO.OOl, A = xR K = xlOOO, and 
M = xl, 000,000). With the cursor on the polarity sign, the A and ▼ keys toggle 
polarity. 

4. Press ENTER. The MATH annunciator will turn on, and the result of the calcula- 
tion will be displayed. Note that the calculation will be applied to all measurement 
functions. 

5. To disable mX+b, again press SHIFT and then MATH. The MATH annunciator 
will turn off. 



NOTE The result of the percent calculation is positive when the input exceeds the refer- 
ence and negative when the input is less than the reference. 

The result of the percent calculation may be displayed in exponential notation. 
For example, a displayed reading of +2.500E+03% is equivalent to 2500% 
(25K%). 



Relative, Math, Ratio, dB 



Rel, Math, Ratio, Channel Average, dB Model 2700 Multimeter/Switc h System User's Manual 

Reciprocal (1/X) 

The reciprocal of a reading is displayed when the reciprocal (1/X) math function is 
enabled: 

Reciprocal = 1/X 

where: X is the normal input reading 

The displayed units designator for reciprocal readings is “R.” This units designator cannot 
be changed. 

Example — Assume the normal displayed reading is 2.5^. The reciprocal of resistance is 
conductance. When the reciprocal math function is enabled, the following conductance 
reading will be displayed: 



Reciprocal (1/X) confi^ration 

1. Press SHIFT and then MATH to display the math menu. 

2. Press the RANGE A or ▼ key to display “1/X,” and press ENTER. The MATH 
annunciator will turn on, and the result of the calculation will be displayed. Note 
that the calculation wiD be applied to all measurement functions. 

3. To disable 1/X, again press SHIFT and then MATH. The MATH annunciator will 
tiim off. 



NOTE The result of the HX calculation may be displayed in exponential notation. For 
example, a displayed reading of+2.500E+03 R is equivalent to 2500 R 
(2FKR). 

When using Rel, the rel’ed reading of the input signal is used by the 1/X 
calculation. 
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NOTE If using switching module inputs, make sure the front panel INPUTS switch is set 
to the REAR position (in). If using the front panel inputs, the switch must be in 
the FRONT position (out). 

1. Configure and enable the mX+b, percent, or reciprocal (1/X) math function as .pre- 
viously explained. 

2. Select the desired measurement function. 

3. Apply the signal to be measured to a switching channel input or to the front panel 
inputs. 

NOTE For the Model 7700 switching module, channels 21 and 22 are available for 
DCI and ACL Channels 1 through 20 are available for all other Junctions. 

4. If using a switching module (REAR inputs selected), use the m or ► key to select 
(close) the input channel. If using the front panel inputs (FRONT inputs selected), 
it does not matter if a switching channel is closed. The result of the math calcula- 
tion will be displayed. 

Scanning 

When a simple scan is configured, the present math calculation will apply to all channels 
in the scan. When an advanced scan is configured, each channel can have its own unique 
math setup. Details to configure and run a scan are provided in Section 7. 

For remote programming, the <clist> parameter is used to configure channels for a scan. 
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Remote programming — math 

Math commands 

NOTE When measurements are performed, the readings are fed to other enabled pro- 
cessing operations, including Math. Appendix D explains “Dataflow (remote 
operation)',’ page D-7, and the commands used to return Math results. 

The commands to perform math calculations are listed in Table 5-2. Details on these com- 
mands follow the table. 

NOTE Queries are not included in Table 5-2 . All the math commands are provided in 
Table 15-5. 



Table 5-2 
Math commands 



Commands^ 


Description 


Def 


CALCulate[l]:FORMat<name> [, <clist>] 


Select calculation; <name> = NONE, 
MXB, PERCem, or RECiprocal. 


PERC 


CALCulate[l]:KMATh:MMFactor <NRf> 


Set mX+b “m” factor; <NRf> =. 


1 


[, <clist>] 


-4294967295 to -f4294967295. 




CALCuiate[ll:KMATh:MBFactor <NRf> 


Set mX-i-b “b” factor; <NRf> = 


0 


[, <cUst>] 


-4294967295 to +4294967295. 




CALCulate[l]:KMATh:MUNits <char> [, <cUst>] 


Set mX+b units; see “Setting mX+b 
units.” 


‘X’ 


CALCulale[l]:KMATh:PERCent<NRf> [, <clist>] 


Set refeence value for percent; <NRf> = 
-4294967295 to +4294967295. 


1 


C ALCulale[ 1 ] :KMATh:PERCent; ACQuire 


Use input signal as reference value. 




CALCulate[l];STATe <b> [, <dist>] 


Enable or disable calculation; <b> = ON 
or OFF. 


(Note 2) 


CALCuIate[l]:DATA[:LATest]? 


Return last result of calculation. 




CALCulate[l]:DATA:FRESh? 


Return last “fresh” result of calculation. 




Channel list parameter; 

<dist> = (@SCH) 

where: S = Mainframe slot number (1 or 2) 






CH = Switching module channel number (must be 2 digits) 




Examples: (@101) = Slot 1, Channel 1 


(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 




(@101:110) = Slot 1, Channels 1 through 10 





1. The <clist> parameter is used to configure one or more channels for a scan. 

2 . *RST default is ON, SYSTem:PRESet is OFF. 
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Setting mX+b units 

The <char> parameter for CALCuiate:KMATh:MUNits must be one character enclosed in 
single or double quotes. It can be any letter of the alphabet, the degrees symbol (°) or the 
ohms symbol (H). 

The ohms symbol (H) and the degrees symbol (°) are not ASCH characters and therefore, 
must be substituted with the ‘[’ and ‘V characters as follows; 

CALCulate:KMAth:MUNits Use ohms symbol (Q) as units designator. 

CALCuIate:KMAth:MUNits ‘V Use degrees symbol (°) as units designator. 

Percent reference 

The iPERCenl <NRf> command specifies the reference value for the percent calculation, 

- while the :PERCent:ACQuire command uses the input signal as the reference value. 

. The : ACQuire command is only functional if a reading is available. If the instrument is 

overflowed (“OVERFLOW”), or a reading has not been triggered (“ ”). an execution 

error (-200) occurs when :ACQuire is sent. 

The :PERCent <NRf> command is coupled to the :PERCent;ACQuire command. When a 
reference value is set using ;PERCent <NRf>, the :PERCent? queiy command returns the 
programmed value. When reference is set using rACQuire, the :PERCenl? query com- 
mmid returns the acquired reference value. 

Reading math result 

CALCulate[l]:DATA[:LATest]? or CALCulate:DATA:FRESh? can be used to retrieve the 
result of the selected math calculation. These commands do not trigger a reading. They 
simply return the last reading string. The reading reflects the result of the calculation. 

While the instrument is performing measurements, you can use these commands to return 
the last reading. If the instrument is not performing measurements, CALC-DATA*’ will 
keep returning the same reading string. 

CALC:DATA:FRESh? can only be used once to return the same reading string. That is, the 
reading must be “fresh.” Sending this command again to retrieve the same reading string 
wiU generate error -230 (data corrupt or stale), or cause the GPIB to time-out. In order to 
again use DATArFRESh? a new (fresh) reading must be triggered. 

If math is disabled (CALCulate;FORMat NONE or CALCulaleiSTATe OFF) the “raw” 
readmg will be retrieved by CALC:DATA? and CALC;DATA:FRESh?. 
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Math programming examples 

Example #1 — The foDowing command se<|uence performs the mX+b calculation for 
channels 101 and 102 of the Model 7700. Keep in mind that after CALCiDATA? is sent, 
the Model 2700 has to be addressed to talk to send the math result to the computer. 



CALC : FORM MXB 
CALC:KMAT:MMF 2 
CALC:KMAT:MBF 100 
CALCrSTAT ON 
ROUTxCLOS (®101} 
CALC: DATA? 

V- ROUTtCLOS (@102) 
CALC: DATA? 



Select rciX+b calculation. 

Set ’m' factor to 2. 

Set 'b’ factor to 100. 

Enable math calculation. 

Close channel 101. 

Read mX+b result for channel 101, 
Close channel 102. 

Read mX+b result for channel 102. 



Example #2 — The following command sequence configures channels 101 through 110 
of the Model 7700 to perform the percent calculation when they are scanned. 



CALC:FORM PERC, (@101 : 110) ' Select percent calculation. 

CALC:KMAT:PERC 100 , (@101 ; 110) ' Set reference to 100. 

CALC:STAT ON, (@101 : 110) ’ Enable math calculation. 

NOTE When channel average is enabled for thermocouple TEMP measurements, the 
open thermocouple detector cannot be enabled. If it enabled before channel 

average was enabled, it will disable. The open thermocouple detector is covered 
in Section 3. 
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With a switching module installed in the Model 2700, the ratio or average of two channels 
can be calculated and displayed. The ratio calculation can be done on the DCV function, 
and the channel average calculation can be done on the DCV and TEMP (thermocouples 
only) functions. 

Ratio and channel average are calculated as follows: 

Ratio = Sea 
C hanB 

Channel Average = A + B 

where: Chan A is the selected (closed) c hann el 

Chan B is the paired channel for the installed switching module. 

Ratio and Channel Average is the displayed result of the respective calculation. 

Paired channels are used for ratio and chaimel average. For example, the Model 7700 
switching module has 20 channels that can use ratio and channel average. The primary 
channels (1 through 10) are linked to the paired channels (1 1 through 20). Channel 1 is 
paired to chaimel 11, channel 2 is paired to channel 12, and so on. 

When ratio or channel average is enabled, the Model 2700 measures the closed primary 
charnel. It then opens the primary channel and closes and measures the paired channel. 
Ratio or channel average is then calculated from the two readings and displayed. If the 
Model 2700 is configured for continuous measurements, the two-channel scan will con- 
tinue to repeat and refresh the display with each new calculated reading. 

The ratio or channel average calculation can only be enabled if a valid switching channel 
is closed. If no channel is dosed when you attempt to enable one of these calculations, the 
message CLOSE A CHAN” message will be displayed to remind you to first close a valid 
channel. 

A primary channel must be closed before you can enable ratio or channel average. If a 
paired channel is instead dosed, message “INVALID CHAN” will be displayed to indi- 
cate the settings conflict. 

NOTE The various instrument operations, including Ratio or Channel Average, are 
performed on the input signal in a sequential manner. See “Signal processing 
sequence, page D-2, for details. It includes a flowchart showing where in the 
processing sequence that Ratio or Ch Avg operation is performed. 
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NOTE Make sure the INPUTS switch is set to the REAR position (in). 

1. Select and conagnre (range, filter, rel, etc.) a valid measurement function. For ratio 

^ Scvtd ’ 

4. Enable Ratio or Channel Average; 

- Ratio - tes SHIFT and then RATIO. The RATIO annunciator will turn on 
to mdicate that the displayed readings are the result of the ratio calculation. 
Channel Average ~ Press SHIFT and then CHA-AVG. The DELTA annuncia- 
tor will turn on to mdicate that the displayed readings are the result of the 

CH AVG^^^^ channel average, again press SHIFT 

5 . When finished, there are two ways to disable the calculadon; 

Press the OPEN key. The calculation will disable and the channel wiU open, 
^ess SHIFT and then RATIO ;io disable ratio, or press SHIFT and then 
CHA-AVG to disable channel average. The calculation wiU disable but the 
channel will remain closed. 

NOTE The paired channel number is not displayed when it is measured. Only the pri- 
mary channel is displayed during the 2-channel scan for the calculation. 

Enabling ratio disables channel average and conversely, enabling channel aver- 
age disables ratio. 

If either of the channel readings over range ( “OVRFLW"), the result of the cal- 
culation will also be “OVRFLW.’ 

When using limits with ratio or channel average, the limit values will be com- 
pared to the result of the calculation and not to the individual channels. 

pressing a function key will display the 
EXU RATIO or “EXIT CHA-AVG" message to indicate that the calculation 

must first be disabled as explained in step 5 of the above procedure. 
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Scanning 

Ratio and channel average can be used in an advanced scan. The 2-channel scan for the 
calculation is performed for every primary channel that is scanned. For example, assume 
the Model 7700 is installed in slot 1 and is configured to perform the ratio calculation for 
10 channels. When channel 101 is scanned, measurements are performed on channels 101 
and on its paired channel (111). The calculation is performed and the result is displayed. 
When the next channel (102) is scanned, measurements are performed on that channel 
(102) and on its paired channel (112). The calculation is performed and the result is dis- 
played. This process continues for each scanned channel. 

When an advanced scan is configured, each channel can have its own unique setup. That 
is, one or more channels can use ratio, and oth^ channel(s) can use channel average. 
Details to configure and run a scan are provided in Section 7. 

Advanced scan configuration notes: 

1 . When a calculation (ratio or channel average) is enabled for a primary scan chan- 
nel, the following setup actions occur: 

• The calculation enables for the paired channel. 

• The primary channel setup (function, range, rel, etc.) will be copied to the 
paired channel. 

2. The filter setup for both scan channels are controlled by the primary channel. 

3. After the calculation is enabled, the range setting can be independently set for both 
the primary and paired channel. 

4. Before the calculation is enabled, rel can be independently set for both the primary 
and paired channel. In general, set up rel from the normal measurement state, then 
go into the advanced menu and enable rel for the primary and/or paired channel. 
See “Relative,” page 5-2, for details on setting rel for scan channels. 

5. Settings such as NPLC, aperture, bandwidth, OCOMP, etc., are ignored on the 
paired channel. These settings are controlled by the primary channel. 

6. For remote programming, the <clist> parameter is used to configure channels for a 
scan (Table 5-3). 
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Remote programming — ratio and channel average 

Ratio and channel average commands 

The ratio and channel average are listed in Table 5-3. Details on these commands follow 
the table. 

NOTE Queries are not included in Table 5-3. All the math commands are provided in 
Table 15-5. 

Table 5-3 

Ratio and channel average commands 



Commands* 




Description 


Def 


Optional root command. 




Enable/disable ratio; <b> = ON or OFF. 


OFF 


Set delay (in secs); <NRf> = 0 to 99999.999. 


0.5 


Enable/disable channel average; <b> = ON or OFF. 


OFF 


Set delay (in secs); <NRf> = 0 to 99999.999. 


0.5 



[SENSe[l]] Optional root command. 

:RATio[:STATe] <b> [, <ciist>] Enable/disable ratio; <b> = 

:RATio:DELay <NRf> [, <clist>] Set delay (in secs); <NRf> = 

:CAVerage[:SIATe] <b> [, <clist>] Enable/disable channel aver 
:CAVerage:DELay <NRf> [, <clist>] Set delay (in secs); <NRf> = 
Channel list parameter: 

<cUst> = (@SCH) 

where: S = Mainframe slot numbCT(l or 2), 

CH = Switching module channel number (must be 2 digits) 
Examples: (@ 101) := Slot 1 , Channel 1 

(@ 101, 203) - Slot 1, Channel 1 and Slot 2, Channel 3 
(@101:110) = Slot 1, Channels 1 through 10 



*The <clist> parameter is used to configure one or more channels for a scan. 



Enabling/disabling ratio or channel average 

As with front panel operation, enabling ratio disables channel average and conversely, 
enabling channel average disables ratio. 

Ratio and channel average delay 

:RATio:DELay or :CAVerage:DELay sets the delay between the two channel measure- 
ments for the enabled calculation. This delay is applied after the trigger delay in the trigger 
model (see Section 8 for details). This delay cannot be set from the front panel. The 0.5s 
default delay keeps the relays from cycling too fast. Setting a shorter delay may shorten 
the life of the relays. 

It does not matter which of the two commands you use to set the delay. The set delay 
affects both ratio and channel average. 
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Example #1 — The following command sequence performs the ratio calculation using 
primary channel 102 of the Model 7700. After READ? is sent, the Model 2700 must be 
addressed to talk to remm the result of the calculation. 



*RST 

FUNC 'VOLT' . 
ROUTrCLOS (S102) 
RAT ON 
READ? 



One-shot measure mode. 

Select DCV function. 

Close channel 102 . 

Enable the ratio calculation. 

Read the result of the calculation. 



Example #2 — The following command sequence configures channels 103 and 1 05 for 
the ratio and channel average calculations. \S^en channel 103 is scanned, the ratio calcula- 
tion is based on DCV measurements of channels 103 and 113. When channel 105 is 
scanned, the channel average calculation is based on TEMP measurements of channels 
105 and 115. 



FUNC 'VOLT' , (@103) 


' Set 


103 


for 


DCV. 


RAT ON, (@103)' 


' Set 


103 


for 


ratio on. 


FUNC 'TEMP' , (@105) 


' Set 


105 


for 


TEMP. 


CAVON, (@105) 


- Set 


105 


for 


channel average on 




Expressing DC or AC voltage in dB makes it possible to compress a large range of mea- 
surements into a much smaller scope. The relationship between dB and voltage is defined 
by the following equation: 

dB = 201og ^ 

where: Vjj,j is the DC or AC input signal. 

Vrep is the specified voltage reference level. 

The instrument will read OdB when the reference voltage level is applied to the input. 

If a relative value is in effect when dB is selected, the value is converted to dB then REL is 
applied to dB. If REL is applied after dB has been selected, dB has REL applied to it. - 

NOTE The dB calculation takes the absolute value of the ratio 

The largest negative value ofdB is -160dB. This will accommodate a ratio of 
F/iV = IptV and = iOQOV. 

dB configuration 





Remote programming must be used to configure the Model 2700 for dB measurements. It 
cannot be configured from the front panel. 
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Scanning 

Typically a scan using dB is configured and run using remote programming. However 
once dB is selected using remote programming, a simple dB scan can be configured and 
run from the front panel. When the simple scan is configured, it will use the dB measure- 
ment setup for each channel in the scan. Details on configuring and running a scan are nro- 
vided in Section 7. ^ 

NOTE See Section! to configure and run a scan. 

Remote programming — dB 

dB commands 

The dB commands are listed in Table 5-4. Details on these commands follow the table. 

NOTE Queries are not included in Table 5-4. All the dB commands are provided in 
.. . Table 15-10. 



Commands* 



Description 



UNrTs;VOLTage[:DC] <name> 

UNrrs:V01Tage[:DC]:DB:REFerence <n> 

ACV dB commands 
UNITs:VOLTage;AC <name> 



Select DCV measurements; <name> = V or V 
DB. 

Set reference in volts; <n> = le-7 to 1000. 1 



Select ACV measurements; <name> = V or V 
DB. 

Set reference in volts; <n> = le-7 to 1000. 1 



_.^^^^-^QLTage:AC:DB:REFerence <n> Set reference in volts; <n> = le-7 to 1000 . 1 

Channel list parameter: ~ ^ ~ 

<cUst> = C@SCH) 

where: S = Mainframe slot number (i or 2) 

CH = Switching module channel number (must be 2 digits) 

Examples: (@101) = Slot 1, Channel 1 

(@101, 203) = Slot 1, Channel 1 and Slot 2, Channel 3 
(@ 101:110) = Slot 1, Channels 1 through 10 

* The «Ii8t> parameter is used to configure one or more channels for a scan. Each channel in the <clist> must be set to the function 
specified by the rel (reference) command. If not, a conflict error (-221) will occur, For example, UNITs;VOLlhge:AC dB (@101) 
IS only valid if scan channel 101 is set for the ACV function, 
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Example #1 — Hie following command sequence configures the Model 2700 to perform 
DCV dB measurements. A IV input will be measured as OdB. 



FUNC 'VOLT' ' Select DCV function. 

UNIT: VOLT DB ’ Select DCV dB. 

WIT ! VOLT :DBs REF IV ' Set dB reference to IV. 

Example #2— The following command sequence configures channels 101 and 105 of the 
Model 7700 to perform ACV dB measurements when they are scanned. A lOV input will 
be measured as OdB. 




Relative, Math, Ratio, dB 




Buffer overview — Summarizes basic buffer (data store) capabilities. 

Front panel buffer — Explains how to store and recall readings, and discusses the 
various statistics available on buffer data including minimum and maximum val- 
ues, average (mean), standard deviation, and peak-to-peak values. 

Remote programming buffer — Summarizes the commands to control the data 
store and provide a programming example. 
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The Model 2700 has a data store (buffer) to store from 2 to 55,000 readings. The instru- 
ment stores the readings that are displayed during the storage process. Each timestamped 
reading includes the buffer location number and a timestamp. 

The data store also provides statistical data on the measured readings stored in the buffer. 
These include minimum, maximum, average, peak-to-peak, and standard deviation. 

NOTE When scanning, the readings are automatically stored in the buffer. 

NOTE The various instrument operations, including buffer operation, are performed on 
the input signal in a sequential manner. See “Signal processing sequence" 
page D-2,for details. It includes flowcharts showing where in the processing 
sequence that buffer operations occur. 



Front panel buffer 



Auto clear 



With buffer auto clear enabled, the buffer is cleared (readings lost) before a new storage, 
operation starts. The buffer can be manually cleared by setting the number of readings to 
store (buffer size) to 000000. 



NOTE When editing the reading count over the front panel, press AUTO to reset the 
count to 000000. You can then press <ENTER> to clear the buffer. 

When buffer auto dear is disabled, the buffer is not cleared and the buffer size is set to 
55000. Each subsequent storage operation appends the readings to the buffer. When the 
buffer fills with 55,000 readings, the storage process stops. The 55,000 readings are 
cleared before the next storage operation starts. 

With buffer auto clear disabled, the only two valid buffer size values are 55000 and 
000000. Buffer size 000000 clears the buffer. Entering any other buffer size value resets 
the buffer size to 55000. 
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NOTE If the buffer is empty when the Model 2700 is turned off, buffer auto clear- will 
enable when it is turned back on. 

If the buffer is not empty, the instrument will power up to the last auto clear set- 
ting. Keep in mind that if the instrument powers up with buffer auto clear off, 
buffer size is fixed at 55000. You will have to enable auto clear to change the 
buffer size. 

The auto clear setting ( on or off) is not affected by KYSTem'.PRESet or 
(front panel or remote operation). However, front panel FACTory defaults 
enables buffer auto clear. 

Enabling/disabling buffer auto dear 

1 . Press SHIFr and then SETUP. 

2. Use the A and ▼ keys to display the present state of buffer auto clear 

(BUF AUTCKILR); Y (yes) or N (no). To retain the present state of buffer auto 
clear, press ENTER or EXIT. 

NOTE If you change the state of buffer auto clear, the buffer will clear. 

3. To change the state of buffer auto clear, press >• to place the cursor on the present 
setting (Y or N). 

4. Use the A or ▼ key to display the desired setting (Y=enabled, N=disabled), and 
press ENTER. 

NOTE For remote programming, the TRACe. CLEar and TRAC etCLEar: AUTO com- 
mands are used to clear the buffer (Table 6-1 ). 



Timestamps 



Each stored reading is referenced to either a real-time clock timestamp or to a relative 
timestamp. 

Relative timestamp — With relative selected, there are two timestamp types for each 
reading: absolute and delta. The absolute timestamp (S) references each stored reading to 
zero seconds. Therefore, the first reading in the buffer has an absolute timestamp of zero 
seconds. The delta timestamp (dS) indicates the time (in seconds) between the displayed 
reading and the reading before it. The resolution for each timestamp is 0.001 sec. 



Buffer 
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NOTE With auto clear disabled and the relative timestamp selected, every stored read- 
ing is referenced to the first reading (#0), even if the buffer is stopped and 
started again. For example, assume you stored 1 0 readings in the buffer, and one 
hour later, you store 10 more readings. The timestamps for all 20 readings are 
referenced to the first reading. Therefore, the timestamp for the 11th reading 
(1^10) is one hour (3600 seconds). 

When the Model 2700 is turned off, the relative timestamp resets to 0 sec when 
the instrument is turned back on. If you have readings stored in the buffer and 
auto clear is disabled when the unit is turned off, subsequent stored readings 
will be appended to the old group of readings. However, the relative timestamps 
for the new readings will be rfferenced to 0 sec. 

When recalling stored readings from the front panel, both absolute and delta 
timestamps are provided. For remote operation, the absolute or delta timestamp 
is returned with each buffer reading. The TRACe:TSTamp:FORMat command 
■ selects the relative timestamp type (Table 6-1 ). 

Real-time clock timestamp — With the real-time clock selected, each stored reading is 
timestamped with the time and date. For the time, the seconds reading has 0.01 sec 
resolution. 

Configuring timestamp 

Setting time and date 

For the real-time clock, the time and date is set at the factory. However, you can check and 
correct the time and date as follows: 

Perform the following steps to set the time: 

1. Press SHIFT and then SETUP. 

2- Use the A and y keys to display SET TIME and press ENTER. The displayed 
clock wiU be running in the hour/minute/second AM/PM format. 

3. Use the edit keys ►, A> and ▼) to set the hour, minute, and AM/PM (seconds 
cannot be set), and press ENTER. 

Perform the following steps to set the date: 

1 . Press SHIFT and then SETUP. 

2. Use the A and ▼ keys to display SET DATE and press ENTER to display the date 
in the month/day/year format. 

3. Use the edit keys (■«<, ►, A. and ▼) to set the date (month/day/year), and press 
ENTER. 
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Selecting timestamp 

Perform the following steps to select either the real-time clock timestamp or the relative 
timestamp: 

NOTE If there are readings stored in the buffer, they will be lost (cleared) if you change 
the timestamp setting. The message “BUF CLEARED” will be displayed to indi- 
cate the buffer readings were lost. 

1. Press SHIFT and ften SETUP. 

2. Use the A and V keys to display “TSTAMP.” 

3. Press the ^ key to place the cursor on the presently selected timestamp (REL or 
RTCL). 

4. Use the A or V key to display the relative (REL) or real-time clock (RTCL), and 
press ENTER. 




Storing readings 



Perform the following steps to store readings; 

1. Set up the Model 2700 for the desired configuration. 

2. Press the STORE key. 

3. Use the ►, A> and ▼ keys to specify the number of readings to store in the buffer 
(2 to 55000). Pressing the AUTO key sets the readings count to 000000. 

NOTE With buffer auto clear disabled, the only valid buffer size values are 55000 and 
000000 (which clears the buffer). Any other buffer size value is ignored. 

4. Press ENTER. The asterisk (*) annunciator turns on to indicate the buffer is 
enabled. It will turn off when die storage is finished. 

5. The buffer can be stopped at any time by pressing EXIT. 

NOTE Stored readings are not lost when the instrument is turned off. To clear the 
buffer, set the reading value to ”000000” and press ENTER. 

For remote programming, the continuous storage mode can be selected. After 
the buffer fills, operation wraps around to the beginning of the buffer (location 
#0) and starts to overwrite old reading data (see TRACe.FEEDiCONTrol com- 
mand in Table 6-1). 



Buffer 
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Recalling readings 



Readings stored in the buffer are displayed by pressing the RECALL key. The readings are 
positioned at the left side of the display, while the buffer location number (reading num- 
ber) and timestamps are positioned at the right side. 

Perform the following steps to view stored readings and buffer statistics: 

1 . Press RECALL. The “BUFFER” annunciator indicates that stored readings are 

being displayed. ITie double-arrow annunciator indicates that more data can be 
viewed with the and T keys. 

2. As shown in Figure 6-1 and Figure 6-2, use the ►, 4 , and ▼ keys to navigate 
through the reading numbers, reading values, statistics, and timestamps. For any of 
the buffer statistics (standard deviation, average, peak-to-peak, minimum, and 
maximum), the "STAT” annunciator is on. 



NOTE The longer you hold in the A or 'f key, the faster you will scroll through the 
buffer. After a while, scrolling speed will increase by incrementing (or decre- 
menting) the buffer reading number by 100, and then finally by 500. When you 
get close to the desired reading number, release the A or T key. Again press and 
hold in the AorY key to scroll one reading at a time. 



Figure 6-1 ,,- 

Recalling buffer data — relative timestamp 
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Figure 6-2 

Recalling buffer data 



real-time clock timestamp 
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Minimum and maxinuim 

This mode displays the minimum and maximum readings stored in the buffer. The buffer 
location number and timestamp are also provided for these readings. 



Hiis mode displays the peak-to-peak reading (peak-to-peak = Maximum - Minim um) 

Average 

The average mode displays the mean (average) of all measured readings stored in the 
buffer. The following equation is used to calculate mean: 

n 

y = bLi_. 
n 

where: y is the average. 

Xi is a stored reading, 
n is the number of stored readings. 



Buffer 



Model 2700 Multimeter/Switch System User's Manual 




Standard deviation 

This mode displays the standard deviation of buffered readings. The following equation is 
used to calculate standard deviation: 






where: y is the standard deviation. 

Xi is a stored reading, 
n is the number of stored readings. 

NOTE If the standard deviation calculation is being performed on a buffer that has 

more than 1000 readings, the “CALCULATING" message mil flash to indicate 
that the Model 2700 is busy. While busy with the calculation, front panel keys 
- will not operate. 



Remote programming — buffer 



NOTE When readings are stored in the buffer by the TRACe command (or by front 

panel data store operation), INIT and multisample READ? queries are locked 
out. With readings in the buffer that were stored in that manner, you cannot use 
the INIT or READ? command if sample count is >I (error -225, out of memory). 

NOTE The measurement event register can be read to check when the buffer becomes 
V4, Vz, %, or full. Status registers are covered in Section 11. 



Buffer commands 



NOTE When measurements are performed, the readings are fed to other enabled oper- 
ations, including the Buffer. Appendix D explains “Dataflow (remote opera- 
tion)',’ page D-7, and the commands used to read the buffer and buffer statistics. 

The commands to perform buffer operations are listed in Table 6-1. Details on these com- 
mands follow the table. 
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NOTE Optional command words and most queries are not included in Table 6-1. The 
unabridged tables for all SCPI commands are provided in Section 15. 



Table 6- 1 

Buffer commands 



Command 



Description 



SYSTemiTIME <hr, min, seo Set clock time in 24-hour format. 
SYSTem:DATE <yr, mo, day> Set clock date; yr specified as 20xx. 



SYSTem:TS:i^mp:TYPE 

<name> 

' TRACe:CLEar 
:TRACe:CLEar:AUTO <b> 
TRACeiFREE? 
TRACe:POINts <NRf> 
TRACe:TSTamp:FORMat 
<name> 

TRACe:FEED <name> 

TRACe:EEED:CONTrol 

<name> 

TRACe:DATA? 

TRACe:DATA:SELected? 

<start>, <count> 
TRACeiNEXT? 
TRACe:NOTify <NRf> 



FORMat:ELEMents <item list> 



CALCulate2:FORMat <name> 



CALCulate2:STATe <b> 

CALCulate2:IMMediate 
CALCuiate2:IMMe<iiate? 
i CALCulate2:DATA? 



Select timestamp; <name> = RELative or RTCLock. REL 



Clear the buffer immediately. 

Enable/disable buffer auto-clear; <b> = ON or OFF. ON 

Query bytes available and bytes in use. 

Specify size of buffer; <NRf> = 2 to 55000. 100 

Select timestamp format; <name> = ABSolute or AB: 
DELTa. 

Select source of readings; <name> = SENSe[l], CA 

CALCulate[l]orNONE. 

Set buffer control; <name> = NEVer, NEXT, or NE' 
ALWays. 

Read all readings in the buffer. 

Specify readings to be returned; <siart> = starting 
point, <count> = number of readings. 

Query buffer location for next stored reading. 

Specify number of stored readings that will set Trace 
Notify bit (B6) of measurement event register; 

<NRf> = 2 to 109999 (must be less than 
lUACeiPOlNts value). 

Specify elements for TRACerDATA? response (Nc 
message; <item list> = READing, CHANnel, 

UNITS, RMJMber, and TSTamp. 

Select buffer statistic; <name> = MINimum, 

MAXimum, MEAN, SDEViation, PKPK, or 
NONE. 

Enable/disable statistic calculation; <b> = ON or 
OFF. 

Calculate data in buffer. 

Calculate data and read result. 

Read the selected buffer statistic. 




(Note 2) 



1 . SYSTem-.PRESet and •RST have no effect on TRACe commands. The listed defaults for TRACe commands are set at the : 

2. The SYSTemiPRESet and *RST default is READ. yNTT, RNUM, and TST, 



Buffer 
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a. SYSTem:TIME <hr,min, seo Set clock time 

Use to set the clock time in the 24-hour format (hr/min/sec). Seconds can be set to 0.01 sec 
resolution. Examples: 

SYST:TIME 13, 23, 36 'Set time to 1:23:36 PM. 

SYST:TXME 3, 25, 28.5 'Set time to 3:25:28.5 AM. 

The SYSTemiUME? command can be used to read the time. Note that it returns the actual 
clock time and not the time parameter specified by the TIME command. 

b. SYSTerrcDATE <yr, mo, day> Set clock date 

Use to set the clock date in the year/month/day format. When setting the year, a 4-digit value 
must be used. Example: 

- SYSTetn:DATE 1999, 11, 10 'Set clock date to November 11, 1999. 

c. SYSTem:TSTamp:TYPE RELative \ RTOock Select timestamp 

Use to select the relative timestamp or the real-time dock timestamp. Note that changing the 
timestamp dears the buffer. 

d. TRACeClEar Clear the Ixiffw 

TRACe:CLEanAUTO ON ! OFF Control (tm/off) Iniffer auto-cie£U' 

TRACe:CLEar — Used to clear the buffer. Buffer readings are not lost (cleared) when the 
Model 2700 is turned off. 

When TRAC:CLE is sent while displaying stored readings, the message “BUF CLEARED” 
is briefly displayed, and the instrument returns to the normal measurement state. 

TRACe:CLEar;AUTO — With auto-dear enabled, the buffer will automatically clear when 
the storage process starts. When disabled, readings will append to old readings in the buffer 
until the buffer becomes full (55,000 readings) or the storage process is stopped. Disabling 
auto-dear automatically sets the buffer size to 55,000. 

e. TRACe:FREE? Query status of storage meniOTy 

Returns two values separated by commas. The first value indicates, in bytes, memory avail- 
able for storage, while the second value indicates the number of bytes being used for stored 
readings. 
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f. TRACe:POINts 2 to 55000 



Set buffer size 



With buffer auto-clear enabled, you can set the biffer to store from 2 to 55,000 readings. A 
buffer size of zero or one is not valid (error -222). 

With buffer auto-clear disabled, you cannot use this command to set buffer size (error -221) 
because it is fixed at 55,000. 

NOTE The Vi full and % buffer full measurement events are not intended to be used 
with buffer size smaller than four readings. 



g. TRACe:TSTamp:K)RMat ABSolute ! DELta 



Select timestamp fn-mat 



For front panel operation, both timestamp formats (absolute and delta) can be recalled. For 
remote programming, you can only use one timestamp at a time. 

NOTE Changing the timestamp format clears the buffer. 

The timestamp will only be included with a returned buffer reading if it is specified as a d a ta 
element (see FORMatiELEMents). 



h. TRACetFEED SENSe I CALCulate I NONE 
TRACe:FEED:CONTrol NEXT! ALWays i NEVer 



Select stHirce of readings 
Select buffer control 



TRACerFEED — The SENSe parameter selects readings before any enabled mX-f b, Percent 
or Reciprocal math calculation. For the CALCulate parameter, the result of the calculation is 
stored in the buffer. The NONE parameter disables storage into the buffer. Math functions 
are covered in Section 5. 

NOTE In order to store readings in the buffer, TRACe:FEED cannot be set to NONE. 

TRACe:FEED:CONTroi — Selecting NEXT enables the buffer. After the specified number 
of readings (buffer size) are stored, buffer operation disables. The ALWays parameter places 
the buffer into a continuous filling mode. After the specified number of readings are stored, 
operation wraps back to the first buffer location and overwrites the previous readings. The 
NEVer parameter disables buffer operation. 



TRACe:DATA? 



Read buffer 



Use TRACE:DATA? to retrieve all readings that are stored in the buffer. You can send this 
command even if the instrument is still storing readings. When TRACe:DATA? is sent, it 
will return the readings stored up to that point in time. Subsequent TRACe;DATA? com- 
mands will not retrieve readings already returned. However, once the buffer has filled and 
you have retrieved all buffer readings, you can again send TRACe:DATA? to retrieve all the 
stored readings. 

The data elements returned with each stored reading depends on which ones are selected 
with FORMat:ELEMents command (see Section 14 for details). 




Buffer 
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j. TRACe:DATA:SELected? <start>, <cx)unt> ^jecHyreadir^ to return 

TRACe:NEXT? Query location of last buffer reading 

Use the TRACe:DATA:SELected? command to specify which stored readings to return. The 
<start> parameter specifies the first stored reading to return. Note that the first stored reading 
in the buffer is #0. The <count> parameter specifies the number of readings to return. 

When the storage process is aborted, you can use TRACe:NEXT? to determine the buffer 
location for the next stored reading. For example, if the last reading is stored at memory 
location #36, TRACetNEXT? will return the value 37. This query is useful when using the 
buffer in the continuous storage mode (TRACe:FEED:CONTrol ALWays) as demonstrated 
by the following example: 

Example — Assume the buffer is configured for continuous (wrap-around) storage, and the 
buffer size is 100, At some point you stop the storage process and want to return all the read- 
ings that were stored since the last time the buffer filled. The following command will return 
the buffer location for the next stored reading: 

TRACe:NEXT? ' Query buffer location for next stored 

reading. 

Assume that die above query returned value 37. Now you can use that value as the <count> 
parameter for the following command to return the 37 readings (0 through 36): 

TRACe:SELected:DATA? 0, 36 ' Return buffer readings 0 through 36. 

k. TRACetNOTify <NRf> ^cHy mimber of readings that will. 

set Trace Notify bit 



<NRf> = 2 to 109999 



Use this command to specify the number of stored readings that will set bit B6 (Trace 
Notify) of the measurement event register. See Section 1 1 for details on status structure. 

The maximum valid parameter value for this command is one less than the present buffer 
size (which is set by the TRACe:POINTs command). For example, TRACerPOINts 55000 
sets the buffer size to 55,000 readings. For this buffer size, the maximum valid parameter 
value for ’mACe:NOTify is 54999 (55000-1). 

When an invalid parameter value is specified, the command is ignored and causes error -222 
(parameter data out of range). 

1. FORMatELEMwits <item list> Select elemmts for "ntACe: DATA? 

<itein list> = READing, CHANnel, UNTTs, RNUMber, TSTamp 

The data returned by TRACe:DATA? can include from one to ail five data elements shown in 
the above item list. For example, if you want the units and reading number included with the 
reading, you would send this command: 

PORMatjELEMents READing. UNITS, RNUMber. 

Only the elements defined by the list are used. Elements not included in the list are not used. 
You can specify the elements in the list in any order, but they must be separated by commas. 
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The data elements that can accompany the reading are summarized as follows. More details 
on data elements are provided in Section 14, “FORMat commands.” 

• CHANnel — Refeences the reading to a switching module channel. If the reading 
is not for a switching module, channel 000 will be returned. 

• UNITS — Identifies the measurement function (i.e., VDC). 

• RNUMber — References the reading to the buffer reading number. 

• TSTamp ~ Timestamps the reading (ABSolute or DELTa timestamp as set by the 
TRACe;TSThmp:FOKj4at command). 

FORMat:ELEMents READing, CHANnel, UNTTs, RNXJMber, TSTamp, LIMits. 

Choose the elements to be outputted with each DATA? or each buffer reading in a 
TRAC:DATA? RNUMber is reading number; TST^p is Timestamp as set by the 
S YST:TSTamp:TYPE command. The other elements should be self-explanatory. The query 
acts the same as 2000, except there are six possible elements instead of 3. Therefore, if only 
READ is selected, then FORM:ELEMents? returns the string "READ,,,,,”. The LIMits are 
returned in ASCII format as a four-bit number abed, where a corresponds to High Limit 2, b 
is Low Limit 2, c is High Limit 1, and d is Low Limit LA zero in the bit position indicates a 
passing limit, while a 1 indicates failure. In the binary formats, the limit information must be 
decoded from the value 0-15 returned, where the MSB is High Limit 2 and the LSB is Low 
Limit 1 . For example, a value of 10 returned in the limits field would indicate that High 
Limit 2.and High Limit 1 both failed. 

Real-time timestamps are not available for output data formats other than ASCII. The ele- 
ment TSTamp can still be selected and will show up when FORM:ELEM? is queried, but no 
timestamp will be included in the output data. 



m. CALCulate2:FORMat <name> 
CALCuIate2:STATe ON I OFF 
CALCuiate2:IMMediate 
CALCulate2:IMMediafe? 
CALCulate2:DATA? 



Select buffer statistic 
Confrol (on/ofO buffer statistic 
Calculate data in buffer 
Calculate and read result 
Read result of statistic calcxiiation 



<name> = MINimum I MAXimum I MEAN I SDEViation I PKPK I NONE 

After the selected buffer statistic is enabled, IMMediate or IMMediate? must be sent to cal- 
culate the statistic from the data in the buffer. The CALCuIate2:DATA? command does not 
initiate a calculate operation. It simply returns the result of the last calculation! If new data is 
stored in the buffer, you must again send IMMediate or IMMediate? to recalculate the statis- 
tic from that new data. 

NOTE If the standard deviation calculation is being performed on a buffer that has 

more tlum 1000 readings, the “CALCULATING" message will flash to indicate 
that the Model 2700 is busy. While busy with the calculation, remote program- 
ming commands will not execute. When writing a test program, make sure to 
include a delay for this busy period to avoid a bus time-out. 




Buffer 
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The following command sequence stores 20 readings in the buffer and then calculates the 
mean for those readings. Note that after sending a query command, the Model 2700 must 
be addressed to talk. 



' store reaiSings : 
TRAC :CLE: AUTO ON 
TRAC:POIN 20 
TRACs FEED SENS 
TRAC s FEED : CONT NEXT 
TRAC s DATA? 

' Calculate means 
CALC2sFORM MEAN 
CALC2sSTAT ON 
CAI-C2:IMM? 



Enable buffer auto-clear. 

Set buffer size to 20. 

Select raw readings for storage. 
Start storage process. 

Request all stored readings. 



' Select mean calculation. 

' Enable mean calculation. 

' Perform calculation and request result, 



Scannin 



• Scanning fundamentals — Explains channel assignments (slot/ch^el program- 
ming format), the difference between sequential and non-sequential scans, and the 
basic scan process. Block diagrams (known as trigg^ models) are provided to help 
explain the STEP and SCAN operations. 

• Scan configuration — Provides the step-by-step procedures to configure a simple 
scan or an advanced scan. Covers other scan options, including delay, monitor, auto 
configuration, saving setups, and auto scan. 

• Scan operation — Provides the step-by step procedures to perform a basic scan, a 
manual/extemai trigger scan, and a monitor scan. 

• Remote programming — scanning — Provides the commands used for scan 
operation and includes a simple scanning programming example. Also summarizes 
various aspects of remote scan operation. 

• Scanning examples — Provides a couple of typical scan operation examples (front 
panel and remote programming). 
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The Model 2700 can scan the channels of up to five installed Keithley switching modules. 
Each scan channel can have its own unique setup. Aspects of operation that can be 
uniquely set for each channel include function, range, rate, AC bandwidth, rel, filter, dig- 
its, math, n offset compensation, TEMP transducers, limits, channel average, channel 
ratio, and volts dB. 



NOTE Readings for scanned channels are automatically stored in the buffer. With 

buffer auto clear enabled (which is the default), the buffer clears when the scan 
is started. When disabled, scan readings are appended to the buffer. The 
TRACe:CLEar:AUTO <b> command is used to enable! disable buffer auto clear 
(Section 6). 

A pseudocard can be installed in an empty slot. With the 7700 pseudocard 
installed, the instrument will operate as if a Model 7700 switching module is 
installed . in the slot. This allows the user to configure a scan and exercise its 
operation before the switching module is installed in the Model. 2700. Use the 
following commands to install 7700 pseudocards in empty slots: 

SYSTem.PCARdl C7700 ‘Install’ 7700 pseudocard in slot 1. 

SYSTem:PCARd2 C7700 ‘Install’ 7700 pseudocard in slot 2. 

Pseudocards for other switching modules can instead be installed. Details on 
installing other pseudocards are provided in Section 2. 

There are SCPI commands to query the capabilities of the installed switching modules. 
For example, the following queries are provided to deteraiine which channels of a Model 
7700 in slot 1 are available for volts/2-wire ohms, and which channels are available for 
amps. Note that the returned values for the Model 7700 switching module are shown in 
parenthesis. 



SYSTem:CARDl:VCKannel [ :STARt] ? 
SYSTem : CARDl : VCHannel : END? 

SYSTera : CARDl : ACHannel [ : STARt ] ? 
SYSTem : CARDl : ACHannel : END? 



' Query first volt/n2 channel ( 7700 ; "1"). 

' Quei^ last volt/JQ;2 channel (7700; "20“). 

' Query first amps channel (7700; ”21°). 

’ Query last amps channel (7700; "22"). 



All the commands to query switching module capabilities are covered in Table 1 5-7. 

Channel assi^ments 

A switching module has a certain number of channels. For example, the Model 7700 
switching module has 22 channels (1 through 22). When you encounter a 1 or 2-digit 
channel number in this manual, the switching module channel is the point of discussion. 

A switching module can be installed in one of two slots of the mainframe. Therefore, to 
close/open or scan a channel, it is necessary to specify the slot location and channel num- 
ber of the switching module. This is accomplished by using a 3-digit channel number for 
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the mainframe. The first digit (1 or 2) indicates the slot number, and the next two digits 
indicate the channel number of the switching module. Examples: 



Channel 101 
Channel 1 12 
Channel 220 



Slot 1, channel 1 
Slot 1, channel 12 
Slot 2, channel 20 



Sequential and non-sequential scans 



Only a sequential scan can be configured from the front panel. For a sequential scan, the 
scan proceeds from the lowest numbered channel to the highest. For example, assume 
channels 101, 102, 105, 108 and 109 are selected for a scan. The scan will run in this 
order: 101 > 102 > 105 > 108 > 109. 

For remote programming, a non-sequential scan can be configured. Channels are scanned 
in the order that they are listed in the scan list. This allows backward scanning. For exam- 
ple, assume the following scan list: 

(@101,102, 104,105, 103,109) 

The above scan will run in this order: 101 > 102 > 104 > 105 > 103 >109. Notice that after 
channel 105 is scanned, the unit backs up to scan channel 103. It then proceeds forward to 
scan channel 109. Any scan that performs backward scanning is considered a non- 
sequential scan. For more information on non-sequential scanning, see the reference infor- 
mation for the ROUT:SCAN command that follows Thble 7-1. 

NOTE Non-sequential scanning is only intended to be performed using remote pro- 
gramming. Unexpected results may occur if a non-sequential scan is run from 
the front panel 



Scan process 



Basic scan — For functions that use 2-wire measurements, the basic scan process is to (1) 
open any closed channel, (2) close a channel, and then (3) perform the measurement. This 
3-step process is repeated for each channel in the scan. The last scanned channel opens. 

Channel pair scan — For the functions that use 4-wire measurements (Q4 and 4- wire 
RTD TEMP), the scan process uses paired channels. The scan process is to (1) open any 
closed channels, (2) close the paired channels, and then (3) perform the 4-wire measure- 
ment. The last scanned channel pair opens. 

NOTE For the Model 7700 switching module, primary channels 1 through 10 are 

paired to channels 11 through 20. Channel 1 is paired to channel 11, channel 2 
is paired to channel 12, channel 3 is paired to channel 13, and so on. 
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Calculations using channel pairs — Ratio and channel average performs measurements 
on two channels and then calculates (and displays) the result. Therefore, these 2-channel 
calculations also use paired channels. The scan process is to (1) open any closed channels, 
(2) close the primary (displayed) channel and perform a measurement, (3) open the pri- 
mary channel, (4) dose the paired channel and perform a measurement, (5) calculate and 
display the result, and finally (6) open the paired channel. 

NOTE When scanning, the displayed channel number (i.e., 101) is not necessarily the 
channel that is presently closed: 

If both a reading AND a scan channel are displayed, the reading and annuncia- 
tors pertain to that channel, but that channel is no longer closed. The next chan- 
nel in the scan list is the one that is now closed. Therefore, the reading (and 
annunciators) pertain to the channel and does not necessarily indicate the 
present state of the Model 2700. 

If the display is blanked ( ), the displayed channel is closed and has not 

been measured. 

Trigger models 

' NOTE The following information on trigger model operations apply specifically to 
front panel operation. 

Block diagrams, known as trigger models, are used to show the two fundamental scan 
functions; STEP or SCAN. These two scan functions are enabled by the STEP and SCAN 
keys respectively. The trigger models for scanning are shown in Figure 7-1 and Figure 7-2. 

NOTE The trigger model in Figure 7-2 also applies for bus operation. See "Remote 
programming — scanning” page 7-26, for differences between front panel and 
remote scanning. 

For the following discussion, refer to Figure 7-1 for STEP operation, and 
Figure 7-2 for SCAN operation. 
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Figure 7-2 

Trigger model with SCAN function 
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STEP operation overview — When the STEP key is pressed, the Model 2700 leaves the 
idle state, closes the first channel, and waits for the programmed trigger event. After the 
trigger is detected, the instrument may be subjected to one or more delays before perform- 
ing the measurement. 

After a reading is taken and stored in the buffer, the Model 2700 outputs a trigger pulse, 
opens the closed channel, and then closes the next chaimel in the scan list. The instrument 
then waits for another trigger event to measure the channel. After the last channel is 
scanned, the instrument returns to the idle state with the first channel in the scan list 
closed. 

SCAN operation overview — When the SCAN key is pressed, the Model 2700 leaves the 
idle state, closes the first channel, and waits for the programmed trigger event. After the 
trigger is detected, the instrument may be subjected to one or more delays before perform- 
ing the measurement. 

After a reading is taken and stored in the buffer, the Model 2700 opens the closed channel, 
and then closes the next channel in the scan list. Operation keeps looping around to mea- 
sure all channels in the scan list. After the last channel in the scan list is measured, the 
Model 2700 outputs a trigger pulse. 

If programmed to again scan the channels in the scan list, the Model 2700 will wait at the 
control source for another trigger event. After ail the scan list channels are again mea- 
sured, die Model 2700 will output another trigger pulse. After all programmed scans are 
completed, the instrument returns to the idle state with the first channel in the scan list 
closed. 

The individual components of the trigger models are explained as follows: 



When a scan is enabled (STEP or SCAN annunciator on), operation goes into the idle state 
and immediately drops down to the control source. Note that after the last channel in the 
scan is measured, operation returns to the idle state, where measurements are halted and 
the first channel in the list is closed, 

Control sources 

For front panel operation, there are three control sources to manage the scan: Immediate, 
Timer, and External Trigger. Operation is held up at the selected control source until the 
appropriate trigger event is detected. 

STEP operation — When the trigger event is detected, a channel is measured. The scan 
pointer then loops back to the control source and waits for the next trigger event to occur. 

SCAN operation — When the trigger event is detected, all the channels in the scan list are 
scanned. The scan pointer then returns to the control source and waits for the next trigger 
event to be detected. 
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Immediate control source 

With immediate triggering, event detection is immediate allowing channels to be scanned. 

Timer control source 

With the timer source enabled (selected), event detection is immediately satisfied. On the 
initial pass through the loop, the Tuner Bypass is enabled allowing operation to bypass the 
Timer and continue to the Delay block. 

On each subsequent pass through the loop, the Timer Bypass is disabled. Operation is then 
delayed by the Timer or the Delay. If the user-set Timer interval is greater than the user-set 
Delay, the Timer will control the length of the delay. Otherwise, the length of the delay is 
controlled by the user-set Delay period. 

The Timer interval can be set from 0 to 999999.999 seconds. The timer resets to its initial 
state when the scan is completed. 

STEP operation — As shown in Figure 7-1, the timer control source affects the timing 
between scanned channels. 

SCAN operation — As shown in Figure 7-2, the timer control source affects the timing 
between scans. It has no effect on the timing between scanned channels. 

External trigger control source 

Pressing the EX TRIG key places the instrument in the external triggCT mode (TRIG 
annunciator on). When the STEP or SCAN key is then pressed, that scan is enabled. How- 
ever, the scan does not start until an external trigger is received or the TRIG key is pressed. 
The external trigger or TRIG keypress satisfies event detection. 

STEP operation — Each time an external trigger is received (or TRIG key is pressed), one 
channel is scanned. 

SCAN operation — Each time an external trigger is received (or TRIG key is pressed), 
one complete scan is performed. 

Delays 

As shown in the trigger models, operation may be subjected to one or more delays before 
a channel is measured. 



N OTE As previously explained, if the timer control source is selected and its user-set 
interval is greater than the user-set Delay, the Timer interval will supersede the 
Delay period after the first pass through the loop. 

Delay (Auto or Manual) — The user can select either auto delay or manual delay. With" 
auto delay selected, the instrument automatically selects a delay period that will provide 
sufficient settling for function and autorange changes, and multi-phase measurements. 
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Tlie auto delay period cannot be adjusted by the user. It is a fixed delay for the selected 
function and range (Table 8- 1 ). 

NOTE When scanning, the auto delay times in Table 8-1 are valid for all control 
sources (Immediate, External, Timer, Manual, or Bus). 

With manual delay selected, the user can set the delay period from 0 seconds to 99 hours, 
99 minutes, 99.999 seconds. However, if you set a delay shorter than the corresponding 

auto delay period, measurement uncertainty increases (noisy and/or unsettled readings 
may result). 

N OTE Keep in mind that if the timer control source is selected, the Delay period is only 
in effect for the first pass through the loop. 

Ratio/Chan Average Delay — With ratio or channel average enabled, a delay is typically 
used to keep the channel relays from cycling too fast. The default delay period is 0.5 sec- 
onds but can be set from 0 to 999999.999 seconds using remote programming (see 
Section 5 for details). Ratio and chaimel average are covered in Section 5. 

NOTE The RatiolChan Average Delay is in addition to the Timer or Delay (Auto or 
Manual). That is, it occurs after the Timer interval or Delay period elapses. 

Device action 

The channel measurement process is performed at this block. If repeat filter is enabled, the 
filler process is also performed. 

Reading count 

NOTE For both STEP and SCAN, the reading count specifies the number of readings to 
store in the buffer. 

STEP operation — The reading count specifies the number of channels to scan. This can 
be equal to, less than, or greater than the number of channels in the scan list. The last 
scanned channel remains closed. If you start the scan again, it will start at the next 
channel. 

If the reading count is set to infinity (INF), the scan will continuously repeat until you 
stop it. 

NOTE One counter is used for STEF operation. Aj shown in Figure 7-1 , reading count 
sets the Trigger Counter. 
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SCAN operation — When a scan is started, one or more complete scans will be per- 
formed. The number of channels in the scan list determines the number of channels for 
each scan. The reading count determines the number of scans to perform and is best 
explained by an example. Assume there are 1 0 channels in the scan list. If you set the read- 
ing count to 10 or less, one scan of the 10 channels will be performed. If you set the read- 
ing count to any value from 1 1 to 20, two scans will be performed. A reading count from 
21 to 30 gives you three scans, and so on. 

If the reading count is set to infinity (INF), the scan will continuously repeal untO you 
stop it. 

NOTE As shown in Figure 7-2, two counters are used for SCAN operation. The Trigger 
counter controls the number of scans, and the Sample Counter controls the num- 
ber of channels for each scan. The number of channels in the scan list and the 
programmed reading count automatically sets the Trigger Counter and the Sam- 
ple Counter. 

The Sample Count is equal to the scan list length. For example, if channels 101, 
102, and 103 are programmed to be scanned, the Sample Count is 3. 

Output trigger 

STEP operation — After each chaimel is scanned, an output trigger is applied to the rear 
panel Trigger Link connector. 

SCAN operation — After ail channels in the scan list are scanned, an output trigger is 
applied to the rear panel Trigger Link connector. 
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A scan is configured from the scan configuration menu which is accessed by pressing 
SHIFT and then CONFIG. Figure 7-3 shows the b^ic flowchart to configure a scan. After 
entering the menu structure you can configure a simple scan, an advanced scan, or reset 
the configuration to the default setup for a simple scan. Refer to the flowchart in 
Figure 7-3 for the following discussions on “Scan reset,” “Simple scan,” and “Advanced 



NOTE 



Only a sequential scan can be configured from the front panel. For a sequential 
scan, the scan proceeds from the lowest numbered channel to the highest. 
Nonsequential (backward) scanning is only intended to be performed using 
remote programming. Unexpected results may occur if a nonsequential scan is 
run from the front panel. 

For more information, see “Scanning fundamentals— Sequential and non- 
sequential scans" page 7-3. 



Figure 7-3 

Scan configuration flowchart 




NOTE The instrument is always configured to run a scan. On power-up, each available 
channel uses the power-on default setup. For example, for factory power-on 
default settings, and two Model 7700s installed, the instrument will scan chan- 
nels 101 through 220 when the scan is run. See Section 1 for details on power- 
on default settings. 
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There are two scan configurations: simple and advanced. When you configure the simple 
scan, the instrument uses the present instrument setup for each channel in the scan. For the 
advanced scan, each channel can have its own unique setup. As explained in “Trigger 
models,” page 7-4, there is a user-set delay (auto or manual) that is in effect for both the 
simple and advanced scan. 

Channel setup considerations 

Rel — In order to use an acquired rel value for an advanced scan channel, the rel value has 
to be acquired with the instrument in the normal measurement state. Details to set rel for 
scan channels are provided in “Relative,” page 5-2. Scanning examples (front panel and 
remote programming) at the end of this section demonstrate how to set rel values for scan 
channels. 

Filter The moving filter cannot be used in a scan; only the repeat filter can be used. If 
you configure a channel (or channels) to use the moving filter, the filter will be off when 
the scan is run. See Section 4 for details on filter. 

Hold — Reding hold cannot be used with scanning. Do not set up a scan channel to use 
hold and do not run a scan with hold enabled. 

NOTE When in the scan setup menu, use the edit keys Jh,, and W) to make selec- 
tions and set values. Displayed selections and settings are entered by pressing 
the ENTER key. 

Saving the configured scan 

The configured scan can be saved in a user-saved setup (SAVO, SAVl, SAV2, orSAV3). 
For a front panel configured scan, the reading count and timer values are also saved (B04 
and later software). However, if the settings for a user setup or power-on setup do not 
match the switching module type presently installed, error +520 (Saved setup scancard 
mismatch) occurs when the setup is recalled. The scan resets to the factor default settings, 
and all channels will open. The saved setup is still retained in memory and can be restored 
when the matching switching module is later installed. 

The displayed front panel CONFIG menu operates differently from other menus when a 
saved front panel scan is recalled. The reading count value in the menu may not reflect the 
actual reading count of the scan. For example: 










i 
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Assume a Model 7700 module configured for alO-charmel scan and a reading count of 30. 
For this configuration, the instrument will scan through the scan list three limes. Now 
assume the scan setup is saved in SAVl, and SAVl is the power-on default. After cycling 
power, press SCAN or STEP to run the scan. The scan will run properly. That is, the 10 
channels will be scanned three times. However, if you check the reading count in the front 
panel CONFIG menu, the reading count will be 10 (instead of 30). This is because the 
scan list length “suggests” the reading count value during the setup process. 

NOTE Saving and recalling user-setups is covered in Section 1 (see "Defaults and user 
setups" onpage 1-19), 



From the scan configuration menu, you can reset the scan configuration to the default 
setup for a simple scan. 

For the Model 7700 switching module, channels 21 and 22 are turned off (not used), and 
channels 1 through 20 are configured as follows; 

Fimction - DCV 
Range - Auto 
Rate - Slow 

All other multimeter features and ftinctions are disabled. 

When the scan is run by pressing STEP or SCAN, channels 1 through 20 will be scanned 
and the 20 DCV readings will be stored in the buffer. 

Perform the following steps to reset the scan configuration; 

1 . Press SHIFT and then CONFIG to enter the scan configuration menu. 

2. Press the A or T key to display INT; RESET and press ENTER. 

After briefly displaying “LIST RESET,” the instrument returns to the normal measurement 
state. 
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Simple scan 

For a simple scan, yoii specify a starting channel (MEN CHAN) and an ending channel 
(MAX CHAN) for the scan. These settings determine the number of channels in the scan. 
For example, if you set MIN CHAN to 101 and MAX CHAN to 110, there will be 10 
channels in the scan list. 

The starting channel number must be lower than the ending channel number. If you enter 
ah invalid value, the message “TOO SMALL” or “TOO LARGE” will be displayed 
briefly. The displayed channel number will default to the lowest available, channel (i.e., 
101) or the highest available channel (i.e., 220). 

Perform the following steps to configure a simple scan: 

1. While in the normal measurement mode, set up the instrument for your test. This 
setup will be used for all selected channels in die scan. 

2. Press SHIFT' and then CONFIG to access the scan setup menu. 

3. Press the A or ▼ key to display “INT: SIMPLE” and press ENTER. 

4. Set the minimum channel (MEN CHAN) for the scan and press ENTER. 

5. Set the maximum channel (MAX CHAN) for the scan and press ENTER. 

6. Enable (YES) or disable (NO) the timer and press ENTER. See “STEP and SCAN 
keys” for details on timer operation. 

7. If you enabled the timer, set the timer interval using the hour/minute/second for- 
mat. The timer can be set from 0.001 sec (OOH:OOM:OO.0OlS) to 99 hrs, 99 min, 
99.999 sec (99H:99M:99.999S). Note that pressing the AUTO key sets the timer to 
0.001 sec. With the desired interval displayed, press ENTER. 

8. The displayed reading count (RDG CNT) sets the number of channels to scan 
(STEP) or the number of scans to run (SCAN). You can change the reading count 
to any finite value from 2 to 55000, or you can select infinite (continuous scan- 
ning). To select infinite, set the reading count to 000000 to display INF. See “Trig- 
ger models,” page 7-4, for details on reading count. With the desired reading count 
setting displayed, press ENTER to return to the normal measurement display state. 
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For an advanced scan, each enabled channel can have its own unique setup. Channels that 
are disabled are excluded from the scan list 

When you enter the channel setup menu, the displayed information indicates the present 
setup for the selected channel. The position of the decimal point in the “SETUP” message 
indicates present range. Examples; 



S.ETUP V:101 



SETUP Kn:102 



SETUP mA:121 



1 V range for channel 1 01 . If the AC annunciator is off, the function 
is DCV. If it is on, ACV is selected. 

lOkfi range for channel 102. If the 4-wire annunciator is off, the 
funcdon is Ql. If it is on, QA is selected. 

100mA range for channel 121. If the AC annunciator is off, the 
function is DCI. If it is on, ACI is selected. 



SETUP “C:103 TEMP function selected for channel 103. 

SETUP HZ;104 FREQ function selected for channel 104. 



SETUP S:105 PERIOD fiinction selected for channel 105. 

SETUP PR:I11 For the Model 7700, channel 111 is paired to channel 101, and 

cannot be changed. Channel pairing occurs when Ratio or Channel 
• Average is enabled, or when a 4-wire function (Q4 or 4-wiie RTD 
TEMP) is selected. 

Tlie annunciators indicate which of the other instrument settings are enabled for the 
selected channel. When you edit settings for the selected channel (auto range, rel, rate, 
etc.), the related annunciators will turn on/off. 

Advanced scan setup notes 

1 . The CHAN annunciator is on while in the scan semp menu. 

2. For some channel-specific setups, you have to configure them from a menu. For 
example, to set up and enable mX+B, you have to use MATH menu. While in that 
menu, the CHAN annunciator will flash to indicate that you are editing the mX+b 
math setup for that channel in the scan list. When you exit from the mX-fb setup 
menu, the CHAN annunciator stops flashing. 

3. Paired channels — A paired channel function or operation can only be selected for 
a primary channel For the Model 7700, channels 1 through 10 are the primary 
channels. Trying to select a paired channel function or operation for channels 1 1 
through 22 will result in “INVALID CHAN.” 

4. Function changes — When you press a function key, the selected channel assumes 
the mainframe setup for that function. Also, available channels (for the specified 
slot) that follow will also assume that setup. Model 7700 example: If you press 
DCV for channel 101, channels 101 throu^ 120 will assume the DCV setup. Note 
that channels for slot 2 are not affected. 
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When you press the Q4 function key for a primary channel, the subsequently paired 
channels will be displayed briefly. Model 7700 example: If you press 04 for channel 
108, channels 109 and 110 wiU also assume the H4 function, and the message “118-120 
PRD” will be displayed to indicate the paired channels. 

A channel that is paired to a primary channel is not affected by function changes. 
Model 7700 example: Assume channel 102 is paired to channel 1 12. Now select channel 
103 and press DCV. All following charmels, except channel 1 12, will assume the DCV 
setup. Channel 112 remains paired to channel 102. However, if you select channel 101 
and press DCV, channel 102 will change to DCV and not be paired to channel 1 12 
anymore. Therefore all 20 channels will assume the DCV setup. 

5. Setting changes — When you press a key to change a setting (i.e., range, rel, digits, 
etc.), only the selected scan channel is Reeled. Model 7700 example: If you make 

a range change for channel 103, the range settings for other channels are not 
affected. 

Advanced scan setup procedure 

Step 1: Select the advanced scan configuration menu 

1 . Press SHIFT and then CONFIG to access the scan setup menu. 

2. Press the A or ▼ key to display INT: ADVANCED and press ENTER. 

Step 2: Edit scan channels 

1. Use the or ► key to select channel 101: 



SETUP 



(factory default) 



NOTE The CLOSE key can instead be used to select a scan channel to be edited. Press 
CLOSE, use the keys to display the channel, and then press ENTER. 

2. You can disable the channel or use it in the scan. Perform step a or step b: 

a. If you do not want to use the channel, press SHIFT and then CH-OFF to dis- 
able the channel. Available channels that follow wUl also disable. Note, how- 
ever, that channels for slot 2 are not affected. 

b. If you want the charmel in the scan, you can either use the presently selected 
function or select a valid measurement function. When you press a function 
key (i.e., DCV), the channel assumes the setup of the selected function. Avail- 
able channels that follow will assume the same setup. Note, however, that 
channels for slot 2 are not affected. 

NOTE For the Model 7700, DCl and ACI cannot be selected for channels 101 through 
120, and channels 201 through 220. DCl and ACI are the only functions that can 
be set for channels 121, 122, 221, and 222. 
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3. If you did not disable the channel, make your setup changes (if any) for the 
selected function. These changes do not affect the following channels. 

4. Using the or ► keys or the CLOSE key to select the channel, repeat steps 2-2 and 
2-3 to set other channels. 

5. When finished setting up channels, press ENTER to proceed to set up triggering. 

NOTE. If there are not at least two channels in the scan list (two or more channels 

enabled), the message "INVALID LIST' message will appear briefly. You will 
not be able to exit from the scan configure menu, or finish the scan setup until 
you enable at least two channels. 

NOTE The remaining steps are used to check or change the setups for triggering, timer, 
and reading count. If you are not going to make changes to any of those setups, 
you can exit from the scan setup menu by pressing EXIT twice. The instrument 
returns to the normal measurement mode. 



Step 3: Enable immediate scan 

The present state of immediate scan (MM SCAN) is displayed; Y (yes, which is the fac- 
tory and *RST default) or N (no). With immediate scan enabled, the scan will start when 
you press the STEP or SCAN key. Use the A or T key to display MM SCAN: Y, and press 
ENTER. 

NOTE Disable immediate scan (IMM SCAN: N) when you wish to use a monitored 
reading limit to trigger the start of the scan. This technique to start a scan is 
covered later in this section. See "Scan operation’,’ page 7-22. 

Step 4: Timer controlled scan 

The present stale of the TIMER will be displayed; NO or YES. If you do not wish to use 
the timer, use the A or ▼ key to display TIMER? NO (which is the factory and =*^RST 
default) and press ENTER. 

To use the timer, use the A or T key to display TMER? YES and press ENTER. The timer 
interval is displayed in the hour/minute/second format. The timer can be set from 0.001 
sec (00H:00M:00.001S) to 99 hr, 99 min, 99.999 sec (99H:99M:99.999S). Note that press- 
ing the AUTO key sets the timer to 0.001 sec. With the desired interval displayed, press 
ENTER. 




Step 5: Set the reading count 

The displayed reading count (RDG CNT) sets the number channels to scan (STEP) or the 

number of scans to run (SCAN). You can change the reading count to any finite value from 
2 to 55000, or you can select infinite (continuous scanning). To select infinite, set the read- 
ing count to 00000 to display INF. With the desired reading count setting displayed, press 
ENTER. The instrument returns to the normal measurement mode. 

See “Trigger models,” page 7-4, for details on reading count. 
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As shown in Figure 7-i and Figure 7-2, a delay (auto or manual) can be set by the user. 
With auto delay selected, the delay period depends on function and range (Table 8-1). 

With manual delay selected, the delay period can be set from 0 secs to 99 hrs, 99 mins, 
99.999 secs. 

Perform the following steps to set auto or manual delay: 

1. With the instrument in the normal measurement display state, press SHIFT and 
then DELAY. 

2. Press a or ▼ to display AUTO (auto delay) or MAN (manual delay) and press 
ENTER. 

3. If you selected MAN, you will be prompted to set the delay in the hour/minute/ 
second time format. Use the ►, A. and T keys to set the delay. 

NOTE Pressing the AUTO key sets the manual delay to 0.001 sec. 

4. Widi the desired manual delay displayed, press ENTER. 

For remote programming, the TRIGer:DELay <NRf> and TRIGger:DELay:AUTO <b> 
commands are used to set the delay. See Table 7-1 for details. 

NOTE The delay for ratio and channel average can only be set using remote program- 
ming (Table 5-3). 

Monitor channel 

While in the normal measurement state, a scan list channel can be used to monitor read- 
ings. When a channel is selected to be the monitor, it will assume the setup of the scan list 
ch^el. 

NOTE If you change the setup while a monitor channel is closed, that setup will be cop- 
ied to that channel in the scan list. 

When a scan is started, the first channel in the scan list will be briefly displayed. While the 
scan is in progress, the display will only show the reading(s) for the monitor channel. 
After the last channel is scanned, the scan will disable with the monitor channel closed. 

Monitor can be used with limit testing to trigger the start of a scan. When the monitor 
detects that a set reading limit has been reached, the scan is triggered to start. The detailed 
procedure to perform a monitor scan is provided in “Scan operation — Monitor scan,” 
page 7-35.” 
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NOTE An overflow reading (“OVRFIM" message displayed) is interpreted by the 

Model 2700 as a positive reading, even if the input signal is negative. This could 
inadvertently trigger a monitor scan (see “Scan operation — - Monitor scan,” 
page 7-35). 

The monitor channel must be a channel that is in the scan list. If the monitor 
channel is removed from the scan list, the lowest channel in the scan list will 
become the monitor channel 

To set monitor, the instrument can be in the nomal measurement state or enabled while in 
the advanced scan menu. There are two methods to select a monitor channel; method 1 
selects it while a channel is closed, and method 2 selects it with no channels closed. 

NOTE The monitor channel must be a channel that is in the scan list. 

Method 1: 

1 . Use the CLOSE key or the and ^ keys to close the channel that you want to be 
the monitor. 

2. Press SHIFT and then MONITOR (MON annunciator turns on). 

Method 2; 

1. If a channel is closed, press OPEN to open it. 

2. Press SHIFT and then MONITOR. 

3. Use the ►, A., and ▼ keys to display the monitor channel (i.e., MONITOR 101), 
and press ENTER. The monitor channel closes and the MON aimunciator turns on. 

To disable monitor, again press SHIFT and then MONITOR (MON annunciator turns off). 

Once enabled, you can change the monitor channel using the CLOSE key or the ^ and ► 
keys. If you open the monitor channel, the monitor does not disable but it does become 
inactive (MON annunciator turns off). When a channel is closed, monitor becomes active 
(MON annunciator turns on). 

While in the normal measurement state, the present monitor channel dictates which chan- 
nel in the scan list is the monitor. Therefore, if you change the monitor channel, the scan 
list monitor channel also changes. 

When you change the monitor channel while in the normal measurement state, the instru- 
ment setup does not change. If you want the monitor channel to assume the setup of the 
scan list channel, you must disable the monitor and then re-enable it. 
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Auto channel configuration allows you to recall scan list setups. With auto channel config- 
uration enabled, a closed channel assumes the scan list setup. With this feature, you can 
inspect the channel setups of the scan, or manually scan channels. When a scan channel is 
disabled (not in scan list), it cannot be closed with auto channel configuration enabled. 

As with normal operation, when you use the ►, or CLOSE to close a channel (or chan- 
nel pair), any other closed channels are first opened. 

Perform the following steps to enable or disable auto channel configuration. 

1. Press SHIFT and then SETUP. 

2. Use the A or ▼ key to display the auto configuration (CH AUTOCFG) setting; N 
(no) orY (yes). 

3. Press the ^ key to place the cursor on the present setting (N or Y), and press the A, 
or ▼ key to change the setting. 

4. Press ENTER to return to the normal measurement state. 

NOTES Auto channel configuration cannot be enabled if there is a non-scan channel 
presently closed. For example, assume the scan list consists of channels 105 
through 110, and channel 101 (a non-scan channel) is presently closed. When 
. "you attempt to enable auto channel configuration from the front panel, the mes- 
sage “NOT IN SCAN” is briefly displayed. For remote operation, error -221 
(settings conflict) occurs. 

With auto channel configuration enabled, the -4 and ^,keys will not properly 
step through a nonsequential scan list. Therefore, auto channel configuration 
should not be used for a nonsequential scan list. For information on non- 
sequential scans, see “Scanning fundamentals — Sequential and nonsequential 
scans)’ page 7-3. This topic is located near the beginning of this section. 

For remote operation, the ROUT:CLOS:ACON command is used to enable or 
disable auto channel configuration (Table 7-1). 
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Up to three mstrument setups can be saved in memory using the SHIFT > SAVE menu 
(SAVO SAVl, SAV2, or SAV3). A user-saved setup can also be used as the power-on 
setup. A user-saved setup can be restored from the SHIFT > SETUP menu Details on 
user-setups are covered in Section 1 . 



Auto scan 



enabled, the scan operation is saved in memory. If power to the 
mtemipted, the scan will resume when power is restored. With auto scan 

becomes the power-on setup. It takes precedence over the fac- 
tory, *RST, or user-saved power-on setup. 

Perform the following steps to set auto scan. 

1 . While in the normal measurement state, press SHIFT and then SETUP. 

2. Use the A and ▼ keys to display the auto scan (AUTOSCAN) setting; N (no) or Y 
(yes). 

3. To chmge the setting, press ^ to place the cursor on the setting (N or Y) and press 

A or ▼ to change the setting. ^ 

4. Press ENTER to exit from the menu structure. 



NOTE 



With auto scan enabled. DO NOT save the present setup as the power-on default 
setup. If you do so, an interrupted scan will not resume. 

If during the power-up sequence the Model 2700 detects a card ID change for 
any slot auto scan configuration will disable and an interrupted scan will not be 
resumed. Error +51 7 occurs (cannot resume scan) to indicate that the scan has 
been disabled. The instrument assumes the normal power-on setup. 

^ran with a 

Model 7706 card installed will cause error -221 (settings conflict). 
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A basic scan is controlled solely by the STEP and SCAN keys. When one of these keys is 
pressed, the STEP or SCAN operation will be performed. For the manual/extemal trigger 
scan, the TRIG key or triggers received from another instrument starts the STEP or SCAN 
operation. For the monitor scan, a channel monitors readings. When a set reading limit is 
reached, STEP or SCAN will start. 



Basic scan 



Perform the following steps to run the presently configured scan: 

1 . To start the scan, press STEP or SCAN, 

2. The STEP or SCAN annunciator turns on, and channels are scaimed from the low- 
est to highest number channel. Chaimels that are turned off will not be scanned. 

3. Keep in mind that the Timer Delay for STEP occurs between channels, while the 
Timer Delay for SCAN occurs between scans. If the timer is off, both scans will 
run at virtually the same speed. 

4. With reading count set to a finite value, the last channel scanned will open and the 
first channel in the scan list will close. Keep in mind that the scan is still enabled 
(STEP or SCAN annunciator on). When you press STEP or SCAN, the scan will 
continue starling with the next channel. 

5. With reading count set to infinite, the scan will keep repeating. 

NOTE While the scan is enabled (STEP or SCAN annunciator on), most front panel 
keys are inoperative and will cause the message “HALT SCANNER” to be 
displayed. 

6. To disable the scan, press SHIFT and then HALT. 



Buffer 

To recall scanned readings stored in the buffer, press RECALL and use the ►, A, and ▼ 
keys to navigate through the buffer. Note that the buffer can be read while the instrument is 
storing readings. See Section 6 for details on recalling buffer readings. When finished, 
make sure to exit from buffer recall by pressing the EXIT key. 



